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PREFACE 


Analytical  ultrasonics  implies  the  measurement  of  material  microstructure 
and  associated  factors  that  govern  mechanical  properties  and  dynamic  response. 
It  goes  beyond  flaw  detection,  flaw  imaging,  and  defect  characterization  and 
includes  assessing  the  inherent  properties  of  material  environments  in  which 
the  flaws  reside.  Analytical  ultrasonics  can  assess  and  verify  material  mod¬ 
uli,  strength,  toughness,  and  a  host  of  other  mechanical  properties  and  mor¬ 
phological  conditions.  Analytical  ultrasonics  can  provide  a  nondestructive 
approach  to  characterizing  initial  states  of  engineering  solids  and  their 
degradation  or  modification  on  exposure  to  service  environments.  Also,  ana¬ 
lytical  ultrasonics  can  provide  data  relevant  to  materials  research  concerned 
with  understanding  and  tailoring  material  microstructures  to  enhance  prop¬ 
erties  and  dynamic  response. 

Realization  of  these  potentials  will  demand  the  advancement  of  signal 
acquisition,  processing,  and  analysis  methods  with  emphasis  on  automated, 
digital  techniques.  Moreover,  it  will  be  necessary  to  establish  theoretical 
foundations  for  the  empirical  correlations  that  can  be  found  among  ultrasonic 
measurements,  microstructures ,  mechanical  properties,  dynamic  response,  micro¬ 
damage  and  degradation  effects,  and  microcrack  nucleation  mechanics. 

This  conference  proceedings  presents  recent  research  results  and  is 
intended  to  stimulate  further  investigations  and  advancements  in  analytical 
ultrasonics  for  characterizing  structural  materials  from  metals  and  ceramics 
to  composites.  General  topics  covered  by  the  conference  included 


(1)  Status  and  advances  in  analytical  ultrasonics  for  characterizing 
material  microstructures  and  mechanical  properties 

(2)  Status  and  prospects  for  ultrasonic  measurements  of  microdamage, 
degradation,  and  underlying  morphological  factors 

(3)  Status  and  problems  in  precision  measurements  of  frequency-dependent 
velocity  and  attenuation  for  materials  analysis 


(4)  Procedures  and  requirements  for  automated,  digital  signal  acquisi¬ 
tion,  processing,  analysis,  and  interpretation 


(5)  Incentives  for  analytical  ultrasonics  in  materials  research  and 
materials  processing,  testing,  and  inspection 

(6)  Examples  of  progress  in  ultrasonics  for  interrelating  micro¬ 
structure,  mechanical  properties,  and  dynamic  response 
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The  keynote  paper  was  given  by  Professor  Robert  E.  Green,  Jr.,  Chairman 
of  The  Johns  Hopkins  University  Materials  Science  and  Engineering  Department  _ 

and  Director  of  the  Center  for  NDE  at  the  University,  who  stressed  the  impor-  '/Q* 
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tance  of  advancing  the  theoretical  foundations  of  ultrasonics  for  fuller 
explanations  of  interactions  of  ultrasound  with  solid  materials.  The  general 
theme  of  materials  characterization  through  better  understanding  of  inter¬ 
relations  among  ultrasonic  measurements,  material  microstructure  and  morphol¬ 
ogy,  and  mechanical  properties  was  emphasized  from  diverse  viewpoints  by  the 
speakers . 

I  express  my  gratitude  to  the  authors  and  speakers  for  their  cooperation 
in  making  the  conference  possible  and  for  their  excellent  contributions,  which 
appear  in  this  proceedings.  I  also  express  special  thanks  to  my  session 
cochairmen,  Stanley  J.  Klima  and  Edward  R.  Generazio,  both  of  NASA  Lewis 
Research  Center,  for  keeping  the  sessions  moving  at  a  lively  pace  and  assuring 
ample  audience  interaction  with  the  speakers. 

It  is  well  known  that  undertaking  a  conference  of  the  scope  of  this  one 
requires  the  participation  of  a  number  of  individuals  working  behind  the 
scenes.  I  was  fortunate  in  having  the  following  individuals  on  the  Conference 
Committee  who  gave  the  support,  talents,  enthusiasm,  and  energy  needed  to 
assure  its  success:  Harold  E.  Kautz,  Gloria  J.  O'Donnell,  Don  J.  Roth,  and 
Shelly  J.  White.  Finally,  I  express  my  thanks  to  Carol  A.  Vidoli  whose  exper¬ 
tise  and  sharp  editorial  eye  piloted  the  compilation  of  this  volume  through 
the  treacherous  straits  of  publication. 


Alex  Vary 

Conference  Chairman 

Head,  Nondestructive  Evaluation  Section 
NASA  Lewis  Research  Center 
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ULTRASONIC  NONDESTRUCTIVE  MATERIALS  CHARACTERIZATION 


Robert  E.  Green,  Jr. 

The  Johns  Hopkins  University 
Baltimore,  Maryland  21218 


A  brief  review  of  ultrasonic  wave  propagation  in 
presented  with  consideration  of  the  altered  behavior  in 
linear  elastic  materials  in  comparison  with  isotropic 
materials.  Some  experimental  results  will  be  described 
velocity  and  attenuation  measurements  give  insight  into  materials  microstructure 
and  associated  mechanical  properties.  Recent  developments  with  laser  beam 
non-contact  generation  and  detection  of  ultrasound  will  be 
results  of  several  years  of  experimental  measurements 
ultrasound  will  be  discussed,  which  provide  substantial 
inability  of  presently  accepted  theories  to  fully  explain 
ultrasound  with  solid  materials.  Finally,  a  special 
topographic  system  will  be  described  which  affords  the  possibility  of  observing 
direct  interaction  of  ultrasonic  waves  with  the  microstructural  features  of  real 
crystalline  solid  materials  for  the  first  time. 
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INTRODUCTION 


Although  historically  nondestructive  techniques  have  been  used  almost 
exclusively  for  detection  of  macroscopic  defects  in  structures  after  they  have 
been  in  service  for  some  time,  it  has  become  increasingly  evident  that  it  is 
both  practical  and  cost  effective  to  expand  the  role  of  nondestructive 
evaluation  to  include  all  aspects  of  materials  production  and  application. 
Currently  efforts  are  directed  at  developing  and  perfecting  nondestructive 
evaluation  techniques  which  are  capable  of  monitoring  and  controlling  the 
materials  production  process;  the  materials  stability  during  transport,  storage, 
and  fabrication;  and  the  amount  and  rate  of  degradation  during  the  materials  in- 
service  life.  Ultrasonic  techniques  afford  very  useful  and  versatile 
nondestructive  methods  for  evaluating  the  microstructures,  associated  mechanical 
properties,  and  macroscopic  flaws  in  solid  materials. 


ULTRASONIC  WAVES  IN  SOLID  MATERIALS 


The  use  of  ultrasonic  waves  as  nondestructive  probes  has  as  a  prerequisite 
the  careful  documentation  of  the  propagational  characteristics  of  the  ultrasonic 
waves  themselves  (ref.  1) .  Since  in  nondestructive  evaluation  applications  it 
is  not  desirable  for  the  ultrasonic  waves  to  alter  the  material  through  which 
they  pass,  it  is  necessary  to  work  with  very  low  amplitude  waves,  which  normally 
are  regarded  to  obey  linear  elasticity  theory.  Although  most  practical  uses  of 
ultrasonics  are  applied  to  solid  materials  which  are  polycrystalline  aggregates 


and  therefore  assumed  to  be  isotropic,  with  real  crystalline  solids  the 
condition  of  ideal  isotropy  is  extremely  difficult  if  not  impossible  to  attain. 
The  prime  reason  for  this  is  that  the  solidification  or  forming  and  heating 
processes  associated  with  material  processing  does  not  permit  a  random 
distribution  of  crystallographic  orientations  among  the  aggregation  of  grains 
and  often  does  not  even  permit  a  uniformity  of  grain  size.  Therefore,  most  real 
polycrystalline  aggregates  possess  a  "texture”  and  this  texture  strongly 
influences  the  mechanical  properties  of  the  anisotropic  material  including 
ultrasonic  wave  propagation. 


LINEAR  ELASTIC  WAVE  PROPAGATION 


In  general  three  different  linear  elastic  waves  may  propagate  along  any 
given  direction  in  an  anisotropic  material.  These  three  waves  are  usually  not 
pure  modes  since  each  wave  generally  has  particle  displacement  components  both 
parallel  and  perpendicular  to  the  wave  normal.  However,  one  of  these  components 
is  usually  much  larger  than  the  other;  the  wave  with  a  large  parallel  component 
is  called  quasi— longitudinal  while  the  waves  with  a  large  perpendicular 
component  are  called  quasi-shear.  In  the  event  that  sufficient  symmetry 
prevails  such  that  the  direction  of  propagation  is  elastically  isotropic  or  if 
the  material  is  elastically  isotropic  in  general,  then  all  modes  become  pure 
modes,  i.e.  the  particle  displacements  are  either  parallel  or  perpendicular  to 
the  wave  normal,  and  the  two  quasi-shear  modes  degenerate  into  one  pure  shear 
mode.  Also  of  great  practical  importance  to  elastic  wave  propagation  in 
anisotropic  materials  is  the  fact  that  the  direction  of  the  flow  of  energy  per 
unit  time  per  unit  area,  the  energy-flux  vector,  does  not  in  general  coincide 
with  the  wave  normal  as  it  does  in  the  isotropic  case,  i.e.  the  ultrasonic  beam 
exhibits  refraction  even  for  normal  incidence. 

Figure  1  serves  to  illustrate  several  aspects  of  ultrasonic  wave 
propagation  in  anisotropic  materials.  This  figure  is  one  of  a  set  of  four 
photographs  originally  published  by  Merkulov  and  Yakovlev  (ref.  2)  who  used  the 
optical  schlieren  technique  to  visualize  the  sound  field  due  to  ultrasonic  waves 
propagating  in  optically  transparent  quartz  crystals.  In  Fig.  1  a  single  25  MHz 
x-cut  quartz  piezoelectric  transducer  attached  to  a  y-face  of  a  single  crystal 
quartz  block  is  shown  to  simultaneously  generate  a  quasi- longitudinal  and  a 
quasi— shear  wave,  both  of  which  exhibit  energy— flux  deviation  from  the  wave 
normal,  i.e.  refraction.  In  general,  a  piezoelectric  transducer  generates  both 
longitudinal  and  shear  waves,  but  depending  on  the  particular  piezoelectric 
properties  of  the  specific  transducer  one  type  of  mode  will  be  dominant.  It 
should  be  noted,  that  since  most  real  structural  materials  exhibit  some  degree 
of  anisotropy,  great  care  must  be  exercised  in  locating  flaws  in  these  materials 
using  ultrasonic  techniques.  For  example,  Fig.  2  illustrates  schematically  how 
anisotropy  caused  by  the  strong  materials  texture  of  the  test  object  results  in 
a  marked  deviation  of  the  energy- flux  (the  ultrasonic  beam)  such  that  it  detects 
a  crack  which  is  not  in  the  direct  line  of  sight  beneath  the  transducer.  If  the 
degree  of  energy-flux  deviation  was  not  determined  prior  to  this  test  and  the 
assumption  was  made  that  no  deviation  occurred,  subsequent  investigation  would 
not  reveal  the  crack  in  the  calculated  position  beneath  the  transducer,  while 
the  real  crack  location  would  not  be  confirmed. 
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Here  is  a  good  place  to  call  attention  to  the  fact  that,  although  many 
authors  and  investigators  draw  a  close  analogy  between  electromagnetic  wave 
propagation  and  elastic  wave  propagation  in  solid  materials,  great  caution 
should  be  exercised  in  doing  so.  The  behavior  of  anisotropic  materials  with 
respect  to  propagation  of  elastic  waves  is  much  more  complicated  than  the 
propagation  of  electromagnetic  waves,  since  the  material  constitutive  equations 
required  to  properly  describe  elastic  waves  are  of  higher  order  tensor  rank  than 
those  required  to  describe  electromagnetic  waves  (ref.  3). 


ATTENUATION  OF  NEARLY  LINEAR  ELASTIC  WAVES 


For  all  read  solids,  the  assumption  of  pure  linear  elasticity  is  only  an 
approximation  since  all  real  ultrasonic  waves  are  attenuated  as  they  propagate. 
If  one  considers  this  more  realistic  case,  one  finds,  to  the  lowest  order  of 
approximation,  that  the  general  propagational  characteristics  of  such  waves  in 
solid  materials  are  identical  with  the  linear  elastic  case  considered 
previously,  as  regards  wave  speeds,  particle  displacements,  energy  flux  vectors, 
and  diffraction  spread.  However,  as  a  result  of  various  mechanisms,  there  will 
be  energy  loss  from  these  propagating  waves. 

Although  geometrical  effects  can  cause  energy  to  be  lost  from  the 
ultrasonic  beam,  such  losses  are  not  indicative  of  intrinsic  loss  mechanisms 
associated  with  the  microstructure.  Once  proper  precautions  are  taken  to  either 
eliminate  or  control  these  geometrical  effects,  ultrasonic  attenuation 
measurements  serve  as  a  very  sensitive  indicator  of  internal  loss  mechanisms 
caused  by  microstructures  and  microstructural  alterations  in  the  material  (ref. 
4).  This  sensitivity  derives  from  the  ability  of  ultrasonic  waves  to  interact 
with  volume  defects  -such  as  cracks,  microcracks,  included  particles,  and 
precipitates;  surface  defects  such  as  grain  boundaries,  interphase  boundaries, 
and  magnetic  domain  walls;  and  dislocation  line  defects.  Moreover,  ultrasonic 
waves  are  sensitive  to  the  interaction  of  point  defects  such  as  impurity  atoms 
and  vacancies  with  dislocations. 

Since  a  nearly  linear  elastic  wave  propagating  in  a  crystal  has  a  stress 
field  represented  by  a  second-order  tensor,  and  since  dislocation  motion  in 
crystals  is  primarily  confined  to  certain  directions  in  specific  planes,  the 
interaction  of  ultrasonic  waves  with  dislocations  in  single  crystals  is 
anisotropic.  Calculation  of  the  stress  on  the  dislocations  is  obtained  by 
resolving  the  nine  components  of  stress  associated  with  the  elastic  wave  into 
the  appropriate  slip  direction  and  then  summing. 

Figure  3,  taken  from  the  work  of  Swanson  and  Green  (ref.  5),  illustrates 
the  experimental  agreement  with  the  orientation  dependence  of  ultrasonic 
attenuation  caused  by  dislocation  damping  and  also  exhibits  the  extreme 
sensitivity  of  such  ultrasonic  waves  as  probes  to  measure  plastic  deformation. 
The  data  to  plot  the  curves  shown  in  this  figure  was  obtained  by  measuring  the 
change  of  attenuation  of  specifically  polarized  shear  waves  propagating  along 
the  axis  of  two  similar  cylindrical  aluminum  crystals  while  the  crystals  were 
subjected  to  uniaxial  compressive  deformation.  Figure  3(a)  shows  the 
stress-strain  curve  and  the  change  in  attenuation-strain  curve  for  a 
quasi- transverse  wave  polarized  with  a  large  component  of  particle  displacement 
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perpendicular  to  the  projection  of  the  primary-slip  direction  onto  the  end 
surface  of  the  crystal  specimen.  With  such  a  polarization,  there  is  only  a  very 
small  interaction  between  the  stress  field  of  the  ultrasonic  wave  and 
dislocations  on  the  primary-slip  system.  As  can  be  seen,  the  attenuation  rises 
steadily  as  the  specimen  is  loaded  to  the  yield  point.  During  easy  glide  of  the 
dislocations,  the  attenuation  remains  relatively  constant,  but  starts  to 
increase  again  as  other  slip  systems  become  active. 

Figure  3(b)  shows  the  stress- strain  curve  and  the  change  in 
attenuation-strain  curve  for  a  quasi- transverse  wave  polarized  with  a  large 
component  of  particle  displacement  parallel  to  the  projection  of  the 
primary— slip  direction  onto  the  end  surface  of  the  crystal  specimen.  With  such 
a  polarization,  there  is  a  maximum  interaction  between  the  stress  field  of  the 
ultrasonic  wave  and  dislocations  on  the  primary-slip  system.  In  this  case,  the 
attenuation  increased  with  increasing  strain  up  to  the  yield  point  at  which  time 
there  was  a  sharp  decrease.  After  the  sudden  decrease  associated  with  the  yield 
point  the  attenuation  continued  to  increase  with  increasing  strain.  These 
results  show  that  ultrasonic  attenuation  measurements  are  extremely  orientation 
dependent  and  that  such  measurements  are  much  more  sensitive  to  the  early  stages 
of  plastic  deformation  than  are  conventional  stress-strain  measurements. 

Sachse  and  Green,  (ref.  6),  conducted  additional  experiments  which 
illustrate  the  extreme  sensitivity  of  ultrasonic  attenuation  measurements  to 
microstructural  alterations.  Figure  4  shows  the  results  of  an  experiment  in 
which  an  aluminum  crystal,  which  had  previously  been  loaded  to  a  plastic  load  of 
180  kg,  was  reloaded  to  60  kg  and  maintained  at  this  load  for  one  minute, 
unloaded  to  45  kg  and  maintained  for  one  minute,  unloaded  to  30  kg  and 
maintained  for  one  minute,  unloaded  to  15  kg  and  maintained  for  one  minute,  and 
then  unloaded  completely.  Upon  subsequent  reloading  to  70  kg  and  unloading,  the 
ultrasonic  attenuation  displayed  dips  at  those  load  values  which  had  been 
maintained  for  a  short  time  during  the  previous  cycle.  Note  that  even  though 
the  attenuation  "remembered”  the  discontinuous  nature  of  the  first  load -unload 
cycle,  the  load-unload  curve  (or  equivalently  the  stress-strain  curve)  gave  no 
indication  of  it.  The  observed  results  were  attributed  to  the  pinning  of 
dislocation  loops  by  point  defects  which  were  preferentially  located  at  the 
position  they  occupied  when  the  load  was  maintained  constant  for  the  one  minute 
intervals.  Upon  reloading,  these  point  defects  pinned  the  dislocation  loops 
again  when  the  dislocations  arrived  at  the  location  of  the  defects  thus  causing 
the  dips  in  attenuation.  These  results  show  that  ultrasonic  attenuation 
measurements  are  sensitive  to  migration  of  point  defects  and  their  interaction 
with  dislocations. 

Figure  5  demonstrates  the  ability  of  ultrasonic  attenuation  measurements  to 
detect  extremely  small  microstructural  alterations  during  fatigue  testing  and 
hence  give  early  warning  of  fatigue- induced  failure.  This  figure  was  taken  from 
the  work  of  Joshi  and  Green  (ref.  7)  who  used  ultrasonic  attenuation 
measurements  as  a  continuous  monitor  of  fatigue  damage  in  cold-rolled  1015 
polycrystalline  steel  specimens  which  were  cycled  in  reverse  bending  as 
cantilever  beams  to  fracture  at  30  Hz.  Note  that  the  ultrasonic  attenuation 
change  indicated  microstructural  alterations,  probably  microcrack  formation, 
prior  to  detection  of  an  additional  ultrasonic  pulse  on  the  A-scan  display  as  is 
used  in  conventional  nondestructive  ultrasonic  evaluation  to  detect  crack 
formation. 
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NONLINEAR  ELASTIC  WAVE  PROPAGATION 


Nonlinear  effects  associated  with  ultrasonic  wave  propagation  may  also  be 
used  to  advantage  for  nondestructive  materials  characterization  (ref.  1).  These 
nonlinear  effects  may  arise  from  several  causes.  First,  the  ultrasonic  wave 
amplitude  may  be  sufficiently  large  so  that  finite  strains  arise.  Second,  a 
material  may  behave  in  a  nonlinear  fashion,  even  when  very  low  amplitude 
ultrasonic  waves  are  propagated,  provided  that  a  sufficient  amount  of  external 
stress  is  superimposed  or  provided  that  a  residual  stress  (strain)  is  present  in 
the  material. 

Although  x-ray  diffraction  techniques  have  historically  been  the 
nondestructive  method  most  often  used  in  actual  practice  to  measure  residual 
stress  (strain),  they  are  not  optimally  suited  for  field  applications  partially 
because  the  necessary  equipment  is  heavy  and  bulky  and,  perhaps  more 
importantly,  they  suffer  from  the  fact  that  they  only  serve  to  determine  the 
state  of  stress  (strain)  in  a  surface  layer  of  a  material,  while  in  many 
practical  cases  a  knowledge  of  the  bulk  stresses  (strains)  is  desired. 
Ultrasonic  residual  stress  (strain)  measurements  have  been  made  far  less 
frequently,  probably  because  of  lack  of  familiarity  with  nonlinear  elasticity 
theory  and  the  experimental  techniques  necessary  to  obtain  the  required 
ultrasonic  velocity  measurement  accuracy. 

Most  ultrasonic  measurements  of  residual  stress  (strain)  have  been  based  on 
stress  induced  acoustical  birefringence  of  a  homogeneous  isotropic  solid.  When 
linear  elastic  shear  (transverse)  waves  are  propagated  through  a  homogeneous 
isotropic  solid  at  right  angles  to  the  direction  of  applied  or  residual  stress, 
the  shear  wave  with  particle  displacement  parallel  to  the  direction  of  the 
stress  propagates  with  a  faster  velocity  than  the  shear  wave  with  particle 
displacement  perpendicular  to  the  direction  of  the  stress.  Other  ultrasonic 
techniques  can  also  be  used  to  make  such  measurements.  For  example,  five  of  the 
equations  derived  originally  by  Hughes  and  Kelly  (ref.  8)  relate  a  linear 
elastic  wave  velocity  to  a  stress  component  in  the  material.  These  equations 
can  be  used  either  singly  or  in  appropriate  combination  to  determine  stress 
components  from  experimental  measurements  of  various  ultrasonic  wave  velocities. 
Moreover,  additional  features  of  nonlinear  elastic  wave  propagation,  such  as 
harmonic  generation,  temperature  dependence  of  ultrasonic  velocity,  change  in 
velocity  as  a  function  of  applied  magnetic  field,  or  ultrasonic  wave  dispersion, 
have  been  proposed  for  residual  stress  determinations.  Details  of  most  of  these 
measurement  techniques,  as  well  as  a  survey  of  theoretical  considerations,  may 
be  found  in  two  recent  review  articles  (refs.  9  and  10). 

The  major  difficulty  associated  with  reliable  ultrasonic  residual  stress 
(strain)  measurement  is  that  the  change  in  linear  elastic  wave  velocities  in 
solid  materials  due  to  residual  stress  is  small  and  other  factors,  which  can 
cause  greater  velocity  changes,  may  mask  residual  stress  effects.  The  prime 
factor  in  this  regard  is  the  fact  that  all  real  structural  materials  are 
initially  anisotropic  and  not  isotropic.  Therefore,  the  ultrasonic  residual 
stress  (strain)  measurement  problem  becomes  one  of  measuring  changes  in 
anisotropy  before  and  after  stressing  rather  than  the  commonly  treated 
theoretical  problem  of  stress- induced  anisotropy  of  an  originally  isotropic 
sol ids . 
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ULTRASONIC  WAVES  IN  INHOMOGENEOUS  MATERIALS 


Additional  problems  arise  with  ultrasonic  wave  propagation  in  inhomogeneous 
materials.  The  presence  of  a  single  bounding  surface  complicates  the 
propagational  characteristics  of  ultrasonic  waves  in  solid  materials  and  can 
lead  to  erroneous  interpretation  of  velocity  and  attenuation  measurements.  The 
presence  of  many  bounding  surfaces,  such  as  may  occur  in  composites,  complicates 
the  propagational  characteristics  even  more  and,  except  in  a  few  special  cases, 
the  problems  have  not  been  solved  analytically.  However,  solution  of  these 
problems  will  permit  proper  ultrasonic  measurements  to  be  an  invaluable  tool  in 
characterizing  composite  materials. 


CONTACT  OR  WATER  COUPLED  TRANSDUCERS 


Historically,  piezoelectric  crystals  such  as  quartz  were  predominantly  used 
as  transducer  materials.  Currently,  poled  ferroelectric  ceramics  are  most  often 
used.  Depending  on  the  particular  cut  (crystallographic  orientation)  of  the 
piezoelectric  crystal  or  the  particular  geometry  and  poling  configuration  of  the 
ferroelectric  ceramic,  the  active  elements  may  vibrate  so  as  to  generate 

longitudinal,  shear,  surface,  or  a  variety  of  different  guided  wave  modes.  A 

number  of  shaped  piezoelectric  elements  and  electrode  configurations  have  been 
developed  in  order  to  cause  the  generated  ultrasonic  beam  to  have  the  profile 

desired  such  as  straight  or  focused.  Unless  these  special  precautions  are 

taken,  the  ultrasonic  beam  generated  will  experience  diffraction  spread  which 
increases  with  increasing  distance  from  the  transducer  and  is  a  function  of 
transducer  diameter  and  ultrasound  wavelength.  Figure  6  serves  to  illustrate 
the  fact  that  even  though  this  diffraction  spread  may  only  be  moderate  in  an 
isotropic  material,  it  can  be  quite  pronounced  in  anisotropic  material.  In  this 
figure,  taken  from  the  work  of  Liu  (ref.  11),  the  diffraction  spread  of  10  MHz 
longitudinal  waves  in  quartz  were  measured  experimentally  using  a  laser  scan 
technique.  The  half-width  of  the  ultrasonic  beam  is  plotted  as  a  function  of 
the  distance  from  the  piezoelectric  transducer,  indicated  by  cross-hatching  at 
the  top  of  the  figure.  It  should  be  noted  that  the  diffraction  spreads  for  the 
case  of  elastically  isotropic  fused  quartz  and  the  elastically  isotropic  z-axis 
direction  in  a  quartz  crystal  are  the  same  within  the  limits  of  the  experimental 
parameters  used,  while  the  diffraction  spread  for  the  case  of  wave  propagation 
along  the  anisotropic  x-axis  direction  in  the  quartz  crystal  is  much  greater. 
This  illustrates  once  more  the  importance  of  properly  considering  the  effects 
due  to  anisotropy  of  real  materials  and  makes  questionable  the  commonly  used 
method  of  determining  ultrasonic  transducer  beam  profiles  using  a  tank  of  water 
as  the  propagation  medium. 

A  major  problem  associated  with  conventional  ultrasonic  techniques  is  the 
requirement  that  either  the  generating  and  receiving  transducers  be  acoustically 
bonded  to  the  test  structure  with  some  sort  of  acoustical  impedance  matching 
coupling  medium  such  as  water,  oil,  or  grease;  or  often  more  harmful, 
particularly  to  polymer  based  composite  materials,  is  the  necessity  of  immersing 
the  entire  structure  to  be  tested  in  a  tank  of  water  or  coupling  the  transducers 
to  the  workpiece  using  water  squirter  systems.  Although  the  couplant  allows 
acoustical  energy  to  propagate  into  the  structure,  it  causes  several  problems  in 
addition  to  potential  harm  to  the  test  object.  For  velocity  measurements  the 
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coupling  medium  can  cause  transit  time  errors  on  the  order  of  one  percent  of  the 
measured  values.  Due  to  partial  transmission  and  partial  reflection  of  sound 
energy  in  the  couplant  layer,  there  may  be  a  change  of  shape  of  the  waveform 
which  can  further  affect  velocity  measurement  accuracy.  This  can  also  lead  to 
serious  errors  in  absolute  attenuation  measurements  of  up  to  twenty  percent  of 
the  measured  values.  This  latter  fact  is  the  reason  that  so  few  reliable 
absolute  measurements  of  attenuation  are  reported  in  the  scientific  literature. 
The  requirement  of  physical  contact  between  transducer  and  test  structure  places 
limitations  on  ultrasonic  testing  in  structural  configurations  which  possess 
geometries  with  difficult  to  reach  areas.  Limitations  are  also  placed  on  the 
testing  of  materials  at  elevated  temperatures  or  in  the  environment  of  outer 
space. 


NON-CONTACT  TRANSDUCERS 


A  method  of  non-contact  generation  and  detection  of  ultrasound  is  therefore 
of  great  practical  importance.  Several  such  techniques  are  presently  available 
in  various  stages  of  development,  namely  capacitive  pick-ups,  electromagnetic 
acoustic  transducers  (EMAT'S),  and  laser  beam  optical  generators  and  detectors. 
However,  as  the  name  implies,  capacitive  pick-ups  cannot  be  used  as  ultrasonic 
generators  and,  even  when  used  as  detectors,  the  air  gap  required  between  the 
pick-up  and  test  structure  surface  is  extremely  small,  which  in  essence  causes 
the  device  to  be  very  nearly  a  contact  one.  EMAT’S,  on  the  other  hand,  have 
already  been  successfully  used  for  material  defect  characterization  particularly 
in  metal  bars,  tubes,  pipes,  and  plates.  They  have  also  been  used  for  material 
property  measurement  such  as  material  anisotropy  (texture)  and  internal  stress 
(strain)  state.  As  useful  as  these  devices  have  proven,  they  still  have  not 
been  optimized  because  they  are  very  inefficient  ultrasound  generators  and 
require  very  large  power  supplies  in  order  to  operate  properly.  Additional 
problems  are  that  they  can  obviously  only  be  used  for  examination  of 
electrically  conducting  materials  and  the  efficiency  of  ultrasound  generation 
and  detection  rapidly  decreases  with  lift-off  distance  between  the  EMAT  face  and 
the  surface  of  the  test  object  as  well  as  with  increasing  temperature  of  the 
test  object.  Laser  beam  ultrasound  generation  and  detection  overcomes  all  of 
these  problems  and  affords  the  opportunity  to  make  truly  non-contact  ultrasonic 
measurements  in  both  electrically  conducting  and  non-conducting  materials,  in 
materials  at  elevated  temperatures,  in  corrosive  and  other  hostile  environments, 
in  geometrically  difficult  to  reach  locations,  in  outer  space,  and  do  all  of 
this  at  relatively  large  distances,  i.e.  meters,  from  the  test  object  surface. 


LASER  BEAM  ULTRASOUND  GENERATION 


As  early  as  1963,  White  (ref.  12)  reported  the  generation  of  elastic  waves 
in  solid  materials  by  transient  surface  heating  and  research  has  continued  in 
this  area  up  to  the  present  time  (refs.  13  -  22).  Three  different  mechanisms 
have  been  proposed  to  account  for  the  generation  of  ultrasonic  waves  by  the 
impact  of  pulsed  laser  beams,  namely  radiation  pressure,  ablation,  and 
thermoelasticity.  Radiation  pressure,  which  is  caused  by  momentum  transfer  from 
the  incident  electromagnetic  pulse,  is  the  least  efficient  of  the  three  proposed 
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mechanisms  and  is  therefore  of  little  importance  for  practical  applications.  At 
the  other  extreme,  when  a  laser  pulse  possessing  sufficient  power  density 
strikes  the  surface  of  a  material  the  electromagnetic  radiation  is  absorbed  in  a 
very  thin  layer  of  the  material  and  vaporizes  it.  The  amplitude  of  the 
ultrasonic  wave  generated  in  the  material  by  this  ablation  process  can  often  be 
increased  by  placing  a  proper  coating  of  different  thermal  properties  on  the 
surface  of  the  test  object.  Although  the  surface  of  the  test  object  is  slightly 
damaged  when  ablation  occurs,  in  certain  cases  the  amount  of  damage  is 
acceptable  when  such  a  generation  process  is  the  only  way  to  obtain  ultrasonic 
waves  of  sufficient  amplitude  in  a  non-contact  manner.  The  thermoelastic 
process  consists  of  absorption  of  a  laser  pulse  possessing  moderate  energy  in  a 
finite  depth  of  the  material  under  investigation  such  that  thermal  expansion 
causes  a  volume  change  and  consequently  an  elastic  wave.  Thus,  the 
thermoelastic  process  is  the  only  process  which  is  truly  nondestructive  and 
still  capable  of  generating  an  ultrasonic  wave  of  sufficient  amplitude  for 
nondestructive  evaluation  purposes. 


LASER  GENERATION  PIEZOELECTRIC  DETECTION 


Initial  work  with  laser  generation  of  ultrasound  was  performed  using 
piezoelectric  transducers  as  detectors  since  the  various  investigators  had  prior 
experience  with  this  type  of  transducer  and  associated  electronic  equipment. 
Figure  7,  (ref.  21),  shows  an  example  of  an  ultrasonic  waveform  generated  by  a 
Q-switched  Nd:YAG  pulsed  laser  in  a  graphite-epoxy  composite  laminate.  As 
shown,  the  laser  pulse  was  incident  normal  to  the  laminate  plies  and  the 
resulting  waveform  was  detected  by  a  piezoelectric  transducer  mounted  on  the 
opposite  side  of  the  specimen.  It  should  be  noted  that  even  though  the  laser 
energy  delivered  to  the  specimen  generated  an  ultrasonic  pulse  of  sufficient 
amplitude  to  undergo  multiple  reflections  through  the  specimen,  absolutely  no 
damage  was  done  to  the  specimen  surface  by  the  laser  beam. 


LASER  BEAM  INTERFEROMETRIC  ULTRASOUND  DETECTORS 


A  number  of  investigators  have  used  laser  beam  interferometers  for  non- 
contact  detection  of  acoustic  emission  and  ultrasonic  waves  in  solid  materials 
(refs.  13,  15-17,  19-25).  Figure  8  is  a  schematic  diagram  of  one  of  the  most 
sensitive  broadband  laser  interferometric  detectors  of  acoustic  waveforms 
constructed  to  date  (ref.  26).  This  device  is  a  modified  Michelson 
interferometer  which  includes  active  stabilization  of  the  relative  optical  path 
lengths  of  the  signal  and  reference  arms  of  the  interferometer.  It  possesses  a 
flat  frequency  response  from  DC  to  60  MHz  and  drops  off  to  the  3  dB  point  at  160 
MHz.  Since  the  detection  signal- to-noise  ratio  is  inversely  proportional  to  the 
square  root  of  the  detection  bandwidth,  increasing  the  bandwidth  can  degrade 
detection  of  small  amplitude  signals.  The  use  of  balanced  photodiodes  as 
optical  detectors  and  an  improved  laser  power  supply  has  permitted  detection  of 
signals  with  amplitudes  as  small  as  0.1  nm  (1  Angstrom)  while  retaining 
detection  bandwidth.  The  use  of  beam  steering  mirrors,  along  with  a  telescoping 
lens  assembly  to  focus  the  signal  component  of  the  laser  beam  on  the  specimen 
surface,  makes  adjustment  of  the  interferometer  very  convenient.  It  can  also 
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accomodate  a  wide  range  of  orientations  of  the  specimen  surface  major 
readjustment. 


LASER  GENERATION  LASER  DETECTION  OF  ULTRASOUND 


Although  a  number  of  investigators  have  reported  both  generation  and 
detection  of  ultrasonic  waves  in  solid  materials  using  laser  beams,  only  two 
investigations  have  been  conducted  using  low- power  laser  beams.  This  is 
especially  important  for  many  non-contact  nondestructive  evaluation  applications 
where  portability  and  power  limitations  are  a  necessity.  In  1 983 ,  Dewhurst 
(ref.  17)  constructed  a  hand-held  laser  generator  of  ultrasonic  pulses  based  on 
components  taken  from  a  laser  rangefinding  device.  A  photograph  of  this  laser 
generator  is  reproduced  in  Fig.  9.  Operating  at  a  wavelength  of  1.06  microns, 
the  hand-held  laser  has  provided  optical  pulses  on  a  single  shot  basis  with 
energies  of  3-10  millijoules  in  10  nanoseconds.  This  optical  output  was 
sufficient  to  generate  both  surface  and  bulk  ultrasonic  waves  with  an  aluminum 
specimen. 

Most  recently,  Bourkoff  and  Palmer  (ref.  20)  have  succeeded  in  generating 
ultrasonic  pulses  in  metals  and  composite  materials  using  a  low-energy  tunable 
dye  laser  emitting  6  nanosecond  pulses  with  20  -  210  micro joule  energies.  The 
ultrasonic  waveforms  were  detected  optically  with  a  modified  in-line  Fizeau 
calibrated  laser  interferometer  having  improved  signal- to-noise  ratio.  The 
interferometer  possesses  improved  fringe  stability  due  to  an  electronic  control 
system,  which  enables  it  to  be  operated  near  common  low  frequency  noise  sources. 
High  frequency  noise  due  to  the  interferometer  laser  source  itself  is  also 
reduced.  The  overall  sensitivity  is  about  50  pm  over  a  10  MHz  bandwidth. 
Figures  10(a)  and  10(b)  show  the  system  and  detected  waveforms,  respectively. 
This  work  has  shown  that  it  is  entirely  feasible  to  use  a  portable  laser 
generation  laser  detection  system  for  non-contact  characterization  of  composite 
materials.  To  the  best  of  the  present  authors  knowledge  this  is  the  first 
report  of  laser  beam  generation  and  detection  of  ultrasound  in  composite 
materials. 


HIGH-POWER  ULTRASONIC  WAVES 


In  the  event  that  the  wave  amplitude  is  increased  to  very  large  values, 
ultrasonic  waves  propagating  through  a  metal  specimen  may  cause  the  metal  to 
deform  plastically.  The  three  mechanisms  that  have  been  proposed  to  account  for 
this  plastic  deformation  are  superposition  of  the  dynamic  high-power  ultrasonic 
stress  on  the  quasi-static  tensile  stress,  heating  of  the  specimen  due  to  the 
applied  high- power  ultrasound,  and  interaction  of  the  high- power  ultrasonic 
waves  with  dislocations  in  localized  regions  of  the  test  specimens  (ref.  27). 

Figure  1 1  shows  the  results  of  an  experiment  which  illustrates  the 
influence  of  high-power  ultrasound  on  the  load-time  curve  of  an  aluminum 
crystal.  The  crystal  was  subjected  to  a  continuous  uniaxial  tensile  test,  while 
intermittently  insonating  it  with  a  high-power  ultrasonic  horn  operating  at  20 
kHz.  Each  load  drop  was  produced  by  an  0.03  sec  insonation  period  at  constant 
horn  input  power.  The  dashed  curve  drawn  through  the  minimum  loads  attained 
during  insonation  corresponds  with  the  load-time  curve,  or  equivantly  the 
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stress- strain  curve,  that  would  have  been  obtained  if  the  high- power  ultrasound 
had  been  applied  continuously  during  the  tensile  test. 

In  1979,  Mignogna  and  Green  (ref.  29)  developed  a  multiparameter 
experimental  system  which,  for  the  first  time,  permitted  simultaneous 
measurement  of  sufficient  quantities  to  test  all  of  the  proposed  mechanisms  for 
the  influence  of  high-power  ultrasound  on  the  mechanical  properties  of  metal 
specimens.  The  various  parameters  which  could  be  either  controlled  or  measured 
during  both  tensile  elongation  and  insonation  of  a  variety  of  single  crystal  and 
polycrystalline  metal  specimens  are  applied  tensile  load,  specimen  elongation, 
contact  pressure  between  high-power  ultrasonic  horn  (20  kHz)  and  test  specimen, 
electrical  power  supplied  to  the  horn,  high-power  insonation  time,  test  specimen 
surface  temperature  distribution,  low-power  ultrasonic  (8  MHz)  wave  velocity 
(directly  related  to  elastic  moduli)  and  attenuation  (directly  related  to 
dislocation  motion) .  A  schematic  diagram  of  the  high-power  ultrasonic  horn 
assembly,  specimen,  gripping  system,  low-power  nondestructive  ultrasonic 
transducer,  linear  variable  differential  transformer,  and  support  cage  are  shown 
in  Fig.  12. 

Figure  13  shows  a  set  of  typical  data  obtained  from  an  aluminum  single 
crystal  specimen  subjected  to  high-power  insonation  at  20  kHz,  but  not  subjected 
to  any  tensile  load.  The  insonation  was  applied  at  a  constant  power  level  for 
different  time  periods:  I  =  0.03  sec,  II  =  0.63  sec,  III  =  1.23  sec,  IV  =  1.83 
sec,  V  =2.43  sec,  and  VI  =  3.63  sec.  Depicted  are  change  in  specimen  length, 
relative  change  in  low-power  nondestructive  ultrasonic  velocity  and  change  in 
low-power  ultrasonic  attenuation  as  a  function  of  time.  The  changes  in 
low-power  ultrasonic  velocity  indicate  small  changes  in  the  elastic  moduli 
during  insonation.  The  changes  in  low-power  ultrasonic  attenuation  indicate 
that  high-power  ultrasound  is  capable  of  causing  large  scale  dislocation  motion 
and  the  resulting  plastic  deformation. 

The  temperature  of  the  test  specimens  was  monitored  in  all  of  the  early 
experiments  by  epoxying  copper-constantan  thermocouples  to  the  central  region  of 
the  specimen  gauge  length.  Infrared  thermovision  scans  of  the  test  specimens' 
surfaces  (ref.  30)  revealed  extremely  rapid  temperature  increases  at  the  point 
of  attachment  of  thermocouples  to  the  specimens'  surfaces,  which  casts  doubt  on 
all  past  temperature  measurements  and  which  has  undoubtedly  led  to 
misunderstanding  about  the  mechanism  responsible  for  the  observed  load  drops. 

High-power  ultrasonic  insonation  induced  localized  heating  at  displacement 
nodes  in  brass,  copper,  steel,  and  polymer  specimens  of  resonant  lengths.  Hot 
zones  detected  at  saw-cuts,  drilled  holes,  fatigue  cracks,  and  grain  boundaries, 
coupled  with  the  high-power  ultrasound  caused  bending  of  a  large  grain 
polycrystalline  specimen  subjected  to  insonation  alone,  the  ultrasonic 
attenuation  results,  and  scanning  electron  microscope  observations  of  the 
specimens'  fracture  surfaces  clearly  indicate  that  high-power  ultrasound  can 
interact  with  material  inhomogeneities  many  orders  of  magnitude  smaller  than  the 
ultrasonic  wavelengths.  Of  particular  importance  for  the  present  paper  is  the 
fact  that  the  similarity  of  the  ultrasonic  attenuation  results,  as  shown  in  the 
lower  portion  of  Fig.  13  and  the  lower  left  portion  of  Fig.  4,  provide  strong 
evidence  for  the  ability  of  sufficiently  large  amplitude  long  wavelength 
ultrasound  to  physically  move  dislocations  causing  plastic  deformation  of  the 
test  specimens. 


10 


X-RAY  DIFFRACTION  TOPOGRAPHY 


X-ray  diffraction  topography  is  the  generic  name  given  to  a  number  of 
experimental  techniques  which  permit  images  to  be  recorded  of  crystal  lattice 
defects  located  in  the  volume  of  single  crystals  as  well  as  those  located  in  the 
surface  layers.  Defects  ranging  in  size  from  dislocations  upward  may  be  imaged 
over  large  areas  of  relatively  thick  specimens.  Although  the  images  recorded  by 
x-ray  diffraction  topography  do  not  possess  the  high  resolution  obtainable  with 
transmission  electron  microscopy,  they  may  be  recorded  under  normal  atmospheric 
conditions  with  no  special  specimen  preparation  which  is  particularly  important 
for  nondestructive  evaluation  of  materials.  Review  articles  describing  x-ray 
diffraction  topographic  techniques  may  be  found  in  references  31  and  32. 

In  1976,  Boettinger  el  al.  (ref.  33)  described  a  crystal  topographic  (ACT) 
system,  which  utilized  the  Bragg  diffraction  condition  to  obtain  an  expanded, 
highly  collimated,  monochromatic  x-ray  beam.  Among  the  advantages  of  this 
expanded  beam  system  are  superior  sensitivity  to  lattice  imperfection  induced 
strain  fields.  A  portable  x-ray  image  intensifier  detector  was  routinely  used 
to  obtain  rapid  x-ray  topographic  images.  A  similar  ACT  system  was  constructed 
at  Johns  Hopkins  and  has  been  used  to  record  x-ray  back-reflection  and 
transmission  topographs  of  defect  structure  in  a  variety  of  metallic, 
semiconductor,  and  polymeric  crystals. 

In  1971,  Green  published  a  review  paper  (ref.  34)  which  described  the 
design  and  performance  characteristics  of  electro-optical  systems  for  direct 
display  of  x-ray  diffraction  images.  Subsequently,  Green  (ref.  35)  in  1977  and 
Winter  and  Green  (ref.  36)  published  other  papers  related  to  this  subject. 
Figure  14  shows  schematic  drawings  of  one  type  of  commonly  used  first  generation 
portable  x-ray  image  intensifier  and  a  more  recently  developed  second  generation 
miniature  x-ray  image  intensifier.  These  electro-optical  systems  have  been  used 
at  Johns  Hopkins  to  orient  single  crystals,  to  study  crystal  lattice  rotation 
accompanying  plastic  deformation,  to  measure  the  rate  of  grain  boundary 
migration  during  recrystallization  annealing  of  cold-worked  metals,  to  determine 
the  physical  state  of  exploding  metals,  to  monitor  the  amorphous  to  crystalline 
phase  transformation  of  rapidly  solidified  metals,  to  rapidly  measure  residual 
stress,  to  study  the  dynamics  of  structural  phase  transitions  in  ferroelectric 
crystals,  and  to  record  topographic  images  of  lattice  substructure  and  defects. 
An  example,  taken  from  the  work  of  Chikawa  (ref.  38),  of  the  application  of  an 
electro-optical  system  to  image  dislocations  in  a  silicon  crystal  is  reproduced 
in  Fig.  15. 

Of  primary  importance  to  the  present  paper  is  the  work  of  Itagaki  (ref.  39) 
who  used  the  Lang  x-ray  diffraction  topographic  method  to  study  the  vibratory 
motion  of  charged  dislocations  in  single  crystal  ice  caused  by  the  application 
of  an  alternating  electric  field.  The  experimental  system  developed  by  Itagaki 
made  it  possible  to  distinguish  the  dislocations  vibrating  under  the  influence 
of  the  electric  field  as  well  as  their  amplitude  and  sign  of  their  changes. 

In  1979  a  Synchrotron  Topography  Project  (STP)  was  established  with  the 
goal  of  designing  and  constructing  an  x-ray  topography  station  on  the  National 
Synchrotron  Light  Source  (NSLS)  at  Brookhaven  National  Laboratory.  This  project 
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has  proceeded  in  cooperation  with  NSLS  and  the  system  has  nearly  been  completed 
on  beam  line  X-19.  A  description  of  this  fully  dedicated  synchrotron  topography 
station  is  given  in  ref.  40.  Combination  of  appropriate  components  of  the 
multiparameter  high-power  ultrasonic  system,  described  previously,  with 
synchrotron  x-ray  diffraction  topography,  using  x-ray  image  intensifier 
detectors  coupled  with  solid  state  image  digitizing  television  cameras  and 
subsequent  computerized  signal  processing  (ref.  36),  affords  the  possibility  of 
direct  in  situ  observation  of  the  interaction  of  ultrasonic  waves  with  the 
microstructural  and  defect  features  of  metallic,  optically  opaque  ceramic  and 
semiconductor  materials  for  the  first  time. 


CONCLUSIONS 


Optimization  of  the  use  of  ultrasonic  techniques  for  nondestructive 
materials  characterization  has  as  a  prerequisite  a  thorough  understanding  of  the 
fundamental  principles  of  the  propagational  characteristics  of  the  ultrasonic 
waves  in  real  materials.  This  understanding  must  take  into  account  both  linear 
and  nonlinear  elastic  waves;  quasi-  and  pure  mode  waves;  energy  flux  deviations 
from  the  wave  normals;  attenuation  due  to  absorption  and  scattering;  mode 
conversion  at  bounding  surfaces;  and  isotropic,  anisotropic,  homogeneous  and 
inhomogeneous  materials.  Advances  in  this  field  will  be  made  by  the  use  of 
non-contact  transducers  particularly  laser  beam  generation  and  detection 
systems.  Combination  of  high-power  ultrasound  systems  with  synchrotron  x-ray 
diffraction  topography,  using  x-ray  image  intensifier  detectors  coupled  with 
solid  state  image  digitizing  television  cameras  and  subsequent  computerized 
signal  processing,  affords  the  possibility  of  observing  direct  interaction  of 
ultrasonic  waves  with  the  microstructure  of  real  crystalline  materials  for  the 
first  time. 
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Figure  1.  Schlieren  photograph  of  ultrasound  field 

associated  with  simultaneous  generation  of  quasi¬ 
longitudinal  and  quasi-shear  waves  in  a  quartz 
crystal  from  a  single  piezoelectric  transducer  [2] 


Figure  2.  Schematic  illustration  of  energy-flux  deviation 
(refraction)  causing  misjudgement  of  crack 
location  in  anisotropic  solid. 


polarized  with  large  component  of  particle 
displacement  (a)  perpendicular  and  (b)  parallel 
to  projection  of  the  primary-slip  direction  onto 
the  end  surface  of  the  crystal  specimen  [5]. 
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change  versus  time  plots  obtained  during  a  load- 
hold-unload-hold  sequence  (left),  followed  by  a 
reload-unload  sequence  (right)  conducted  on  an 
aluminum  single  crystal  [6] . 
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number  of  fatigue  cycles  for  polycrystalline 
steel  [7] . 
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Figure  6.  Dependence  of  diffraction  spread  of  10MHz 

longitudinal  waves  in  quartz  on  anisotropy  of 
propagation  direction  [11]. 
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Figure  8.  Schematic  diagram  of  very  sensitive  broadband 
laser  interferometer  detection  of  acoustic 
waveforms  [26]. 
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Figure  10.  Low  energy  laser  generation  of  ultrasonic  pulses 
[20] 

(a)  interferometer  system 

(b)  waveforms:  A-6061-T6  uluminum,  B-polyimide- 
glass-fiber  composite,  C  and  D-graphite- 
epoxy  composite. 
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insonation  periods  at  the  same  high-power 
ultrasonic  power  level  [28]. 


TO  LOAD  CELL 


Figure  12.  Schematic  diagram  of  high-power  ultrasonic  horn 
assembly  and  test  apparatus:  A-moving  crosshead; 
B-bottom  grip  cage;  C-upper  grip  cage;  D-mount 
for  ultrasonic  horn  converter  assembly;  E-guide 
tubes;  F-horn  positioning  screw;  G- lower  plate 
of  bottom  grip  cage;  H-pulley;  I-converter;  J- 
booster;  K-catenoidal  horn;  L-specimen;  M-split 
conical  change;  N-LVDT;  0-8MHz  transducer,  P- 
transducer  holder  [29]. 
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Figure  13.  Data  obtained  from  an  aluminum  single  crystal 
subjected  to  high-power  insonation  only  at  a 
constant  power  level  for  different  time  periods 
[28]:  I  =  o.03  sec,  II  =  0.63  sec,  III  =  1.23 
sec,  IV  =  1.83  sec,  V  =  2.43  sec,  VI  =  3.63  sec. 
A.f  =  change  in  specimen  length 
Av/v  =  relative  change  in  ultrasonic  velocity 
A=<  =  change  in  ultrasonic  attenuation 


27 


STRONG 
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Figure  14.  Schematic  drawings  of  first  generation  (upper) 
and  second  generation  (lower)  x-ray  image 
intensifier  tubes  for  rapid  display  of  x-ray 
diffraction  images  [37]. 
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Figure  15.  X-ray  topographic  images  of  static  dislocations 
in  a  silicon  crystal  wafer  [38].  (a)  Scanning 
topograph  recorded  on  nuclear  emulsion  plate  (b) 
Video  image  of  the  same  area. 


ULTRASONIC  CHARACTERIZATION  OF  MICROSTRUCTURE  IN  POWDER  METAL  ALLOY* 


B.R.  Tittmann,  L. A.  Ahlberg,  and  K.  Fertig 
Rockwell  International  Science  Center 
Thousand  Oaks,  California  91360 


The  ultrasonic  wave  propagation  characteristics  were  measured  for  IN-100,  a 
powder  metallurgy  alloy  used  for  aircraft  engine  components*  This  material  was 
selected  as  a  model  system  for  testing  the  feasibility  of  characterizing  the  micro¬ 
structure  of  a  variety  of  inhomogeneous  media  including  powder  metals,  ceramics, 
castings  and . composites*  The  data  were  obtained  for  a  frequency  range  from  about  2 
to  20  MHz  and  were  statistically  averaged  over  numerous  volume  elements  of  the  sam¬ 
ples.  Micrographical  examination  provided  size  and  number  distributions  for  grain 
and  pore  structure.  The  results  showed  that  the  predominant  source  for  the  ultra¬ 
sonic  attenuation  and  backscatter  was  a  dense  (~  100/mm3)  distribution  of  small 
micropores  (~  10  jj,ra  radius).  Two  samples  with  different  micropore  densities  were 
studied  in  detail  to  test  the  feasibility  of  calculating  from  observed  micros  true- 
tural  parameters  the  frequency  dependence  of  the  microst ructural  backscatter  in  the 
regime  for  which  the  wavelength  is  much  larger  than  the  size  of  the  individual  scat¬ 
tering  centers.  Excellent  agreement  was  found  between  predicted  and  observed  values 
so  as  to  demonstrate  the  feasibility  of  solving  the  forward  problem.  The  results 
suggest  a  way  towards  the  nondestructive  detection  and  characterization  of  anomalous 
distributions  of  micropores  when  conventional  ultrasonic  imaging  is  difficult.  The 
findings  are  potentially  significant  toward  the  application  of  the  early  detection 
of  porosity  during  the  materials  fabrication  process  and  after  manufacturing  of 
potential  sites  for  stress  induced  void  coalescence  leading  to  crack  initiation  and 
subsequent  failure. 


INTRODUCTION 


The  acquisition  and  interpretation  of  ultrasonic  data  for  the  inference  of 
microstructural  information  is  not  new  and  has  been  carried  out  by  several  re¬ 
searchers  in  the  recent  past  [ref.  1-7].  The  objective  of  this  work  is  to  apply 
these  techniques  to  the  types  of  powder  metallurgy  alloys  used  in  the  manufacture  of 
aircraft  engine  disc  components.  The  particular  application  motivating  this  work  is 
the  development  of  an  approach  to  the  nondestructive  detection  and  characterization 
of  anomalous  microstructure  when  conventional  ultrasonic  imaging  is  difficult.  Such 
an  approach  could  be  important  tracking  porosity  during  the  materials  process  as 


*This  work  was  sponsored  in  part  by  Rockwell  International  Research  and  Development 
Funds  and  in  part  by  the  Center  for  Advanced  Nondestructive  Evaluation,  operated  by 
the  Ames  Laboratory,  USDOE,  for  the  Defense  Advanced  Research  Projects  Agency  and 
the  Air  Force  Wright  Aeronautical  Laboratories/Materials  Laboratory  under  Contract 
No.  W-7405-ENG-82. 
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well  as  during  service  as  a  finished  part  in  the  early  locating  of  potential  sites 
for  crack  initiation. 

The  material  chosen  for  these  tests  is  IN-100,  a  Ni-base  alloy  prepared  by 
Pratt  &  Whitney  Aircraft  Co.  This  material  is  used  in  the  F-15  and  F  16  fighter 
aircraft  engine  at  a  rate  of  1000  lb  of  billet  material  per  engine  to  manufacture 
three  compressor  discs,  four  turbine  discs  and  two  spacers.  The  following  sections 
discuss  the  experimental  approach,  the  analytical  models  and  the  comparison  between 
theory  and  experiment. 


SAMPLE  CHARACTERIZATION 


This  section  treats  the  micrographical  and  ultrasonic  characterization  of  the 
samples,  the  determination  of  bulk  microsructure  parameters  from  the  2D  optical 
micrographs  and  he  ultrasonic  measurement  technique  [ref.  8]. 


Micrographical  Characterization 

Suitable  samples  were  prepared  from  a  number  of  different  parent  samples  sup¬ 
plied  by  Pratt  &  Whitney  Co.  Selected  sample  surfaces  were  polished  and  examined 
under  the  optical  microscope.  Figure  1  shows  an  optical  micrograph  of  the  grain 
structure.  Figure  2  gives  histogram  data  displaying  the  grain  size  distribution  or 
two  samples.  These  data  show  a  uniform  grain  size  of  about  2-4  pm. 
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IN  100  GRAIN 

Figure  1 

Photomicrograph  of  IN-100  grains* 
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Figure  2 

Grain  size  distribution  in  IN-100. 


One  of  the  samples  tested  (sample  C)  is  a  section  of  a  used  F100  engine  2nd 
disc  which  was  pulled  out  for  spin  pit  tests.  The  section  is  shown  in  cross-section 
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in  figure  3  together  with  lines  drawn  to  indicate  traverses  with  the  microscope  to 
study  surface  features.  Figure  4  shows  sample  microphotos  taken  along  some  of  these 
traverses  indicating  the  presence  of  micropores.  The  microporosity  is  a  by-product 
of  the  powder  metallurgy  process  and  has  its  origin  in  hollow  powder  particles  with 
argon  gas  trapped  during  the  atomization  process.  Although  a  sparse,  uniform  dis¬ 
tribution  of  micropores  is  not  thought  to  be  the  limiting  factor  in  low  cycle  fa¬ 
tigue  strength,  the  micropores  do  contribute  significantly  to  the  ultrasonic  noise 
background  and  must  be  taken  into  account.  Table  1  presents  a  summary  of  the  micro¬ 
pore  populations  found  along  the  various  traverses.  Statistical  analysis  of  the 
micrograph  data  indicate  that  the  pore  distribution  is  not  random  but  show  a  ten¬ 
dency  towards  clustering.  Figure  5  presents  the  information  of  Table  1  in  graphical 
manner.  Figures  6a  and  6b  give  pore  size  distribution  histograms  for  two  of  the 
samples  tested.  Sample  A  was  found  to  have  an  approximate  micropore  density  of 
330/mm3  whereas  sample  C  had  90/mm3.  For  sample  C  the  majority  of  micropores  fall 
in  the  range  of  between  5  and  10  pm  in  diameter  whereas  in  sample  C  the  diameters 
range  from  ~  1  pm  to  50  pm. 


SC82  19519 


Figure  3  Section  of  F100  engine  disc. 


In  order  to  employ  the  histogram  data  obtained  from  the  optical  examinations  to 
estimate  volume  microstructural  information,  the  expressions  for  the  mean  volume 
porosity  pv  and  the  expectation  value  for  the  sixth  power  of  the  pore  radius  E(r6) 
were  derived: 


»  n  (r’)  n 

p  -  —  J  - - —  dr1  =  —  Y  Ar  . 

rv  %  J  r1  it  ~  r  .  1 

o  J  J 


00 

E(r6)  =  -t-  /  r6  n„(r)  dr  =  l  (Ar  )(r  )5  (n  ) 


v  o 


v  l 


J  J 
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SC 82-19501 


Figure  4  Microphotos  of  area  elements  (along  tranverses  of  figure  3) 
showing  micro  porosity. 
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Figure  5  Graph  of  number  of  pores  per  unit  length,  number  of  pores  per  unit 

area  and  pore  separation  plotted  vs  distance  from  disc  center  to  run 
(as  indicated  by  traverse  number,  see  Fig.  3). 
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Figure  6  Pore  size  distribution  (a)  sample  C  -  IN-100, 
(b)  sample  A  -  IN-100. 


35 


Table  1. 

Summary  of 

Observations 

in  Spin 

Test 

Sample 

Traverse 

Number 

Traverse 

Traverse  Length 
Symbol  mm 

Sample 

Length 

mm 

Number 

of 

Frames 

Sample 
Area 
(mm^  ) 

Number 

of 

Pores 

Number 

of 

Pores/ 

Linear 

mm 

Number 

of 

Pores 

2 

mm^ 

Pore 
Spacing 
( Av)  mm 

1 

K 

40 

36.9 

81 

21.9 

29 

0.  79 

1.3 

1.27 

2 

J 

40 

39.6 

87 

23.  5 

28 

0.7 

1.2 

1.4 

3 

I 

40 

40.6 

89 

24 

54 

1.3 

2.3 

0.75 

4 

H 

16 

15 

33 

8.9 

27 

1.8 

3.0 

0.55 

5 

A 

8 

7.3 

16 

4.3 

10 

1.4 

2.3 

0.  7 

6 

B 

8 

8.2 

18 

4.9 

3 

0.36 

0.6 

2.7 

7 

C 

19 

18.2 

40 

10.8 

35 

1.9 

3.2 

0.5 

8 

D 

10 

10.5 

23 

6.2 

15 

1.4 

2.4 

0.7 

9 

E 

10 

10.5 

23 

6.2 

14 

1.3 

2.3 

0.75 

10 

F 

21 

16 

31 

9.5 

34 

2.1 

3.6 

0.47 

11 

G 

21 

15.5 

34 

9.2 

22_ 

1.4 

2.4 

0.7 

Total  Sample 

218 

129 

271 

1.27 

0.87 

Pore  Size  Distribution 

(pm) 

5-10 

10-15 

15-20 

20-25 

25-30  30-35 

35-40 

Number  of 

Pores  247 

18 

5 

0 

0 

0 

1 

Percentage 

91. 

1 

6.6 

1.8 

0 

0 

0 

0.4 

where  n2(r*)dr’  is  the  number  of  circles  per  unit  area  (with  radii  between  r  and  r 
+  dr*  as  measured  from  micrographs.  Each  circle  represents  a  cut  through  a  pore  by 
the  polished  sample  surface.  03 (r')  is  the  number  of  micropores  per  unit  volume 

element,  Ar.  is  the  bin  width  of  the  pore  radius  histogram,  r^  is  the  average  pore 

radius  for  ilach  bin  and  n^  is  the  number  of  pores  in  each  bin. 

These  formulae  were  used  for  calculations  in  the  detailed  examination  of  two 

demonstrative  samples  discussed  below. 


Ultrasonic  Characterization 

The  samples  were  studied  in  two  ways.  The  ultrasonic  attenuation  was  measured 
the  frequency  range  from  about  5  to  100  MHz  on  samples  A  and  B  with  nominally 
similar  pore  size  distributions.  The  shear  wave  backscattered  power  was  measured  in 
the  frequency  range  2-20  MHz  on  samples  C  and  A  described  in  detail  in  the  text. 

In  the  ultrasonic  attenuation  measurements  the  data  were  obtained  in  the  10  MHz 
to  100  MHz  range  of  frequencies  in  several  smaller  sub— bands.  A  low  attenuation 
buffer  (A1  or  fused  silica)  was  typically  used  to  obtain  the  transducer  response  and 
the  reflection  coefficient  of  the  sample  interface.  The  technique  and  calculations 
are  illustrated  in  figure  7  for  the  case  of  longitudinal  waves.  For  the  case  of 
shear  waves,  an  additional  technique  was  employed  for  rapid  data  acquisition  and  is 
illustrated  in  figure  8.  Here  the  buffer  is  water  and  the  angle  of  incidence  is 
such  that  the  longitudinal  waves  in  the  water  produce  shear  waves  in  the  sample. 
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TRANSDUCER 


SC82-18803 


t 


BUFFER  -  SAMPLE  SIGNAL  =  (R)A 

SIGNAL  TRANSMITTED  INTO  SAMPLE  IS: 

1/2  1/2 
T  =  A§  (1-IRI2) 

SAMPLE  -  AIR  SIGNAL  IS: 

C  =  Ts‘1/2(1-|R|2)1/2e-2ai 
a  =  1/2  ^  [  in(1  -  !  R  |  2)+  in(A/C)  ] 


Figure  7  Sample  configuration  for  measurement  of  longitudinal  wave  attenuation. 
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SC82-1 8891 

A1  =  T01  T10exp-(asls1+a;wlw1) 

A2  =  T01  T10  exP  -  (as  ls2  +  “w  lw2) 


Figure  8  Sample  configuration  for  measurement  of  shear  wave  attenuation* 

Because  of  the  possible  generation  of  leaky  waves  generated  at  the  interfaces  and 
the  non-circular  beam  spreading  associated  with  non-normal  incidence,  the  measure¬ 
ments  were  augmented  with  calibration  measurements,  carried  out  with  narrow  band 
quartz  shear  wave  transducers  in  direct  tightly  bonded  contact  with  the  sample* 
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db/cm 


In  reference  to  figure  8,  Toi,  T10  are  the  water-sample,  sample-water  trans¬ 
mission  coefficients;  a„  is  the  sample  shear  wave  attenuation  in  nepers/cm,  aw  is 
the  water  longitudinal  Ittenuation  in  nepers/cm,  lgl,  lg2  are  the  shear  wave  paths 
in  the  sample  under  test,  lwl,  lw2  are  the  wave  path  length  in  water. 

The  measurements  are  summarized  in  figures  9  and  10  which  display  attenuation 
values  as  a  function  of  frequency  for  two  different  samples  and  for  three  different 
locations  for  the  same  sample. 
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Figure  9  Figure  10 

Longitudinal  (L)  and  shear  (S)  wave  Longitudinal  wave  attenuation  at  three 

attenuation  for  2  samples  of  IN-100.  different  locations  on  sample  C. 


Table  2  summarizes  the  information  collected  by  given  representative  values  for 
attenuation  and  velocity  for  two  powder  metal  alloys  IN-100  and  Ti-6246  compared  to 
a  common  engine  disc  material  of  nonpowder  fabrication,  i.e.,  Waspalloy. 


Table  2. 


Sample 

Velocity 
(mm/ [am) 

VL  VS 

Grain 

Size 

(pm) 

Atten. 
(dB/ cm) 

“L  “S 

Freq. 

(MHz) 

Freq. 

“L 

Dep. 

as 

Waspaloy 

6.04 

3.23 

100 

4 

11 

10 

f2. 2 

2.5 

IN-100 

6.52 

3.29 

2 

4  ±  1 

20 

50 

f2 

£  2 . 2 

Ti-6246 

6.11 

3.  16 

2-4 

10 

100 

^3.  5 
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ANALYSIS 


This  section  presents  the  analytical  developments  leading  up  to  the  calcu¬ 
lations  for  a  comparison  between  the  experimental  observations  and  the  predicted 
frequency  dependencies  of  back-scattering* 


The  model  for  the  microstructural  backscatter  (noise)  spectrum  we  will  use  is 
taken  from  the  work  of  Fertig  and  Richardson  [ref.  9]*  This  model  accounts  for  the 
statistical  nature  of  the  scattering  process  as  well  as  the  diffraction  associated 
with  the  measurement  system*  Consider  figure  11  below.  We  assume  that  the  time 
window,  T,  associated  with  the  experiment  is  small  enough  so  that  the  variation  in 
the  sound  beam  along  the  z-axis  is  negligible  within  the  sampled  part.  If  we  con¬ 
sider  a  scatterer  at  position  r.  =  (_r.,  z .) ,  with  jr j  -  (x.,y.),  then  the  contribu¬ 
tion  to  the  Fourier  transform  o!  n(t)^  th^  measured  time  iepJndent 
this  scatterer  will  be 


wave  form,  from 


exp(io)T_.)  Aj(a>) 

where  t*  -  (z.  -  zi)/(2c)  is  the  relative  time  delay  of  the  jth  scatterer,  A.(oj)  is 
its  scattering  amplitude  and  p(oo,_r_.)  (suppressing  the  dependence  of  zi)  is  tile 
system  response  function.  ^ 


SC84-28958 

•  SYSTEM  RESPONSE  FUNCTION  FOR  DISTRIBUTED  SCATTERERS 

|p2(w)l2  =  /|Pi(co,_r)l  2dr^=  VOL(cj)  •  |  Pl  (oj,0)  |  2 


|YM|  2  =  |p(ca  0)|  2  VOUco)  Pv  |A(oo)|  2 
VOLM=-fA0  (1+^2) 


CT 


Figure  11  Diagram  of  pulse  echo  experiment  measuring  the 

backscatter  from  a  region  a  distance  zi  from  the 
transducer. 
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The  spectral  density  of  n(t)  is  found  by  taking  the  expectation  of  n(w)n*(io) 
over  the  distribution  of  scatterer  sizes  and  positions.  If  we  assume  that  the  scat- 
terers  are  uniformly  distributed  in  real  space,  that  multiple  scattering  is  negli 
gible,  and  we  restrict  the  frequency  mesh  to  =  2-jtk/T,  we  obtain 

OO 

E(n(io)n*(u)' ))  =  6^,  (JJI  p(od,_r)  |2  d2£)  py  e|a(w)|  ,  (6) 

—  OO 

where  p  is  the  expected  number  of  scatterers  per  unit  volume,  6  ,  is  the  Kronecker 

delta,  and  E | A(oo) | 2  is  the  expected  squared  scattering  amplitude  for  a  randomly 
chosen  scatterer.  For  piston-source  transducers,  the  integral  of  |p(u),_r)|  is  not 
analytically  tractable.  For  Gaussian  transducers,  however,  it  is  quite  easy.  In 
either  case,  we  identify  the  "volume”,  vol(u)),  of  the  beam,  as  a  frequency  dependent 
entity  which  may  be  defined  by 

o° 

vol(io)  =  (cT/2)  //|p(w,£)  |2d2£  /|p(o>,o)|2  .  (7) 

—  OO 

Fertig  and  Richardson  [ref.  9]  give  approximate  expressions  for  vol(w)  for  which 
oblique  incidence  and  curved  surfaces  are  allowed.  The  term  p(u),o)  is  the  on-axis 
dif fraction  correction  and  may  be  determined  from  the  work  of  Thompson  and  Grey 
[ref.  10,  11]  for  piston  sources.  These  latter  authors  give  explicit  forms  for 
p(oo,o)  which  allow  for  the  inclusion  of  a  reference  calibration  wave,  R(oj),  which 
enables  one  to  relate  a  pressure  profile  on  the  face  of  the  transducer  to  a  voltage 
reading.  In  the  case  in  which  the  scatterers  are  spherical  and  for  which  the 
Rayleigh  limit  holds,  one  obtains 

E  |n(o))  |2/  |R(w)  |  2  = 


2  C  (z1,z2,u)) 
k2a  b(z^,z2,w) 


1  4  6 

2  A  vol(co)  w  r)pv  E(r  ) 


R1R2 


(8) 


Here  C  and  D  are  diffraction  correction  functions  for  the  experiment  and  calibra 
tion,  Rl  and  R2  are  corner  reflection  coefficients  associated  with  the  calibration, 
E(r6)  is  the  expected  value  of  the  sixth  power  of  the  pore  radius,  and  t)  is  a 
frequency  and  size  independent  parameter  related  to  the  scattering  of  spheres  in  the 
host  material.  In  the  far  field  limit,  the  expression  in  brackets  above  is 
independent  of  frequency. 


COMPARISON  BETWEEN  THEORY  AND  EXPERIMENT 


The  experimental  approach  centers  around  a  broadband  transducer  which  is  used 
to  launch  a  short  pulse  of  shear  wave  energy  into  the  material  in  many  different 
directions  as  shown  schematically  for  the  spin-pit  test  sample  in  figure  12.  During 
its  passage  through  the  material,  the  microstructural  inhomogeneities  reflect  energy 
back  toward  the  transducer  which  is  now  used  as  a  receiver  to  detect  these  small 
echoes  which  form  a  train  of  waveforms  which  have  amplitudes  and  phase  relationships 
depending  on  where  and  how  strong  the  sources  are.  Several  time  traces  recorded  for 
a  variety  of  regions  for  both  samples  A  and  C  are  shown  in  figure  13.  It  is  clear 
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Figure  12  Schematic  diagram  of  spin  pit  test  specimen  and  ultrasonic 
shear  wave  beam. 

that  these  signals  are  more  or  less  random  and  form  a  background.  In  a  typical  run, 
the  backscattered  background  signals  are  windowed  at  10  different  sections  of  the 
time  trace  corresponding  to  10  different  regions  of  the  sample.  Each  waveform  is 
time  averaged  over  512  transmission  pulses  to  decrease  electronic  noise  in  the  re¬ 
ceiver  equipment.  The  10  waveforms  are  deconvolved  with  a  reference  signal  to 
remove  the  transducer  characteristics  and  averaged  to  produce  one  statistically 
representative  waveform  for  the  sample  material  from  which  now  the  power  frequency 
spectrum  may  be  calculated.  Figure  14  shows  the  backscatter  power  spectra  for 
samples  A  and  C  before  deconvolution  whereas  figure  15  shows  the  same  data  after 
deconvolution  and  therefore  presents  the  results  in  final  form. 

As  indicated  by  the  dashed  lines  in  figure  15  the  predicted  backscatter  spectra 
have  slopes  which  agree  well  with  those  obsrved,  i.e.,  a  3.25  power  law  for  the  fre¬ 
quency  dependence  of  the  backscattered  intensity. 

Another,  more  stringent,  test  of  the  data  and  model  is  to  see  whether  a  key 
microstructural  feature  may  be  predicted  and  compared  with  micrographical  data. 

This  is  attempted  in  Table  3.  Here  the  values  of  the  estimated  mean  power  densities 
for  the  two  samples  and  the  ultrasonic  backscatter  intensities  at  10  MHz  are  in¬ 
serted  into  the  model  to  calculate  values  of  <r6>1/6  which  are  then  compared  to 
corresponding  values  estimated  from  the  micrographical  examination.  The  comparisons 
are  shown  in  the  last  two  columns  of  the  table.  Considering  that  the  micrographical 
examination  was  limited  to  the  surfaces  of  the  samples,  the  agreement  is  reasonable. 
The  calculation  demonstrated  also  that  small  errors  in  the  count  of  the  large  pores 
introduces  large  errors  in  the  final  estimates. 
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Figure  14  Ultrasonic  backscatter  power  spectra  for  two  samples 
of  IN-100  before  deconvolution. 
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Whereas  we  have  not  attempted  to  solve  the  full  inverse  problem  in  this  paper, 
it  is  appropriate  to  consider  how  one  might  attack  this  problem.  For  this  purpose, 
it  is  convenient  to  formulate  the  problem  in  terms  of  a  new  set  of  random  variables, 
called  v  ,  which  represent  the  number  of  spheres  whose  centers  lie  in  a  volume 
element  located  at  r.  in  the  material  and  who  have  radii  in  the  range ( a^_^ ,a^] . 
If  we  let  ^.(a^)  represent  the  "counting"  process  equaling  the  actual  number  of 
spheres  per  unit  volume  with  centers  in  6Vj  and  radii  less  than  or  equal  to  a^,  we 


V  -  6VW  '  Vvi» 
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Again,  if  we  take  the  case  of  negligible  multiple  scattering,  the  Fourier  transform 
of  the  time  windowed  measured  waveform  takes  the  form 


y(w)  p(w,r  )  A(u,ak)  v ^  +  e 

j  k 

where  e  is  additive  noise  (e.g.,  electronic),  and  A(u),a,  )  is  the  scattering  ampli 
tude  of  a  sphere  with  nominal  radius  a  e  (a  ,a  ).  Tfie  term  p(w,r .)  is  the  system 
response  function  for  position  r.,  the  "center  of  6Vj.  The  above  formulation 
assumes  that  the  6Vj  and  6ak  =  a^  -  are  a^  sui-tably  small. 

Contrary  to  the  "usual”  inversion  problem  wherein  information  on  an  isolated 
scatterer  of  interest  is  contained  in  the  expected  value  of  y (to) ,  for  this  case,  the 
information  on  the  statistics  of  the  Vjk  is  contained  in  the  variance  of  y(<o). 

We  make  the  following  assumptions  for  the  observation  time  T, 


1.  p(io,r)  ■  p(w,r)  e*WT,  v  ~  2z/c. 

2.  Vjk  ~  stationary  Poisson  process 

3.  e (u>)  ~  zero  mean  stationary  process,  independent  of  Vjk» 


Then  as  6V  ■+■  o,  Aa  =  max|a,  -  a,  |  +  o,  we  have  on  the  special  frequency  mesh 

u.  =  2xk/i 
k 


E(y(wk>)  =  o 

E(y(tok)y*(iok, ))  -  6kk,  [y^  /  d  L  Ip(\»£)I 

.  /  da  p(a) | A(u,a) +  C£(k)T]  , 


where  6VV.  is  the  Kronecker  delta,  p(a)  is  the  number  density  of  spheres  of  radius 
a,  and  C  (k)T  is  the  variance  of  the  k' th  frequency  component  of  the  additive 

noise.  e 


By  inversion,  we  mean  based  on  a  set  of  samples  of  y(u)),  estimate  p (a) . 
Specifically,  we  are  interested  here  in  estimating  the  underlying  statistics  of  the 
pore  distribution,  not  the  actual  size  and  location  of  a  specific  set  of  pores  in  a 
particular  region  of  the  specimen.  This  latter  question  is,  of  course,  of  interest 
in  many  applications.  Here,  however,  we  are  interested  in  the  former.  As  is  well 
known,  this  is  typically  an  ill-posed  problem.  Large  changes  in  p(a)  can  result  m 
small  changes  in  y(u>).  For  that  reason,  it  will  probably  be  necessary  to 
parameterize  p.  To  that  end,  define  p3  as  the  number  density  of  spheres 
and  F^(a;0)  as  the  fraction  of  spheres  with  radii  greater  than  a.  Thus 


44 


CO 


p  F  (a;0)  «  /  p(a)da  . 

''  !  a 

The  subscript  3  is  meant  to  reinforce  the  fact  that  we  are  estimating  volume 
densities  of  particles  and  not  area  densities.  The  latter  often  forms  the  raw  data 
from  sectioning  experiments.  The  inversion  problem  is  to  estimate  p3  and  the 
parameter  _0  (possibly  vector-valued).  One  approximation  to  use  for  estimation  of  p3 
and  6_  is  to  assume  that  y(to)  is  a  Gaussian  process.  This  will  be  the  case  if  the 
spheres  are  "dense"  relative  to  the  system  response  function  so  that  no  scatterer  is 
"isolated"  in  time.  In  the  Gaussian  case,  the  posterior  probability  of  p3 
and  9_  given  y  is 

In  P(p3,ejy)  =  K  -  j  Z  y*(tok)  Bkky(<\) 

k 

+  In  P(p3,D  +  y  2  In  Bkk  , 
k 

where  K  is  a  normalization  constant,  P(p3>jO  is  the  prior  distribution  of  p3  and 
0_,  and  is  the  inverse  of  the  diagonal  of  the  variance  of  yCo)^).  It  is  given  by 

Bkk  =  T  Ce^Wk^  +  M(uk)  /  P3f  3(a;i)  |A(u)k,a)  |2  da  , 

where 

M(u))  =  cT/2  /  |p(to,£)|2  d2£ 

and  ■  -dF3 (a;6^)/da  is  the  probability  density  function  of  the  sphere  sizes. 

Two  classical  sets  of  estimators  present  themselves.  The  first  set  is  {p3,9j 
which  maximizes  the  posterior  density  P  ( P  3  »_§.  |  y )  •  These  estimators  define  the  mode 
of  this  distribution  and  represent  the  most  probable  values.  The  second  set  esti¬ 
mators  is  { p 3  ,  0j  defined  by  the  means  of  marginals  of  P ( P 3  |  y )  •  Thus 

A 

p3  =  /  p3  P(p3»ily)  dp3 


£  -  J  e  p(p3,e|y)dp3  de 

These  estimators  minimize  the  mean  square  error. 

In  either  case,  the  posterior  variance  of  the  estimators  will  be  reduced  if 
multiple  waveforms  yr(co),  r  =  1,  R  are  available.  Having  a  small  number  of 

waveforms  places  a  greater  reliance  on  the  prior  density  P(p3>_§0  to  keep  the  problem 
well-posed. 
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CONCLUSION 


The  microstructure  of  a  nickel- base  powder  metal  alloy  IN  100  has  been  studied 
with  the  aid  of  micrographical  and  ultrasonic  techniques.  The  material  showed 
grains  of  small  diameter  with  a  narrow  distribution  in  the  range  of  2-4  pm  and 
sparsely  distributed  micropores  with  diameter  in  the  5-20  pm  range.  The  micropores 
dominated  the  ultrasonic  attenuation  and  backscattering  characteristics.  The 
ultrasonic  backscattering  was  selected  to  carry  out  quantitative  measurements  and 
calculations  for  comparison  of  theory  and  experiment.  The  frequency  dependence  from 
8  to  18  MHz  of  the  backscattered  signal  was  in  good  agreement  with  calculations, 
which  included  the  contributions  from  on-axis  diffraction,  back-surface  reflection, 
the  frequency  dependent  beam,  the  Rayleigh  scattering  and  the  distribution  of  scat- 
terers.  In  addition  to  the  forward  problem,  the  inverse  problem  was . addressed  in 
two  ways  (1)  by  estimating  the  mean  pore  size  <r^>^6  from  an  approximate  count  of 
the  pore  density.  This  was  found  to  give  reasonably  good  agreement  with  the  pore 
size  estimated  from  micrographical  information.  (2)  A  formal  approach  for  a 
stochastic  inversion  was  developed. 

The  results  point  the  way  toward  the  nondestructive  detection  and  character¬ 
ization  of  anomalous  distributions  of  micropores  where  conventional  ultrasonic  imag¬ 
ing  is  difficult.  Such  information  may  be  useful  in  the  early  detection  of  poten¬ 
tial  failure  sites  where  stress  induced  void  coalescence  leads  to  crack  initiation. 
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The  use  of  simulated  and  controlled  acoustic  emission  signals  forms  the  basis  of  a 
powerful  tool  for  the  detailed  study  of  various  deformation  and  wave  interaction  processes  in 
materials.  We  report  the  results  of  experiments  and  signal  analyses  of  AE  resulting  from  point 
sources  such  as  various  types  of  indentation-produced  cracks  in  brittle  materials  and  the  growth 
of  fatigue  cracks  in  7075-T6  aluminum  panels.  Furthermore,  we  describe  our  recent  work 
dealing  with  the  modeling  and  subsequent  signal  processing  of  an  extended  source  of  emission  in 
a  material.  Results  of  the  forward  problem  and  the  inverse  problem  are  presented  with  the 
example  of  a  source  distributed  through  the  interior  of  a  specimen  shown. 


INTRODUCTION 

The  use  of  acoustic  emission  (AE)  signals  for  real-time  structural  integrity  monitoring 
applications  has  long  been  sought.  Developments  over  the  last  several  years  have  gone  far 
towards  obtaining  a  better  understanding  of  the  AE  process  in  actual  structural  components 
(Refs.  1-5).  These  include  the  development  of  a  model  consisting  of  a  repeatable  source  of 
known  type,  a  structure  for  which  the  propagation  of  transient  elastic  waves  can  be  computed, 
sensors  whose  transfer  characteristics  are  either  known  or  can  be  determined  experimentally 
and  the  development  of  new  signal  processing  algorithms  for  analyzing  the  detected  signals. 

The  associated  problem,  sometimes  called  the  "inverse  source  problem",  has  as  its  aim  the 
characterization  of  a  source  in  terms  of  its  location  in  the  structure,  its  type,  specified  in 
terms  of  force  or  moment  tensor  components,  its  spatial  distribution,  if  the  source  is  extended, 
and  its  temporal  or  dynamic  characteristics.  This  paper  gives  an  overview  of  the  work  recently 
completed  in  our  laboratory  on  aspects  of  this  topic. 


THEORY  AND  WAVEFORM  PROCESSING 


The  displacement  signals  u^  detected  at  a  receiver  location,  x,  in  a  structure  from  an 
arbitrary  source  f(x',t)  located  at  x'  having  source  volume  V  can  be  written  as 


uk  = 


fj(x',t)  *  G.k(x/x',t)  dV 


(1) 


where  the  term  Gj[<  represents  the  Green's  function  of  the  structure.  Insight  into  this 
formulation  can  be  obtained  if  one  makes  a  Taylor  series  expansion  of  the  Green's  function 
about  the  source  point,  )$',  located  at,  say  0,  to  give 


u,  (x,t)  =  f.(0,t)  *  G..  (x/0,t)  dV  +  x.  f.(0,t)  *  G.,  .(x/0,t)  dV' 

*  Jv  J  JK  V  1  J  JK?1 


(2) 
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The  first  term  in  this  equation,  representing  the  monopole  contribution,  can  be  rewritten  in  the 
form 

u,(m)  =  (  [  f .(0,t)  dV  )  *  G-.  (x/0,t) 

K  J  JK 

Q 
or 

uj,m)  =  Sj (t)  *  G-k(x/0,t)  (3) 

The  second  term  in  Eq.  (2),  representing  the  dipole  contribution,  can  be  rewritten  in  a  similar 
fashion  as 


ujf }  =  {  x\  f .(x',t)  dV'  }  *  Gjkji(x/0,t) 


u<d)  =  M..(t)  *  G!  •  (x/0,t)  W 

K  1J  JK,1 

The  term,  M..  ,  called  the  moment  tensor  of  the  source,  can  be  used  to  represent  any 
combination  o^double  forces  (Ref.  3)  to  model  the  source.  It  can  be  shown  that  the  moment 
tensor  can  be  written  in  terms  of  the  crack’s  displacement  jump  and  its  area  in  a  material  (Ref. 
6).  If  each  of  the  components  of  the  moment  tensor  of  the  source  have  the  same  time 
dependence,  then  the  spatial  and  temporal  characteristics  of  the  source  are  separable.  Thus, 
the  moment  tensor  can  be  written  as  a  product  of  the  moment  density  tensor,  m.j,  and  the  and 
the  source-time  function,  S(t), 


M.j  =  S(t)  *m.j  (5) 

In  recovering  the  characteristics  of  a  dipolar  source  from  the  measured  signals,  uz  ,  one  uses 
knowledge  of  the  Green's  function  G  and  inverts  Eq.  (4)  to  recover  S(t)  and  the  components 
m..  .  In  the  most  complicated  deformation  processes  and  for  an  arbitrary  crack  orientation,  all 
six^components  of  the  moment  density  tensor  may  need  to  be  evaluated.  As  of  now,  this  has 
not  yet  been  done.  Here  we  show  the  results  obtained  for  several  simpler  cases. 


The  simplest  case  is  that  of  a  point  source  of  known  type  for  which  only  the  temporal 
aspects  of  the  source  are  to  be  recovered  from  the  detected  signals.  In  that  case,  Eq.  (3)  can 
be  rewritten  as  a  simple  convolution  equation  in  time 


u(t)  =  S(t)  *  G(t) 


(6) 


This  equation  has  been  modified  to  include  the  transfer  characteristics  of  a  non-displacement 
transducer,  whose  response  is  band-limited.  Recovery  of  the  source  function,  S(t)  ,  then 
involves  two  measurements,  one  of  which  is  a  calibration  experiment  using  a  known  step 
excitation  source  applied  at  the  source  position.  Examples  of  processing  near -field  and  far- 
field  signals  from  an  axisymmetric  source  have  been  published  previously  (Refs.  7-9). 

For  the  case  described  by  Eq.  (4)  in  which  both  the  time-function  and  moment-density 
tensor  components  of  a  source  are  to  be  recovered,  several  processing  algorithms  have  been 
developed.  One  of  these  is  based  on  an  algebraic  scheme  in  which  the  amplitudes  of  particular 
ray  arrivals  in  the  detected  signals  are  directly  related  to  the  amplitudes  of  the  Green's 
function  (Ref.  10).  Once  these  are  determined,  the  source  time-function  can  be  recovered  as 
before.  The  problems  related  to  this  scheme  result  principally  from  the  amplitude 
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measurement  precision  required  of  specific  features  on  a  waveform.  An  alternative  is  a  double 
iterative  scheme  demonstrated  by  Michaels  and  Pao  (Ref.  9).  The  procedure  is  initiated  with  a 
guess  of  the  moment  tensor  magnitudes  from  which  a  solution  of  the  source  time-function  is 
obtained.  This  solution  is  used,  in  turn,  to  evaluate  a  new  set  of  moment  tensor  amplitudes,  and 
so  on.  The  iteration  process  is  continued  until  the  results  obtained  in  the  iterations  converge  to 
a  final  answer.  The  procedure  appears  to  be  initial  guess  dependent  and  it  may  also  converge 
slowly  for  certain  configurations  of  the  source  moment  tensor.  It  has  been  found  that  an 
appropriate  initial  guess  for  the  double-iterative  scheme  can  be  obtained  by  making  use  of  the 
results  obtained  from  the  algebraic  processing  scheme. 


RESULTS 

Demonstration  of  any  signal  analysis  procedure  for  AE  source  characterization  must  begin 
with  a  controlled  deformation  process  in  a  material.  Reproducible,  deformation-related  AE 
sources  whose  location  is  known  precisely,  include  indentation-produced  cracks  in  brittle 
materials  and  fatigue-generated  cracks  in  thin  specimens  and  these  were  investigated  in  this 
work. 

a.  Fatigue  Cracks 

In  detailed  fatigue  experiments,  conventional  test  parameters  were  recorded  in 
combination  with  electrical  crack  length  measurements  and  a  total  of  five  AE  waveforms, 
detected  at  points  around  the  crack  region.  Two  sample  signals  recorded  equidistant  from  the 
crack  front  are  shown  in  Figure  1.  The  four  equivalent  forces  or  moment  tensor  components  by 
which  an  arbitrary  dipolar  source  in  a  thin  specimen  can  be  modelled  are  shown  schematically  in 
Figure  2.  It  is  found  that  the  dynamic  Green's  functions  corresponding  to  the  M._  and  M7| 
source  cpmponents  exhibit  a  non-zero  signal  amplitude  between  the  P-  and  S-wave  arrivals; 
From  observations  as  this,  each  corresponding  to  an  event,  it  is  concluded  that  only  two  signals 
are  needed  to  determine  without  ambiguity  the  characteristics  of  the  source.  It  was  found  that 
some  of  the  events  could  be  adequately  described  in  terms  of  only  two  double  forces,  i.e.,  M,, 
and  M22  .  Other  events  required  also  a  contribution  from  the  M,2  and  M21  components.  Table 
1  shows  the  results  obtained  for  two  events  one  of  each  type.  More  than  thirty-eight  signals 
were  processed  in  a  typical  test.  In  Figure  3  is  the  recovered  source-time  function  obtained 
with  the  double-iterative  processing  scheme.  It  appears  that  the  crack  displacement  profile  had 
a  risetime  of  approximately  400  nsec.  The  risetime  may  actually  be  shorter  than  this,  since  the 
recovered  value  corresponds  to  the  upper  bandwidth  limit  of  the  transducer /amplifier  system. 

b.  Indentation  Cracks 

The  pressing  of  an  indentor  onto  the  surface  of  a  flat  plate  results  in  a  stress  field 
configuration  which  depends  on  the  shape  of  the  indenter  and  the  mechanical  properties  of  the 
plate  specimen.  If  the  specimen  is  a  brittle  material,  cracks  of  specific  shape  form  when  and  in 
those  regions  where  the  stress  field  exceeds  the  fracture  strength  of  the  material.  The  dynamic 
force  released  in  forming  the  crack  is  emitted  as  an  AE  signal.  A  typical  epicentral  AE  signal 
obtained  with  a  spherical -tipped  indenter  is  shown  in  Figure  4(a).  Typical  Hertzian  cone  cracks 
are  obtained  when  such  indenters  are  pressed  against  a  specimen.  It  has  been  shown  that  the 
associated  dynamic  source  is  equivalent  to  a  vertical  axisymmetric  force  acting  on  the 
structure  (Ref.  11).  On  unloading,  one  or  more  lateral  vent  cracks  may  form  whose  associated 
AE  signals  exhibit  completely  different  characteristics  as  shown  in  Figure  4(b).  In  some  cases, 
these  may  be  adequately  modelled  by  a  single  horizontal  dipole  acting  near  the  surface  of  the 
plate.  This  appears  to  be  the  case,  when  only  one  lateral  vent  crack  forms.  The  detected  AE 
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signals  resemble  those  obtained  when  a  conical  indenter  is  pressed  against  the  specimen.  In  the 
latter  situation,  a  single  penny-shaped  crack  is  formed.  Evaluation  of  the  stress  field  under  the 
conical  indenter,  obtained  from  the  Boussinesq  solution  (Ref.  12),  shows  regions  of  tensile  and 
compressive  hoop  stresses.  The  crack  is  generated  in  the  region  of  tensile  hoop  stresses  whose 
contours  resemble  a  penny. 

Experiments  were  carried  out  with  an  eight-channel  AE  system  consisting  of  point 
piezoelectric  transducers  with  a  1.2  mm  active  area  situated  at  various  angles  at  a  distance 
approximately  2h  (h  -  plate  thickness)  from  the  indenter.  Sensors  whose  response  was  nearly 
uniform  in  amplitude  were  selected  for  the  array.  The  signals  were  amplified  by  60  dB  with 
preamplifiers  whose  bandwidth  ranged  from  10  kHz  to  2  MHz.  They  were  subsequently 
digitized  in  transient  waveform  recorders  operating  at  a  sampling  rate  of  30  MHz  with  10-bit 
resolution. 

Evaluation  of  the  moment  tensor  components  of  the  penny-shaped  crack  via  one  of  the 
procedures  listed  in  the  previous  section  often  did  not  yield  reliable  results,  as  they  were 
strongly  initial  guess  dependent.  It  was  clear,  however,  when  comparing  the  detected 
waveforms  to  synthesized  AE  signals,  that  the  model  of  a  tensile  crack  given  in  terms  of  three 
orthogonal  dipoles  of  strength,  X  +  2  y  ,  X  and  X  ,  where  X  and  U  are  the  Lame  constants, 
may  not  be  appropriate  to  model  an  indentation-produced  crack  in  a  small  specimen  as 
described  here. 

An  alternative  approach  for  recovering  the  ratios  of  the  moment  tensor  components 
involves  measurement  of  the  radiated  field  of  the  AE  signal  from  the  source.  The  radiated 
amplitude  measured  at  a  distance  R  from  a  dipolar  source,  can  be  written  in  terms  of  the 
displacement  amplitude,  uz,  and  this  is  expected  to  be  of  the  form 

uz(R,  t)  =  a^(t)  +  a2(t)  cos^  0  (7) 

where  0  is  the  orientation  of  the  normal  to  the  crack.  For  a  single  horizontal  dipole  source, 
aligned  parallel  to  the  crack  normal,  the  term  a,(t)  is  expected  to  be  near  zero.  For  three- 
dipole  crack  model,  its  value  is  expected  to  be  approximately  0.28.  Eq.  (7)  can  be  rewritten  to 
account  for  an  arbitrary  crack  or ientation  relative  to  the  sensor  array 

uz(R,  t)  =  a^(t)  +  a2(t)  cos^  (  0  -  0C)  (8) 

where  0  is  the  orientation  of  the  normal  of  the  crack  relative  to  the  orientation  of  the  sensor 
array.  c 

By  a  proper  choice  of  angular  distribution  of  sensors  around  the  indenter,  an  eight-channel 
AE  system  is  adequate  to  determine  the  field  characteristics  of  the  indentation-generated 
cracks.  Each  channel  of  the  entire  system  was  calibrated  simultaneously  by  breaking  a  glass 
capillary  0.05  mm  in  diameter  at  the  crack  position  on  the  specimen.  The  result  was  an 
axisymmetric  step  excitation  source.  The  amplitudes  of  both  the  first  P-  and  S-wave  arrivals 
were  measured.  The  corresponding  amplitudes  in  the  crack-generated  signals  were  normalized 
with  the  calibration  amplitudes.  The  result  obtained  after  one  indentation  is  shown  in  Figure  5. 
The  solid  and  dashed  lines  correspond  to  the  results  produced  from  a  non-linear  least-square  fit 
of  Eq.  (8)  to  the  measured  data.  From  the  curve  fit,  the  parameters  of  the  radiated  field  can  be 
extracted.  Once  these  are. known,  the  measured  amplitudes  at  each  transducer  can  be  reflected 
across  the  various  symmetry  planes  to  generate  image  data  points  with  the  results  obtained 
shown  in  Figure  6.  Inspection  of  the  amplitude  ratio  a./a2  shows  that  the  tensile  cracks 
produced  by  the  conical  indenter  are  best  modelled  as  resulting  principally  from  a  single 


52 


horizontal  dipole.  The  orientation  of  the  crack,  relative  to  the  array  configuration,  is 
recovered  immediately  when  Eq.  (8)  is  fit  to  the  amplitude  data.  The  difference  between  the 
observed  and  recovered  crack  orientation  angle  from  seven  indentations  was  always  less  than 
6°  and  on  average  less  than  3°. 

The  radiated  field  of  the  signals  emitted  from  lateral  vent  unloading  cracks  was  also 
measured.  It  was  found  that  the  formation  of  multiple  cracks  results  in  a  radiated  field  which 
radiate  more  uniformly  in  all  directions  and  clearly,  the  radiation  does  not  resemble  that  of  a 
single  crack. 

It  is  possible  to  process  an  epicentral  displacement  signal  with  the  double-iterative 
processing  scheme  to  recover  the  individual  magnitudes  of  the  moment  tensor  as  well  as  their 
time  function.  Figure  7  shows  the  recovered  source  time  function  for  an  indentation  crack. 


EXTENDED  SOURCE 

Both  the  forward  and  inverse  problems  of  the  extended  source  have  been  solved  using 
synthetic  data.  A  series  of  examples  dealing  with  two  source  types  and  several  linear 
distributions  on  the  surface  or  through  the  interior  of  a  plate  specimen  have  been  computed 
(Ref.  13).  In  Figure  8(a)  is  shown  the  case  of  a  distribution  of  horizontal  dipole  sources, 
extending  to  0.75h  into  the  interior  of  the  plate  and  whose  time  function  was  a  Heaviside  step 
function.  It  has  been  proposed  that  such  a  source  may  be  used  to  model  the  interaction  of 
intense  synchrotron-generated  pulses  of  x-rays  striking  a  specimen  and  penetrating  into  its 
interior  (Refs.  14-15).  Figure  8(b)  shows  a  comparison  between  the  signal  from  a  single  dipole 
very  close  to  the  top  surface  of  the  specimen  and  the  signal  synthesized  from  forty  source 
points  whose  strength  distribution  along  the  z-axis  was  given  by  e-0.5z.  After  only  ten 
iterations  in  the  double-iterative  processing  scheme,  the  input  source  function  was  recovered 
from  the  synthetic  input  data  within  a  percent  and  the  corresponding  recovered  source  time 
function  was  indistinguishable  from  the  input. 


CONCLUSIONS 

Acoustic  emission  signals  detected  from  cracks  formed  during  indentation  and  fatigue 
loading  experiments  have  been  processed  to  recover  the  moment  tensor  components  of  the 
crack  source  and  their  time  function.  Several  signal  processing  schemes  were  demonstrated 
including  one  based  on  ray  amplitude  measurements,  a  double-iterative  processing  scheme  and 
an  AE  radiation  pattern  analysis  method.  A  signai  processing  algorithm  was  also  demonstrated 
with  synthetic  AE  waveforms  corresponding  to  an  extended  source  of  emission  by  which  the 
signals  can  be  processed  to  recover  both  the  spatial  extent  of  the  source  and  its  time  function. 
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CHARACTERIZATION  OF  FATIGUE  CRACKS  IN  7075-T6 


Ui  =  CuGraU  +CazQ‘22/Z  t*  Ciz  +  Cziljai,  I 

Event  #34  \  Model  :  Tivo  Double  Forces 
AlgebraCc  j  Cu  I  =  |  :  0.258 

Doit  He  IterO.ti.on  ?  Cn  •  C22  =  I  •  0-2C6 

Event  #35  j  Model  1  Tvvo  Double  Forces,  Two  Single  Couples 
Algebraic  ;  C» :  C22 :  C«  *<*♦«  i:  0.^4  :.-<u7i:  0.237 
Doable  Iteration ;  Cu :  Czz  :C» :  C«4=o.99£  :&soa >0,271:0.209 


Table  I 
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FATIGUE  CRACK  SIGNALS  IN  7075-T6 


-01) 


RECOVERED  SOURCE-TIME  FUNCTION 


Figure  3 


UNLOADING  CRACK;  I4.5NT/MAX;  35.3NT 


Figure  4(a)  Figure  4(b) 
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120°  CONICAL  INDENTER  -  DIPOLE  RADIATION 
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P  -  Wave 
S  -  Wave 


Figure  5 


•  -Real  Data  points,  *>- Images  across  X,Y  Axes;  Ap=0.585(0.l23 +cos  8) 


Figure  6 


RECOVERED  SOURCE -TIME  FUNCTION  (CRACK  9) 


HORIZONTAL  DIPOLES 

(0.0  -  0.75h) 


DIPOLE  SOURCES:  EXPONENTIAL  DISTRIB 


Extended  dipole  source  model 


Synthetic  normal  displacement  signals 
corresponding  to  several  source 
distributions 


Figure  8(a) 


Figure  8(b) 
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RESIDUAL  STRESS  MEASUREMENTS  IN  CARBON  STEEL 


Joseph  S.  Heyman 

National  Aeronautics  and  Space  Administration 
Langley  Research  Center 
Hampton,  Virginia  23665 

Min  Namkung 

College  of  William  and  Mary 
Williamsburg,  Virginia  23185 

External  dc  magnetic  field-induced  changes  in  natural  velocity  of  Rayleigh 
surface  waves  have  been  measured  in  steel  specimens  under  various  stress 
conditions.  The  low  field  slopes  of  curves  representing  the  fractional  changes  of 
natural  velocity  have  been  proved  to  provide  correct  stress  information  in  steels 
with  different  metallurgical  properties.  The  slopes  of  curves  under  uniaxial 
compression,  exceeding  about  one  third  of  the  yield  stress,  fall  below  zero  in  all 
the  specimens  when  magnetized  along  the  stress  axis.  The  slopes  under  tension 
vary  among  different  steels  but  remain  positive  in  any  circumstances.  The  stress 
effect  is  observed  for  both  applied  and  residual  stress.  A  physical 
interpretation  of  these  results  is  given  based  on  the  stress-induced  domain 
structure  changes  and  the  AE-effect.  Most  importantly,  it  is  found  that  the 
influence  of  detailed  metallurgical  properties  causes  only  secondary  effects  on 
the  obtained  stress  information. 


INTRODUCTION 


The  practical  application  of  the  currently  available  techniques  for 
nondestructive  bulk  residual  stress  measurements  in  metals  is  severely  limited 
mainly  due  to  a  lack  of  calibration  standard.  This  is  because  too  often  the 
stress  effect  is  inhibited  by  material  properties,  such  as  texture,  grain  size, 
defect  structure  and  so  on.  As  a  result,  even  the  determination  of  the  sign  of 
the  bulk  residual  stress  can  be  made  only  under  very  specific  conditions.  Thus  a 
technique,  insensitive  to  material  characteristics  other  than  stress  state  and 
capable  of  differentiating  the  effects  of  tension  from  those  of  compression,  is  in 
great  demand.  In  our  previous  papers  (refs.  1  and  2)  we  reported  a  recent  method 
measuring  the  uniaxial  stress  dependence  of  ultrasonic  natural  velocity  changes 
induced  by  external  dc  magnetic  field  showing  that  compression  can  be  detected 
unambiguously  without  knowing  the  zero  stress  standard. 

The  use  of  an  external  magnetic  field  in  the  ultrasonic  velocity  measurement 
in  steel  is  based  on  two  phenomena;  the  stress-induced  domain  structure  change  and 
the  domain-dependent  elastic  modulus  of  a  ferromagnet. 

The  unit  cells  of  cubic  crystals  are  not  exactly  cubic  but  slightly  deformed 
in  the  ferromagnetic  state  (ref.  3).  Specifically,  the  body-centered  cubic  (BCC) 
unit  cells  of  iron  below  the  Curie  temperature  are  tetragonal  with  the  longer 
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edges  parallel  to  the  domain  magnetization  vectors  oriented  in  the  one  of  six 
equivalent  directions  of  <100>.  The  effect  of  further  deformation  of  unit  cells 
on  domains  by  uniaxial  stress  can  be  described  by  the  magnetoelastic 
interaction.  This  interaction  energy  is  lowest  (highest)  in  domains  oriented 
parallel  (perpendicular)  to  the  stress  axis  when  an  iron  crystal  is  under  tension 
and  is  opposite  under  compression.  As  in  the  case  of  magnetization  with  external 
magnetic  field,  the  energetically  favored  domains  expand  their  volume  and  a 
complete  domain  alignment  (with  zero  net  magnetization)  can  be  achieved  with 
sufficient  uniaxial  stress  (ref.  4).  The  experimental  verifications  of  such  a 
stress-induced  domain  alignment  have  been  made  not  only  in  pure  iron  but  also  in 
steel  (refs.  5  and  6). 

The  elastic  modulus  of  a  nonlinear  solid  is  defined  as  the  ratio  between 
infinitesimal  applied  stress  and  induced  strain.  In  a  ferromagnetic  material  the 
stress-induced  strain,  in  general,  includes  the  raagnetoelastic  strain  as  well  as 
the  direct  elastic  strain.  The  former  is  the  strain  induced  by  domain  structure 
change  with  stress  which  aligns  the  longer  edges  of  iron  unit  cells  in  certain 
directions  with  respect  to  the  stress  axis.  The  magnetoelastic  strain  is  always 
positive  under  tension  and  is  negative  under  compression  for  iron  base  alloys  with 
BCC  structure  (ref.  7).  Hence,  the  elastic  modulus  of  a  ferromagnet  depends 
explicitly  on  its  domain  structure.  The  contribution  of  magnetoelastic  strain  to 
the  resultant  elastic  modulus  can  be  separated  by  altering  the  domain  structure 
with  an  external  magnetic  field.  Such  a  domain-dependent  elastic  modulus  of  a 
ferromagnet  is  called  the  AE-effect  and  is  most  pronounced  in  the  domain  wall 
motion  region  of  the  magnetization  process  (refs.  5  and  8). 

The  initial  domain  structure  is  determined  uniquely  at  each  stress  level. 

The  subsequent  change  in  domains  due  to  external  magnetic  field  will  proceed 
differently  according  to  the  material  stress.  Therefore,  the  simultaneous  changes 
in  domain-dependent  elastic  modulus  provides  the  stress  information.  Uniaxial 
stress  affects  the  domain  structure  of  iron  only  by  domain  wall  motion.  Thus  the 
stress  information  is  expected  in  only  the  early  stage  of  the  magnetization 
process  where  domain  wall  motion  occurs.  This  must  be  true  in  steels  unless  the 
crystalline  anisotropy  energy  is  drastically  reduced  by  various  impurities. 


ACOUSTIC  MEASUREMENTS 


The  dc  magnetic  field-induced  ultrasonic  wave  natural  velocity  changes  were 
measured  using  a  pulsed— phase— locked— loop  (P2L2)  system  described  in  detail 
elsewhere  (ref.  9).  A  block  diagram  of  this  system  is  shown  in  figure  1.  The 
basis  of  the  measurement  is  a  phase  feedback  scheme  using  a  voltage-controlled 
oscillator  (VCO).  The  VCO  output  is  gated  to  produce  a  tone  burst  of  several 
cycles  to  drive  a  broadband  transducer.  The  received  pulse  is  amplified  and  phase 
detected  using  the  VCO  as  a  reference.  A  logic  system  samples  the  phase  signal  at 
the  preselected  point  and  causes  the  frequency  of  the  VCO  to  change  until 
quadrature  is  achieved.  Once  locked,  the  P2L2  maintains  the  quadrature  condition 
with  the  change  in  frequency  related  to  the  change  in  sample  properties  as 
follows : 


AF/F  =  AV/V  -  AL/L 
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FREQUENCY  COUNTER 


Figure  1.  Block  diagram  of  pulsed-phase-locked  loop  system. 

where  V  is  the  actual  acoustic  phase  velocity  and  L  is  the  acoustic  path 
length  in  the  sample.  AF/F  is  the  fractional  change  in  ultrasonic  natural 
velocity.  With  the  acoustic  natural  velocity,  one  does  not  have  to  measure  the 
change  in  sample  length  during  the  measurement  (refs.  10  and  11). 


PRELIMINARY  EXPERIMENTS  AND  RESULTS 


Steel  plates  (0.635  cm  x  5.08  cm  x  45.72  cm)  with  unknown  impurity 
composition  were  chosen  to  check  the  uniaxial  stress  effect  on  the  domain- 
dependent  elastic  modulus.  Through  this  experiment  surface  waves  propagated  in 
the  direction  of  the  magnetic  field  which  was  parallel  to  the  stress  axis.  A  pair 
of  longitudinal  wave  transducers,  with  a  center  frequency  of  2.25  MHz,  were 
mounted  on  variable  angle  blocks  and  used  in  the  pitch-^catch  mode.  Uniaxial 
stress  was  applied  to  the  specimen  by  four-point  bending  and  the  induced  surface 
strain  was  measured  with  wire-type  strain  gauges.  A  major  portion  of  the  plate 
was  magnetized  by  forming  a  closed  magnetic  circuit  with  a  C-magnet.  Each  end 
surface  of  magnet  was  rounded  to  keep  the  contact  area  constant  when  the  plate  was 
bent.  A  Hall  probe  was  inserted  in  a  slit  made  on  one  of  the  C-magnet  legs  and 
the  AF/F's  were  plotted  against  the  measured  field  values. 

To  minimize  any  time-dependent  effect,  due  to  interstitial  impurity  migration 
or  thermoelasticity,  the  following  measurement  procedure  was  employed.  A 
sufficient  relaxation  time  was  allowed  before  the  measurement  at  each  stress 
level.  The  magnetic  field  was  turned  on  and  off  while  increasing  the  field 
strength  to  its  maximum.  The  difference  in  the  frequencies  in  the  on  and  off 
states  was  divided  by  the  off  state  value  and  taken  as  the  AF(H)/F.  After  this, 
the  specimen  was  demagnetized  by  a  very  low  frequency  ac  field  (<1  Hz)  with  an 
exponentially  decaying  amplitude. 
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The  results  are  shown  in  figure  2  with  the  elastic  surface  micro-strain 
listed  at  the  end  of  each  curve.  Here,  the  stress  effect  on  AF(H)/F  is  clearly 
seen  to  lower  its  slope  under  compression  and  is  opposite  under  tension.  These 
measurements  were  repeated  in  many  other  specimens  of  the  same  material  with  the 
identical  geometry.  The  position  and  the  shape  of  curves  varied  somewhat  from  one 
specimen  to  another  but  the  relative  positions  of  curves  and  the  stress  effect 
were  well  reproducible. 

The  consistent  effect  of  residual  uniaxial  stress  on  AF(H)/F  was  checked 
with  permanently-bent  plates  (radius  of  curvature  =  58  cm)  with  the  same  initial 
geometry.  It  is  well  known  from  beam  theory  that  the  stretched  side  is  under 
residual  compression  and  the  other  side  under  residual  tension  when  a  plate  is 
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Figure  2.  AF(H)/F  under  applied  tension  and  compression. 

Surface  microstrain  is  labeled  at  each  curve. 

released  after  permanent  bending  with  a  finite  radius  of  curvature.  The  results 
are  shown  in  figure  3  for  before  and  after  bending.  The  curve  labeled  "A"  was 
taken  in  the  surface  stretched  by  bending  and  that  labeled  by  B  was  taken  in  the 
other  surface.  This  result  parallels  the  results  for  the  applied  stress  state. 


MEASUREMENTS  WITH  CARBON  STEELS  AND  RESULTS 

Steel  samples  with  three  carbon  contents  (1020,  1045,  and  1095)  were  used  in 
this  experiment.  Two  sets  of  samples  were  made  for  measurements  with  applied  and 
residual  uniaxial  stress. 
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Figure  3.  AF(H)/F  before  and  after  permanent  bending. 

For  the  square  symbols,  the  label  "A"  indicates 
the  compressive  surface  and  "B"  indicates  the 
tensile  surface  produced  by  permanent  bending* 

The  samples  were  made  from  cylindrical  rods  of  2.54  cm  in  diameter  and 
30.3  cm  in  length.  The  center  portion  of  these  rods  was  machined  to  form  a  pair 
of  parallel  and  flat  surfaces  (1.8  cm  x  12  cm)-.  Both  ends  of  each  rod  were 
threaded  to  fit  into  sample  holders  and  placed  in  an  INSTRON  stress  machine. 
Samples  were  magnetized  lengthwise  by  a  pair  of  water-cooled  identical  solenoids 
with  C-shaped  cores  made  of  low  carbon  steel.  Another  set  of  samples  were  steel 
plates  with  the  same  carbon  contents  having  dimensions  of  3.8  cm  x  1.25  cm  x 
30.3  cm.  Measurements  were  taken  before  and  after  permanently  bending  these 
plates  with  the  radius  of  curvature  25.4  cm.  A  specially  designed  C-magnet  with 
rotatable  arms  was  used  to  avoid  air  gaps  between  the  magnet  ends  and  the  curved 
surfaces.  The  total  magnetic  flux  was  measured  by  an  integrating  flux  meter.  The 
flux  readings  were  calibrated  with  a  big  iron  core  magnet  where  the  field 
inhomogeneity  was  completely  negligible  for  a  region  much  larger  than  the 
dimension  of  the  pickup  coils. 

The  Rayleigh  surface  wave  transducers  with  5  MHz  and  2.25  MHz  center 
frequencies  were  used  for  rods  and  plates,  respectively,  in  the  pitch-catch 
mode.  As  before,  ultrasonic  waves  propagated  parallel  to  the  fields  applied  in  the 
stress  axis.  Measurements  with  external  stress  were  taken  in  two  different 
ways.  First,  the  specimen  was  loaded  to  a  desired  stress  level.  Then,  the 
magnetic  field  along  the  length  of  the  specimen  was  monotonically  increased  to  its 
maximum  and  decreased  to  zero  while  measuring  AF/F.  At  the  end  of  this  half¬ 
cycle  measurement,  the  specimen  was  demagnetized.  These  measurements  were 
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repeated  four  or  five  times  at  each  stress  level.  The  previously  mentioned 
discrete  field  on-off  measurements  were  then  made  before  stress  was  released. 

Such  a  sequence  of  measurement  procedure  was  also  used  for  the  plates  before  and 
after  permanent  bending. 

The  continuous  measurements  exhibited  a  time  dependence  both  when  the 
external  load  was  changed  and  in  virgin  specimens  without  load.  The  former  was 
more  pronounced  and  affected  up  to  the  first  three  measurements  at  each  load  level 
(each  measurement  took  about  6  minutes)  depending  on  the  stress  amplitude.  This 
time  dependence  was  caused  by  the  combination  of  mechnical  after  effect  (stress- 
induced  directional  ordering  of  elastic  dipoles)  (ref.  12),  the  magnetic  after 
effect  (mutual  influence  between  ferromagnetic  state  and  interstitial  impurities) 
(ref.  13)  and  possibly  the  thermoelastic  effect.  The  discrete  measurements,  on 
the  other  hand,  gave  almost  time— independent  results  under  any  circumstances  and 
the  reproducibility  was  excellent.  Hence,  again  the  results  with  the  discrete 
measurements  will  be  presented  here. 

The  results  of  AF/F  in  this  section  are  plotted  against  the  magnetic 
induction  rather  than  internal  magnetic  field  which  is  difficult  to  measure 
directly.  Figures  4  and  5  show  AF(B)/F  in  1020  steel  under  external  uniaxial 


Figure  4.  AF(B)/F  in  1020  steel  under  applied  tension. 

tension  and  compression,  respectively.  Curves  under  high  tension  and  those  under 
low  compression  overlap.  These  curves  move  downward  under  tension  but  up  to 
220  MPa  the  shape  of  curves  remain  very  similar  to  that  of  curve  without  stress. 
Under  compression,  curves  also  move  downward  but,  with  increasing  compression 
amplitude,  their  shape  changes  distinctively.  At  -120  MPa  the  negative  initial 
slope  begins  to  appear  and  it  becomes  steeper  under  higher  compression. 
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B(kG) 

Figure  5.  AF(B)/F  in  1020  steel  under  applied  compression. 

The  results  with  1045  rod  are  shown  in  figure  6.  The  tension  curves  in  this 
specimen  are  distributed  narrowly  and  all  curves  under  220  MPa  lie  between  the 
zero  and  maximum  stress  curves.  Compression  curves  slightly  overlap  with  tension 
curves  and  they  spread  downward  with  increasing  compression  magnitude.  Here 
again,  the  negative  initial  slope  begins  to  appear  at  -120  MPa.  Figure  7  shows 
the  results  with  a  1095  rod.  These  results  are  very  similar  to  those  in  the 
previous  figures  except  that  the  negative  initial  slope  of  AF(B)/F  begins  to 
appear  at  a  slightly  higher  value  of  compression. 

The  effect  of  tension  on  AF(B)/F  has  been  seen  to  vary  among  different 
types  of  steels.  This,  as  will  be  discussed  later,  depends  on  many  metallurgical 
and  structural  properties  of  materials.  The  most  important  points  are,  however, 
the  initial  slope  of  AF(B)/F  remains  positive  under  tension  and  it  only  becomes 
negative  under  sufficient  compression. 

The  consistent  effect  of  residual  stress  was  checked  with  permanently-bent 
plates  with  the  same  carbon  contents.  The  measurements  with  the  same  plates 
before  bending  were  made  with  an  air  core  Helmholtz  pair  which  was  not  able  to 
magnetize  properly  the  bent  plates.  Hence,  the  C-magnet  with  rotatable  arms  was 
used  with  the  bent  plates.  Since  total  flux  measured  with  the  Helmholtz  pair  is 
different  from  the  total  flux  in  the  plates  only,  measurements  were  repeated  with 
other  plates  with  the  same  carbon  contents  using  the  C-magnet. 
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Figure  7.  AF(B)/F  in  1095  steel  under  applied 
tension  and  compression. 
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Figure  8.  AF(B)/F  in.  1020  steel  before  and  after 
permanent  bending. 

These  results  are  shown  in  the  next  three  figures  for  unbent  and  permanently- 
bent  plates  with  the  radius  of  curvature  of  25.4  cm.  The  stress  effects  on 
AF(B)/F  generally  follow  what  is  expected  from  the  results  obtained  with 
externally-applied  uniaxial  stress.  In  the  1045  plate  the  compression  curve  is 
almost  a  straight  line  passing  through  zero  in  the  vertical  axis  indicating  a  very 
weak  magnetization  in  that  surface  region.  This  is  because  magnetization  depends 
on  the  stress  state  at  each  point  in  the  material  and  it  can  be  far  lower  in  the 
surface  under  compression  than  that  averaged  over  the  sample  cross  section  (ref. 

7). 


DISCUSSION 


The  presence  of  domain  magnetization  causes  anisotropy  of  ultrasonic  wave 
propagation  in  a  crystalline  solid  (ref.  14).  This  is  because  the 
ferromagnetic  state  is  always  accompanied  by  the  spontaneous  distortion  of  unit 
cells  uniquely  determined  by  the  orientation  of  magnetization  vector.  This  means 
that  the  wave  velocity  differs  in  different  magnetic  domains  and  in  individual 
grains  of  a  polycrystalline  material.  Hence,  studies  on  the  magnetoacoustic 
interaction  have  been  limited  to  single  crystalline  materials  beyond  technical 
saturation.  This  certainly  is  not  the  present  situation  where  we  are  interested 
in  the  magnetoacoustic  phenomena  during  the  domain  wall  motion  only.  For  a 
qualitative  discussion,  however,  the  stress  effect  on  AF(B)/F  can  be  treated 
almost  trivially  by  considering  the  following  facts: 

1.  Uniaxial  stress  changes  the  domain  structure  in  iron,  and  also  in  steel, 
only  by  domain  wall  motion. 
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o  After 


Figure  9.  AF(B)/F  in  1045  steel 
permanent  bending. 


2.  The  portion  of  AF(B)/F  curves  giving  the  stress  information  is  solely 
contributed  by  field-induced  domain  wall  motion. 

Therefore,  the  discussion  will  focus  on  the  slope  of  AF(B)/F  with  all  the 
domains  oriented  in  the  easy  axes  of  iron  which  are  the  six  equivalent  directions 
of  <100>. 

The  mathematical  description  of  magnetoelastic  interaction  gives  the  energy 
density  in  a  domain  subjected  to  uniaxial  stress.  This  energy  density  is 
thermodynamically  equivalent  to  a  hydrostatic  pressure  acting  on  the  domain 
boundary.  The  domain  wall  separating  two  domains  feels  a  net  pressure  which  is 
the  difference  in  the  magnetoelastic  energy  densities  in  the  neighboring  domains 
(ref.  15).  As  a  result,  the  energetically-favored  domains  expand  their  volume  in 
expense  of  less  favored  neighboring  ones  by  moving  the  domain  wall.  Among  the  two 
types  of  domain  walls  in  iron  or  steel,  only  90-degree  walls  are  moved  by  uniaxial 
stress  while  the  positions  of  180-degree  walls  are  unaffected.  Such  a  stress- 
induced  90-degree  wall  motion  is  resisted  by  various  lattice  imperfections 
(refs.  16  and  17) • 

Under  sufficient  tension,  the  majority  of  domain  walls  are  those  180-degree 
walls  close  to  the  stress  axis  with  a  fraction  of  residual  90-degree  walls 
remaining  in  the  material.  As  the  field  is  applied  in  the  stress  axis,  the 
domains  oriented  close  to  the  field  axis  expand  their  volume  by  moving  both  180- 
and  90-degree  walls.  The  mobility  of  180-degree  walls  is  much  higher  than  that  of 
90-degree  walls  not  only  because  of  the  higher  Zeeman  energy  difference  across  the 
walls  but  also  the  interaction  with  lattice  imperfections  is  usually  much  less  for 
180-degree  walls  (ref.  18).  Under  sufficient  compression,  domains  align 
perpendicular  to  the  stress  axis  and  the  majority  of  walls  are  180-degree  walls. 
With  the  field  applied  in  the  stress  axis,  there  is  no  Zeeman  energy  difference 
across  180-degree  walls  and  only  the  residual  90-degree  walls  move.  At  the  same 
time,  the  total  area  of  90-degree  wall  in  the  material  grows.  The  area  of 
90-degree  walls  continues  to  grow  until  it  reaches  its  maximum.  After  this  point, 
as  the  magnetization  proceeds,  90-degree  walls  begin  to  decrease  and  eventually 
vanish. 

It  has  been  already  mentioned  that  the  magnetoelastic  strain  is  produced  by 
aligning  the  longer  side  of  iron  unit  cells  into  the  applied  tensile  stress  axis 
and  is  always  positive.  This,  of  course,  is  possible  only  by  moving  90-degree 
domain  walls.  Hence,  it  is  apparent  that  the  presence  of  90-degree  walls 
effectively  lowers  the  elastic  modulus  of  the  material. 

The  appearance  of  the  negative  slope  of  AF(6)/F  in  the  early  stage  of 
magnetization  along  the  uniaxial  compressive  stress  axis  is,  therefore,  well 
explained  on  the  basis  of  initial  domain  alignment  and  the  state  of  90-degree 
walls.  These,  however,  imply  that  curves  under  tension  should  be  lower  than  that 
without  stress  because  of  less  90-degree  walls  to  be  removed  by  the  field.  This 
was  seen  at  every  stress  level  in  1020  and  under  high  stress  in  other  steels.  The 
degree  of  stress-induced  domain  alignment,  above  all,  depends  on  many  different 
material  characteristics,  such  as  saturation  magnetization,  spontaneous 
magnetostriction,  local  lattice  strain  and  stress  amplitude.  There  is  a 
possibility  that  if  the  stress-induced  domain  alignment  is  difficult  in  a  material 
then  tensile  stress  merely  helps  the  external  field,  in  its  own  axis,  remove 
90-degree  walls.  Thus,  the  detailed  shape  of  AF(B)/F  curve  depends  on  many 
different  factors.  The  overall  effect  of  sufficient  compression  causing  the 
negative  initial  slope  of  AF(B)/F,  however,  should  be  common  in  all  materials  of 
this  type. 
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CONCLUSION 


In  this  paper,  we  presented  clear  experimental  evidence  of  a  technique 
capable  of  differentiating  the  effect  of  uniaxial  compression  from  that  of  others 
both  for  applied  and  residual  stresses.  The  initial  slope  of  natural  velocity 
change  in  Rayleigh  surface  waves  is  negative  under  compression  and  is  positive 
otherwise  when  steel  specimens  are  magnetized  in  the  stress  axis.  The  physical 
basis  of  this  phenomena  is  provided  by  a  simple  model  description.  This  is 
consistent  with  the  results  obtained  in  steels  covering  a  fairly  wide  range  of 
carbon  contents.  Hence,  the  effects  of  detailed  material  properties  on  the 
obtained  stress  information  can  be  treated  as  secondary. 
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ULTRASONIC  MEASUREMENT  OF  POROSITY  IN  CASTS  AND  WELDS 


Laszlo  Adler  and  Shaio-Wen  Wang 
The  Ohio  State  University 
Columbus,  Ohio  43210 


Porosity,  i.e.  voids  and  gas  bubbles,  of  casting  and  welds  significantly  effect 
the  mechanical  properties  and  acceptability.  Porosity  may  occur  in  castings  via  two 
major  mechanisms  (ref.  1),  (a)  gas  evolution  or  capture  during  solidification  and 
(b)  shrinkage  during  solidification.  While  nondestructive  techniques,  such  as  ultra¬ 
sonic  methods  are  available  and  used  for  the  detection  and  characterization  of  large 
(i.e.  greater  than  1  mm)  pores  in  many  alloys,  only  destructive  techniques  are  cur¬ 
rently  available  to  quantitatively  characterize  smaller  pores  in  cast  alloys.  This 
paper  describes  the  development  of  a  quantitative  nondestructive  method  which  in¬ 
volves  ultrasonic  attenuation  measurements  in  frequency  domain  to  determine  volume 
fraction  of  porosity  in  aluminum  cast.  The  aluminum  alloy  A357  casting  samples  were 
produced  at  The  Ohio  State  University  Foundry  with  controlled  porosity  contents  rang¬ 
ing  from  0%  to  6%.  A  computer  controlled  system  was  used  to  direct  ultrasonic  beam 
to  a  test  sample  to  different  places  to  conduct  ultrasonic  att-enuation  measurements. 
The  plot  of  attenuation  coefficients  as  a  function  of  frequency  was  then  evaluated 
based  on  existing  theories  to  determine  volume  fraction  of  porosity  and  pore  size. 


SAMPLE  PREPARATION 

The  A357  aluminum  alloy  used  in  this  study  has  a  composition  (weight  %)  given 
below  (ref.  2). 
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This  alloy  has  a  melting  and  freezing  range  of  about  50C  (Solidus  -  557C  and 
Liquidus  =  612C) .  Various  techniques  were  used  to  produce  A357  aluminum  alloy  cast¬ 
ing  to  have  porosities  ranging  from  0%  to  6%  by  volume. 

In  order  to  produce  zero  gas  content  samples  which  could  be  used  as  zero  gas 
content  standards,  the  melting,  pouring  and  solidification  were  performed  in  an 
evacuated  chamber  at  a  pressure  of  about  1  mm  mercury.  After  successfully  producing 
low  gas  content  (i.e.  less  than  0.2%  gas  voids  by  volume)  samples  via  the  vacuum 
casting  experiments,  castings  were  made  in  which  varying  amounts  of  gas  porosity  were 
introduced  throughout  variations  in  the  melting  environment  and  mold  conditions.  The 
A357  alloy  was  melted  in  air  in  both  induction  and  gas-fired  crucible  furnaces.  For 
some  samples,  moisture  was  deliberately  introduced  to  the  melt  and/or  casting  by 
placing  a  moist  towel  on  top  of  the  melt,  placing  moisture  on  the  mold  surface,  or 
using  a  moist  brick  as  the  support  for  the  permanent  mold  and  allowing  contact  be- 


75 


tween  the  liquid  alloy  and  the  moist  brick  base. 

Samples  were  then  sectioned  from  each  casting  at  various  locations  and  milled  to 
form  a  regular  parallel  pipe.  The  side  dimensions  and  weight  were  measured  to  obtain 
density  for  each  sample.  The  volume  average  porosity  based  on  the  density  measure¬ 
ments  was  then  calculated  using  the  equation: 

Porosity  %  =  (Pfche  -  Pmeasured)/100  (1) 

where  the  theoretical  density  of  the  A357  aluminum  alloy  was  taken  as  2.667  g/cc. 

Two  faces  of  the  sample  were  then  polished  and  photomicrographed.  The  micrographs 
provide  representative  statments  of  the  porosity  in  the  sample  (Fig.  1)  and  also 
could  determine  the  porosity  quantitatively.  The  areas  of  pures  in  the  picture  was 
cut  and  both  the  removed  sections  and  total  section  were  weighted.  Porosity  was  then 
determined  by 

Porosity  %  =  (weight  of  pures/weight  of  total  section)  x  100 

Only  samples  which  have  agreeable  porosities  outcome  from  both  density  and  photo¬ 
micrograph  were  used  in  ultrasonic  study. 


FIG.  1.  Metallography:  Cast  A1 

THEORETICAL  CONSIDERATIONS 

A  theoretical  approach  to  use  ultrasonic  scattering  in  porous  materials  has  re¬ 
cently  been  formulized  by  Gubernatis  and  Domany  (ref.  3)  and  by  Rose  (ref.  4).  They 
calculate  the  attenuation  coefficient  of  elastic  waves  due  to  scattering  from  pores. 
The  assumption  is  that  the  pores  are  far  apart  that  no  multiple  scattering  will  take 
place.  The  attenuation  coefficient  is  calculated  as  a  function  of  frequency  for 
various  concentrations  of  pores. 
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In  the  Rayleigh  region  where  the  wavelength  (A)  is  much  larger  than  the  pore 
size  (a),  the  attenuation  (a)  is  proportional  to  the  third  power  of  the  frequency 
while  in  the  diffusive  region  (A<<a),  i.e.  for  high  frequencies  the  attenuation  coef¬ 
ficient  is  independent  of  the  frequency.  There  is,  however,  a  connecting  region  at 
k0a  -  1,  where  k  is  the  wave  number,  is  a  turning  point.  At  that  point  the  attenu¬ 
ation  coefficient  a  -  koCK.  C  is  the  volume  fraction  of  porosity  and  k  is  dependent 
on  the  elastic  constants  of  the  host  materials. 

The  behavior  of  the  predicted  frequency  dependent  attenuation  curve  is  shown  on 
Fig.  2.  In  the  next  section,  the  experimental  system  and  procedures  will  be 
described  to  obtain  such  frequency  dependent  attenuation  curves  in  aluminum  cast 
materials. 


EXPERIMENTAL  SYSTEM  AND  PROCEDURE 


The  aluminum  cast  materials  were  machined  to  rectangular  blocks  on  inch  thick 
and  a  surface  area  much  larger  than  the  diameter  of  the  transducer.  The  aluminum 
cast  block  is  submerged  in  a  water  bath.  A  broadband  transducer  is  placed  in  its 
desired  position  in  the  water  bath  by  rotation  around  two  perpendicular  axes  situated 
in  a  horizontal  plane. 


Attenuation 

Coefficient 


Fig.  2.  Theoretical  plot  of  attenuation  as  a  function  of  frequency  for 
inhomogeneous  material. 


Ultrasonic  Spectroscopy  System 

The  ultrasonic  spectroscopy  system,  which  is  schematically  displayed  in  Fig.  3, 
is  assembled  around  a  PDP  II/34A  minicomputer.  A  broadbandwidth  ultrasonic  pulse  is 
produced  by  exciting  an  untuned  ceramic  transducer  with  a  fast  rise-time,  high-voltage 
pulse.  Reflected  signals  are  received  by  the  same  transducer  (pulse-echo  configura¬ 
tion).  The  electrical  pulse  generated  by  the  received  waveform  is  filtered  and 
amplified. 

The  time  domain  signal  can  either  be  fed  to  a  conventional  spectrum  analyzer  or 
be  sampled  and  converted  into  digital  data  to  be  processed  by  a  computer.  For  pro¬ 
cessing  by  the  spectrum  analyzer,  a  stepless  gate  is  used  to  select  a  portion  of  the 
received  signal.  The  receiver  output  as  well  as  the  gated  waveform  are  displayed. 

The  amplitude  spectrum  of  the  gated  waveform  is  displayed  on  a  spectrum  analyzer. 
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FIG.  3  Schematic  diagram  of  the  ultrasonic  spectroscopy  system. 

For  conversion  to  digital  data,  a  high-speed  transient  recorder  is  used  to  store  the 
signal  amplitude  at  discrete  times  in  its  digital  memory.  The  computer  controls  the 
acquisition  of  the  ultrasonic  pulse  data  and  then  transfers  the  digitally  represented 
signal  from  the  recorder  to  the  minicomputer  memory.  The  RF  signal  data  may  be  per¬ 
manently  recorded  on  floppy  disks.  Processing  of  the  ultrasonic  signal  is  performed 
on  the  minicomputer  and  includes  the  following  operations:  gating,  autocorrelation, 
averaging,  Fourier  transform  (Fast  Fourier  Transform  procedure),  deconvolution  and 
plotting.  Plots  in  the  time  domain  as  well  as  in  the  frequency  domain  are  displayed 
on  a  graphics  terminal.  Displays  may  be  recorded  permanently  by  utilizing  a  hard 
copy  unit. 


Attenuation  Measurements  and  Results 

To  obtain  attenuation  coefficients  as  functions  of  frequency  of  the  given  sam¬ 
ple,  a  deconvolution  process  was  used.  The  spectrum  of  a  normally  reflected  signal 
from  the  back  surface  of  the  sample  was  deconvolved  with  the  spectrum  obtained  from 
the  front  surface.  This  procedure  is  shown  schematically  on  Fig.  4.  On  Fig.  4  a,b,c 
the  front,  the  back  and  the  deconvolved  spectrum  is  shown  respectively.  Correction 
for  other  losses  such  as  beam  spread  and  interface  losses  are  also  incorporated  into 
the  program  to  obtain  the  attenuation/unit  length  as  a  function  of  frequency. 

The  experimental  results  of  the  averaged  ultrasonic  attenuation  coefficient  as 
a  function  of  frequency  were  displayed  in  Fig.  5  for  low,  medium  and  high  porosity 
samples.  The  location  of  the  turning  point  was  then  used  to  determine  the  mean  pore 
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and  the  porosity  contents  from  the  following  equations: 

Pore  size:  a  =  (V/2ir)  •  (l/f^) 

Porosity:  c  =  (V/2ir*K)*(a  /f  ) 

P  P 

where  V  is  the  longitudinal  velocity  of  each  sample,  K  is  a  constant  which  depends 
on  the  material  used,  f  and  a  are  the  frequency  and  the  attenuation  coefficient 
corresponding  to  the  location  of  the  turning  point.  Table  1  shows  the  calculated 
results.  The  pore  radii  are  close  to  those  obtained  from  photomicrographs.  As  to 
the  porosity  contents,  the  results  from  ultrasonic  experiments  agree  well  with  those 
from  density  measurements  for  low  and  medium  porosity  samples.  For  samples  with 
high  porosity  such  as  cast  A1  1920,  the  agreement  is  off  a  little  bit.  This  may  be 
caused  by  a  multiple  scattering  due  to  the  existence  of  more  pores,  which  contradict 
the  theoretical  assumption  of  individual  scattering. 


Broad  Banc 
Transducer 


Water 

Sample 


fP  Freq. 


FIG.  4.  Ultrasonic  Determination  of  Porosity. 
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Table  1.  Experimental  Results  of  Porosity  and  Pore  Size  from 
Ultrasonic  Measurements. 


Attenuation 


Sample 

Coefficient 

(NP/cm) 

Frequency 

(NHz) 

KoO/cm) 

Po  re 

Radius  (um) 

Po  rds  i  ty 

Exp.  Density 

Cast  A1  013 

.39 

15 

142 

70 

.24 

_ 

Cast  A1  1010 

.22 

12 

114 

87 

.17 

0 

Cast  A.  1210 

.20 

8 

76 

131 

.23 

.22 

Cast  A1  1 41  OH 

'1.02 

13 

123 

80 

.74 

1.3 

Cast  A1  1410L 

.20 

10 

95 

105 

.19 

1.3 

Cast  A1  1510 

1.12 

9 

85 

116 

1.18 

2.18 

Cast  A1  1810 

1.00 

10 

95 

105 

.95 

.9 

Cast  A1  1820 

1.25 

12 

114 

87 

.99 

1.05 

Cast  A1  1830 

1.20 

11.5 

109 

91 

.99 

1.20 

Cast  A1  1850 

1.00. 

11 

104 

9b 

.86 

1 .08 

Cast  Al  1920 

2.85 

8 

76 

131 

3.4 

4.6 

80 


FIG.  5  Attenuation  Coefficient  as  a  function  of  frequency  for  cast  A1 
Samples:  (a)  1010,  .2%  porosity;  (b)  1920,  5%  porosity;  (c)  1% 
porosity;  (d)  1830.  1%  porosity. 
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ANALYTICAL  ULTRASONICS  FOR  CHARACTERIZATION  OF  METALLURGICAL 


MICROSTRUCTURES  AND  TRANSFORMATIONS 


Moshe  Rosen 

The  Johns  Hopkins  University 
Baltimore,  Maryland  21218 


Application  of  contact  (piezoelectric)  and  noncontact  (laser  generation  and 
detection)  ultrasonic  techniques  for  dynamic  investigation  of  precipitation  hardening 
processes  in  aluminum  alloys, as  well  as  crystallization  and  phase  transformation  in 
rapidly  solidified  amorphous  and  microcrystalline  alloys  will  be  discussed.  From  the 
variations  of  the  sound  velocity  and  attenuation  the  precipitation  mechanism  and 
kinetics  were  determined.  In  addition,  a  correlation  was  established  between  the 
observed  changes  in  the  velocity  and  attenuation  and  the  mechanical  properties  of 
age- hard enable  aluminum  alloys.  The  behavior  of  the  elastic  moduli,  determined 
ultrasonically,  were  found  to  be  sensitive  to  relaxation,  crystallization  and  phase 
decomposition  phenomena  in  rapidly  solidified  metallic  glasses.  Analytical 
ultrasonics  enables  determination  of  the  activation  energies  and  growth  parameters  of 
the  reactions.  Therefrom  theoretical  models  can  be  constructed  to  explain  the 
changes  in  mechanical  and  physical  properties  upon  heat  treatment  of  glassy  alloys. 
The  composition  dependence  of  the  elastic  moduli  in  amorphous  Cu-Zr  alloys  was  found 
to  be  related  to  the  glass  transition  temperature,  and  consequently  to  the  glass 
forming  ability  of  these  alloys.  Dynamic  ultrasonic  analysis  was  found  to  be 
feasible  for  on-line,  real-time,  monitoring  of  metallurgical  processes. 


INTRODUCTION 


Ultrasonic  nondestructive  evaluation  has  traditionally  been  concerned  with  the 
search  and  location  of  flaws  in  materials  structures  and  the  determination  of  their 
distribution  and  orientation.  A  considerable  body  of  knowledge  has  also  been 
accumulated  from  ultrasonic  scattering  studies  in  assessing  grain  size  and 
orientation  effects  in  materials.  Recently,  it  has  become  widely  recognized  that 
ultrasonic  measurements  can  be  used  to  characterize  materials  structures  and  hence 
properties  such  as  strength,  toughness,  effect  of  residual  stresses  so  as  to 
supplement,  or  even  replace,  the  conventional  destructive  techniques  employed  in 
metallurgy.  Ultrasonic  nondestructive  characterization  offers  distinct  advantages  in 
that  materials  properties  can  be  verified  on  actual  components  of  engineering 
structures.  The  scientific  literature  is  extremely  scarce  in  dynamic  nondestructive 
characterization  (NDC)  whereby  ultrasonic  techniques  are  applied  to  on-line, 
real-time,  monitoring  of  microstructures  for  the  control  of  metallurgical  processes. 
Inherent  difficulties  related  to  these  types  of  measurement  methodologies  include 
operation  at  elevated  temperatures  and  in  hostile  environments.  Furthermore,  there 
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are  little  basic  data  available  on  the  relationship  between  the  metallurgical 
microstructures  and  measured  ultrasonic  responses.  Therefore,  the  full  potential  of 
ultrasonic  techniques  in  this  field  is  yet  to  be  realized. 

Recent  studies  have  addressed  the  specific  area  of  dynamic,  real-time 
nondestructive  characterization  of  metallurgical  microstructures,  e.g. ,  precipitation 
hardening  of  aluminum  alloys  and  crystallization  of  amorphous  alloys  (ref.  1-5). 
Conventional  bulk  ultrasonic  techniques  were  adapted  for  application  to  continuously 
monitor  changes  of  the  microstructure  and  the  effect  on  physical  properties. 
However,  in  attempting  to  dynamically  characterize  metallurgical  processes  in 
amorphous  ribbons  or  structurally  modified  thin  surface  layers,  the  conventional 
ultrasonic  techniques  were  found  to  be  inadequate.  Thus,  a  new  approach  for 
contactless  generation  and  detection  of  acoustic  waves,  using  a  laser  generation  and 
laser  interferometric  detection  system,  was  developed  (ref.  6). 


ULTRASONIC  WAVES:  GENERATION  AND  DETECTION  TECHNIQUES 


The  relationship  between  experimentally  determined  sound  wave  velocities 
(longitudinal  and  transverse)  and  the  elastic  moduli,  is  expressed  in  terms  of  the 
equations  of  motion  of  elastic  waves  in  a  solid,  and  Hooke's  law  for  an  isotropic 
medium. 

Thermodynamic  formalism  shows  that  a  solid  should  exhibit  an  anomalous  elastic 
behavior  ("softening  effect")  in  the  vicinity  of  a  phase  transformation  point. 
Anomalous  changes  in  the  elastic  moduli  are  expected  to  occur ,  to  a  different  degree 
and  magnitude,  in  the  proximity  of  metallurgical  reactions  involving  precipitation 
processes,  segregation  of  solute,  magnetoelastic  effects  accompanying  magnetic 
ordering  and  other  phenomena. 

The  propagating  sound  waves  in  the  solid  undergo  a  series  of  loss  processes  due 
to  scattering  by  reflection  and  refraction  from  grain  and  phase  boundaries, 
thermoelastic  losses  including  elastic  anisotropy  effects  in  polycrystals  (Zener 
effect),  as  well  as  attenuation  of  the  sound  wave  energy  due  to  interaction  of  the 
proagating  wave  with  electrons  and  phonons.  Interaction  with  dislocations  in  the 
crystal  lattice  is  also  responsible  for  the  observed  sound-wave  damping  effects.  In 
instances  where  dislocation  movement  plays  a  prominent  role,  e.g. ,  in  martensitic 
phase  transformations,  the  behavior  of  the  ultrasonic  attenuation  may  contain 
important  information  with  respect  to  the  transformation  mechanism.  During 
precipitation  hardening  of  2024  aluminum  alloy  the  main  contributions  to  observed 
changes  in  attenuation  (ref.  1)  were  found  to  be  due  to  geometric  scattering  effects 
by  newly  formed  precipitates  of  a  certain  critical  size  distribution,  as  well  as  to 
resonant  interaction  between  the  propagating  sound  waves  and  the  dislocation  loops 
generated  around  precipitates. 

For  bulk  ultrasonics,  where  the  wavelength  of  the  propagating  waves  is  much 
smaller  than  the  specimen  dimensions,  the  velocity  and  attenuation  of  ultrasound  in 
specimens  can  be  determined  through  the  use  of  a  pulse-echo  overlap  technique  (ref. 
7).  The  ultrasonic  transit  time,  between  the  opposite  faces  of  a  flat  and  parallel 
sample,  is  determined  by  overlapping  two  successive  members  of  an  echo  train  on  an 
oscilloscope  display.  This  method,  by  stroboscopic  identification,  allows  the  time 
interval  between  pulses  to  be  determined  to  within  1  part  in  10  .  The  logarithmic 
decay  of  the  amplitude  of  successive  pulses  determines  the  ultrasonic  attenuation. 
The  apparatus  for  measuring  both  velocity  and  attenuation  is  shown  in  figure  1 . 
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ATTENUATION  AND  VELOCITY  MEASURING  SYSTEMS 


Figure  1. 
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Dynamic  measurements  of  sound  velocity  and  ultrasonic  attenuation,  during 
metallurgical  changes  in  the  temperature  interval  between  the  ambient  and  250  C, 
were  performed  while  the  specimen  and  the  ultrasonic  sensors  were  in  direct  contact 
in  an  oil  bath.  For  static  ultrasonic  measurements,  carried  out  at  room  temperature, 
with  the  purpose  of  correlating  ultrasonic  data  with  mechanical  properties,  both  the 
samples  and  the  sensors  were  immersed  in  a  distilled— water  tank  at  a  constant 
separation.  Careful  adjustments  were  made  to  ascertain  an  exponential  decay  of  the 
amplitude  of  successive  echoes,  combined  with  a  maximal  number  of  echoes  in  the  pulse 
train. 

The  growing  interest  in  metallic  glasses  has  created  the  need  for  the 
determination  of  their  physical  and  mechanical  properties.  Some  of  these  properties, 
especially  the  mechanical  ones,  cannot  be  measured  conveniently  by  traditional 
ultrasonic  methods  as  the  high  cooling  rates  required  to  form  metallic  glasses 
restrict  their  physical  shapes  to  shallow  layers  or  thin  ribbons.  Alternate 
measurement  methodology  needed  to  be  developed  in  order  to  accurately  assess  these 
properties.  One  of  the  techniques  employs  a  coil  to  magnetostrictively  launch  and 
detect  extensional  waves  in  a  ribbon  or  magnetic  material,  called  the  "driver."  The 
specimen  can  be  coupled  to  the  end  of  the  driver,  producing  an  echo  pattern  from 
which  the  extensional  velocity  in  the  material  can  be  derived  by  a 
pulse-superposition  technique  (ref.  7).  A  pulse-receiver  was  constructed  to  feed 
high  current  pulses  to  the  coil  and  to  amplify  the  electrical  signals  produced  in  the 
coil  by  the  acoustic  waves. 

The  noncontact  feature  of  both  generation  and  detection  of  ultrasonic  waves  can 
be  very  advantageous  in  situations  requiring  physical  separation  between  the 
measuring  system  and  the  material  under  investigation,  e.g.,  when  high  temperatures 
or  hostile  atmospheres  are  involved.  Furthermore,  the  contactless  generation  and 
detection  precludes  interaction  with,  and  modification  of,  the  wave  propagation 
pattern  under  study.  In  addition,  laser  generation  of  acoustic  waves  yields  a  wide 
variety  of  propagation  modes  (longitudinal,  transverse  and  plate  modes,  Rayleigh 
waves)  over  a  wide  frequency  range,  thus  enhancing  the  amount  of  information  obtained 
from  a  single  measurement. 

Compressive  stress  waves  that  propagate  in  a  material  can  be  generated  by 
transient  loads  applied  by  rapid  energy  transfer  from  a  single-pulse  Q-switched 
high-energy  Nd:Yag  laser,  (fig.  2).  Propagation  of  ultrasonic  waves  in  a  medium 
causes  surface  displacements  on  the  material  that  can  be  measured  optically  by 
exploiting  the  phase  shift  of  an  optical  beam  reflected  from  the  surface  of  the 
material.  When  the  reflected  beam  is  combined  with  a  reference  optical  beam,  from  a 
helium-neon  laser,  optical  phase  changes  are  converted  into  amplitude  phase  changes 
that  are  detectable  by  a  sensitive  photodiode.  These  variations  in  amplitude  are 
proportional  to  the  surface  displacements  on  the  specimen.  Potential  problems 
arising  from  the  fact  that  phase  changes  also  result  from  relative  motion  among 
optical  components  of  the  system  and  from  temperature  and  pressure  fluctuations  of 
the  ambient  air,  are  prevented  by  appropriate  design  of  the  interferometer.  An 
optical  scheme  due  to  Fizeau  is  particularly  suitable  for  our  specific  purpose.  Two 
optical  probes  are  separated  to  allow  accurate  measurements  of  travel  time  of  an 
ultrasonic  wave  in  the  material  over  a  well-defined  distance.  Furthermore,  the 
variation  in  magnitude  of  the  surface  displacements  detected  by  the  two 
interferometers  determines  the  ultrasonic  attenuation  in  the  material.  Thus,  both 
velocity  and  attenuation  can  be  measured  simultaneously,  fig.  3.  The  interferometer 
was  built  at  Johns  Hopkins  University  by  Dr.  Harvey  Palmer. 

Compared  with  other  sensors,  optical  interferometers  offer  several  advantages. 
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Overall  Optical  System 


SOUND  VELOCITY  MEASUREMENT  SYSTEM 


Figure  3. 
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The  sensitive  area  can  be  made  very  small,  a  few  micrometers  in  diameter,  for  highly 
localized  measurements.  Consequently,  the  surface  of  the  specimen  does  not 
necessarily  have  to  be  flat  optically.  The  highly  focused  optical  beams  permit 
utilization  of  specimens  with  conventionally  machined  surfaces.  The  measured 
quantity  is  linear  displacement.  Independent  methods  of  absolute  calibration  are 
applicable.  Bandwidth,  determining  the  fidelity  of  reproduction  of  signal  waveforms, 
is  not  limited  by  the  character  of  the  transduction  process  but  by  the  electronics  of 
the  interferometer  detectors.  Therefore,  performance  can  largely  exceed  that  of 
conventional  piezoelectric  transducers.  Small  signal  resolution  and  bandwidth  are 
related,  thus  linear  displacements  of  a  few  angstroms  are  detectable  at  7  MHz 
bandwidth. 

Laser  pulse  irradiation  produces  a  stress  pulse  of  short  duration  (15  ns)  and 
relatively  high  amplitude  (up  to  200  mJ  power)  making  the  investigation  of  very  thin 
(about  20  ym)  and  highly  attenuating  specimens  possible.  Since  a  multitude  of 
acoustic  wave  propagation  modes  is  generated  the  dual  interferometer  provides 
important  information  concerning  the  elastic  and  inelastic  properties  of  the  material 
under  static  or  dynamic  conditions. 

The  contactless  generation  and  detection  of  acoustic  waves  is  extremely 
advantageous  because  specimens  can  be  studied  while  they  are  subjected  to 
thermomechanical  processing  under  adverse  environmental  conditions.  No  transducer 
protection  (e.g.,  from  elevated  temperatures)  is  necessary,  and  the  detected 
ultrasonic  waveform  is  unperturbed  by  extraneous  effects  due  to  physical  contact 
between  specimen  and  transducer.  Data  acquisition  is  straightforward  and  real-time 
or  post- test  analysis  is  feasible.  The  capability  to  obtain  the  frequency  dependence 
of  both  sound  velocity  (in  dispersive  regimes)  and  ultrasonic  attenuation  offers  new 
opportunities  in  solid  state  and  physical  metallurgy  research  where  the  elastic 
properties  and  acoustic  energy  absorption  play  a  prominent  role  in  the 
characterization  of  the  processes. 

Laser  and  electron  beam  irradiation  techniques  are  being  extensively  applied  for 
the  modification  of  surface  properties  of  metallic  structures  (ref.  9>  10).  The 
nature  of  the  modified  surface  zones  is  not  amenable  to  conventional  nondestructive 
characterization.  However,  the  analysis  of  Rayleigh  wave  velocities,  and  the 
determination  of  the  elastic  moduli,  may  lead  to  a  better  understanding  of  the 
properties  of  the  modified  surface  layers.  Laser  or  piezoelectrically  generated 
Rayleigh  surface  waves  probe  preferentially  the  near-surface  region  of  the  sample, 
and  are  extremely  sensitive  to  variations  in  the  elastic  properties  and  ultrasonic 
attenuation  of  the  material  medium,  figure  4.  The  extent  of  penetration  of  the 
Rayleigh  surface  wave  normal  to  the  surface  of  the  sample  depends  on  the  frequency  of 
the  propagating  Rayleigh  waves  and  the  exponential  decay  of  their  intensity.  For  a 
typical  metallic  phase,  the  Rayleigh  wave  velocity,  V  ,  is  about  3000  ms-l.  For  a 
frequency  of  10  MHz,  the  Rayleigh  wavelength  is,  therefore,  300  ym.  Theory  shows  that 
90  percent  of  the  energy  of  the  Rayleigh  wave  is  contained  within  one  wavelength  from 
the  surface.  Thus,  the  sub-surface  region  can  be  monitored  with  a  high  degree  of 
accuracy.  Moreover,  Fourier  analysis  of  the  frequency  content  of  the  Rayleigh  waves, 
when  the  dual-laser  interferometer  is  used  to  contactlessly  detect  the  propagating 
surface  waves,  allows  the  precise  determination  of  the  thickness  of  the  surface 
layer.  This  gauging  procedure  is  possible  because  of  the  unique  property  of  the 
Rayleigh  wave  velocity  that  is  independent  of  frequency. 

Two  properties  of  the  Rayleigh  surface  wave  make  its  detection  possible  by 
optical  means.  One,  is  the  surface  microcorrugation  (microdistortions)  as  the 
Rayleigh  wave  propagates  through  the  material  medium.  Second,  is  the  periodic 
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RAYLEIGH  WAVE  VELOCITY  MEASUREMENTS  IN  MICROSTRUCTURALLY 
MODIFIED  LAYERS  EMPLOYING  LASER  GENERATION  AND  LASER- 
INTERFEROMETRIC  DETECTION  OF  ULTRASONIC  WAVES 


variation  of  the  index  of  refraction  while  the  wave  propagates  on  the  surface.  By 
means  of  optical  interferometry,  e.g. ,  dual  Fizeau  interferometer,  these  waves  can 
easily  be  detected  in  a  contactless  fashion.  Thus,  the  contactless  generation  and 
detection  of  Rayleigh  waves  enables  one  to  dynamically  study  the  near-surface 
modifications  of  the  material  while  the  samples  are  contained  in  a  hostile 
environment,  and  are  subjected  to  programmed  thermomechanical  treatments  subsequent 
to  laser  or  electron  beam  alloying  and  microstructural  modification. 


NONDESTRUCTIVE  CHARACTERIZATION  OF  PRECIPITATION  HARDENING  PHENOMENA  IN  ALUMINUM 
ALLOYS 


Precipitation  hardening,  or  aging,  is  an  important  metallurgical  process  whereby 
the  material’s  strength  and  hardness  can  be  augmented,  in  several  instances,  by  an 
order  of  magnitude.  Precipitation  hardening  is  a  thermally-activated, 
diffusion— controlled ,  process  of  particular  importance  in  copper,  iron,  and 
aluminum-base  alloys.  The  improved  mechanical  and  physical  properties  of  these 
alloys  depend,  largely,  on  the  microstructure,  spacing,  size,  shape,  and  distribution 
of  the  precipitated  particles,  as  well  as  on  the  degree  of  structural  and 
crystallographic  coherency  of  the  particles  with  the  matrix.  For  example,  the 
precipitation  hardening  process  in  aluminum  alloys  involves  formation  of 
Guinier- Preston  (G.P.)  zones,  0"  and  0'  particles  that  are  generally  coherent  or 
semicoherent  with  the  matrix  and  contribute  to  the  strenghthening  of  the  alloy.  At 
higher  temperatures  incoherent  particles  form,  that  dramatically  reduce  the 
strength  and  hardening  of  the  alloy.  Of  particular  importance  in  aluminum— base 
alloys  are  the  0’  particles,  initially  semicoherent  with  the  matrix,  that  grow  in 
size  as  the  precipitation  process  progresses.  At  a  certain  critical  size,  when  the 
stress  fields  surrounding  these  precipitates  are  maximal,  dislocation  rings  (Orowan 
loops)  form  around  them  causing  the  coherency  to  be  weakened.  At  this  point 
overaging,  or  softening,  begins. 

Of  great  technological  importance  is  the  development  of  a  nondestructive  probe 
that  will  permit:  (a)  determination  of  the  extent  of  matrix  supersaturation  in 
alloys  prepared  by  new  processes  such  as  rapid  solidification,  and  (b)  real-time 
monitoring  of  the  precipitation  hardening  process  to  determine  particular  events  such 
as  the  instant  when  particles  lose  coherency  with  the  matrix  and  overaging  begins. 
Of  course,  solution  of  the  latter  problem  implicitly  addresses  the  former. 

Figure  5  shows  the  time  dependence  of  the  changes  in  the  sound  velocity  of  2219 
aluminum  alloy  during  isothermal  aging  at  three  temperatures.  The  nondestructive 
characterization  of  the  aging  process,  as  manifested  in  figure  5  and  corroborated 
with  optical  and  electron  microscopy,  hardness,  strength,  and  eddy  currents 
conductivity  data,  shows  a  series  of  dips  that  correspond  to  the  maximal  rate  of 
formation  of  0 ”  and  0'  particles. 

The  prominent  peaks  in  ultrasonic  attenuation,  figure  6,  correspond  to  the  peaks 
in  hardness  and  represent  the  loss  of  coherency  of  0’  particles  with  the  matrix  and 
beginning  of  the  softening  process.  The  peaks  in  ultrasonic  attenuation  arise  from 
an  interaction  between  the  acoustic  vibrations  of  the  ultrasonic  waves  propagating 
through  the  material  and  the  interface  dislocations  surrounding  the  0’  particles. 
The  strength  of  the  interaction  will  depend  on  the  total  volume  of  the  0'  particles, 
their  size,  shape,  and  distribution.  The  peak  value  of  attenuation  can  be 
qualitatively  related  with  the  total  volume  of  coherent  precipitates  that  lost 
coherency  with  the  matrix.  The  temperature  dependence  indicated  by  the  shift  in  the 
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attenuation  peaks,  figure  6,  permits  the  determination  of  an  activation  energy  that 
is  found  to  be  very  close  to  that  obtained  from  the  shift  of  the  hardness  peaks  (ref. 
1 ) .  Corroborative  evidence  was  obtained  by  means  of  electron  microscopy  and 
substantiates  the  proposed  mechanism  of  coherency  loss  in  this  alloy. 

This  study  demonstrates  the  feasibility  of  the  ultrasonic  NDC  technique  to 
determine  the  time  of  formation  of  the  various  precipitates,  the  kinetic  parameters 
of  the  process,  as  well  as  to  establish,  by  means  of  ultrasonic  attenuation,  the  time 
when  the  alloy  begins  to  suffer  a  loss  of  its  mechanical  properties  due  to  overaging. 

Nondestructive  characterization  measurements  have  been  carried  out  on  160  Al-Cu 
alloy  samples  subjected  to  a  series  of  different  preaging  heat  treatments  prior  to 
thermal  processing  to  different  tempers.  For  each  temper  the  maximum  hardness  of  the 
alloy  was  found  to  correlate  to  a  particular  value  of  the  sound  wave  velocity.  In 
addition,  ultrasonic  attenuation  was  found  to  consistently  decrease  in  a  linear 
fashion  as  hardness  is  increased,  figures  7  and  8.  This  investigation  demonstrates 
the  potency  of  ultrasonic  NDC  for  in-process  monitoring  and  control  of  the  mechanical 
properties  (hardness,  strength)  of  age-hardenable  aluminum  alloys.  The  correlation 
suggests  that  within  a  range  of  thermomechanical  treatments  the  hardness  of  the  alloy 
can  be  uniquely  determined  by  means  of  sound  velocity  and  ultrasonic  attenuation. 


NDC  OF  CRYSTALLIZATION  PROCESSES  IN  AMORPHOUS  MATERIALS 


Amorphous  alloys,  or  glassy  metals,  are  solids  with  frozen- in  liquid  structures. 
The  absence  of  translational  periodicity  in  the  amorphous  state  along  with  the 
macroscopic  compositional  homogeneity  are  the  main  reasons  for  their  improved 
proerties,  e.g. ,  high  mechanical  strength,  good  corrosion  resistance,  and  excellent 
magnetic  behavior.  Their  unusual  mechanical,  chemical,  and  physical  properties  have 
stimulated  extensive  scientific  and  technological  interest.  One  serious  problem  in 
the  processing  and  utilization  of  amorphous  alloys  that  may  limit  their  future 
technological  applications  is  their  low  thermal  stability.  When  thermomechanical 
conditions  are  appropriate,  metallic  glasses  relax  structurally  and  ultimately 
crystallize  into  more  stable  structures  resulting  in  drastic  variations  in 
properties.  The  factors  governing  the  thermal  stability  of  these  alloys  and  their 
effect  on  properties  are  not  well  understood.  For  example,  upon  crystallization, 
amorphous  alloys  undergo  very  large  changes  in  the  elastic  (40  percent)  and  anelastic 
properties  with  accompanying  reduction  in  plastic  properties  (embrittlement).  For 
this  reason,  availability  of  a  nondestructive  ultrasonic  characterization  technique 
for  both  property  determination  and  metallurgical  process  control  can  be  extremely 
useful . 

There  is  also  ample  evidence  that  microstructural  modifications  of  near-surface 
layers,  with  concurrent  improvements  in  properties,  can  be  achieved  by  laser  and 
electron  beam  irradiation  of  bulk  metallic  materials.  Rapid  melting  and 
resolidification  of  a  surface  layer  can  produce  refined  structures  and  more 
homogeneous  materials,  or,  in  some  instances,  new  microstructures  and  phases. 
Examples  of  the  latter  include  extended  solid  solubility  and  formation  of  metallic 
glasses. 

Ultrasonic  NDC,  in  particular  the  contactless  generation  and  detection  of 
Rayleigh  surface  waves  by  laser  interferometry,  can  be  very  useful  for  determination 
of  the  properties  and  geometrical  dimensions  of  structurally  modified  layers  while  in 
the  formative  or  post  solidification  stage. 
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Metallic  glass  ribbons  of  PdCuSi  and  CuZr  alloys  were  prepared  by  the  melt 
spinning  technique.  The  samples  were  approximately  40ym  thick  and  1.25  mm  wide. 
Ultrasonic,  x-ray,  and  me tallo graphic  examination  prior  to  the  crystallization 
treatment  revealed  no  crystallinity.  Crystallization  was  performed  in  evacuated 
quartz  capsules  at  predetermined  isothermal  holding  temperatures.  Optical 
metallography  indicated  that  the  crystallization  process  in  PuCuSi  ribbons  is  not 
homogeneous  in  the  bulk.  Two  coexisting  growth  processes  were  observed.  Frontal 
growth  from  the  free  surfaces  of  the  ribbon  towards  the  interior,  and  homogeneous 
nuoleation  and  growth  in  the  bulk. 

The  velocity  of  the  ultrasonic  extentional  waves  was  determined  by  measuring  the 
transit  time  of  a  single  pulse  generated  by  a  laser  and  detected  by  a  piezoelectric 
quartz-crystal  tranducer  located  at  a  distance  of  about  200  mm  from  the  spot  on  the 
ribbon  irradiated  by  the  laser.  The  transient  load  was  applied  by  rapid  deposition 
of  energy  from  a  single-pulse  of  a  Q-switched  neodymium  YAG  laser  wtih  a  wavelength 
of  1 .06ym  .  The  laser-pulse  duration  was  15  ns,  and  the  pulse  energy,  for  this 
specific  series  of  measurements,  was  about  20  mJ.  The  elastic  stress  wave  propagates 
along  the  specimen  and  may  be  detected  by  a  piezoelectric  transducer.  The  laser 
pulse  was  line-shaped  to  produce  a  nearly  plane  wave.  A  photodetector  was  used  to 
trigger  a  transient  pulse  recorder  as  the  laser  pule  was  generated.  Thus,  the 
transit  time  of  the  extensional  sound  wave  propagating  along  the  ribbon  could  be 
determined  to  within  better  than  1  part  in  10  . 

Figure  9  shows  the  variation  of  the  extensional  wave  velocity,  V  as  a  function 
of  crystallization  time  at  three  isothermal  holding  temperatures,  380,  390,  and  400 
°C.  The  initial  sound-wave  velocity,  in  the  amorphous  state,  was  found  to  be  2970 
ms--*-,  whereas  in  the  fully  crystallized  state  it  reached  an  asymptotic  value  of  3490 
ms-1.  Taking  10.52  and  10.69  g  cm"3  as  the  density  of  the  amorphous  and  crystalline 
Pdy?  r  Cug,  Si^g  5  '  respectively,  the  Young  moduli  could  be  calculated.  Theyj  were 
found  to  be  9.46  x  103  kg-mm“2  for  the  amorphous  state  and  13.27  x  10  kg-mm  for 
the  crystalline  state,  i.e.,  E  of  about  40  percent.  Figure  9  exhibits  a  relatively 
sharp  increase  in  the  sound  velocity  during  the  first  five  minutes  of  the  isothermal 
holding.  The  variation  of  the  extensional  wave  velocity  with  crytallization  time 
manifests  the  dramatic  changes  in  the  elastic  properties  with  an  increase  of  about  40 
percent  in  Young’s  modulus.  The  sigmoid  curves  represent  the  crystallization 
kinetics  which  are  a  thermally  activated  process.  Thus,  the  kinetic  parameters, 
i.e.,  activation  energy  and  the  growth  regime  parameters  can  be  determined  form  the 
NDC  data  (ref.  3,  4).  The  obtained  values  were  found  to.  be  in  satisfactory 
agreement  with  calorimetric  data  (ref.  11)  of  activation  energies  for 
crystallization  of  amorphous  alloys  (ref.  12).  Furthermore,  the  time  dependence  of 
the  crystallized  volume  fraction  was  found  to  be  compatible  with  a  diffusion 
controlled  growth  mechanism  (ref.  1 3 »  14)  for  a  plane  boundary  growth  that  is 
preceded  by  a  rapid  nucleation  process  (ref.  15). 

The  effect  of  copper  content  on  the  Young’s  modulus  of  ZrCu  alloys  in  the 
crystalline  and  amorphous  state  indicates  that  the  lowest  value  of  the  Young's 
modulus  is  for  pure  crystalline  zirconium,  whereas  the  highest  value  is  for  pure 
crystalline  copper.  A  maximum  and  a  minimum  are  found  for  alloys  with  compositions 
near  the  intermetallic  compounds  Zr2Cu  and  ZrCu,  respectively.  The  variation  of  the 
Young's  modulus  with  composition  of  the  amorphous  alloys,  between  30  and  70  percent 
copper,  is  a  smooth  S-curve  with  an  inflection  point  at  50  a/o  copper.  It  is 
conjectured  that  the  amorphous  state  can  be  interpreted  in  terms  of  short  range  order 
structure  where  the  mixing  pairs  Zr-Zr,  Cu-Cu,  and  Cu-Zr  are  of  equal  probability  at 
the  composition  of  50  a/o  Cu.  The  inflection  point  on  the  Young’s  modulus  versus 
composition  curve  will  then  represent  the  point  for  maximal  configurational  entropy 
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of  the  amorphous  alloy.  Analysis  of  the  temperature  dependence  of  the  sound  wave 
velocity  of  Zr-Cu  alloys  in  the  composition  range  between  30  and  70  a/o  Cu  allowed 
determination  of  the  activation  energies  of  the  diffusional  processes  governing  the 
crytallization  kinetics.  The  activation  energy  increases  from  90  to  110  kcal/mole  as 
copper  content  exceeeds  50  a/o.  The  change  in  crytallization  mechanism  as  copper 
content  exceeds  50  a/o  may  be  related  to  the  configurational  entropy  change  as  the 
population  of  Cu-Cu  pairs  increases.  The  relationship  between  the  behavior  of  the 
Young's  modulus  as  a  function  of  composition,  and  the  variation  of  the  activation 
energy  of  the  crystallization  process  with  copper  content  is  yet  to  be  elucidated. 
It  is  believed  that  this  relationship  is  of  basic  importance  in  the  understanding  of 
the  transformation  of  the  amorphous  state  into  coexisting  compounds  upon  isothermal 
crytallization  (ref.  5). 

The  initial  increase  in  the  extensional  sound  velocity,  of  about  3.7  percent, 
i.e.,  7.4  percent  in  the  Young's  modulus  of  PdCuSi  and  a  similar  increase  in  the 
Zr-Cu  amorphous  alloys,  appears  to  be  related  to  a  structural  relaxation  that 
precedes  the  crytallization  process  in  the  amorphous  state  (ref.  14,  16). 
Structural  relaxation  was  found  to  be  particularly  enhanced  in  glasses  obtained  at 
high  quenching  rates,  where  greater  structural  disorder  is  to  be  expected  (ref.  17). 
The  lower  elastic  stiffness  in  the  glassy  state  has  been  attributed  to  the 
interatomic  displacements  inherent  in  a  disordered  structure  (ref.  18).  The  elastic 
stiffness  should,  therefore,  increase  with  increased  local  ordering  as  a  consequence 
of  the  structural  relaxation.  Microhardness  measurements  on  the  ribbon  edge, 
perpendicular  to  the  length  vector  of  the  ribbon,  revealed  a  dramatic  increase  in 
hardness  while  the  material  is  still  in  the  amorphous  state,  before  crystallization 
ensues,  figure  10.  The  embrittlement  mechanism  in  the  amorphous  alloy  can  be  related 
to  the  removal  of  the  quenched-in  free  volumes  (vacancy  clusters).  Initially,  the 
amorphous  alloy  has  a  disordered  packing  of  the  constituent  atoms.  The  reduced 
coordination  of  the  atom  complexes,  due  to  the  presence  of  excess  free  volumes, 
allows  shear  transformations  to  be  sustained.  The  free  volumes  are  analogous  to 
dislocation  core  segments.  Consequently,  the  material  is  very  ductile  in  the 
disordered  amorphous  state.  Heat  treatment  in  the  amorphous  region  at  temperatures 
below  the  glass  transition  temperature,  Tg,  or  for  relatively  short  periods  of  time 
at  temperatures  above  Tg  causes  structural  and  compositional  relaxation.  The  free 
volumes  are  redistributed  by  short  range  shuffling  of  the  atoms,  thus  a  more  rigid 
close-packed  atomic  distribution  of  high  coordination  is  achieved.  The  dense  random 
packing  of  hard  spheres  (Bernal  structure)  leads  to  significant  embrittlement  of  the 
amorphous  phase. 

The  topological  and  compositional  relaxation  processes  occurring  in  the 
amorphous  state  can  be  investigated  by  analyzing  the  behavior  of  the  shear  and 
compressional  components  of  the  ultrasonic  attenuation,  and  their  frequency 
dependence.  From  the  frequency  dependence  of  the  ultrasonic  attenuation,  obtained  by 
means  of  the  dual- laser  interferometer,  the  behavior  of  the  bulk  and  shear 
viscosities  can  be  characterized.  Consequently,  it  is  possible  to  establish  the 
functional  relationship  between  the  appropriate  relaxation  times  and  the  diffusional 
reactions  leading  to  topological  and  compositional  changes  in  the  amorphous  state. 
This  specific  phase  of  the  investigation  is  currently  in  progress.  It  can  be 
realized  through  the  capability  of  the  laser  generation- laser  interferometric 
detection  of  propagating  sound  waves,  and  the  subsequent  analysis  of  their  frequency 
dependence  within  the  framework  of  the  viscoelastic  theory. 
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NDC  OF  MICR OSTRUCTU RALLY  MODIFIED  SURFACE  LAYERS 


High  power  lasers  and  electron  beams  have  recently  been  applied  for  modifying 
metal  surfaces  and  improving  their  physical,  chemical,  and  mechanical  properties 
(ref.  9,  10).  Modification  of  surface  properties  may  involve  incorporation  of 
alloying  elements  into  the  surface  layer  or  localized  thermomechanical  treatment 
leading  to  formation  of  microstructures  of  desired  characteristics.  The  focused 
laser  or  electron  beam  energy  is  deposited  in  such  a  fashion  as  to  melt  a  thin  layer 
while  the  bulk  of  the  material  provides  the  rapid  quenching  effect.  Typical 
quenching  rates  may  be  of  the  order  of  lO^ks-*  or  higher  (fig.  11).  Control  of  the 
developing  microstructures  and  their  characterization  is  crucial  to  the  understanding 
of  the  operating  mechanisms  responsible  for  the  near-surface  reactions  and  for  the 
exploitation  of  the  great  potential  of  this  emerging  technology  for  specific 
applications.  Nondestructive  characterization  may  be  of  prime  importance  for  the 
on-line,  real-time  mechanical  and  physical  evaluation  of  the  surface  properties,  or 
as  basic  parameters  for  engineering  design.  Demands  for  safety  and  quality  control 
have  emphasized  the  lack  of  an  acceptable  NDE  technique  for  quality  assurance  and 
process  control.  In  a  recent  review  (ref.  19)  various  NDE  methods  were  discussed 
for  application  on  surface  coatings:  electrical,  magnetic,  optical,  and  acoustic. 
Only  those  techniques  based  on  acoustic  properties  showed  sufficient  promise  for 
engineering  applications. 

Electron  beam  glazing  has  been  applied  in  the  course  of  the  present  research  to 
develop  modified  metallurgical  microstructures  such  as  amorphous  layers  on  orytalline 
substrates  of  PdCuSi  (fig.  12),  deposition  of  copper  on  1100  aluminum  samples 
followed  by  electron  beam  melting  in  an  attempt  to  form  an  aluminum-copper  surface 
layer  on  the  aluminum  bulk,  and  formation  of  metastable  martensitic  microstructures 
on  a  pearlitic  bulk  of  AISI  1045  steel  (fig.  13). 

Figure  12  shows  an  amorphous  layer  of  1  mm  average  depth  produced  by  electron 
beam  melting  and  rapid  solidification  of  a  dendritic  crystalline  substrate.  The  heat 
affected  zone  is  apparent  as  well  as  the  grain  structure  of  the  original 
polycrystalline  material. 

Ultrasonic  NDC  of  the  thermally  modified  peripheral  layer  was  determined  by 
means  of  Rayleigh  surface  waves,  using  the  device  depicted  in  figure  14.  As 
mentioned  previously,  the  Rayleigh  wave  velocity  is  frequency  independent.  However, 
the  extent  of  penetration  of  Rayleigh  waves  normal  to  the  material  surface  is 
frequency  dependent.  Frequency  analysis  of  the  apparent  Rayleigh  velocities  enables 
determination  of  the  elastic  properties  of  the  layer,  and  the  gauging  of  its  average 
thickness.  The  Rayleigh  surface  wave  velocity  was  measured  by  means  of  a  wedge 
device  (fig.  14)  which  converts  longitudinal  waves  into  Rayleigh  waves,  and  vice 
versa.  In  the  case  of  an  amorphous  PdCuSi  layer,  in  which  the  Rayleigh  surface  wave 
velocity  is  about  30  percent  smaller  than  the  Rayleigh  wave  velocity  in 
polycrystalline  material,  this  technique  was  found  to  be  particularly  potent. 
Samples  of  1053  carbon  steel  in  the  pearlitic  state  were  electron  beam  heat  treated 
to  obtain  a  microstructurally  modified  surface  layer  of  martensite.  The  Rayleigh 
velocity  of  the  uniform  pearl ite  was  found  to  be  higher  by  more  than  2%  of  that  of 
martensite.  By  measuring  the  Rayleigh  wave  velocity  over  a  frequency  range,  thus 
varying  the  penetration  depth  of  the  Rayleigh  surface  waves,  the  modified  layer  depth 
could  be  nondestructively  determined  (fig.  15).  The  Rayleigh  velocity  remains 
constant  as  long  as  the  Rayleigh  waves  probe  a  uniform  material.  When  the  Rayleigh 
waves,  due  to  decreasing  frequency  or  increasing  wavelength,  begin  to  sample 
simultaneously  both  the  modified  martensite  layer  and  the  pearlite  substrate,  the 
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ELECTRON  BEAM  SURFACE  MODIFICATION  PROCESS 

Figure  11. 


SURFACE  LAYER  OF  MARTENSITE  (LEFT)  OF  AISI  1045 
STEEL  OBTAINED  BY  ELECTRON  BEAM  IRRADIATION  OF  THE 
PEARLITIC  MICROSTRUCTURE  OF  THE  SUBSTRATE  (RIGHT) 

Figure  13. 


•  The  Amplitude  of  the  Rayleigh  Wave  Decreases  Only  Due  to  Attenuation  Whereas  the 
Amplitude  of  the  Cylindrical  “Bulk”  Wave  Decreases  as  1/V  r,  Where  r  is  the  Propagation 
Distance. 


RAYLEIGH  WAVE  VELOCITY  MEASUREMENTS  IN  M I CROSTRUCTURALLY 
MODIFIED  SURFACE  LAYERS  USING  THE  PIEZOELECTRIC  GENERATION 
AND  DETECTION  BY  MEANS  OF  KNIFE  EDGE  BUFFERS 

Figure  14. 
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Velocity  (  m/s ) 


VARIATION  OF  RAYLEIGH  WAVE  VELOCITY  WITH  ULTRASONIC 
FREQUENCY,  (RECIPROCAL  OF  DEPTH  OF  PENETRATION)  IN 
A I S I  1045  STEEL.  THREE  REGIONS  ARE  OBSERVED;  a) 

AT  HIGH  FREQUENCIES  (SMALL  PENETRATIONS)  WHERE  THE 
VELOCITY  IS  CONSTANT  AS  LONG  AS  THE  WAVES  PROBE  THE 
UNIFORM  MARTENSITIC  LAYER  (ABOUT  700  pm);  b)  AT  LOW 
FREQUENCIES,  IN  ADDITION  TO  THE  THIN  MARTENSITIC 
LAYER,  THE  PEARLITIC  BULK  IS  PROBED;  c)  THE  INTER¬ 
MEDIATE  REGION,  WHERE  BOTH  MARTENSITE  AND  PEARLITE 
IS  PROBED  RESULTING  IN  A  VARIATION  OF  VELOCITY,  SINCE 
BOTH  MICROSTRUCTURES  ARE  SAMPLED 

Figure  15. 
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measured  Rayleigh  velocity  is  expected  to  increase.  This  behavior  is  apparent  in 
figure  15.  The  lower  curve  should  increase  and  merge  asymptotically  into  the  upper 
curve  (straight  line)  that  exhibits  the  constant  Rayleigh  velocity  in  the  pearlitic 
substrate.  These  measurements  demonstrate  the  feasibility  of  the  technique  to 
nondestructively  characterize  the  properties  of  a  modified  surface  layer,  and  to 
evaluate  its  thickness.  Preliminary  studies  have  shown  that  the  noncontact,  laser 
generation  and  laser- interferometric  detection  of  Rayleigh  surface  waves  can  be 
applied  for  nondestructive,  noncontact,  evaluation  of  surface  layers.  Development  of 
an  in-process,  real-time  method  would  be  of  great  technical  importance. 
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ANALYTICAL  ULTRASONICS  FOR  STRUCTURAL  MATERIALS 


David  S.  Kupperman 
Argonne  National  Laboratory 
Argonne,  Illinois  60439 


The  application  of  ultrasonic  velocity  and  attenuation  measurements  to  charac¬ 
terize  the  microstructure  of  structural  materials  is  discussed.  Velocity  measure¬ 
ments  in  cast  stainless  steel  are  correlated  with  microstructural  variations  ranging 
from  equiaxed  (elastically  isotropic)  to  columnar  (elastically  anisotropic)  grain 
structure.  The  effect  of  the  anisotropic  grain  structure  on  the  deviation  of  ultra¬ 
sonic  waves  in  cast  stainless  steel  is  also  reported.  Field- implementable  techniques 
for  distinguishing  equiaxed  from  columnar  grain  structures  in  cast  stainless  steel 
structural  members  are  presented.  The  application  of  ultrasonic  velocity  measure¬ 
ments  to  characterize  structural  ceramics  in  the  green  state  is  also  discussed. 


INTRODUCTION 


The  reliability  of  ultrasonic  techniques  used  in  the  inspection  of  structural 
materials  is  often  limited  by  the  peculiar  microstructure  of  the  material.  This  is 
the  case  for  cast  stainless  steel  (CSS)  and  for  structural  ceramics  in  the  "green" 
(unfired)  state.  The  research  described  in  this  paper  is  directed  toward  under¬ 
standing  the  wave  propagation  characteristics  of  these  materials  so  that  ultrasonic 
NDE  techniques  can  be  reliably  applied  to  them. 


ULTRASONIC  CHARACTERIZATION  OF  CAST  STAINLESS  STEEL 


Background 


It  is  well  known  that  the  coarse  grain  size  and  elastic  anisotropy  of  CSS  make 
ultrasonic  inspection  difficult.  Although  the  ASME  code  requires  inspection  of  CSS 
piping,  it  has  not  been  possible  to  demonstrate  that  current  inspection  techniques 
are  adequate.  Measures  that  may  increase  the  reliability  of  ultrasonic  inspection 
in  the  near  term  include  (a)  the  development  of  methods  to  establish  the  micro¬ 
structure  of  the  material  (to  help  optimize  the  inspection  technique) ,  (b)  cali¬ 
bration  standards  that  are  more  representative  of  the  material  to  be  inspected,  and 
(c)  the  use  of  cracked  CSS  samples  for  training  purposes.  For  the  long  term,  it 
will  be  necessary  to  establish  (a)  the  variability  of  the  microstructure  of  CSS,  (b) 
the  effect  of  microstructure  on  inspection  reliability,  (c)  the  degree  of  improvement 
possible  with  techniques  and  equipment  designed  specifically  for  CSS,  e.g.,  focused 


*Work  funded  by  the  U.S.  Nuclear  Regulatory  Commission,  Office  of  Nuclear  Regulatory 
Research  and  the  U.S.  Department  of  Energy,  Advanced  Research  and  Technology 
Development  Fossil  Energy  Materials  Program. 
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transducers  and  lower  frequencies  than  those  used  conventionally,  and  (d)  qualifl 
cation  of  requirements  for  CSS  inspections.  Recent  work  carried  out  at  ANL  to 
address  some  of  these  points  is  presented  below. 


Technical  Progress 


1.  Variation  of  Sound  Velocity  with  Microstructure 


When  CSS  material  is  isotropic  (composed  of  equiaxed  grains),  the  variation  in 
velocity  with  wave  propagation  direction  can  be  small  (<2%) ,  whereas  for  anisotropic 
material  (composed  of  columnar  grains)  the  variation  in  velocity  may  be  large  (as 
much  as  100%  for  shear  waves).  The  magnitude  of  the  sound  velocity  may  also  be  used 
as  a  measure  of  the  degree  of  anisotropy  and  thus  as  an  indicator  of  microstructure. 
Relatively  low  longitudinal-wave  velocities  indicate  a  columnar  grain  structure, 
whereas  high  velocities  may  indicate  an  equiaxed  (isotropic)  structure.  Intermediate 
values  may  indicate  the  presence  of  both  microstructures. 

The  validity  of  this  concept  has  been  demonstrated  on  CSS  samples  with  different 
microstructures.  Figure  1  shows  the  longitudinal-wave  velocities  for  seven  400  x 
180  x  60-mm  samples  of  a  28-in.  pipe  provided  by  Battelle  PNL  and  18  samples  of  a 
comparable  large-diameter  pipe  provided  by  Westinghouse.  The  Battelle  samples  were 
fabricated  from  a  weldment  in  which  material  with  a  well-defined  equiaxed  grain 
structure  was  joined  to  material  with  a  well-defined  columnar  grain  structure.  The 
Westinghouse  samples  were  also  made  from  a  weldment.  These  specimens,  however,  were 
machined  flat  and  have  a  coarse  and  poorly  defined  grain  structure.  Sound  velocity 
was  measured  by  standard  pulse-echo  methods  with  a  37-mm-dia,  1-MHz  transducer. 

Echo  transit  times  were  measured  with  a  Tektronix  oscilloscope.  In  all  cases  the 
longitudinal  waves  propagate  in  a  radial  direction  through  the  pipe  wall.  As  shown 
in  figure  1,  the  equiaxed  and  columnar  sides  of  the  Battelle  samples  can  be  easily 
distinguished  by  measurements  of  the  longitudinal-wave  velocity.  Also,  the  sample- 
to-sample  variation  is  relatively  small.  The  Westinghouse  samples,  however,  show 
large  variations  in  sound  velocity  from  sample  to  sample  as  well  as  within  a  sample 
(two  measurements  were  made  on  each  sample) .  The  wide  range  of  the  values  is  indi¬ 
cative  of  large  variations  in  the  microstructure  of  these  samples.  This  complex 
microstructure  could  cause  significant ,  unpredictable  distortion  of  the  ultrasonic 
waves  used  to  interrogate  the  material  and  could  lead  to  an  unreliable  result. 

A  second  set  of  experiments  was  performed  during  a  visit  to  Commonwealth 
Edison’s  Byron  Station.  Sound  velocity  was  measured  in  the  pulse-echo  mode  in  a 
CSS/carbon  steel  reference  block  and  two  CSS  elbows  (one  each  on  the  steam-generator 
and  pump  side  of  the  loop  4  crossover) . 

On  the  cast  portion  of  the  7. 6-mm-thick  reference  block,  the  longitudinal  sound 
velocity  was  measured  at  11  points  covering  about  0.01  m^.  No  significant  diffi¬ 
culties  were  encountered  in  making  these  measurements.  The  average  velocity  was 
6090  m/s,  with  a  variation  of  about  +1.5%  due  to  the  microstructure.  The  relatively 
high  sound  velocity  strongly  suggests  that  the  reference  block  has  an  equiaxed  grain 
structure,  which  may  be  significantly  different  from  the  grain  structure  of  the 
plant  piping  and  elbows.  As  a  check  on  the  accuracy  of  the  measurement,  the  carbon 
steel  portion  of  the  reference  block  was  also  examined.  A  sound  velocity  of  5890  m/s, 
which  is  consistent  with  previous  data  for  this  material,  was  obtained. 
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Fig.  1.  Variation  of  Longitudinal-Wave  Velocity  in  Large-Diameter  CSS  Pipe  Sections. 

(Upper  panel)  samples  with  both  columnar  and  equiaxed  regions;  (lower  panel) 
samples  with  a  poorly  defined,  coarse  grain  structure.  Two  measurements 
were  made  on  each  sample.  Sample  wall  thicknesses  are  nominally  60  mm; 

1-MHz  longitudinal  waves  were  propagated  normal  to  the  pipe  outer  surface 
in  a  pulse-echo  mode. 
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The  surfaces  of  the  CSS  elbows  were,  in  most  areas,  too  rough  for  efficient 
propagation  of  ultrasonic  waves.  Only  the  smoothly  ground  areas  adjacent  to  the 
elbow-to-pipe  welds  were  amenable  to  pulse-echo  examination;  ultrasonic  backwall 
echoes  could  be  detected  in  most,  but  not  all,  of  these  areas.  On  the  pump-side 
elbow,  echoes  were  detectable  at  several  locations  away  from  the  top  of  the  elbow. 
Since  the  elbow  and  pipe  appeared  to  have  the  same  wall  thickness,  the  wall  thickness 
stamped  on  the  pipe  section  was  used  as  a  "best  guess"  value  for  the  elbow  wall 
thickness.  On  the  basis  of  this  assumption,  the  sound  velocity  in  the  elbow  varied 
from  5200  to  5860  m/s.  This  suggests  that  the  microstructure  of  the  elbow  differed 
considerably  from  that  of  the  reference  block.  The  wall  thickness  of  the  generator- 
side  elbow  could  not  be  estimated  because  of  the  elbow  geometry,  so  absolute  veloc¬ 
ities  were  not  determined;  however,  the  velocity  appeared  to  vary  by  about  54.  The 
sound  velocity  in  the  straight  (wrought)  section  between  the  two  elbows  was  found 
to  be  5760  m/s,  a  value  consistent  with  previous  measurements  on  stainless  steel. 

Attempts  were  also  made  to  propagate  1-MHz,  45°  longitudinal  waves  in  the  cast 
material  with  two  transducers  in  a  pitch-catch  mode.  No  backwall  echo  was  detected 
in  the  reference  block;  this  finding  is  consistent  with  the  conclusion  that  the 
material  is  equiaxed.  No  echo  signal  could  be  detected  on  the  pump-side  elbow,  but 
echoes  were  present  in  the  generator-side  elbow.  Thus,  the  two  elbows  have  distinct¬ 
ly  different  wave  propagation  characteristics.  However,  in  both  cases  there  was 
considerable  ultrasonic  noise. 

These  results  are  consistent  with  the  suppositions  that  ultrasonic-wave  propa¬ 
gation  characteristics  vary  considerably  from  component  to  component  and  within  an 
individual  component,  and  that  reference-block  material  may  not  be  representative  of 
the  material  to  be  inspected. 


2.  Microstructure  and  Deviation  of  Ultrasonic  Beams 


In  an  elastically  isotropic  material  (composed  of  equiaxed  grains) ,  the  energy 
in  an  ultrasonic  beam  propagates  in  the  direction  of  the  wavefront  normal,  as 
expected.  However,  in  elastically  anisotropic  material  (with  columnar  grain  struc¬ 
ture),  the  direction  of  propagation  of  ultrasonic  energy  in  a  beam  can  be  different 
from  the  direction  of  the  wavefront  normal.  Because  of  this  phenomenon,  it  may  be 
possible  to  distinguish  columnar  from  equiaxed  grain  structures  nondestructively  by 
examining  the  propagation  behavior  of  45°  shear  or  longitudinal  waves  in  the  ma¬ 
terial.  Figure  2  shows  the  predicted  shear-wave  propagation  behavior  in  60-mm-thick 
specimens.  For  an  equiaxed  specimen  with  the  transmitter  and  receiver  placed  on 
opposite  sides  (fig.  2a),  the  maximum  acoustic  signal  will  be  detected  ^60  mm  from 
the  point  directly  opposite  the  beam  entry  point.  For  a  specimen  with  columnar 
grains  (fig.  2b),  the  energy  in  the  beam  deviates  markedly  from  the  expected  45° 
path,  such  that  the  maximum  signal  will  be  detected  at  only  VL6  mm  (see  analysis 
below)  from  the  point  opposite  the  beam  entry  point.  As  shown  in  figure  2c,  the 
beam  in  the  equiaxed  material  will  be  reflected  to  a  point  nd.20  n®1  from  the  trans¬ 
mitting  transducer  (following  the  expected  "full-V"  path) ,  while  the  maximum 
ref lected-beam  intensity  in  the  columnar  material  will  be  found  much  closer  to  the 
transmitting  transducer  (^32  mm  away) . 
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(a)  THROUGH -TRANSMISSION  (EQUIAXED  GRAINS) 


(b)  THROUGH -TRANSMISSION  (COLUMNAR  GRAINS) 


(c)  PITCH- CATCH  MODE  ("FULL  V") 


Fig.  2.  Schematic  Representation  of  the  Path  of  Ultrasonic  Energy  in  Cast  Stainless 
Steel  with  Equiaxed  vs  Columnar  Grain  Structure.  (a)  Transmit  from  outer 
surface  and  receive  at  inner  surface  (equiaxed  grains),  (b)  transmit  from 
outer  surface  and  receive  at  inner  surface  (columnar  grains) ,  and 
(c)  transmit  and  receive  at  outer  surface. 
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The  analysis  leading  to  this  prediction  is  given  below.  If  the  angular  devia¬ 
tion  of  longitudinal  waveb  as  a  function  of  propagation  angle  (angle  of  refraction, 
in  this  case)  is  known,  the  point  of  maximum  signal  intensity  for  the  pitch— catch 
configuration  of  figure  2  can  be  calculated  from  Snell's  law: 


sin  0 
_ w 

V 

w 


sin  0 


CSS 


vcss^ 


(1) 


where  0  and  V  are  the  angle  of  incidence  and  the  velocity,  respectively,  of  the 
sound  wave  in  the  wedge,  and  0  and  V  are  the  angle  of  refraction  and  longi¬ 
tudinal  velocity  of  sound  in  the  cast  stainless  steel.  In  the  case  shown, 

sin  0  /V  =  0.22. 

w  w 

The  angular  dependence  of  the  velocity  of  sound  must  be  known  in  order  to 
calculate  the  angle  of  refraction.  The  orthotropic  elastic  constants  for  the 
columnar-grain  CSS  were  calculated  from  velocity  measurements  in  two  different  di¬ 
rections  (ref.  1)  by  use  of  the  Christoffel  equations.  These  constants  were  then 
used  to  calculate  the  velocity  as  a  function  of  the  angle  of  incidence,  and  hence, 
to  calculate  the  angle  of  refraction  from  equation  (1).  For  the  wedge  used  in  the 
velocity  measurements,  the  calculated  angles  of  refraction  are  36°  for  the  columnar- 
grain  CSS  and  nearly  45°  for  the  equiaxed  material.  The  angle  between  the  velocity 
vector  and  the  direction  of  maximum  energy  propagation  is  21°  for  CSS.  Hence,  the 
energy  of  the  beam  propagates  in  a  direction  inclined  15°  (i.e.,  36°  -  21°)  to  the 
surface  normal,  and  in  a  60-mm-thick  sample,  the  reflected  wave  should  have  a 
maximum  signal  intensity  at  the  transmitting  surface  ^32  mm  from  the  transmitting 
probe.  In  the  case  of  the  equiaxed  specimen,  the  calculated  separation  distance 
for  maximum  signal  intensity  is  M.27  mm  (the  angle  of  refraction  is  actually  47°; 
hence,  the  calculated  separation  distance  is  slightly  larger  than  the  value  of 
120  mm  expected  for  a  45°  angle). 

To  verify  these  predictions,  experiments  were  carried  out  on  one  columnar  and 
one  equiaxed  pipe  region  from  a  sample  similar  to  the  Battelle  pipe  sections  men¬ 
tioned  earlier.  Two  0.5-MHz,  nominally  45°  shear-wave  transducers  (25  x  25  mm  in 
size)  were  placed  on  the  outer  surface  of  each  pipe  section,  and  the  separation 
between  the  two  transducers  was  varied  to  maximize  the  received  signal.  Table  I 
compares  the  optimum  separations  determined  in  these  experiments  with  the  corre¬ 
sponding  predicted  values.  The  agreement  is  reasonable. 
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Table  I.  Transducer  Pair  Separation  for  Maximum  Received  Signal  on 
Outer  Surface  of  60-mm-Thick  CSS  Pipe  Sections 


Predicted  Value, 

Measured  Value, 

Grain  Structure 

mm 

mm 

Columnar 

32 

42 

Equiaxed 

127 

105 

a45°  shear  waves  in  pitch-catch  "full-V"  configuration  at  0.5  MHz. 
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3. 


Visualization  of  Ultrasonic  Beam  Distortion 


The  distortion  of  an  ultrasonic  beam  as  it  propagates  through  weld  metal  can  be 
visualized  by  use  of  a  beam  profile  analyzer  (courtesy  of  Sonoscan,  Inc.,  Bensenville, 
IL) .  Figure  3  shows  the  schematic  arrangement  of  this  commercially  available  device. 

A  transducer  and  sample  are  placed  in  a  water  bath.  The  ultrasonic  beam  (pulsed) 
travels  through  the  specimen  and  strikes  a  gold-plated  plastic  plate.  A  laser  beam 
scans  the  gold  film  and,  by  use  of  an  optical  interferometer,  monitors  the  intensity 
of  the  beam  in  the  plane  of  the  film.  The  light-beam  spot  is  250  pm  across  and  has 
a  field  coverage  of  10  x  10  cm.  The  oscilloscope  images  discussed  below  were  pro¬ 
duced  with  a  1-cm-dia  (2.25  MHz)  transducer;  the  gain  of  the  system  was  adjusted  to 
make  the  maximum  detected  intensity  of  the  ultrasonic  beam  the  same  in  all  cases. 


Fig.  3.  Schematic  Arrangement  of  Beam  Profile  Analyzer  with  Ultrasonic  Beam  Passing 
through  Weld-Metal  Sample. 


Longitudinal  waves  are  expected  to  converge  when  propagating  along  a  direction 
45°  to  the  grain  axis  in  columnar  CSS  or  SS  weld  metal.  Figures  4a  and  b  show  the 
images  produced  by  identical  2.25-MHz  longitudinal  waves  traveling  through  water 
alone  and  through  12  mm  of  weld  metal  at  45°  to  the  grain  axis,  respectively.  In 
the  latter  case,  the  incident  ultrasonic  beam  was  normal  to  the  specimen  surface. 
Despite  the  short  path,  the  beam  was  distorted  as  it  passed  through  the  weld  metal, 
with  focusing  of  the  beam  in  the  horizontal  (110)  plane,  but  not  in  the  orthogonal 
plane.  The  difference  in  the  way  the  velocities  vary  with  propagation  direction 
accounts  qualitatively  for  the  elliptical  shape  of  the  beam  emerging  from  the  speci¬ 
men. 


Figures  4c  and  d  show  the  ultrasonic  beam  distortion  produced  for  longitudinal 
waves  propagating  parallel  and  perpendicular,  respectively,  to  the  columnar  grains. 
Again,  .the  incident  beam  was  normal  to  the  specimen  surface.  In  both  cases,  the 
emerging  beam  was  weak  relative  to  the  one  propagated  at  45°  to  the  grains  (fig.  4b), 
and  was  distorted  more  in  the  horizontal  plane  than  the  vertical.  Figure  4e  shows 
the  cross  section  of  a  beam  propagated  through  a  4-mm-thick  slice  from  a  weld-metal 
specimen,  at  an  angle  of  incidence  of  about  22°.  With  this  sample  orientation, 
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(d)  (e) 


Fig.  4.  Cross  Section  of  Longitudinal  Beam  Passing  through  (a)  Water;  (b~e)  Weld 

Metal  Oriented  with  the  Grain  Axis  (b)  at  45°  to  the  Beam  Axis;  (c)  Parallel 
to  the  Beam  Axis;  (d)  Perpendicular  to  the  Beam  Axis;  and  (e)  at  an  Angle 
That  Allows  Only  Shear  Waves  to  Travel  through  the  Weld  Metal. 


longitudinal  waves  were  mode  converted  to  shear  waves  which  then  propagated  approxi¬ 
mately  perpendicular  to  the  columnar  grain  axes.  (The  shear  waves  mode-converted 
back  to  longitudinal  waves  in  the  water.)  In  this  case,  the  propagation  in  weld 
metal  produced  a  large,  nonuniform  distortion.  In  contrast,  a  beam  propagated 
through  a  similar  sample  of  isotropic  metal  emerged  from  the  sample  with  a  highly 
uniform  cross  section  (data  not  shown) .  This  effort  demonstrates  that  visualization 
of  ultrasonic  beams  can  lead  to  better  insight  into  the  distortion  of  ultrasonic 
waves  as  they  pass  through  transverse  isotropic  material. 


ULTRASONIC  CHARACTERIZATION  OF  GREEN  CERAMICS 


Background 


Development  of  NDE  methods  for  green  (unfired)  ceramics  could  result  in  con¬ 
siderable  cost  savings  in  fabricating  structural  components,  as  the  final  firing 
stage  would  be  eliminated  for  defective  components •  This  section  describes  a  pre¬ 
liminary  investigation  to  study  the  propagation  of  ultrasonic  waves  in  green  ceramics 
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and  to  assess  the  potential  of  ultrasonic  NDE  methods  as  a  source  of  useful  quanti¬ 
tative  information  on  defects,  cracking,  delaminations,  agglomerates,  inclusions, 
regions  of  high  porosity,  and  anisotropy. 

The  difficulties  associated  with  ultrasonic  examination  of  green  ceramics  are 
formidable.  For  example,  low-frequency  sound  waves  are  not  scattered  sufficiently 
to  allow  the  detection  of  flaws  much  smaller  than  1  mm  in  size;  on  the  other  hand, 
sound  waves  with  frequencies  of  >3  MHz  generally  undergo  excessive  attenuation  in 
samples  >3  mm  thick.  Also,  ordinary  couplants  (e.g.,  water  or  glycerol)  are  often 
absorbed  by  green  ceramics;  this  not  only  mitigates  their  coupling  function,  but  may 
also  affect  the  subsequent  fabrication  process.  This  problem  can  be  avoided  by 
using  pressure  alone  to  couple  the  transducer  to  the  specimen,  but  great  care  is 
required  because  the  applied  pressure  can  affect  the  measured  velocity  and  attenu¬ 
ation,  particularly  for  high-frequency  longitudinal  waves,  or  even  result  in 
breakage  of  the  fragile  specimen. 

In  spite  of  these  difficulties,  studies  of  ultrasonic  attenuation  and  acoustic 
velocity  (including  dispersion  and  frequency  spectra)  in  green  ceramics  may  provide 
useful  information  related  to  density  variations,  porosity  content,  presence  of 
agglomerates  and  delaminations,  elastic  anisotropy,  and  material  quality  in  general; 
some  examples  of  promising  approaches  are  presented  below.  Further  development  of 
ultrasonic  testing  techniques,  coupled  with  signal  enhancement  techniques,  may  lead 
to  improved  flaw  detection  sensitivity. 


Technical  Progress 


Green  ceramic  specimens  were  provided  by  the  Ceramics  Group  of  the  Materials 
Science  and  Technology  Division  at  Argonne  National  Laboratory  (ANL)  and  the 
Materials  Chemistry  Division  of  the  National  Bureau  of  Standards  (NBS) .  The  speci¬ 
mens  were  generally  50-60%  of  theoretical  density  and  very  fragile.  The  main  experi¬ 
mental  effort  was  carried  out  with  silicon  nitride  disks  3.3  cm  in  diameter  and  0.6 
cm  thick  and  magnesium  aluminate  spinel  disks  3.7  cm  in  diameter  and  0.6  cm  thick. 
£ome  other  materials  were  also  included.  The  specimens  were  cold  pressed  with 
various  loading  pressures  and  additions  of  polyvinyl  alcohol  (PVA)  or  Carbowax  (CW) 
binder. 


1.  Elastic  Anisotropy 


The  elastic  anisotropy  of  a  green  ceramic  specimen  can  be  determined  from  the 
change  in  sound  velocity  that  occurs  when  a  shear-wave  transducer  is  rotated  with 
respect  to  the  specimen,  thus  varying  the  polarization  of  the  shear  waves  propa¬ 
gating  in  a  particular  direction.  Sound  velocity  data  were  acquired  for  Si^N^, 
MgAl^O^,  MgO,  and  YCrO^  specimens  with  a  Panametric  5052UAX  ultrasonic  transducer 
analyzer  and  a  Tektronix  7904  oscilloscope  with  7B85  and  7B80  time  bases.  Panametric 
2.25-MHz  normal-incidence  shear-wave  transducers  (13  mm  in  diameter)  and  Aerotech 
2.25-MHz  alpha  transducers  (6  mm  in  diameter)  were  employed  for  the  measurements. 

The  velocity  was  measured  by  overlapping  successive  echoes  in  the  pulse-echo  mode 
and  determining  the  time  delay  from  the  oscilloscope.  The  time  base  was  calibrated 
by  checking  the  oscilloscope  readings  against  a  sequence  of  precisely  timed  pulses 
from  a  Tektronix  type  184  time  mark  generator.  With  the  MgO  specimens,  which  have  a 
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high  content  of  CW  binder,  Panametric  shear-wave  couplant  was  successfully  used  for 
both  longitudinal  and  shear  waves.  With  the  chalk-like  YCr03  specimens  (<1%  PVA 
binder),  no  couplant  was  needed  for  either  type  of  wave. 


Figure  5  shows  the  echo  pattern  for  2.25-MHz  longitudinal  and  shear  waves  in  a 
3. 8-mm- thick  YCrO„  specimen.  (About  6  ys  separate  the  first  and  second  longitudinal 
echoes;  about  10  ys  separate  the  shear  echoes.)  Apparent  attenuation  is  clearly 
rather  high,  on  the  order  of  10-20  dB/cm.  Furthermore,  the  effect  of  polarization 
on  shear-wave  velocity  shows  that  the  material  is  elastically  anisotropic:  A  maximum 
velocity  variation  of  about  3%  was  reproducibly  observed  as  the  shear-wave  transducer 
was  rotated  about  its  axis  while  remaining  over  the  same  point  on  the  sample.  (The 
pressure  of  the  transducer  on  the  sample  was  controlled  so  that  the  velocity  varia¬ 
tions  could  not  be  attributed  to  variations  in  transducer  loading.)  Table  II  sum¬ 
marizes  the  sound  velocity  data  for  the  YCrO^  sample.  The  low  value  of  Poisson's 
ratio  implies  that  under  stress,  the  volume  of  the  specimen  is  significantly  reduced; 
this  is  consistent  with  the  porous,  low-density  nature  of  the  sample.  Since  the 
modulus  of  elasticity  is  related  to  the  velocity  of  sound,  variations  in  shear  veloc¬ 
ity  with  polarization  can  indicate  variations  of  modulus  with  direction.  This  varia¬ 
tion  in  modulus  could  affect  the  performance  of  a  component  made  from  such  a  sample. 


Fig.  5.  Echoes  from  a  3. 8-mm- Thick  YCrCL  Sample  Insonified  with  (Top)  Longitudinal 

Waves  and  (Bottom)  Shear  Waves  at  2.25  MHz.  Axis  dimensions  are  as  follows: 
Ordinate  -  200  mV/div.;  abscissa  -  2  ys/div.  in  upper  panel,  5  ys/div.  in 
lower  panel. 
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Table  II.  Sound  Velocity  in  YCrO^  Sample  with  PVA  Binder 


Longitudinal  Velocity 

Shear  Velocity 

Poisson’s  Ratio, 

(10~*  cm/s) 

(10^  cm/s) 

0 

1.43 

0.947  max 

0.11 

1.43 

0.919  min 

0.15 

Another  example  of  variation  with  polarization  was  observed  in  a  3-mm-thick 
section  of  a  spinel  disk,  insonified  with  shear  waves  propagating  in  the  plane  of  the 
disk.  With  polarization  parallel  to  the  disk  axis,  the  velocity  (error  <0.5%)  was 
about  3.5%  higher  than  with  polarization  perpendicular  to  the  disk  axis.  No  varia¬ 
tion  of  velocity  with  polarization  was  found  for  wave  propagation  parallel  to  the 
disk  axis.  This  implies  that  the  shear  modulus  is  greatest  in  the  pressing  direction. 


2.  Variation  of  Velocity  with  Density 


The  velocity  of  longitudinal  waves  has  been  measured  as  a  function  of  density 
for  MgO  specimens  with  20  wt.%  CW  binder.  Density  variations  among  these  specimens 
result  from  differences  in  loading  pressure,  i.e.,  in  porosity.  Figure  6  shows  a 
plot  of  density  vs  sound  velocity  for  four  samples.  One  of  the  samples  is  anomalous 
(it  has  a  visible  delamination).  From  the  results  for  the  other  three  samples,  a 
linear  relationship  between  velocity  and  density  is  apparent;  the  variation  in 
density  is  1/3  the  variation  in  velocity.  Also  shown  in  figure  6  is  the  nominal 
variation  in  density  for  three  of  the  samples  (rectangles  around  the  data  points) , 
determined  from  variations  in  velocity  measurements  taken  at  five  different  points 
on  each  sample.  Variations  in  density  of  up  to  2%  were  observed.  These  results 
suggest  that  not  only  can  the  density  (and  thus  porosity)  of  a  sample  be  determined 
from  sound  velocity  measurements,  but  if  sufficiently  small  transducers  were  avail¬ 
able,  anomalous  microstructures  could  be  detected  by  mapping  local  variations  in 
density. 

The  maximum  density  (0%  porosity)  of^MgO-20  wt.%  CW,  calculated  from  the  densi¬ 
ties  of  the  two  constituents,  is  2.7  g/cin  .  The  velocity  obtained  at  this  density  by 
extrapolating  the  curve  of  figure  6  is  8.1  x  10^  cm/s.  This  velocity  can  be  compared 
to  theoretical  models  that  predict  upper  and  lower  bounds  for  sound  velocity  in  a 
homogeneous  composite  material  with  a  soft  matrix  and  hard  filler,  as  a  function  of 
the  volume  fraction  of  one  of  the  constituents.  Theoretical  values  for  the  longi¬ 
tudinal  velocity  were  calculated  as  a  function  of  volume  fraction  by  using  both  the 
Voigt  model  (which  assumes  constant  strain  and  gives  an  upper  bound  for  velocity)  and 
the  Reuss  model  (which  assumes  constant  stress  and  gives  a  lower  bound).  The  veloci¬ 
ties  were  calculated  according  to  the  following  relationships  (ref.  2): 

2  2  2 

pv^  =  fipiv£  +  f2P2V£  (VoiSt  velocity),  (2) 

v  1  2 

1  b  L 

— 2 —  =  - 2 - 1 - 2 —  (Reuss  velocity),  (3) 

PV£E  P1VK1  p2vl2 


113 


1.7 


1.4 1 - 1 - 1 - -1 

1.5  2.0  2.5  3.0 

LONGITUDINAL  VELOCITY  OF  SOUND  (I05  cm/s) 

Fig.  6.  Sample  Density  vs  Longitudinal  Velocity  of  Sound  for  MgO  +  20%  Carbowax. 
Rectangles  show  variation  within  each  sample. 

where  are  fractional  volumes,  are  densities,  and  vo  ,vj  are  longitudinal 

velocities  ior  constituents  1  and  2,  respectively,  and  p  =  f.^1  +  f2p2*  Figure  7 
shows  the  resultant  upper  (Voigt)  and  lower  (Reuss)  velocity  limits  for  MgO/CW 
composites  vs  the  volume  fraction  of  CW.  The  extrapolated  velocity  for  a  volume 
fraction  of  37.5%  CW  (the  amount  used  in  the  ANL  pellets)  is  indicated.  This  value 
is  within  the  theoretical  bounds  and  is  close  to  the  Voigt  limit. 


CARBOWAX  VOLUME  FRACTION 

Fig.  7.  Theoretical  Upper  and  Lower  Bounds  for  Longitudinal  Velocity  vs  Carbowax 

Volume  Fraction.  Experimental  value  determined  from  extrapolation  of  data 
in  Fig.  6  is  also  shown. 
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These  results  indicate  that  sound  velocity  measurements  can  provide  quantitative 
information  on  porosity  and  local  fluctuation  in  density,  and  can  perhaps  indicate 
anomalous  microstructures.  The  analysis  also  indicates  that  data  acquired  in  this 
manner  may  be  predicted  by  models  for  composites,  further  suggesting  that  sound 
velocity  data  and  relationships  to  anomalous  microstructures  may  be  understood  from 
a  fundamental  point  of  view. 
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ULTRASONIC  CHARACTERIZATION  OF  STRUCTURAL  CERAMICS 


Stanley  J.  Kllma  and  George  Y.  Baakllnl 
National  Aeronautics  and  Space  Administration 
Lewis  Research  Center 
Cleveland,  Ohio  44135 


Ultrasonic  velocity  and  attenuation  measurements  were  used  to  characterize 
density  and  microstructure  In  monolithic  silicon  nitride  and  silicon  carbide. 
Research  samples  of  these  structural  ceramics  exhibited  a  wide  range  of  density 
and  mlcrostructural  variations.  It  was  shown  that  bulk  density  variations  cor¬ 
relate  with  and  can  be  estimated  by  velocity  measurements.  Variations  In 
mlcrostructural  features  such  as  grain  size  or  shape  and  pore  morphology  had  a 
minor  effect  on  velocity.  However,  these  features  had  a  pronounced  effect  on 
ultrasonic  attenuation.  The  ultrasonic  results  are  supplemented  by  low-energy 
radiography  and  scanning  laser  acoustic  microscopy. 


INTRODUCTION 

The  energy- saving  potential  of  ceramics  In  heat  engines  is  based  on  higher 
permissible  engine  operating  temperatures  as  well  as  reduced  weight,  Inertia, 
and  friction.  Estimates  of  potential  efficiency  Improvements  for  automotive 
engines  with  major  ceramic  components  range  from  30  to  50  percent  over  current 
engine  technology  (ref.  1). 

Structural  ceramics  such  as  silicon  carbide  and  silicon  nitride  are  lead¬ 
ing  candidates  for  engine  hot-section  components  because  of  their  relatively 
light  weight,  excellent  oxidation  and  thermal  shock  resistance,  and  good  high- 
temperature  strength.  They  are  also  composed  of  nonstrateglc  materials  that 
are  Inexpensive  when  mass  produced.  However,  their  wide  variation  In  strength 
properties  and  relatively  low  fracture  toughness  have  Inhibited  a  large-scale 
move  toward  replacing  many  metal  engine  parts  with  ceramics.  The  variable 
strength  and  low  toughness  are  generally  attributed  to  discrete  defects  such 
as  voids,  Inclusions,  and  cracks  Introduced  during  processing  (refs.  2  and  3). 
Current  cost-effective  fabrication  procedures  also  frequently  produce  ceramics 
containing  bulk  density  variations  and  mlcrostructural  anomalies  that  can 
adversely  affect  performance  (ref.  4).  Therefore  It  Is  essential  to  have  non¬ 
destructive  evaluation  (NDE)  methods  available  that  can  not  only  detect  dis¬ 
crete  flaws  but  also  provide  Information  regarding  the  material's  physical  and 
mechanical  properties  and  uniformity.  By  Incorporating  NDE  technology  Into  a 
ceramic  materials  technology  development  program,  Information  may  be  obtained 
regarding  the  source  of  defects  so  that  steps  can  be  taken  to  minimize  their 
occurrence  through  Improved  fabrication  procedures.  Thus  NDE  may  help  to 
reduce  the  effort  expended  in  a  materials  research  program  and  shorten  the  time 
needed  to  develop  strong,  reliable  structural  ceramics.  With  these  considera¬ 
tions  In  mind,  a  program  for  NDE  of  ceramics  was  established  to  provide  direct 
support  to  the  ceramic  materials  development  program  at  the  NASA  Lewis  Research 
Center. 
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The  objectives  of  the  Lewis  NDE  program  are  to  identify  and  develop  tech¬ 
niques  for  application  to  ceramic  research  materials  and  heat  engine  compo¬ 
nents  and  to  establish  NDE  methodology  for  ceramic  process  control,  properties 
verification,  and  degradation  assessment.  This  paper  describes  the  preliminary 
use  of  ultrasonic  techniques  for  characterizing  density  and  microstructure  in 
monolithic  si  Upon  carbide  and  silicon  nitride  research  samples.  The  ultra¬ 
sonic  work  is  supplemented  by  other  nondestructive  techniques  such  as  radiog¬ 
raphy  and  scanning  laser  acoustic  microscopy. 


MATERIALS  AND  TEST  PROCEDURE 
Materials 

The  materials  investigated  were  structural-grade  monolithic  ceramics  of 
alpha  silicon  carbide  and  silicon  nitride.  The  silicon  carbide  was  procured 
from  a  commercial  source,  and  the  silicon  nitride  was  fabricated  in-house  from 
commercially  available  powders. 

Specimens  of  alpha  silicon  carbide  with  densities  ranging  from  2.83  to 
3.18  g/cm3  were  used  for  this  study.  Blocks  measuring  5.0  by  5.0  by  0.64  cm 
were  procured  in  the  as-sintered  condition  from  three  separate  lots.  Selected 
blocks  from  lot  A  were  sliced  into  two  equal  parts.  One  half  of  each  block  was 
hot  1 sos tat 1 ca 1 1 y  pressed  (HIP)  at  either  1950  or  2050  °C.  Whole  blocks  from 
lot  B  were  HIP  at  either  1950  or  2050  °C.  All  lot  A  and  B  blocks  were  subse¬ 
quently  machined  into  rectangular  bend-test  specimens  measuring  0.31  by  0.62 
by  2.5  cm.  The  blocks  from  lot  C  were  HIP  at  2040  °C  but  were  otherwise  unal¬ 
tered.  Densities  were  calculated  from  bulk  weight  and  volume  measurements  of 
the  final  test  specimens. 

The  silicon  nitride  specimens  were  made  by  mixing  Si 3N4  powder  with 
Y2O3  powder  (6  percent)  and  ball  milling  to  obtain  a  uniform  mix  and  to 
reduce  the  particle  size.  The  Y2O3  is  a  sintering  aid  used  to  promote 
densification  in  the  absence  of  external  pressure.  The  milled  powder  was  then 
dry  pressed  to  near  net  shape,  sintered  at  2140  °C,  and  diamond  ground  to  final 
dimensions  of  0.31  by  0.62  by  2.75  cm.  Bulk  densities  were  calculated  from 
total  weight  and  volume  measurements  of  the  final  test  specimens.  A  detailed 
description  of  the  fabrication  procedure  is  given  in  reference  5. 


Velocity  Measurements 

The  ultrasonic  velocity  is  given  by  v  =  4d/2t,  where  d  is  the  thickness 
of  the  test  bar  and  t  represents  the  time  for  a  sound  wave  to  make  a  round- 
trip  through  the  thickness.  The  specimen  thickness,  nominally  0.31  cm,  was 
measured  to  the  nearest  2.5  pm.  Velocity  measurements  were  made  at  three  loca¬ 
tions  along  the  length  of  the  test  bar,  averaged,  and  plotted  against  the 
average  bulk  density  of  the  bar. 

A  broadband  longitudinal  wave  transducer  with  a  0.63-cm-diameter  active 
element  and  a  20-MHz  center  frequency  was  used  for  the  velocity  measurements. 
The  active  element  was  bonded  to  a  fused  silica  delay  buffer,  which  was  coupled 
to  the  specimen  with  glycerine.  The  materials  studied  exhibited  sufficiently 
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low  ultrasonic  attenuation  that  recovery  of  multiple  echoes  from  the  high- 
frequency,  short-wavelength  signals  was  not  a  problem  even  In  the  lowest  den¬ 
sity  samples.  The  pulse-echo  overlap  method  for  measuring  time  of  travel  was 
used  for  all  velocity  determinations.  A  detailed  description  of  the  technique 
and  an  estimate  of  Its  accuracy  are  given  In  references  6  and  7.  The  heart  of 
the  system  Is  a  pulser-recelver  that  drives  the  ultrasonic  transducer  and  pro¬ 
vides  an  Intensified  sweep  capability  that  highlights  the  signals  of  Interest 
while  Ignoring  all  others.  An  oscillator  driving  a  horizontal  amplifier  In  a 
dual-trace  oscilloscope  provides  for  overlap  of  the  Intensified  signals  (the 
first  and  third  back-surface  reflections)  on  the  CRT.  Overlap  occurs  when  the 
oscillator  frequency  equals  the  reciprocal  of  the  time  Interval  between  the 
Intensified  signals.  A  digital  counter  was  used  to  display  either  the  oscilla¬ 
tor  frequency  or  the  measured  time  of  travel  of  the  sound  wave. 


Attenuation  Measurements 

Attenuation  measurements  were  obtained  by  the  ultrasonic  pulse-echo  tech¬ 
nique  using  a  broadband  longitudinal  wave  transducer  with  a  center  frequency 
of  100  MHz.  The  0.63-cm-dlameter  active  element  was  bonded  to  a  fused  silica 
buffer  coupled  to  the  specimen  surface  with  glycerine.  The  first  and  second 
back-surface  reflections  within  the  sample  were  digitized,  transformed  Into  the 
frequency  domain  by  the  Fourier  method,  and  compared  to  obtain  ultrasonic 
attenuation  as  a  function  of  frequency.  The  method  of  calculating  the  attenua¬ 
tion  coefficient  takes  Into  account  the  frequency  dependence  of  the  reflection 
coefficient  at  the  specimen-buffer  Interface.  The  method  used  to  measure 
ultrasonic  attenuation  Is  described  In  detail  In  reference  8. 


RESULTS  AND  DISCUSSION 
Microstructures 

Mlcrostructural  examination  of  some  alpha  silicon  carbide  specimens 
revealed  three  distinct  microstructures,  typified  In  the  photomicrographs 
presented  In  figure  1.  These  microstructures  were  not  Intentionally  Induced 
and  were  observed  while  performing  destructive  and  nondestructive  characteriza¬ 
tion  of  the  materials  under  investigation.  All  of  the  material  from  lot  A 
exhibited  a  relatively  fine  microstructure  consisting  of  small,  equlaxed  grains 
and  fine,  uniformly  distributed  porosity.  Although  the  photomicrograph  In 
figure  1(a)  Is  of  a  specimen  that  was  hot  Isostatlcally  pressed  at  2040  °C,  the 
microstructure  Is  also  typical  of  both  the  as-sintered  materials  and  the  mate¬ 
rial  HIP  at  1950  °C.  The  only  significant  difference  was  a  decrease  In  average 
pore  size  and  population  In  the  HIP  specimens.  The  lot  B  silicon  carbide  was 
procured  at  a  later  date.  Two-thirds  of  the  specimens  from  this  group  had  a 
duplex  microstructure  consisting  of  small,  equlaxed  grains  mixed  with  a  sub¬ 
stantial  proportion  of  larger,  elongated  grains  (fig.  1(b)).  The  average  grain 
size  was  slightly  greater  than  that  observed  for  lot  A  material,  but  the  poros¬ 
ity  was  again  fine  and  uniformly  distributed.  The  remaining  one-third  of  lot 
B  specimens  exhibited  a  duplex  structure  with  much  larger  grains,  most  of  which 
appeared  to  be  elongated  (fig.  1(c)).  In  addition,  the  voids  were  larger  and 
fewer  and  many  contained  free  carbon.  The  lot  B  material  was  available  only 
In  the  HIP  condition;  therefore  mlcrostructural  comparisons  could  not  be  made 
with  as-sintered  material. 
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Significant  variations  in  bulk  density  and  micropore  size  and  distribution 
were  also  found  in  the  silicon  nitride  specimens.  X-ray  films  of  modulus-of- 
rupture  (MOR)  specimens  selected  from  a  single  batch  of  material  are  reproduced 
in  figure  2.  The  radiographs  exhibit  density  variations  indicative  of  bulk 
material  density  gradients  in  the  samples  after  sintering  and  grinding  to  final 
dimensions.  The  darkest  regions  in  the  figure  represent  zones  of  highest  den¬ 
sity;  the  lighter  shades  of  gray  delineate  zones  having  proportionally  lower 
density.  Except  for  a  few  bars  such  as  the  one  on  the  left,  all  of  the  speci¬ 
mens  are  characterized  by  a  low-density  core  surrounded  by  a  high-density  case. 
The  case-core  configurations  are  generally  unique  to  each  specimen  and  appear 
to  be  related  to  temperature  gradients  experienced  in  the  sintering  furnace. 
Figure  3  shows  three  views  of  a  polished  cross  section  and  fractographs  of  a 
typical  MOR  bar  after  mechanical  testing.  The  macrophotograph  of  the  polished 
cross  section  reveals  different  shades  of  gray  coincident  with  the  shading 
observed  in  the  transmission  radiographs  in  the  previous  figure,  physical 
evidence  of  the  variation  in  density  in  these  specimens.  The  population  of 
voids  in  the  core  far  exceeds  the  number  in  the  case.  The  fractographs  exhibit 
surface  morphologies  that  reflect  differences  in  the  way  the  crack  propagated 
through  the  specimen.  The  fractograph  of  the  case  shows  a  rough  surface  tex¬ 
ture  indicative  of  a  tortuous  fracture  path;  the  core  appears  smooth  and 
faceted,  suggestive  of  a  structure  with  low  crack  propagation  resistance. 


Velocity-Density  Relations 

The  velocity  of  ultrasonic  waves  In  a  solid  is  related  to  the  elastic 
properties  of  the  material  as  shown  in  the  well-known  expression; 

2  E  (1  -  w )  m 

V*  =  p  (1  +  v)(l  -  2V) 

where  v^  is  the  velocity  of  a  longitudinal  wave,  E  is  Young's  modulus, 
p  is  material  density,  and  y  is  Poisson's  ratio.  The  elastic  properties  in 
turn  depend  on  the  level  of  porosity  as  well  as  certain  pore  characteristics. 
For  example,  reference  9,  which  summarizes  the  results  of  several  investiga¬ 
tions,  shows  that  Young's  modulus  increases  exponentially  with  increasing 
density  (i.e.,  as  porosity  decreases): 

E  =  E0  exp(-bP)  (2) 

where  E0  is  Young's  modulus  for  the  nonporous  material,  P  is  volume  frac¬ 
tion  porosity,  and  b  is  a  porosity  correction  factor  determined  by  pore  size, 
shape,  location,  etc.  It  was  also  reported  that  Poisson's  ratio  generally 
Increases  with  increasing  density,  but  the  effect  is  small.  Thus  it  was 
expected  that  velocity  will  be  an  increasing  function  of  density  in  spite  of 
the  inverse  relation  in  equation  (1).  This  expectation  was  borne  out  by  the 
results  of  this  investigation. 

The  relation  between  ultrasonic  velocity  and  the  bulk  density  of  alpha 
silicon  carbide  is  shown  in  figure  4.  These  data  were  obtained  for  two  blocks 
from  lot  A  material,  which  exhibited  a  fine,  equiaxed  grain  structure.  Six 
specimens  from  each  block  were  used  to  generate  base-line  ultrasonic  and  den¬ 
sity  information  for  the  as-sintered  condition.  A  variation  in  density  of 
approximately  1  percent  is  revealed  in  both  blocks.  The  horizontal  scale  on 
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the  plot  was  expanded  to  better  Illustrate  how  this  relatively  small  but  sig¬ 
nificant  variation  In  density  Is  reflected  In  the  ultrasonic  velocity  measure¬ 
ments.  The  remaining  six  specimens  from  each  block  were  HIP  at  either  1950  or 
2050  °C .  These  data  show  that  both  the  bulk  density  and  velocity  Increased 
proportionally  with  HIP  temperature.  The  small  spread  In  the  2050  °C  data 
Indicates  that  denslf Icatlon  was  nearly  complete  and  uniform  at  the  higher  HIP 
temperature  and  that  spot  ultrasonic  velocity  measurements  can  accurately 
estimate  the  density.  The  plotted  velocity  readings  are  an  average  of  only 
three  measurements  at  equally  spaced  Intervals  along  the  specimen  length.  Thus 
the  good  correlation  with  density  could  be  expected  only  with  samples  whose 
properties  are  uniform  throughout  their  bulk.  The  samples  HIP  at  1950  °C 
exhibited  a  lower  degree  of  denslf Icatlon.  The  spread  In  average  bulk  density 
between  specimens,  although  quite  small  at  0.5  percent,  Implies  that  the  sam¬ 
ples  do  not  have  uniform  properties.  A  better  correlation  with  ultrasonic 
velocity  could  only  be  achieved  by  making  a  greater  number  of  measurements  over 
the  breadth  of  Individual  specimens.  A  large  number  of  measurements,  each  on 
a  small-volume  sample  at  regularly  spaced  Intervals,  would  also  provide  Infor¬ 
mation  regarding  density  gradients  within  a  given  specimen. 

The  alpha  silicon  carbide  from  lot  B  was  not  available  for  ultrasonic 
measurements  In  the  as-sintered  condition.  Data  obtained  for  the  HIP  material 
are  presented  In  figure  5.  After  hot  Isostatic  pressing  at  1950  °C  denslflca- 
tlon  was  moderate  and  substantial  variability  existed  between  specimens.  Com¬ 
parison  with  lot  A  material  HIP  at  the  same  temperature  (fig.  4)  shows  that  the 
lot  B  material  with  nearly  the  same  grain  size  was  more  variable  and  less  dense 
on  average.  After  hot  Isostatic  pressing  at  2050  °C  the  small-grained  material 
from  lot  B  was  essentially  equivalent  to  the  lot  A  material  In  terms  of  density 
(99  percent  of  theoretical)  except  for  a  single  specimen.  Again,  ultrasonic 
velocity  provided  a  good  measure  of  density  for  all  specimens.  However,  the 
large-grained  material  performed  somewhat  differently,  as  can  be  seen  In 
figure  5.  The  density  was  not  as  high  nor  as  uniform  as  that  for  the  small- 
grained  material  HIP  at  2050  °C.  Also,  the  ultrasonic  velocity  was  somewhat 
higher  than  might  have  been  predicted  from  data  obtained  with  the  small-grained 
specimens.  This  observation  Implies  that  the  large-grained  specimens  had  a 
higher  modulus  of  elasticity.  However,  according  to  reference  9,  elastic 
properties  have  no  basic  dependence  on  grain  size.  If  this  Is  Indeed  the  case, 
It  must  concluded  that  the  higher  measured  values  are  related  to  the  pore  size 
and  distribution  evident  In  the  specimens  with  the  larger  grain  size.  For 
specimens  with  equivalent  bulk  density  this  would  have  to  be  accounted  for  by 
the  value  assigned  to  the  porosity  correction  factor  b  In  equation  (2). 

All  of  the  silicon  carbide  data  obtained  In  this  Investigation  are  summa¬ 
rized  In  figure  6.  The  upper  half  of  the  plot  contains  only  the  extreme  values 
of  velocity  and  density  from  each  block  or  material  condition  In  lots  A  and  B. 
This  was  done  to  Illustrate  the  degree  of  scatter  while  minimizing  the  number 
of  plotted  points.  The  four  data  points  In  the  lower  half  of  the  figure  were 
obtained  from  the  two  blocks  in  lot  C  that  were  Intentionally  sintered  to  pro¬ 
vide  unusually  low  Initial  density  levels  for  this  composition.  The  pair  at 
the  lower  left  are  measurements  taken  from  one  of  the  blocks  before  and  after 
hot  isostatic  pressing  at  2050  °C.  Little  or  no  denslf Icatlon  was  accom¬ 
plished,  Indicating  that  porosity  was  continuous  and  open  to  the  specimen 
surface.  The  two  data  points  at  densities  between  2.9  and  3.0  g/cm3  were 
obtained  from  the  other  block  and  reveal  a  small  beneficial  effect  of  hot 
Isostatic  pressing.  It  Is  evident  from  this  figure  that  a  strong  functional 
relation  exists  between  ultrasonic  velocity  and  the  bulk  density  of  alpha 
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silicon  carbide  over  a  wide  density  range.  Although  the  Individual  effects  of 
different  mlcrostructural  features  on  elastic  modulus  were  not  uniquely  deter¬ 
mined,  It  appears  that  velocity  measurements  can  serve  to  screen  out  specimens 
and  components  with  abnormally  low  bulk  density  and  modulus.  With  appropriate 
calibration,  bulk  densities  can  be  estimated  to  within  approximately  1  percent 
and  better  for  specimens  with  essentially  similar  microstructures. 

Ultrasonic  velocity  measurements  were  made  on  sintered  silicon  nitride  to 
determine  the  utility  of  this  technique  for  measuring  bulk  density  and  modulus 
on  another  candidate  heat  engine  material.  Figure  7  shows  radiographs  of  three 
MOR  bars  with  different  mean  bulk  densities.  The  top  specimen  was  relatively 
uniform  and  fully  dense.  The  others  contained  a  low-density  core  that  varied 
inversely  in  size  with  the  average  bulk  density.  The  figure  shows  a  6  percent 
difference  In  both  density  and  velocity  between  the  top  and  bottom  specimens. 
However,  although  the  middle  specimen  was  3  percent  less  dense  than  the  top 
specimen,  the  velocity  was  only  1  percent  less.  This  demonstrates  that  In 
specimens  containing  steep  density  gradients  such  as  these,  a  large  number  of 
velocity  measurements,  each  on  a  relatively  small-volume  sample,  should  be  made 
for  precise  quantitative  material  characterization.  A  detailed  velocity  map 
could  thus  be  produced  to  characterize  quantitatively  the  material  In  terms  of 
density. 

To  determine  the  magnitude  of  density  variation  within  a  specimen,  the 
relatively  high-density  case  was  machined  off  the  bottom  specimen  in  figure  7, 
using  the  radiograph  to  determine  the  amount  to  be  removed.  The  core  (which 
was  not  necessarily  uniform  of  Itself)  was  approximately  3  percent  less  dense 
than  the  average  for  the  total  specimen.  The  core  of  the  bottom  specimen,  how¬ 
ever,  was  approximately  8  percent  less  dense  than  the  fully  dense  top  specimen. 
These  differences  are  reflected  In  the  ultrasonic  velocity  measurements.  The 
complementary  nature  of  the  x-ray  and  ultrasdnlc  results  Illustrates  the  use¬ 
fulness  of  applying  more  than  one  technique  for  nondestructive  characterization 
of  materials. 

Scanning  laser  acoustic  microscopy  In  the  interference  mode  (ref.  10)  can 
also  be  used  to  obtain  Information  regarding  bulk  density  variations.  In  a 
specimen  with  constant  thickness  the  time  of  travel  of  the  ultrasonic  wave  pro¬ 
vides  an  indication  of  relative  velocity.  SLAM  Interferograms  can  be  used  to 
Image  velocity  variations  that  exist  within  the  viewing  field,  as  shown  In 
figure  8.  Any  deviation  In  time  of  travel  will  cause  the  Interference  lines 
to  bend  to  the  right  (higher  velocity)  or  to  the  left  (lower  velocity).  The 
relatively  straight  lines  In  figure  8(a)  Indicate  that,  within  the  field  of 
view,  the  density  of  the  ceramic  specimen  Is  relatively  uniform.  In 
figure  8(b)  however,  the  density  at  the  bottom  (near  the  edge  of  the  specimen) 
Is  significantly  greater  than  that  at  the  top  of  the  Image,  which  Is  located 
just  over  2  mm  away  from  the  edge.  These  observations  agree  with  observations 
made  on  radiographs  shown  previously. 


Ultrasonic  Attenuation 

Although  significant  variations  In  the  microstructure  of  alpha  silicon 
carbide  had  a  relatively  small  effect  on  ultrasonic  velocity,  the  same  varia¬ 
tions  had  a  profound  effect  on  attenuation  of  high-frequency  ultrasonic  waves. 
Ultrasonic  attenuation  was  plotted  as  a  function  of  frequency  (fig.  9)  for 
eight  SIC  specimens  selected  because  their  bulk  densities  were  nearly  equal. 
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All  specimens  were  from  lot  B  and  were  divided  equally  Into  sets  with  two 
widely  differing  microstructures  (fig.  9).  Attenuation  In  the  large-grained 
material  was  at  least  four  times  that  In  the  small-grained  material.  Although 
grain  size  was  the  most  obvious  mlcrostructural  difference  between  the  two 
sample  groups,  there  was  also  a  sharp  contrast  In  the  void  morphology.  On  the 
basis  of  density  considerations  the  two  groups  had  the  same  net  average  poros¬ 
ity.  The  photomicrographs  show  that  the  voids  In  the  small-grained  specimens 
were  smaller  but  more  numerous  than  those  In  the  large-grained  material. 

Modulus-of-rupture  test  results  show  that  the  material  with  the  fine 
microstructure  was  significantly  stronger  at  room  temperature  than  the  coarser 
material.  These  preliminary  results  suggest  that  ultrasonic  attenuation 
measurements  may  be  useful  as  a  quality  control  tool  to  verify  material 
strength  to  the  extent  that  It  Is  controlled  by  microstructure. 


CONCLUDING  REMARKS 

Ultrasonic  velocity  and  attenuation  measurements  were  determined  to  be 
useful  for  characterizing  ceramics  In  terms  of  density  and  microstructure. 

Bulk  densities  of  silicon  nitride  and  silicon  carbide  correlated  with  and  could 
be  estimated  by  velocity  measurements.  Although  variations  In  certain  micro- 
structural  features  had  a  minor  effect  on  velocity,  they  had  a  strong  effect 
on  ultrasonic  attenuation.  It  appears  that  attenuation  measurements  may  be 
useful  In  estimating  material  strength,  to  the  extent  that  It  Is  determined  by 
microstructure. 
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with  small  equiaxed  and  elongated 
grains. 


(c)  Lot  B  material :  duplex  structure  with 
large,  elongated  grains. 


Figure  1.  -  Microstructures  in  alpha 
silicon  carbide,  showing  variations 
in  grain  size  and  pore  morphology. 
All  specimens  shown  were  hot  iso- 
statical  ly  pressed  at  2050  °C. 
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Figure  2.  -  Radiographs  of  modulus-of- 
rupture  bars  showing  density  variations 
within  single  lot  of  sintered  silicon  nitride. 
Specimens  were  ground  to  uniform  thick¬ 
ness. 
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Figure  3.  -  Unetched  cross  section  of  modulus-of-rupture  bar  showing  high-density  case 
and  low-density  core.  SEM  fractographs  show  differences  in  fracture  surface  morphology 
in  the  two  zones. 
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Figure  4.  -  Relation  between  ultrasonic  velocity  and  bulk 
density  of  alpha  silicon  carbide  from  lot  A  before  and 
after  hot  isostatic  pressing. 
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Figure  5.  -  Effect  of  microstructure  on  ultrasonic  velocity  and 
bulk  density  of  hot  isostaticafly  pressed  alpha  silicon  carbide 
from  lot  B. 
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Figure  6.  -  Relation  between  ultrasonic  velocity  and  bulk 
density  of  alpha  silicon  carbide.  Data  for  material  in 
as-sintered  and  hot  isostatically  pressed  conditions  and 
three  grain  sizes. 
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Figure  7.  -  Ultrasonic  velocity  measurements  for 
three  silicon  nitride  specimens  with  variable 
densities. 


(a)  Essentially  uniform  density.  (b)  Density  increasing  from  top  to  bottom. 


Figure  8.  -  Interferograms  produced  by  scanning  laser  acoustic  microscope, 
illustrating  capability  for  imaging  density  gradients  in  silicon  nitride  modulus' 
of-rupture  bars. 


Figure  9.  -  Effect  of  microstructure  on  ultrasonic 
attenuation  in  sintered  alpha  silicon  carbide. 
Bulk  density,  3. 11  to  3. 12  g/cm3 
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ON  THE  INTERACTION  OF  ULTRASOUND  WITH  CRACKS: 
APPLICATIONS  TO  FATIGUE  CRACK  GROWTH 


0.  Buck,  R.B.  Thompson,  and  D.K.  Rehbein 
Iowa  State  University 
Ames,  Iowa  50011 


Partial  contact  of  two  rough  fatigue  crack  surfaces  leads  to  transmission  and 
diffraction  of  an  acoustic  signal  at  those  contacts.  This  paper  deals  with  recent 
experimental  and  theoretical  efforts  to  understand  and  quantify  such  contact  in 
greater  detail.  The  final  objective  is  two-fold:  1.  To  develop  an  understanding 
of  the  closure  phenomenon  and  its  application  to  the  interpretation  of  fatigue  data, 
in  particular  the  R-ratio,  spike  overload/underload  and  threshold  effects  on  crack 
propagation.  2.  To  obtain  an  understanding  of  the  effects  of  closure  on  the  detec¬ 
tion  probability  of  fatigue  cracks,  which  reflects  strongly  on  the  capability  for 
accurate  life  prediction.  In  the  present  paper  only  the  first  objective  will  be 
discussed. 


INTRODUCTION 


It  has  been  pointed  out  (ref.  1)  that  the  ultrasonic  interrogation  of  compon¬ 
ents  for  the  detection  and  sizing  of  defects  has  advantages  over  other  techniques  in 
that  both  surface  as  well  as  subsurface  defects  can  be  probed.  However,  it  has 
become  clear  that  this  is  not  a  simple  problem  since  the  phenomenon  of  crack  closure 
or  crack  surface  contact  can  contribute  to  the  transmission  of  ultrasound  across  the 
crack  surfaces  which  reduces  the  detectability  and  leads  to  erroneous  crack  sizing 
(ref.  2).  Originally,  the  term  "crack  closure"  was  used  to  describe  the  observation 
of  a  nonlinearity  in  the  crack  opening  displacement  as  a  specimen,  containing  a 
crack,  is  cyclically  loaded  (ref.  3).  It  has  been  demonstrated  that  this  is  mainly 
a  result  of  individual  contact  points  (asperities)  caused  by  a  mismatch  of  the 
fracture  surfaces  (ref.  4).  As  this  contact  occurs,  the  stresses  ahead  of  the  crack 
will  be  redistributed  such  that  the  driving  force  for  crack  propagation  becomes 
significantly  smaller  than  would  be  expected  from  a  simple  calculation  of  the  stress 
intensity  range  AK  =  Kmax-Km:j,n  (refs.  2,3).  Therefore,  crack  closure  will  affect 

crack  propagation  rates  (refs.  3,  5,  6)  in  addition  to  the  acoustic  effects 
mentioned  above. 


*This  work  was  supported  by  USDOE,  Office  of  Basic  Energy  Sciences,  Division  of 
Materials  Sciences  under  contract  No.  W-7405-Eng-82 . 
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Using  ultrasonic  techniques,  the  characterization  of  the  size  and  spatial 
variation  of  the  local  contacts,  as  well  as  the  local  contact  stresses,  is  now  in 
progress  (refs.  7-15).  As  soon  as  these  quantities  have  been  fully  determined  it 
will  be  possible  to  calculate  the  residual  stresses  along  the  fracture  surface 
(refs.  16,  17)  which  have  to  be  overcome  by  the  external  forces  in  order  to  open  the 
crack  fully.  This  residual  stress  field  is  compressive  and  will  have  to  be  continu¬ 
ous  with  that  of  the  plastic  zone  due  to  reverse  yielding  (ref.  18).  Eventually  it 
will  yield  full  information  on  the  "effective"  stress  intensity  range  (ref.  19),  as 
indicated  in  this  paper. 

The  purpose  of  the  present  paper  is  to  review  briefly  the  status  of  this  work 
and  to  speculate  on  further  developments  which  may  provide  valuable  information  on 
the  "state”  of  a  fatigue  crack,  including  the  "effective"  stress  intensity  range. 
Only  large  cracks  formed  in  non-corrosive  environments  will  be  considered  here. 
Modifications  of  the  closure  models  due  to  formation  of  corrosion  debris  (ref.  20) 
and  effects  of  these  modifications  on  the  interaction  of  ultrasound  with  the  crack 
have  not  been  considered  as  yet. 


EXPERIMENTAL  TECHNIQUES 


Basically  two  types  of  ultrasonic  experiments  have  been  conducted  on  specimens, 
which  can  be  loaded  in  tension  and  compression,  to  study  asperity  contact.  The 
first  method  uses  the  diffraction  of  bulk  (refs.  7,  11)  or  surface  (Rayleigh)  waves 
(ref.  21)  from  locations  where  the  contact  occurs.  Individual  contact  points  can  be 
observed  in  a  time  domain  display  of  the  signal  arriving  at  the  receiving  trans¬ 
ducer.  A  schematic  description  of  a  bulk  wave  diffraction  experiment  (ref.  7)  is 
shown  in  Figure  1.  The  second  method  uses  mainly  the  transmission  and  reflection 
coefficient  of  bulk  waves  (refs.  8,  10,  12-15).  In  this  case  a  broadband  trans¬ 
mitter  is  used.  The  received  signal  is  Fourier  analyzed  in  order  to  obtain  informa¬ 
tion  on  the  asperity  contact.  In  addition,  mode  conversion  at  the  asperities  leads 
to  a  diffraction  effect  which  can  also  be  studied  (ref.  15).  Figure  2  shows  this 
arrangement  schematically.  The  longitudinal  transmitted  signal  is  obtained  at  0  ■ 
0°,  the  diffracted  signals  at  0  =  45°. 

The  above  experiments  are  special  cases  of  a  more  general  one  in  which  the 
angle  of  incidence  and  the  angle  of  observation  may  be  arbitrarily  chosen  for  all 
types  of  mode  conversions.  It  should  be  pointed  out  here  that  a  theory  for  this 
general  case  has  not  been  developed  yet.  However,  to  provide  guidance  for  such  a 
theory,  an  experiment  has  been  devised  (see  fig.  3)  in  which  such  measurements  can 
be  performed  on  "model”  cracks  with  known  asperity  size  and  separation  (refs.  15, 
22).  A  (cylindrical)  specimen  was  produced  by  pressing  together  two  blocks.  One  of 
the  blocks  contains  a  photolithographically  produced  roughness ,  simulating  asperity 
contact  at  the  interface.  Such  a  specimen  seems  to  be  well  suited  to  study  trans¬ 
mission  and  reflection,  as  well  as  diffraction  for  a  wide  range  of  angles  for 
different  roughnesses  (periodic  or  random). 


OBSERVATIONS  AND  INTERPRETATIONS 


Making  use  of  signals  diffracted  at  asperities  (fig.  1)  seems  to  be  the  most 
direct  way  to  determine  the  location  of  these  asperities,  at  least  if  they  are 
relatively  large.  Golan  and  Arone  (ref.  11)  recently  published  first  results  on 
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such  an  investigation  using  a  compact  tension  specimen.  These  authors  measured  the 
signal  amplitude  of  shear  waves  diffracted  at  each  contact  point  as  a  function  of 
applied  load.  Thus,  knowing  at  which  external  load  each  individual  contact  opens  up 
(determined  by  a  loss  of  the  diffracted  signal)  and  assuming  that  the  contact  is 
elastic  allowed  these  authors  to  evaluate  the  contact  forces  using  a  set  of  torque 
balance  equations.  The  results  indicate  that  the  contacts  do  not  open  in  a 
"perfect"  sequence  (the  opening  of  the  contacts  is  unrelated  to  the  distance  from 
the  crack  tip).  Consequently  the  contact  forces  do  not  vary  in  a  systematic  way. 

The  sizes  of  the  contact  areas  have  not  been  determined  so  that  the  individual 
contact  stresses  can  not  be  estimated  at  the  present  time. 

The  usefulness  of  the  transmission  and  reflection  coefficient  to  determine 
asperity  contact  has  been  demonstrated  by  Haines  (ref.  8)  (based  on  data  by 
Wooldridge  (ref.  23)),  Thompson  et  al.  (refs.  10,  12,  13),  and  Rehbein  et  al.  (ref. 
15).  In  either  case,  a  quasi-static  model  for  the  interaction  of  an  ultrasonic  wave 
with  partially  contacting  surfaces  is  used.  It  is  assumed  that,  when  the  ultrasonic 
wavelength  is  large  with  respect  to  the  dimensions  and  separations  of  the  contacts, 
their  influence  on  an  ultrasonic  wave  can  be  modeled  by  a  pair  of  effective  boundary 
conditions 


+  or  -  ot  =  0  (for  the  stresses) 
u^  +  ur  -  ut  =  U  (for  the  displacements)  'O 

where  the  indices  i,  r,  and  t  refer  to  incident,  reflected,  and  transmitted  waves, 
respectively  and  U  is  the  elastic  displacement  the  asperities  experience  due  to 
<jt,  as  will  be  discussed  below.  By  applying  standard  analysis  the  (frequency 
dependent)  transmission  and  reflection  coefficients  can  be  calculated.  Figure  4 
shows,  as  an  example,  a  comparison  of  the  calculated  (ref.  8)  and  measured  (ref.  23) 
reflection  coefficients  as  a  function  of  applied  stress,  a 0>  obtained  on  steel 
plates  with  given  roughness.  Qualitatively  good  agreement  has  been  obtained.  The 
major  difference  between  the  Haines  and  Thompson  approaches  is  in  the  interpretation 
of  the  quantity  U.  Haines  (ref.  8)  makes  use  of  a  detailed  model  of  the  contact 
between  real  surfaces  as  required  to  understand  the  physics  of  tribology.  In  this 
case 


_  qt*  d  Pm 
“  2qok*E 


(2) 


where  d  is  the  mean  diameter  of  the  contact  area,  (which  can  be  related  to  surface 
roughness) ,  is  the  "flow  pressure"  (usually  three  times  the  ultimate  tensile 
strength),  E  is  the  Young’s  modulus,  oQ  is  the  average  static  stress  across  the 
interface,  and  k*  is  a  constant  («2).  Thompson  et  al*  (ref.  10),  on  the  other  hand, 
uses  an  analytical  solution  for  the  additional  displacement  which  an  interface 
experiences  if  this  interface  consists  of  individual  contacts*  For  a  simple  strip 
model*  one  obtains 


with 


(3) 


*A  modification  of  this  strip  model  to  describe  the  more  realistic  situation  of 
individual  contact  points  will  be  discussed  later. 
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ic  =  {1.071  In  -l)  +  0.25a  -  0.357a^  +  0.121a^  +  •••}  (4) 

where  a  =  1-w/s,  and  w  and  s  are  the.  width  and  separation  of  the  asperity  contacts. 
Using  focused,  broadband  acoustic  transducers  (see  fig.  2),  Thompson  and  Fiedler 
(ref.  13)  determined  the  transmission  coefficient  for  a  fatigue  crack  (fig.  5a). 

The  results  can  be  compared  with  calculated  values  (fig.  5b)  under  the  following 
assumptions.  The  beam  profile  is  Gaussian  and  frequency  dependent  and  the  Kirchhoff 
approximation  can  be  applied,  k  (and  therefore  w  and  s)  changes  gradually  from  ®  to 
0  over  a  certain  distance  away  from  (but  containing)  the  crack  tip.  A  good  fit  to 
the  experimental  results  has  been  obtained  choosing  an  exponentially  decaying  k. 

The  result  is  that  the  crack  length  appears  to  be  larger  for  the  higher  frequency 
components  than  for  the  lower  ones.  The  independent  variables  w  and  s  (Eq.  4)  have 
not  been  determined  separately  as  yet.  A  second  type  of  experiment  will  have  to  be 
performed. 

On  the  other  hand,  it  should  be  mentioned  that  the  frequency  dependent  trans¬ 
mission  and  reflection  coefficients,  as  calculated  by  this  model  (ref.  10),  have 
been  compared  to  exact  solutions  for  periodic  arrays  of  strip  contacts,  as  calcu¬ 
lated  by  Angel  and  Achenbach  (ref.  24).  It  was  found  that  the  agreement  between 
these  exact  solutions  and  those  obtained  by  Thompson  et  al.  (ref.  10)  is  excellent 
when  the  wavelength  is  large  with  respect  to  the  contact  spacing,  a  condition  under 
which  most  of  the  experiments  have  been  performed  to  date.  It  is  noteworthy, 
however,  that  the  exact  solutions  (ref.  24)  show  large  changes  in  the  transmission 
and  reflection  coefficients  when  the  wavelength  is  equal  to  the  contact  spacing, 
thus  providing  direct  information  on  contact  spacing. 

The  quasi-static  model  was  expanded  recently  (refs.  15,  25)  for  the  case  of  a 
longitudinal  wave  at  normal  incidence  to  the  fracture  surface.  The  model  now 
predicts  diffracted  longitudinal  and  mode-converted  transverse  waves,  given  by  the 
normalized  signal 


rN  -  c  f"  axh-L-[-]e-<x-xi)2/P2  8  (5) 

—00  1  J  a 

where  C  is  a  normalizing  constant  involving  the  wave  velocities,  beam  amplitude, 
beam  widths  and  an  angular  term,  p  is  a  beam  width  parameter,  k  is  the  wave  vector, 
is  the  position  of  the  beam  center  and  0  is  the  angle  of  the  receiver  with 
respect  to  the  transmitter  axis.  For  all  forward  transmission  experiments,  8  is 
equal  to  0°;  all  tip  diffracted  experiments  were  performed  at  0  =  45°  so  far.  The 
normalization  is  executed  with  respect  to  the  through  transmission  signal  received 
from  the  uncracked  region.  The  bracketed  factor  in  the  equation  represents  the 
interface  transmissivity  and  the  other  factors  describe  the  beam  magnitude  and  phase 
overlaps.  The  factor  a  in  the  bracketed  term  is 

a  =  irpvf/x(x)  (6) 

where  p  is  the  material  density,  v  the  transmitted  wave  velocity,  f  is  the  frequency 
and  <(x)  is  the  distributed  spring  constant.  Again,  choosing  «(x)  to  be  a  contin¬ 
uous  exponential,  comparison  of  theory  and  experiment  at  0  =  0°  was  favorable,  as 
reported  elsewhere  (refs.  12,  13).  Alternatively,  the  experimentally  observed 
longitudinal  and  shear  wave  signals  diffracted  in  the  closure  region  of  a  fatigue 
crack,  could  not  be  predicted  by  the  model.  The  more  severe  deviation  of  experiment 
from  the  model  is  for  the  shear  wave  case,  as  shown  in  figure  6.  The  frequency 
dependence  of  the  signals  from  the  real  crack  is  much  greater  than  those  from  the 
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ideal  crack  for  both  the  model  and  experiment.  In  addition,  the  peak  amplitude  of 
the  experimental  data  has  decreased  significantly  from  the  corresponding  peak  for 
the  ideal  crack.  The  frequency  dependence  of  the  theoretical  predictions  is  quite 
pronounced,  and  at  the  higher  frequencies,  the  theory  is  several  orders  of  magnitude 
too  small.  It  would  appear,  therefore,  that  the  closure  region  plays  an  even  more 
significant  role  for  tip  diffracted  shear  waves  than  for  longitudinal  waves,  either 
tip  diffracted  or  through  transmission.  The  model  was  therefore  extended  to 
(approximately)  include  the  effects  due  to  discrete  contact  points  of  varying 
diameter.  In  equation  (5),  the  interface  transmissivity  is  given  by  the  term 
l/(l+ja).  In  a  first  attempt  to  assess  the  significance  of  discrete  contacts,  the 
following  assumptions  were  made  regarding  the  form  of  the  dynamic  crack  opening 
displacement  (COD).  (1)  The  spatial  average  of  the  COD  is  the  same  as  that 
predicted  by  the  quasi-static  spring  model.  (2)  The  local  COD  assumes  the  value  of 
zero  over  an  effective  contact  of  diameter  d  and  is  a  constant  elsewhere.  (3)  In 
evaluating  the  ensuing  scattering  expressions,  integrals  over  the  small  circular 
contact  areas  (with  dimensions  much  less  than  a  wavelength)  may  be  approximated  by 
the  value  of  the  integrand  times  the  area  of  a  circle  of  twice  the  contact  diameter. 
When  the  approximate  COD  is  substituted  into  the  representation  integral  for  ultra¬ 
sonic  scattering,  the  result  is  equivalent  to  that  which  would  be  obtained  when  the 
interface  transmissivity  is  replaced  by  the  factor 

1 _  , _ 1  ..  j8irfpdv  ^  1 _  j8nfpvd6(x-xi) 

1  +  ja  +  1  +  ja  E'(l-N7rd2)  N1/2  ^  E’d-Nxd2) 

where  N  is  the  contact  density  (assumed  to  be  a  constant  over  the  closed  region),  d 
is  the  diameter  of  an  individual  contact,  Ef  =  E/(l-v2)  and  the  sum  is  to  be  evalu¬ 
ated  over  the  x-coordinate  of  the  crack. 

If  one  views  k(x)  as  being  known  independently,  e.g.  from  measurements  of 
forward  transmission  of  longitudinal  waves,  then  d  and  N  are  related  according  to 

d(x)  -  8<(x)/NiTEf.  (8) 

Thus,  in  this  model,  two  parameters  are  needed  to  fully  define  the  scattering,  <(x) 
and  N.  The  previously  reported  longitudinal  forward  transmission  measurements 
agreed  well  with  the  continuous  spring  model  (refs.  12,  13).  Hence  those  measure¬ 
ments  can  be  considered  as  an  experimental  determination  of  k(x) •  If  the  tip 
diffraction  measurements  are  sensitive  to  N,  they  would  provide  an  experimental 
means  of  determining  this  independent  parameter  of  the  partially  contacting  closure 
zone.  Knowledge  of  both  k(x)  and  N  would  allow  the  contact  stresses  to  be  calcu¬ 
lated  (refs.  12,  14). 

To  test  this  possibility,  the  modified  model  was  used  to  calculate  the  45°  tip 
diffracted  shear  wave  signal,  as  shown  in  figure  7.  As  can  be  seen,  a  change  in  the 
contact  density  has  a  marked  effect  on  the  amplitude  of  the  peak  for  the  4MHz  tip 
diffracted  wave.  At  the  lowest  density  considered,  -  250  contacts/cm,  the 

theoretical  predictions  have  increased  by  three  orders  of  magnitude  from  the 
continuum  limit  and  are  approaching  the  level  observed  experimentally.  In  contrast, 
the  corresponding  results  for  longitudinal  through  transmission  showed  an  indistin¬ 
guishable  change.  It  is  concluded  that  it  is  essential  to  include  discreteness  of 
contacts  in  a  description  of  tip  diffracted  waves  and  that  the  above  scenario  for 
directly  measuring  contact  stress  appears  to  hold  considerable  promise. 

Unexpectedly  large  scattering  effects  at  "model  cracks",  as  described  earlier, 
have  been  observed  (refs.  15,  22).  Figure  7  shows  a  polar  plot  of  the  signal 
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received  for  an  L-wave  striking  an  interface,  with  random  roughness,  at  45°.  The 
comparison  with  the  signals  received  from  a  reference  block  shows  a  surprisingly 
strong  scattered  signal  in  the  90°  observation  direction,  as  well  as  the  specularly 
reflected  signal  in  the  270°  observation  direction,  obtained  on  the  block  with 
interface.  The  quasi-static  model  will  thus  have  to  be  extended  again  to  include 
the  transmissivity  and  diffraction  of  crack  surfaces,  if  the  incident  wave  is  off 
normal. 

An  interesting  effect  of  a  crack's  stress  history  on  the  transmissivity  was 
discovered  using  a  7075-T651  aluminum  compact  tension  specimen.  The  specimen  was 
precracked  to  a  length  of  approximately  0.65  cm.  At  that  point,  the  load  cycling 
was  stopped  and  the  specimen  was  allowed  to  age  for  an  undetermined  time.  The  crack 
was  then  extended  an  additional  1  cm.  The  through  transmission  data  from  this 
specimen  is  shown  in  figure  9.  In  addition  to  the  normal  closure  region  at  the  tip 
of  the  crack,  a  second  peak  in  the  transmission  coefficient  data  at  the  position  of 
the  earlier  fatigue  interruption  can  be  seen.  The  peak  becomes  narrower  with 
increasing  frequency  because  of  the  smaller  beam  width,  as  at  the  tip  of  the  crack. 
In  addition,  its  peak  value  decreases  at  high  frequencies  due  to  the  lower  value  of 
the  interface  transmissivity.  Our  current  speculation  is  that  the  secondary  closure 
peak  in  this  data  occurs  in  the  region  of  the  tip  of  the  original  precrack  and  is 
due  to  a  stress  overload  condition  that  was  placed  on  the  crack  when  it  was 
extended. 


CONCLUSIONS 


The  preceeding  discussions  indicate  that,  through  the  use  of  ultrasound,  it 
will  become  possible  to  determine  the  nature  of  asperity  contact  along  fracture 
surfaces,  including  contact  response  to  an  external  stress.  Diffraction  experiments 
(ref.  11)  show  that  contact  forces  vary  greatly  from  asperity  to  asperity.  Trans¬ 
mission  experiments  (refs.  12—15,  25)  indicate  that  the  k  decreases  with  distance 
away  from  the  crack  tip.  From  Haines'  model  (ref.  8)  and  the  newly  developed 
distributed  spring  model  (refs.  15,  25)  which  also  uses  discrete  contact  points,  an 
evaluation  of  the  contact  stress  present  across  the  crack  faces  may  now  be  possible 
through  comparison  of  experimental  data  and  model  predictions  to  determine  the 
density  of  asperity  contacts.  Once  this  objective  is  achieved,  the  data  can  be  used 
to  evaluate  several  characteristics  of  the  fatigue  crack,  such  as  aQ,  the  average 
static  stress  across  the  fracture  surface  (eq.  2)  and,  more  importantly,  the 
"effective”  stress  intensity  range,  driving  the  crack  during  propagation,  as 
indicated  below. 


Combining  eqs.  (2)  and  (3)  yields  the  average  static  stress  to  be 


a 


o 


7rdPm>c 

2k*r 


(9) 


and,  since  (ref.  8) 


(d/2)2 


PmNir 


(10) 


thus 
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(11) 


°° "  ® p®’ 

where  N  is  the  (local)  number  of  asperities  per  unit  area  and  therefore  related  to  w 
and  s  in  equation  (4).  The  decrease  in  tc  with  distance  from  the  crack  tip  suggests 
a  similar  behavior  for  o0»  as  one  would  expect  for  an  unloaded  specimen,  knowing 
the  residual  stress  field  in  front  of  the  crack  tip  and  the  remanent  crack  mouth 
opening. 

Using  a  simple  model,  Beevers  et  al.  (ref.  18)  showed  that  the  contact  of  an 
asperity  (viewed  as  an  infinite  strip)  leads  to  a  stress  intensity  factor 
Ki(local)  at  the  crack  tip  for  an  unloaded  specimen.  The  model  is  shown  in  figure 
10a  and  yields 


K^_(local) 


(l)l/2  P 

V  BCl/2 


where  C  is  the  distance  from  the  crack  tip  to  the  asperity,  B  the  specimen  thickness 
and  P  the  contact  load.  Using  the  definitions  introduced  earlier,  the  above 
quantities  may  be  replaced  by  C  *  s  and  P  *  o  Bw  since  b  «  w.  o  represents  the  mean 

stress  at  the  contact,  which  is  related  to  the  average  static  stress  <j0  by,  roughly, 

u  <J0  so  that 

yiocal)  .  ft1'2  £j)*  C^i)  (13) 

As  an  external  load  Q  is  applied,  Kj(local)  decreases  and  the  compact  tension 
specimen  stress  intensity  factor 

K  (global)  ■  (14) 

I  B  /a 

increases,  as  shown  in  figure  10b,  where  f(a)  is  the  standard  geometry  factor,  a  the 
crack  depth,  and  Q  the  external  load.  If  crack  closure  effects  are  not  taken  into 

account,  the  driving  force,  AK,  on  the  crack  in  fatigue  would  be 

4K  -  KI„a*  -  Klmln-  (15) 

Crack  closure  (ref.  3)  reduces  this  stress  intensity  range  AK  to  AKg££,  the  "effec¬ 
tive"  stress  intensity  range,  which  can  now  be  determined  by 

AKeff  =  Klmax  “  Kl(locaD  <16> 

where  Kj  (local)  is  to  be  evaluated  (acoustically)  at  the  minimum  load  applied  to 
the  specimen  and  KTm  is  given  by  the  geometry  of  the  specimen,  the  maximum 

external  load  Qmax  and  the  crack  depth  a  by  eq.  (14). 

The  usefulness  of  the  acoustic  measurements  to  determine  the  actual  crack  depth 
a,  thus  providing  information  on  KTniaY ,  and  the  term  Kj (local)  thus  seems  to  be 

obvious.  Its  application  to  determine  the  fatigue  crack  propagation  rate 

da/dN  =  A(AKeff)m  (17) 

as  suggested  originally  by  Elber  (ref.  3),  is  a  goal  of  the  future.  Particularly 
interesting  will  be  to  study  cases  in  which  the  materials  parameters  A  and  m  should 
be  independent  of  the  applied  fatigue  conditions,  such  as  for  stress  ratio  and  spike 
overload  effects. 
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FOCUSSED 
L-  WAVE 


Fig.  1  Signals  diff  ra’cted  at 

contacts  along  the  crack 
(ref.  7). 


Fig.  2  Setup  for  obtaining  crack 
and  reference  signal. 


Fig.  3  Experimental  setup  using  focussed  transducers  to  determine  scattering  from 
interfaces  in  a  cyclindrical  sample  (ref.  22). 
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APPLIED  STRESS  (MNrrr2) 


Fig.  4  Comparison  of  calculated  and  measured  reflection  coefficients  as  a  function 
of  a0,  using  shear  waves  (refs.  8  and  23). 


DIFFRACTED  MAGNITUDE 


Fig*  7  Effect  of  contact  density  on  the  shear  wave  signal,  mode  converted  in  the 
closure  region  of  a  real  crack  theory  (ref.  15). 


L-Wave  10MHz 
'0° 


Fig.  8.  Amplitudes  of  scattered  signal  (ref.  22).  - block  with  interface  of 

random  roughness.  -  reference  block  (no  interface). 


139 


Fig.  9  Through  transmission  response  of  a  fatigue  crack  showing  partial  closure  far 
away  from  the  crack  tip  (ref.  15). 


Fig.  10  (a)  Model  for  Kj(global)  and  (b)  Stress  intensity  factor  as  a  function  of 
external  load  Q. 
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ANALYTICAL  ULTRASONICS  FOR  EVALUATION  OF  COMPOSITE  MATERIALS  RESPONSE 

PART  I:  PHYSICAL  INTERPRETATION 


Edmund  6.  Henneke  II  and  John  C.  Duke,  Jr. 
Virginia  Polytechnic  Institute  and  State  University 
Blacksburg,  Virginia  24061 


The  prediction  of  the  mechanical  performance  of  engineering  structures  made 
from  composite  materials  is  an  issue  receiving  great  attention  from  designers, 
builders,  and  users  of  these  items.  The  need  for  nondestructive  evaluation 
techniques  and  procedures  to  fulfill  the  requirements  for  such  predictive 
capabilities  is  obvious.  Ultrasonics,  and  in  particular,  analytical  ultrasonics,  is 
one  NDT  method  which  has  the  potential  to  meet  all  of  the  demands  necessary  to 
develop  predictive  physical  and  mathematical  models.  However,  to  maximize 
utilization  of  ultrasonics,  it  is  necessary  that  we  have  complete  understanding  of 
the  capabilities  and  limitations  of  the  method.  This  paper  will  review  some  of  the 
basic  aspects  of  wave  propagation  in  anisotropic  materials  from  the  viewpoint  as  to 
how  these  basic  physical  properties  place  fundamental  constraints  upon  what  we  may 
ultimately  expect  to  learn  from  ultrasonic  interrogati on  of  a  composite.  Then,  a 
brief  discussion  is  given  concerning  the  characterization  of  various  physical 
properties  of  the  composite  by  appropriate  quantifiable  ultrasonic  signal 
parameters.  The  physical  properties  of  major  interest  here  are  those  which 
influence  the  mechanical  response  of  the  material. 

INTRODUCTION 

Composite  materials  are  the  materials  of  the  future.  Just  as  solid  state 
semiconductor  materials  have  made  a  revolution  in  the  electronics  industry,  advanced 
composite  materials  will  likely  one  day  play  a  major  role  in  the  way  we  design  and 
use  materials  for  a  wide  range  of  engineering  structural  components.  Composites 
have  the  ability  to  be  designed  from  the  outset  to  take  advantage  of  stiffness  and 
strength  in  the  load  carrying  directions.  In  addition,  they  have  the  advantage  of 
very  large  strength-to-wei  ght  and  sti ffness-to-weight  ratios.  Before  these 
materials  can  be  employed  with  full  utilization  of  their  capabilities  and 
advantages,  and  lead  to  the  revolution  predicted,  much  knowledge  must  be  obtained 
concerning  their  mechanical  behavior.  While  a  great  amount  of  work  has  been 
performed  on  the  study  of  the  mechanical  behavior  of  these  materials,  there  is  still 
missing  from  the  literature  one  most  important  piece  of  information  —  a  knowledge 
of  the  final  failure  processes  which  lead  to  catastrophic  rupture  of  the  material. 
This  is  of  especial  importance,  of  course,  for  the  formulation  of  failure  theories 
which  can  be  used  for  design  purposes.  A  failure  theory  something  like  fracture 
mechanics  for  homogeneous  materials  has  been  the  subject  of  many  investigations 
reported  in  the  literature,  yet  it  is  obvious  that  no  equivalently  useful  models 
have  at  present  been  formulated. 

To  answer  the  needs  of  the  modelers  in  formulating  a  failure  theory  for 
composite  materials,  much  experimental  information  has  been  gathered  and  reported  in 
the  literature.  Most  of  this  information  has  been  gathered  by  experimental 
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techniques  which,  if  used  by  themselves,  would  be  classified  as  nondestructive.  The 
gathered  information  has  revealed  that  the  failure  modes  leading  up  to  final  rupture 
of  composite  laminates  is  quite  complex  (ref.  1).  Figure  1  is  an  X-ray  radiograph 
of  a  graphite  epoxy  laminate  after  many  cycles  of  tension-tension  fatigue.  It  is 
obvious  from  this  radiograph  that  many  different  damage  modes  operate  before  final 
rupture,  including  transverse  cracking,  longitudinal  splitting,  and  local 
delamination.  Not  obvious  from  the  radiograph  but  known  to  occur  also  before  final 
rupture  are  fiber  breakage  and  fiber-matrix  debonding.  One  thing  that  is  apparent 
from  many  such  studies  is  that  final  failure  is  not  the  result  of  the  propagation  of 
a  single  crack  in  a  self-similar  fashion  as  it  is  for  a  homogeneous  material.  To 
obtain  useful  data  on  such  a  complex  damage  state  using  nondestructive  testing 
methods,  and  to  develop  nondestructive  evaluation  procedures  based  upon  such 
information,  it  is  necessary  that  an  approach  be  used  different  from  that  which  has 
been  followed  for  homogeneous  materials.  Rather  than  developing  NDT  methods  which 
look  for  single  cracks  and  attempt  to  size  and  orient  these,  it  is  necessary  to 
develop  NDT  methods  which  can  interact  with  the  entire,  integrated  state  of  damage 
in  the  composite.  Several  different  NDT  techniques  are  capable  of  doing  this;  most 
notably,  perhaps,  is  that  of  ultrasonics. 

Analytic,  or  quantitative,  ultrasonics  is  also  a  subject  which  has  received 
extensive  attention  in  the  recent  literature.  In  general,  this  terminology  has  been 
applied  to  the  search  for  ultrasonic  methods  which  locate  and  size  cracks  as 
mentioned  previously.  Here  we  intend  it  to  mean  something  even  more  general.  We 
refer  to  analytic  ultrasonics  as  those  ultrasonics  techniques  which  are  capable  of 
producing  quantitative  experimental  parameters  that  are  somehow  descriptive  of  the 
material  state,  and,  in  particular,  the  material  damage  state.  To  apply  analytic 
ultrasonics  to  composite  materials,  a  great  deal  of  care  must  be  expended  to 
understand  the  capabilities  and  limitations  of  the  method.  This  paper  reviews  some 
of  the  basic  aspects  of  wave  propagation  in  anisotropic  materials  from  the  viewpoint 
as  to  how  these  basic  physical  properties  place  fundamental  constraints  upon  what  we 
may  ultimately  expect  to  learn  from  ultrasonic  i nterrogati on  of  a  composite. 

WAVE  PROPAGATION  IN  ANISOTROPIC  MATERIALS 

The  propagation  of  waves  in  anisotropic,  homogeneous  materials  has  been  covered 
well  in  several  texts  (see,  for  example,  refs.  2-5).  The  propagation  of  ultrasonic 
waves  can  be  approached  by  the  same  techniques  covered  in  those  texts  as  long  as  the 
frequency  of  the  waves  is  below,  say,  the  gigahertz  region.  (For. frequencies  in  and 
above  this  range,  the  wavelengths  begin  to  approach  the  size  of  interatomic  spacing 
and  the  material  can  no  longer  be  treated  strictly  as  a  continuum.)  Composites  are, 
of  course,  not  homogeneous  materials,  and  to  treat  the  propagation  of  waves  in 
composites  by  theories  established  for  such  materials  is  not  rigorously  correct. 
However,  many  approaches  to  the  mechanics  of  composite  materials  begin  with  the 
simplifying  assumption  that  a  composite  material  may  be  treated  as  a  homogeneous, 
anisotropic  continuum  with  the  underlying  symmetry  of  the  composite,  usually  taken 
to  be  orthotropic.  Here,  we  will  begin  with  this  assumption  also  and  review  the 
solution  to  wave  propagation  in  anisotropic,  homogeneous  materials  as  if  it  could  be 
applied  to  composites.  As  we  shall  see,  the  difficulties  encountered  in 
interpreting  wave  propagation  in  anisotropic  materials  are  complex  enough  from  this 
simplified  viewpoint.  Complete  understanding  will  be  required  of  this  solution 
before  we  attempt  to  extend  it  to  heterogeneous  materials. 

The  discussion  of  wave  propagation  in  homogeneous  anisotropic  materials  begins 
with  the  wave  equation  for  a  continuum: 
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°1j,j  -  pu'i  (1) 

where  a.,  are  the  stress  tensor  components,  p  is  the  material  mass  density, 

vJ 

and  u.  are  the  components  of  the  particle  displacement  vector.  The  next  step  is  to 

consider  a  constitutive  law  such  as  the  generalized  Hooke's  Law  for  an  anisotropic 
el astic  materi al : 

ai j  =  Ci jkl  ekl  =  Ci jkl  uk,l  ^ 

where  are  the  components  of  the  linear  strain  tensor.  Then,  for  mathematical 
convenience,  a  plane  wave  solution  can  be  assumed  of  the  form: 


u..  =  exp  i  [ k x ^  -  cot)  (3) 

where  are  the  amplitudes  of  the  particle  displacements  in  the  directions  of  the 
coordinate  axes  parallel  to  the  symmetry  axes  of  the  anisotropic  material,  k^  are 
the  components  of  the  wave  vector,  and  to  is  the  angular  frequency  of  the  wave  (xn- 
and  t  are  the  independent  position  and  time  variables,  respectively).  For  an 
anisotropic  material  having  orthotropic  symmetry,  nine  independent  elastic  constants 
are  required  to  specify  the  constitutive  relation  between  stress  and  strain, 
(eqn.  (2)).  In  so-called  reduced  notation,  these  elastic  constants  are:  C^,  C??, 
C33,  ^12»  *"13»  ^23»  ^44*  ^55*  anc*  ^66*  Complete  wave  solutions  to  the  anisotropic 
wave  equation  for  orthotropic  materials  have  been  developed  and  have  appeared  in  the 
literature  (ref.  6).  For  our  present  purposes  it  will  suffice  to  discuss  the 
general  aspects  of  the  solution  to  the  wave  equation  in  anisotropic  materials. 
Particular  points  applicable  to  orthotropic  materials  will  be  referred  to  as 
necessary. 


First,  as  is  well  know,  the  plane  wave  solution  to  the  wave  equation  is  found 
to  describe  the  possibility  of  three  wave  modes,  in  general.  These  wave  modes 
travel,  generally,  with  three  distinct  phase  speeds;  see,  for  example,  figure  2  for 
an  orthotropic  material.  These  modes  do  not  generally  have  particle  displacements 
which  are  purely  parallel  or  perpendicular  to  the  direction  of  the  wave  vector 
(i.e.,  the  direction  of  propagation  of  the  wave).  Thus  the  modes  of  propagation  in 
anisotropic  materials  are  generally  neither  longitudinal  nor  transverse  as  the  modes 
in  isotropic  materials  are  typically  described  (fig.  3).  Certain  particular 
directions  in  the  material,  often  coincident  with  directions  of  high  symmetry  but 
not  always  restricted  to  such  directions,  do  allow  for  the  propagation  of  pure 
modes,  but  these  are  the  exception.  In  other  instances,  one  mode  may  be  purely 
transverse  for  all  directions  (fig.  3).  This  occurrence  is  not  of  no  consequence 
for  the  experimental  application  of  ultrasonics.  All  mechanical  ultrasonic 
transducers  generate  waves  by  the  development  of  vibrations  produced  by  the 
piezoelectric  effect.  These  transducers  are  manufactured  to  generate  either  in¬ 
plane  displacement  vibrations  (for  the  production  of  "transverse  waves")  or  out-of¬ 
plane  perpendicular  displacement  vibrations  (for  the  production  of  "longitudinal 
waves").  The  previous  words  have  been  placed  in  quotes  because  transducers  are 
generally  manufactured  for  the  generation  of  waves  in  isotropic  materials,  in  which 
case  the  transducers  behave  as  advertised.  Figure  4  schematically  represents  the 
introduction  of  longitudinal  and  transverse  waves  into  an  isotropic  material. 
However,  for  anisotropic  materials  the  directions  of  particle  displacements 
preferred  by  the  solution  to  the  wave  equation  (and  as  ordained  by  the  normal  to  the 
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surface  of  the  specimen  on  which  the  ultrasonically  generated  wave  is  incident, 
which  must,  by  necessity,  be  the  direction  of  wave  propagation)  are  not  in  general 
either  parallel  or  perpendicular  to  the  surface  normal.  Thus  a  mechanical 
transducer,  in  general,  will  generate  multiple  modes  simultaneously  in  an 

anisotropic  material  as  the  incident  particle  displacement  vibrations  will  have 
components  in  all  three  directions  of  particle  displacements  mandated  by  the 

solution  to  the  wave  equation. 

This  phenomenon  is  of  special  consequence  to  the  ultrasonic  investigation  of 
thin  composite  laminates  since  typically  the  wave  propagation  time  in  the  material 
is  insufficient  to  separate  the  various  modes  in  time.  Hence  the  observed  wave  may 
be  a  combination  of  multiple  modes  and  not  a  single  mode.  This  may  lead  to 
misinterpretation  of  travel  times  or  attenuation  measurements.  It  should  be  noted 
here,  however,  that  if  the  incident  wave  is  in  the  direction  normally  called  the 

z-direction  for  the  composite  (i.e.,  perpenducular  to  the  lamina  plane),  then  only 
one  wave  is  established  in  the  laminate,  as  this  is  a  special  direction  for  the 

laminate  symmetry  along  which  pure  modes  may  propagate.  Any  deviation  from  exact 
normality,  however,  as  may  occur  in  a  C-scan  tank  due  to  non-normal  wave  incidence 
or  focused  beams,  will  cause  multiple  wave  generation  in  the  composite. 

A  second  aspect  of  wave  propagation  is  of  importance  in  anisotropic  materials 
and  not  at  all  in  isotropic  materials.  The  energy  flux  vector  associated  with  each 
wave  mode  is,  by  definition,  the  rate  at  which  energy  is  propagated  across  a  surface 
normal  to  the  direction  of  wave  propagation  per  unit  area.  Mathematically,  this 
quantity  is  defined  by  the  contracted  product  of  the  stress  tensor  and  the  particle 
veloci ty : 


In  general,  the  energy  flux  does  not  coincide  with  the  direction  of  wave  propagation 
for  an  anisotropic  material  (refs.  1-5).  This  leads  to  a  different  set  of  wave 
surfaces  (fig.  5)  often  called  the  group  velocity  surfaces  since  these  can  be  shown 
to  be  related  to  the  group  velocity  of  the  wave.  This  phenomenon  has  many 
consequences  for  wave  propagation  in  anisotropic  materials  that,  are  never  seen  in 
isotropic  materials.  For  example,  if  a  wave  mode  is  established  in  a  single  crystal 
of  finite  dimensions,  it  is  possible  that  the  wave  flux  will  cause  incidence  of  the 
wave  upon  the  lateral  surface  of  the  specimen  (see  fig.  6,  for  example).,  thereby 
leading  to  mode  conversion  or  longer  times  of  travel  in  the  specimen  than 
anticipated  (see  also  refs.  5  or  8).  A  second  consequence  of  the  phenomenon  of 
energy  flux  deviation  is  that,  for  certain  directions  in  an  anisotropic  material, 
one  may  observe  the  apparent  propagation  of  more  than  three  wave  modes.  As  many  as 
five  distinct  modes  may  be  observed  in  certain  directions  in  the  material.  The  wave 
normals  are  not  all  coincident,  the  apparent  propagation  of  five  modes  is  due  to  the 
deviation  of  the  energy  flux  vectors  associated  with  mode  propagation  in  other 
material  directions  (ref.  4).  Again  this  occurrence  in  the  ultrasonic  study  of 
anisotropic  materials  such  as  composite  laminates  may  lead  to  misinterpretation  of 
results  unless  one  is  aware  of  it  and  is  ready  to  take  it  into  account. 

The  deviation  of  the  energy  flux  from  the  direction  of  the  plane  wave  normal 
can  be  seen  easily  in  a  simple  experiment  that  can  be  performed  with  a 
unidirectional  composite  laminate.  If  two  transducers  are  mounted  on  wedge  blocks 
to  cause  non-normal  incidence  on  the  surface  of  a  laminated  plate,  and  the  plane 
containing  the  normal  to  the  plate  surface  and  the  direction  of  the  incident  wave  is 
chosen  to  be  at  an  angle  to  the  fiber  direction,  then  the  receiving  transducer 
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cannot  be  placed  in  this  same  plane  if  a  received  signal  is  to  be  observed.  Rather, 
the  receiving  transducer  must  be  placed  outside  of  this  plane.  The  angle  between 
this  plane  and  the  plane  containing  the  surface  normal  and  the  direction  of  the 
received  wave  corresponds  to  the  direction  of  the  energy  flux  vector  for  that  wave 
mode.  If  the  two  transducers  are  not  set  up  at  precisely  the  correct  angle,  the 
receiver  will  not  detect  the  maximum  signal  from  the  transmitter,  or  unforeseen 
constructive  or  destructive  interference  patterns  may  result. 

The  phenomenon  of  energy  flux  deviation  also  plays  an  important  role  when 
discussing  the  reflection-refraction  problem  in  an  anisotropic  material.  The 
reflection-refraction  problem  for  plane  waves  incident  upon  a  plane  boundary  has 
received  some  attention  in  the  literature  for  anisotropic  materials  (ref.  8). 
Generally,  a  plane  wave  incident  upon  a  plane  boundary  in  anisotropic  media  will 
reflect  as  three  distinct  wave  modes.  (Figure  7  is  an  example  of  the  use  of 
slowness  surfaces  to  study  the  reflection  problem  in  anisotropic  media.)  Similarly, 
a  wave  incident  externally  upon  a  plane  surface  boundary  of  an  anisotropic  material 
will  refract  in  the  material  as  three  distinct  wave  modes.  The  wave  vectors  for  the 
incident  and  reflected  (or  refracted)  modes  and  the  surface  normal  must  all  lie  in 
the  same  plane.  The  angles  of  the  reflected,  refracted,  and  incident  modes  relative 
to  the  surface  normal  obey  a  general  statement  of  Snell's  Law.  However,  the 
velocities  of  propagation  for  each  of  the  reflected  waves  are  dependent  on  the 
direction  of  propagation  and  hence  Snell's  Law  cannot  simply  be  applied,  since  there 
are  two  unknowns  in  Snell's  relation  --  the  direction  of  reflection  or  refraction, 
and  the  velocity  of  propagation.  Hence  more  involved  solution  procedures  are 
required  (see,  for  example,  refs.  2,  3,  and  8).  The  important  point  to  be  made  here 
is  that  once  again  the  anisotropy  of  the  material  leads  to  complications  which  are 
not  present  in  the  more  familiar  problem  of  reflection  in  isotropic  materials.  In 
the  latter  case,  mode  conversion  also  occurs,  but  only  two  waves  are  reflected  or 
refracted,  and  the  directions  can  be  found  immediately  from  Snell's  Law. 
Furthermore,  to  belabor  the  point,  in  anisotropic  materials,  the  reflected  or 
refracted  waves  are  neither  longitudinal  nor  transverse,  in  general.  Also,  the 
critical  angle  phenomenon  in  anisotropic  materials  is  dependent  upon  the  energy  flux 
direction  and  not  the  direction  of  the  reflected  wave  vector  as  is  normally  assumed 
(ref.  9).  This  fact  is  of  importance  to  those  experimental  techniques  which  utilize 
measurement  of  critical  angles  of  reflection  of  external  waves  to  measure  wave 
velocities  in  solid  materials. 

The  previous  discussion  has  dealt  with  plane  wave  solutions  to  the  wave 
equation  in  anisotropic  materials.  Other  types  of  wave  fronts,  such  as  spherical, 
may  always  be  treated  locally  as  a  plane  wave.  Hence  a  spherical  wave  which  arises 
from  a  point  source  will  display  the  same  propagation  characteristics  as  plane  waves 
propagating  in  all  possible  directions  simultaneously.  Thus  for  the  case  of 
transducers  which  are  focused  and  thus  will  have  considerable  divergence  on  the  far 
side  of  the  focalpoint,  or  for  the  study  of  ultrasonic  waves  emanating  from  acoustic 
emission  sources,  very  careful  consideration  must  be  given  to  anisotropic  wave 
propagation  phenomena,  as  all  of  the  previously  described  phenomena,  as  well  as 
others  not  yet  mentioned,  will  likely  be  present. 

A  number  of  other  interesting  phenomena,  such  as  internal  and  external  conical 
refraction,  pure  mode  axes  not  coinciding  with  high  symmetry  directions,  etc.,  might 
be  discussed.  However,  for  the  purposes  of  this  paper,  we  might  close  this 
discussion  with  a  few  general  observations  concerning  the  experimental  application 
of  ultrasonic  techniques  to  composite  materials.  As  long  as  one  is  sending  an 
ultrasonic  wave  in  the  direction  perpendicular  to  the  plane  of  the  laminate,  which 
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indeed  is  the  most  frequently  used  experimental  configuration,  few  of  the 
complexities  discussed  above  need  to  be  considered.  However,  there  will  always  be 
some  degree  of  beam  divergence  and  hence  even  an  incident  normal  wave  will  have 
some  portion  of  the  sound  beam  which  is  not  strictly  perpendicular  to  the  surface 
and  hence  will  generate  some  off-axis  waves  which  are  of  different  modes  than  the 
purely  longitudinal  or  transverse  waves  usually  expected.  Also,  other  ultrasonic 
techniques  such  as  the  stress  wave  factor  method  developed  by  Vary,  et  al., 
(refs.  10-11)  establish  waves  which  propagate  in  the  direction  of  the  laminate 
plane.  The  laminate  plane  is,  of  course,  a  plane  of  high  anisotropy,  and  all  of  the 
phenomena  described  previously  will  occur  in  this  plane.  It  is  unclear  at  this 

point  (at  least  to  the  present  authors)  how  this  statement  might  be  modified  by  a 
quasi -i sotropi c  laminate  such  as  a  [0,90,+45,-45]s  stacking  sequence.  It  seems 
likely,  based  upon  experimental  observation,  that  some  influence  of  the  anisotropy 
of  the  individual  lamina  will  influence  the  propagation  of  stress  waves  in  the  plane 
of  the  laminate,  and  even  in  this  case,  some  of  the  phenomena  caused  by  the 
anisotropy  of  the  material  will  be  evidenced. 

Finally,  it  must  be  clearly  understood  that  the  discussion  to  this  point  has 
dealt  with  homogeneous,  anisotropic  materials.  Composite  materials  may  be 
considered  as  such  a  material  only  as  a  very  rough  first  approximation,  although  it 
is  true  that  this  is  a  good  approximation  in  certain  wavelength  and  frequency 

regimes.  When  the  wavelengths  become  of  the  same  order  of  magnitude  as  laminae 

thicknesses,  fiber  diameters,  fiber  spacings,  or  other  physical  size 
characteristics,  then  the  material  must  be  treated  as  inhomogeneous.  A  significant 
literature  has  also  been  developed  for  such  discussions,  but  will  not  be  referred  to 
further  here. 

CHARACTERIZATION  OF  PHYSICAL  PROPERTIES  BY  ULTRASONICS 

The  characterization  of  the  physical  properties  of  composite  materials  by 
various  ultrasonic  techniques  has  received  a  great  deal  of  attention  in  the 

literature.  For  the  purposes  of  this  paper,  and  to  illustrate  potential  utilization 
of  some  of  the  information  presented  in  the  previous  section,  we  will  discuss  some 
of  those  works  which  have  directly  utilized  the  phenomena  of  wave  propagation  in 
anisotropic  materials  for  the  study  of  composites.  A  more  complete  study  would 
require  an  extensive  review  paper  and  hence  is  beyond  the  scope  of  what  we  would 
like  to  accomplish  here. 

Perhaps  one  of  the  most  basic  mechanical  properties  of.  composite  laminates 
which  has  been  studied  by  ultrasonics  is  the  elastic  constant  tensor.  Several 
authors  have  measured  elastic  moduli  by  measuring  wave  speeds,  but  perhaps  the  most 
complete  work  in  a  composite  laminate  is  that  done  by  Kriz  and  Stinchcomb 
(ref.  12).  Kriz  and  Stinchcomb  determined  the  complete  set  of  nine  elastic 
constants  for  a  araphite  epoxy  composite  by  constructing  a  25.4  x  25.4  x  150  mm 
block  of  unidirectional  material". "They  then  sliced  from  this  block  several 
specimens  with  orientations  appropriate  for  making  nine  independent  measurements  so 
that  all  nine  constants  correspondi ng  to  an  orthographic  material  were  determined. 
While  one  or  two  of  the  elastic  constants  were  somewhat  in  doubt  (because  the 
corresponding  calculation  required  taking  the  difference  of  two  numbers  which  were 
nearly  the  same,  and  hence  small  measurment  errors  were  multiplied),  the  results  of 
this  experimental  effort  were  in  line  with  predictions  made  by  the  rule  of  mixtures 
for  composites. 
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Kriz  has  suggested  that  the  deviation  of  the  energy  flux  vector  from  the 

direction  of  wave  propagation  can  be  used  to  determine  the  moisture  content  in 
polymer  matrix  composites  (ref.  13).  It  is  well  known  that  the  ingression  of  water 
into  the  matrix  of  a  composite,  even  in  relatively  small  amounts,  can  alter  the 
values  of  the  material  elastic  constants  by  a  few  percent.  Kriz  has  performed 
calculations  which  show  that  the  deviation  of  the  energy  flux  vector  from  the 

direction  of  wave  propagation  changes  by  measurable  amounts  when  the  elastic 
constants  change  by  the  small  amounts  caused  by  the  presence  of  moisture  (fig.  8). 
He  has  verified  this  by  making  experimental  measurements  on  graphite  epoxy  material 
before  and  after  exposure  to  moisture  in  the  environment.  His  results  indicate  that 
moisture  content  can  indeed  by  determined  in  a  laminate  if  before  and  after  angular 
deviation  measurements  are  made  on  the  same  specimen. 

CONCLUSIONS 

The  phenomena  associated  with  the  propagation  of  elastic  waves  in  anisotropic 
materials  are  many  and  varied,  as  we  have  tried  to  illustrate  here.  For  example, 

wave  modes  propagating  in  general  directions  relative  to  the  material  coordinate 

system  are  not  purely  longitudinal  nor  transverse.  Hence  the  generation  of 
ultrasonic  waves  by  common  piezoelectric  transducers  will  generate  multiple  modes  to 
some  extent.  The  received  signals  will  likely  be  a  combination  of  different  modes. 
When  using  two  transducers  to  send  and  receive  ultrasonic  waves,  deviation  of  the 
energy  flux  vector  may  reduce  the  apparent  value  of  the  received  signal  unless  the 
proper  orientation  of  the  two  transducers  with  respect  to  one  another  is  taken  into 
account.  And  application  of  reflection  from  plane  boundaries  for  the  purposes  of 
making  certain  measurements  may  lead  to  misinterpretation  of  results  unless  one  is 
aware  of  the  differences  in  multiple  mode  generation  and  critical  angle  phenomena 
between  isotropic  and  anisotropic  materials.  When  studies  or  characterizations  of 
composite  materials  by  ultrasonics  are  to  be  performed,  these  phenomena  must  be 
taken  into  consideration  so  that  proper  and  correct  application  and  interpretation 
of  the  measurements  can  be  made.  Finally,  attention  must  be  drawn  again  to  the  fact 
that  composite  materials  are  heterogeneous  by  definition.  The  results  discussed 
here  have  been  determined  for  homogeneous  materials  only.  While  the  assumption  of 
homogeneity  appears  to  be  valid  for  certain  wavelength  ranges  in  composites,  future 
work  must  continue  to  study  the  phenomena  of  wave  propagation  in  anisotropic, 
nonhomogeneous  materials. 
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Fig.  3.  Arrows  indicate  relative  directions  of  particle  displacements  with  respect 
to  direction  of  wave  propagation  (which  is  position  vector  from  origin  to  center 
of  double  arrows)  (after  Kriz  (ref.  7)). 
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Fig.  5.  Group  velocity  surface  for  graphite  epoxy  composite  (after  Kriz  (ref.  7)). 


NONSYMMETRY  DIRECTION 


Fig.  6.  Schematic  representati on  of  waves  in  an  anisotropic  material  with  energy 
flux  deviation  occurring  for  the  transverse  mode  (after  Green  (ref.  5)). 
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Fig.  7.  Reflection  of  a  plane  wave  at  a  stress  free  boundary  in  an  anisotrop 
material  using  ray  analysis  (after  Henneke  (ref.  8)). 
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Fig.  8.  Schematic  representation  of  changes  in  energy  flux  deviation  due  to 
moisture  in  a  composite  (after  Kriz  (ref.  14)). 


ANALYTICAL  ULTRASONICS  FOR  EVALUATION  OF  COMPOSITE  MATERIALS  RESPONSE 


PART  II:  GENERATION  AND  DETECTION 

John  C.  Duke,  Jr.,  and  Edmund  G.  Henneke  II 
Virginia  Polytechnic  Institute  and  State  University 
Blacksburg,  Virginia  24061 


To  evaluate  the  response  of  composite  materials,  it  is  imperative  that  the 
input  excitiation  as  well  as  the  observed  output  be  well  characterized.  This  char¬ 
acterization  ideally  should  be  in  terms  of  displacements  as  a  function  of  time  with 
high  spatial  resolution.  Additionally,  the  ability  to  prescribe  these  features  for 
the  excitation  is  highly  desirable.  This  paper  examines  various  methods  for 
generating  and  detecting  ultrasound  in  advanced  composite  materials.  Characteriza¬ 
tion  and  tailoring  of  input  excitation  is  considered  for  contact  and  noncontact, 
mechanical,  and  electromechanical  devices.  Type  of  response  as  well  as  temporal  and 
spatial  resolution  of  detection  methods  are  discussed  as  well.  Results  of  investi¬ 
gations  at  Virginia  Tech  in  application  of  these  techniques  to  characterizing  the 
response  of  advanced  composites  are  presented. 

INTRODUCTION 

Accurate  characterization  of  mechanical  performance  of  materials  is  crucial  for 
engineering  application.  Destructive  mechanical  testing  is  capable  of  establishing 
a  range  of  lower  limit  values  for  a  limited  number  of  states  of  stress.  Generally 
this  type  of  testing  seeks  to  establish  a  uniform  state  of  stress  and  to  monitor  the 
magnitude  of  load  causing  deformation  or  failure.  Such  testing  is  of  little  use  for 
characterizing  materials  which  are  inhomogeneous  by  design  or  for  materials  which 
are  created  in  a  structural  form.  Modern  tailored  fiber  reinforced  composite 
materials  fall  into  both  of  these  categories.  In  that  composites  are  being  used 
frequently  in  high  performance  applications,  appropriate  means  of  mechanical  charac¬ 
terization  are  a  vital  need. 

Traditionally,  in  the  engineering  arena,  ultrasonic  techniques  have  been  rele¬ 
gated  to  detecti  ng  ,fl aws  in  components.  In  recent  years,  proponents  of  their  use 
for  characterizing  material  properties  have  been  receiving  greater  attention. 
Rightly  so,  in  that  ultrasonic  techniques  possess  the  potential  for  local  examina¬ 
tion  as  well  as  incorporating  a  variety  of  parameters  that  are  sensitive  to  subtle 
changes  in  material  condition.  These  features  are  especially  attractive  for  charac¬ 
terization  of  composite  materials  which  may  be  composed  of  random  or  oriented  rein¬ 
forcement  with  varying  conditions  of  reinforcement,  matrix,  reinforcement  to  matrix 
bonding,  and  layer  to  layer  bonding. 
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This  paper  is  Part  II  of  a  pair  of  papers  examining  the  application  of  ultra¬ 
sound  for  characterizing  composite  materials.  Part  I  has  examined  from  a  theore¬ 
tical  perspective  the  restrictions  on  the  applications  as  well  as  provided  insight 
into  some  yet  unexplored  areas.  This  paper  examines  the  experimental  methods  of 
generating  ultrasound  in  materials  as  well  as  detecting  the  associated  resulting 
material  response.  A  brief  survey  of  existing  methodologies  is  presented  to  serve 
as  a  basis  for  discussion  with  no  attempt  being  made  to  fully  review  the  extensive 
work  in  any  of  these  areas.  The  primary  objective  here  is  to  look  to  the  future  as 
regards  new  or  improved  methods  of  analytical  ultrasonic  evaluation  of  composite 
materials.  In  particular,  the  issue  of  characterizing  materials  of  this , class, 
which  are  constructed  deliberately  to  be  inhomogeneous,  and  those  containing  damage, 
is  examined. 

EXPERIMENTAL  METHODS  OF  ULTRASOUND  GENERATION 

The  prevailing  philosophy  in  the  generation  of  ultrasound  has  been  to  develop  a 
generating  device  having  an  output  ultrasound  field  with  prescribed  characteristics, 
these  characteristics  being  a  smooth  --  either  plane  or  curved  --  wavefront;  a 
specified  amplitude,  frequency  spectrum,  and  duration.  The  subsequent  interaction 
of  the  ultrasound  field  with  the  material  was  inferred  from  theory  with  recognition 
that  problems  with  insertion,  such  as  scattering  and  reflection,  existed.  Recently 
these  difficulties  although  minimized,  have  still  been  seen  as  unacceptable.  As  a 
result,  methods  of  creating  ultrasonic  disturbances  within  the  material  of  interest, 
have  begun  to  be  explored.  Some  features  of  both  types  of  approaches  are  presented, 
with  attention  to  control  and  specification  of  the  disturbance  in  the  material  being 
characterized. 

METHODS  OF  EXTERNAL  ULTRASOUND  GENERATION 
Piezoelectric  Devices 

Piezoelectric  devices  are  used  more  frequently  than  any  other  for  generation  of 
ultrasound.  They  are  simple  in  construction,  rugged,  and  easy  to  use.  Of  these, 
piezoelectric  ceramic  materials  are  most  prevalent;  however,  quartz,  a  naturally 
occurring  piezoelectric  material,  does  offer  some  advantages.  These  include  good 
linearity  of  performance,  little  degradation  with  age,  and  pure  mode  generation, 
when  appropraitely  cut.  Quartz  is  less  active  than  its  ceramic  counterparts.  Con¬ 
sequently,  in  most  commercial  devices,  ceramics  are  used.  Recently,  the  development 
of  polymeric  piezoelectric  materials  has  provided  some  additional  flexibility  in 
structural  and  electronic  configuration  of  devices.  That  is  to  say,  that  the 
response  of  the  element  at  any  point  is  constrained  by  its  surroundings  and  the 
electrode  configuration.  Consequently,  the  element  responds  as  a  whole  to  imposed 
voltages  but  the  response  from  point  to  point  may  not  be  the  same.  The  sound  field 
generated  mimics  this  variation.  A  reduction  in  this  variation  can  be  achieved  by 
shaping  and  mechanically  coupling  the  element  and  by  careful  manufacturing  control; 
neither  problem  can  be  completely  eliminated.  Frequently,  the  variation  in  the 
sound  field  is  diminished  by  focusing  the  field  into  a  smaller  beam  for  application 
where  the  fine  structure  of  the  sound  field  is  of  little  importance. 

Through  the  use  of  electrode  configuration  or  element  arrays,  it  is  possible  to 
tailor  the  sound  field  (ref.  1).  Claus  and  Zerwekh,  in  reference  2,  for  example, 
have  used  a  single  piezoelectric  element  and  a  concentric  array  of  annular  elec¬ 
trodes  to  develop  a  two-dimensional  Gaussian  field  profile  (as  measured  in  water). 
Such  development  is  nearly  always  demonstrated  in  water  which  is  isotropic  and 
homogeneous. 
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Spark  Discharge  Methods 


Some  work  has  been  done  with  the  use  of  shock  waves  created  by  the  ionization 
of  gases  when  a  spark  arcs  a  gap  between  two  electrodes.  The  shock  wave  is  directed 
at  the  surface  of  the  material  of  interest.  Little  attempt  is  made  as  regards  modi¬ 
fying  the  shock,  as  the  primary  objective  of  such  methods  is  to  create  short  dura¬ 
tion  disturbances  which  may  be  reproduced. 

For  all  of  these  methods,  the  control  and  specification  of  the  disturbance 
introduced  in  the  material  being  examined  is  indirect.  It  is  directly  influenced  by 
the  surface  condition,  the  differences  in  mechanical  impedance  between  external 
media  and  that  of  the  material,  the  isotropy,  and  homogeneity  of  the  material.  Of 
special  significance,  however,  is  the  aspect  of  direction  of  propagation.  The 
direction  of  incident  wave  propagation  determines  in  large  measure  the  subsequent 
direction  of  propagation  in  the  material;  additional  wave  modes  that  may  not  be 
desired  will  accompany  non-normal  incidence. 

METHODS  OF  INTERNAL  ULTRASONIC  MECHANICAL  WAVE  GENERATION 

It  is  possible  to  avoid  the  problems  associated  with  creating  an  external 
ultrasound  field  and  coupling  it  into  a  material.  This  may  be  accomplished  by 
creating  a  mechanical  disturbance  within  the  material  directly.  Such  an  approach 
incorporates  the  advantages  of  avoiding  problems  related  to  coupling  media  and  the 
constraints  of  the  generating  device  mentioned  above.  OFten  these  advantages  are 
offset  by  the  fact  that  there  is  no  way  to  characterize  the  resulting  ultrasonic 
disturbance  parat  from  the  material  being  examined.  Under  ideal  conditions  it  may 
be  possible  to  experimentally  charactrerize  the  disturbance  caused  by  such  a 
method.  It  should  be  noted,  however,  that  the  use  of  a  characteri zed  source  does 
not  necessarily  mean  that  the  ultrasonic  disturbance  it  creates  is  characterized. 

Electromagnetic  Acoustic  Transducers  (EMAT) 

The  recognition  that  an  eddy  current  induced  in  a  conducting  material  would 
interact  with  an  external  magnetic  induction  to  cause  a  Lorentz  force  on  the 
particles  of  the  conductor  and  thus  an  elastic  disturbance  lead  to  the  development 
of  electromagnetic  acoustic  transducers.  Consequently,  it  is  possible  by  appro¬ 
priate  choice  of  orientation  of  the  electric  and  magnetic  fields  to  induce  a  variety 
of  different  wave  modes  in  conducting  materials  or  materials  on  which  a  conducting 
layer  has  been  deposited.  EMAT  induced  ultrasonic  disturbances  are  of  course  still 
influenced  by  the  isotropy  and  homogeneity  of  the  material,  but  now  this  includes 
both  mechanical  and  electromagnetic  considerations.  A  good  review  of  work  in  this 
area  has  been  made  by  Frost  (ref.  3). 

For  these  devices,  the  size  does  not  control  the  frequency  response;  however, 
the  electrical  coil  geometry  does  influence  the  overall  response  and  it  may  not  be 
varied  arbitrarily.  This  limits  somewhat  the  spatial  variations  that  may  be 
achieved  in  the  induced  ultrasound  field. 

Laser  Generation 

Rapid  localized  heating  of  the  surface  of  a  material  may  be  accomplished  using 
a  pulsed  laser.  The  associated  rapid  thermal  expansion  causes  a  mechanical  distur¬ 
bance  which,  upon  cooling,  is  reversed,  giving  rise  to  ultrasonic  waves  within  the 
material.  It  is  suggested  in  reference  4  that  since  the  surface  is  unconstrained  in 
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the  normal  direction,  that  the  main  resultant  thermoelastic  stresses  are  in~plane. 
The  area  of  the  beam  can  be  in  practice  quite  small,  on  the  order  of  millimeters, 
and  shaped  as  desired.  Factors  influencing  the  induced  disturbance  include  the 
energy  distribution  of  the  laser  beam,  the  isotropy  of  thermal  conductivity  and 
expansion,  and  homogeneity  of  the  material. 

In  composite  materials  the  thermal  properties  of  the  constituents  are  often 
different  and  the  material  is  inhomogeneous  on  the  scale  of  the  beam  diameter.  This 
would  certainly  influence  the  ultrasonic  waves  created. 

Impulsive  Methods 

A  number  of  other  methods  which  have  as  their  basis  mechanical  impulsive 
loading  of  the  material  surface  have  been  proposed  and  demonstrated. _  These  include 
the  use  of  a  helium  gas  jet  (ref.  5),  tapping  (or  other  forms  of  impact),  pencil 
lead  breaking  (ref.  6),  and  glass  capillary  breaking  (ref.  7).  The  advantage  of 
such  techniques  is  that  the  disturbances  they  cause  are  highly  localized  and  often 
broadband  in  frequency  content.  The  direction  of  propagation  as  well  as  the  mode 
and  frequency  content  are  not  controlled,  but  rather  are  determined  by  the  response 
of  the  material  to  the  impulsive  load.  It  is  imperative  in  the  use  of  such  methods 
that  the  impulsive  source  be  mechanically  characterized.  This  must  be  accomplished 
in  a  material  in  which  the  ultrasonic  wave  propagation  is  well  characterized,  which 
in  general  implies  a  homogeneous  and  isotropic  material.  The  application  of  such 
sources  to  anisotropic,  inhomogeneous  materials  is  particularly  useful  for  providing 
insight  to  efforts  for  modeling  the  wave  propagation  in  such  materials. 

EXPERIMENTAL  METHODS  OF  DETECTING  ULTRASOUND 

A  number  of  methods  have  been  developed  for  detecting  ultrasonic  mechanical 
waves  in  materials;  however,  not  all  of  these  methods  provide  information  in  a  form 
that  may  be  interpreted  in  terms  of  mechanical  response.  This  limitation  does  not 
preclude  effective  application  of  these  methods  for  imaging  imperfections  and  other 
situations  for  which  a  precise  description  of  particle  displacement  and  velocity  are 
not  needed. 


Piezoelectric  Devices 

Until  very  recently,  the  output  electrical  signal  of  piezoelectric  transducers, 
although  extremely  sensitive  to  ultrasonic  motion  in  materials,  could  not  be 
closely  related  to  the  motion  of  the  material.  Proctor,  building  on  the  work  of 
colleagues  at  the  National  Bureau  of  Standards,  developed  a  piezoelectric  device 
which,  because  of  its  configuration,  provides  an  electrical  output  that  may  be  shown 
to  be  related  closely  to  the  out-of-plane  displacement  of  the  material  caused  by  the 

o 

ultrasonic  distrubance.  Its  sensing  area  is  on  the  order  of  2  mrrr  and  is  coupled  to 
the  surface  of  the  material;  more  recently,  development  of  a  similar  device  for 
detecting  in-plane  displacements  is  underway.  These  devices  are  somewhat  massive, 
making  them  difficult  to  utilize  in  many  configurations,  causing  loading  of  the 
surface  and  thereby  influencing  the  response  of  the  material.  They  also  suffer  from 
all  of  the  normal  problems  associated  with  coupling.  Nevertheless,  in  application 
to  the  study  of  wave  propagation  in  composites,  they  are  capable  of  providing  output 
information  which,  in  conjunction  with  a  well  characterized  input  disturbance, 
provides  the  experimental  data  necessary  to  verify  theoretical  models  of  such 
behavior. 
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A  special  application  of  piezoelectric  devices  worth  mentioning  is  that  of  the 
acoustic  microscope  (ref.  8).  The  construction  of  such  a  system  is  an  enormous 
challenge,  but  the  capabilities  are  powerful.  It  is  possible  with  such  systems  to 
work  at  gigahertz  frequencies  which  correspond  to  wavelengths  of  sound  comparable  to 
that  of  light.  With  appropriate  design  of  the  transmitter  and  receiver,  extremely 
fine  spatial  resolution  is  possible.  Application  to  composite  materials  has  shown 
that  images  of  mechanical  reflectivity  or  transmissivity  are  possible  (fig.  1);  com¬ 
parative  quantitative  evaluation  is  also  possible. 

Capacitance  Displacement  Measurement 

A  relatively  simple  application  of  the  concept  of  a  parallel  plate  capacitor 
may  be  used  to  detect  out-of-plane  displacements  of  a  material  caused  by  an  ultra¬ 
sonic  disturbance.  Such  a  device  has  been  used  to  study  wave  propagation  in  compo¬ 
site  plates;  the  details  of  this  work  are  described  in  a  later  section.  Such 
devices,  although  electrically  capable  of  wide  band  response,  are  practically 
limited  by  their  size  at  lower  frequency  if  their  gap  is  maintained  by  support  on 
the  material  being  examined.  If  support  is  independent  of  the  material,  the  dynamic 
range  of  detectable  displacements  is  limited  since  ideally  for  optimal  sensitivity 
the  separation  of  the  "plates"  should  be  similar  to  the  size  of  the  displacements. 
The  size  of  such  devices  may  be  reduced,  but  the  biasing  potential  must  be  increased 
to  maintain  sensitivity;  the  breakdown  potential  for  arcing  across  the  gap  thus  pro¬ 
vides  a  limit.  Such  devices  are  insensitive  to  in-plane  displacements. 

Optical  Methods 

A  number  of  interferometric  methods  have  been  developed  with  good  success, 
although  primarily  development  has  been  limited  to  the  situation  of  out-of-plane 
displacement.  A  typical  configuration  finds  the  material  acting  as  the  mirror  of 
one  or,  at  times,  both  legs  of  a  Michelsen  Interferometer.  Displacement  of  the 
surface  causes  interference  to  occur  which  may  be  determined  precisely  in  terms  of 
the  wavelength  of  the  laser  light  used.  Such  methods  are  normally  sensitive  to 
vibration  of  the  material  that  may  not  be  associated  with  the  ultrasonic  disturbance 

of  interest.  The  area  of  examination  is  generally  1  to  2  mm^. 

A  method  of  imaging  the  distortion  of  a  reflecting  surface  caused  by  a  conti¬ 
nuous  ultrasonic  beam  having  passed  through  the  material  of  interest  has  been  deve¬ 
loped  and  marketed  by  SonoScan,  Inc.  (ref.  9).  The  primary  application  is  for 
detection  of  poor  transmission  of  ultrasound  within  the  material.  Quantitative  com¬ 
parative  interpretation  of  the  wave  propagation  of  the  material  from  this  method  is 
possible.  It  is  similar  to  the  method  of  acoustical  holography  which  in  principal 
is  similar  to  optical  holography;  this  method  also  finds  its  principal  applications 
to  imaging  of  regions  of  imperfect  ultrasound  transmission. 

Recently,  Wagner  (ref.  10)  has  utilized  a  pulsed  laser  holographic  method  for 
providing  full  field  out-of-plane  displacement  images  of  a  propagating  ultrasonic 
disturbance  caused  by  an  explosive  impulse,  and  by  laser  generation  as  well.  Such  a 
procedure  is  extremely  beneficial  for  providing  insight  into  the  modeling  of  the 
material  behavior  in  inhomogeneous  anisotropic  materials. 

In  general,  full  field  visualization  methods  sacrifice  temporal  resolution 
because  of  the  response  of  the  recording  media;  however,  technological  advances  are 
remedying  this  situation. 
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X-ray  Measurement 


Some  work  has  been  done  with  measuring  ultrasonic  amplitudes  in  small  volumes 
of  material  by  using  X-ray  measurements  (ref.  11).  In  principle,  this  method  relies 
on  the  fact  that  the  ultrasonic  wave  decreases  the  diffracted  X-ray  beam 
intensity.  For  composites  composed  of  crystalline  constituents,  this  method  would 
appear  to  have  potential. 


DATA  ANALYSIS 

Ideally,  the  decision  regarding  the  method  of  generation  and  detection  of  the 
ultrasound  disturbance  should  be  made  with  a  mind  toward  the  intended  physical 
interpretation  of  the  results.  Certainly  there  is  no  possibility  of  explaining 
directly  a  quantitative  observation,  in  terms  of  material  performance,  if  the  cause 
is  unknown.  An  indirect  explanation  may,  however,  be  possible  in  specific  situa¬ 
tions.  Although  it  is  desirable  to  be  able  to  prescribe  the  full  displacement  and 
velocity,  at  every  point  as  a  function  of  time  arbitrarily,  it  is  not  presently  pos¬ 
sible.  If  one  desires  to  evaluate  the  performance  of  the  material  without  regard  to 
a  certain  scale  of  inhomogeneity,  it  is  presently  possible.  Velocity  measurement 
for  determining  material  constants  is  such  a  situation.  The  fact  that  the  property 
determined  may  not  be  constant  along  the  path,  or  across  the  beam  of  the  ultrasonic 
wave,  is  generally  not  a  concern  unless  the  difference  is  severe.  In  such 
instances,  a  reflection  due  to  an  impedance  discontinuity  is  often  observed;  gross 
changes  could  occur  however  without  discontinuity.  In  such  a  fashion,  considerable 
information  may  be  determined  experimentally  through  the  use  of  a  constant  but 
uncharacterized  source,  if  the  homogeneity  and  isotropy  of  the  material  are  known. 

This  approach  may  be  extended  and  applied  to  advantage  in  characterizing  the 
condition  of  composite  materials  in  conjunction  with  other  nondestructive  and 
destructive  methods.  It,  however,  requires  considerable  effort  as  regards  deter¬ 
mining  how  the  observed  behavior  is  modified  by  various  independently  determined 
material  conditions.  Extension  to  other  similar  materials  is  of  higher  probability, 
the  more  similar  the  material.  This  type  of  approach,  sometimes  called  adaptive 
learning,  is  not  ultimately  a  substitute  for  an  understanding  of  the  actual 
materials  response,  and  should  only  be  used  as  a  stepping  stone  to  a  more  complete 

understanding.  (From  an  engineering  point  of  view,  the  advent  of  high  speed 

computers  makes  this  approach  attractive  for  routine  problems.) 

If  the  assumption  of  a  constant  source  is  reasonable,  considerable  artificial 
data  interpretation  is  possible  in  certain  special  cases.  Such  is  the  case  with 
ultrasonic  tomography  and  other  methods  of  spatial  data  averaging. 

The  method  of  data  analysis  proposed  by  the  National  Bureau  of  Standards,  which 
serves  in  part  as  the  basis  for  their  method  of  transducer  calibration,  is  that  of 
deconvolution  (ref.  12).  The  approach  supposes  that  the  material,  and  its  struc¬ 
tural  configuration,  act  as  a  linear  invariant  system.  Then,  using  a  well- 

characteri zed  point  source  to  create  a  white  noise  ultrasonic  disturbance,  which 
ultimately  is  detected  at  a  point  by  a  quantifiable  detector,  the  influence  of  the 
materi al /structure  can  be  quantified.  This  quantification  is  in  the  form  of  a 

Green's  function  which  mathematically  describes  the  material  condition  in  some 
average  way;  it  is  not  unique  as  regards  the  material  condition.  The  technique  is 
useful  in  certain  limited  situations  for  character!' zi ng  the  source.  This  characte¬ 
rization  is  limited  by  the  information  obtained  by  the  detector,  i.e.,  if  the 
detector  measures  only  out-of -plane  displacement,  then  the  characterization  of  the 
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source  as  regards  in-plane  displacements  is  not  possible.  Additionally,  the  process 
of  calculating  the  Green's  function  is  not  trivial;  however,  recently  Eitzen,  et 
al.,  in  reference  13,  have  suggested  that  by  modifying  the  input  source  from  the 
Dirac-delta  function  associated  with  a  step  force  unloading  at  a  point  to  an  inverse 
Gaussian  waveform,  the  calculation  could  be  simplified. 

Work  employing  finite  difference  methods  or  finite  elements  is  underway; 
however,  it  is  questionable  as  to  whether,  at  this  time,  it  is  possible  to  properly 
pose  this  problem  for  analysis  by  these  methods.  It  is  certain  that  careful  experi¬ 
mental  investigation  of  this  problem  is  needed  to  aid  in  these  modeling  processes. 

EXPERIMENTAL  INVESTIGATION  OF  WAVE  PROPAGATION  IN  COMPOSITE  MATERIALS 

Composite  materials  are  anisotropic  and  inhomogeneous.  The  inhomogeneity 
occurs  on  at  least  three  scales: 

i.  on  the  scale  of  the  fiber, 

ii.  on  the  scale  of  the  laminae, 

111.  on  the  scale  of  the  laminate  fiber  orientation  established  by  design. 

Although  during  the  fabrication  of  composite  material  structures  manufacturing  flaws 

occur,  routine  application  of  inspection  methods  is  often  sufficient  for  locating 
and  sizing  large  flaws.  On  the  other  hand,  during  the  fabrication,  the  material 
itself  is  created  and  its  condition  is  often  of  concern.  In  general,  the  concern  is 
with  regard  to  the  quality  of  the  mechanical  properties  and  their  uniformity,  where 
often  the  causes  of  poor  properties  are  related  to  subtle  variations  in  the  material 
that  are  not  detected  by  conventional  flaw  detection  methods.  Even  if  they  were 
detected,  the  need  is  to  characterize  the  performance,  not  to  place  the  blame. 
Ultrasonic  methods  of  determining  materials  constants  are  available.  Unless  the 
condition  of  concern  is  uniformly  distributed,  the  "properties"  measured  reflect  an 
integrated  response  that  may,  in  fact,  not  represent  any  place  in  the  material  pre¬ 
cisely.  Furthermore,  since  the  damage  in  fiber  reinforced  composite  materials 
begins  to  occur  at  relatively  low  loads  and  is  globally  distributed,  the  interpre¬ 
tation  of  velocity  measurements  must  be  carefully  undertaken.  Quite  often  the  pro¬ 
perties  of  the  composite  formed  may  suffer  substantial  change.  It  might  be 
contended  that  such  changes  are  not  changes  in  material  but  rather  changes  in  struc¬ 
ture.  It  is,  however,  this  structure  which  synergizes  the  properties  of  the  consti¬ 
tuents  into  a  unique  material.  The  task  of  characterization  therefore  incorporates 
both  material  and  structural  features. 

In  1979,  Vary  and  Bowles  (ref.  14)  suggested  a  method  which  interrogated  both 
the  material  and  structural  properties  of  the  composite  materials  examined.  This 
acousto-ultrasonic  method  employed  an  ultrasonic  transmitting  transducer  and  an 
acoustic  emission  type  receiving  transducer,  both  coupled  to  the  same  side  of  the 
material.  This  pitch-catch  arrangement  in  the  limit  of  zero  transducer  separation 
is  the  conventional  pulse  echo  technique.  Vary  and  co-workers  subsequently  have 
shown  correlation  of  sound  transmission  measured  in  this  way  with  tensile 
strength.  In  addition,  regions  of  poor  ultrasonic  stress  wave  transmission,  as 
measured  in  this  way,  were  found  to  be  at  the  location  of  final  failure  in  uniaxial 
tension  test  coupons.  Henneke  et  al.  (ref.  15)  have  continued  to  explore  the  use, 
and  develop  the  understanding  of  the  method  for  characterizing  composite  materials. 

As  has  been  suggested  above,  in  order  to  quantitatively  describe  the  nature  of 
wave  propagation  in  composite  materials  resulting  from  a  mechanical  disturbance,  it 
is  imperative  that  the  source  of  the  disturbance  be  known.  Further,  in  order  to 
validate  the  prediction  of  any  theory  regarding  the  wave  propagation  resulting  from 


159 


a  known  disturbance,  it  is  necessary  to  employ  a  detector  which  can  be  quantita¬ 
tively  interpreted  in  terms  of  mechanical  response.  As  part  of  an  overall  effort  to 
model  the  mechanical  behavior  of  composite  materials  with  and  without  mechanically 
induced  damage.  Rebel lo  and  Duke  have  utilized  a  point  load  with  step  function  time 
dependence  as  a  source  (pencil  lead  break)  and  an  out-of -plane  displacement  sensor 
(capacitive  transducer)  to  study  the  behavior  of  laminated  composite  plates 
(ref.  16). 

Plates  of  aluminum  and  graphite  epoxy  composite  were  examined  with  various 
boundary  conditions.  Figure  2  displays  the  experimental  arrangement  employed  to 
study  the  response.  Figure  3  is  the  spectrum  observed  for  an  aluminum  plate  simply 
supported  on  all  four  edges  when  subjected  to  a  pencil  lead  break  in  the  center  of 
the  plate.  Table  1  shows  the  comparison  between  the  frequencies  predicted  by  an 
exact  solution  and  a  finite  element  solution.  Figure  4  is  the  spectrum  observed  for 
a  graphite  epoxy  plate  simply  supported  on  all  four  edges  when. subjected  to  a  pencil 
lead  break  in  the  center  of  the  plate.  Table  2  is  the  comparison  between  the  exact 
and  finite  element  solution  for  this  case. 

In  both  cases,  despite  the  broadband  content  of  the  source,  resonances  of  the 
plate  were  observed.  The  conclusion  drawn  was  that  if  the  response  is  observed  for 
a  period  of  time  much  longer  than  the  source  event  duration,  or  the  distance  from 
the  source  is  such  that  interaction  of  the  disturbance  with  the  structure  will 
occur,  the  spectral  content  of  the  observed  response  will  be  dominated  by  induced 
structural  resonances;  changes  in  structural  resonances  caused  by  damage  might  be 
observed.  Further  characterization  of  the  source  is  possible  only  if  the  distur¬ 
bance  propagates  directly  to  the  detector  and  the  period  of  observation,  is  short 
enough  to  ignore  portions  of  the  disturbance  propagating  from  other  directions. 
Generally  this  is  extremely  difficult  to  achieve,  however,  material,  rather  than 
source,  characterization  is  the  objective. 

Since  the  capacitive  transducer  is  capable  of  detecting  only  out-of-plane  dis¬ 
placement,  development  of  optical  methods  for  detecting  dynamic  in-plane  and  out-of¬ 
plane  displacements  are  being  developed.  The  primary  effort  is  being  directed  at 
the  in-plane  measurements,  with  the  method  for  out-of-plane  measurement  being 
adapted  from  other  workers.  The  long  range  objective  is  to  be  able  to  introduce  a 
known  disturbance,  predict  the  response  at  various  positions  in  the  structure, 
observe  the  actual  response,  and  explain  any  difference  from  prediction  in  terms  of 
the  damaged  material  condition.  Ideally  this  description  would  facilitate  directly 
or  indirectly  the  assessment  of  stiffness  and  strength  or  life. 

In  parallel  with  efforts  to  quantitatively  measure  displacements  are  efforts. to 
study  the  influence  of  damage  on  the  wave  propagation  in  composites.  This  activity 
is  utilizing  the  approach  discussed  above  involving  a  constant  but  uncharacterized 
source.  In  particular,  a  conventional  ultrasonic  transducer  is  used  to  generate  a 
disturbance  in  the  material.  At  a  fixed  distance  away  on  the  same  side  of  the 
material,  another  similar  transducer  is  used  to  observe  the  disturbance,  (ref.  17). 
The  material  is  at  the  same  time  subjected  to  mechanical  loading  which  induces 
damage;  independent  means  are  employed  to  characterize  the  damage,  including  stiff¬ 
ness  monitoring  and  penetrant-enhanced  radiography.  Figure  5  shows  the  spectrum  of 
the  observed  disturbance  at  various  stages  of  deformation.  Of  particular  signifi¬ 
cance  are  the  changes  in  the  spectrum  which  appear  to  be  related,  to  the  occurrence 
of  particular  damage  mechanisms.  This  apparent  frequency  sensitivity  raises  the 
possibility  of  differentiating  modes  of  damage  by  the  observed  spectral  response. 
At  the  same  time  it  appears  to  be  advantageous  to  be  able  to  influence  the  frequency 
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content  of  the  source  in  order  to  increase  the  range  of  damage  development  which  may 
be  monitored  and  to  make  possible  the  detection  of  damage  that  might  interact  with 
frequencies  not  already  present. 

By  quantifying  the  observed  response  in  a  way  related  to  the  root  mean  squared 
energy,  a  correlation  with  stiffness  degradation  resulting  during  cyclic  loading  has 
been  observed.  This  measure  appears  more  sensitive  than  that  of  stiffness  (fig.  6) 
but  the  reason  is  as  yet  unexplained. 

Recently,  experiments  have  been  performed,  replacing  the  receiving  transducer 
with  a  Proctor  out-of -plane  displacement  sensor  (ref.  18).  Figure  7  shows  the  spec¬ 
trum  of  the  observed  disturbance  caused  by  the  same  transmitting  transducer  used  for 
the  observations  of  Fig.  5.  An  extremely  high  resolution  FFT  has  been  performed;  an 
explanation  in  terms  of  channeled  plate  waves  (Lamb  waves)  is  being  sought. 

FUTURE  DIRECTIONS 

Ultrasonic  techniques,  in  that  they  are  physically  based  on  mechanical  distur¬ 
bances,  possess  the  greatest  potential  for  determining  mechanical  behavior  of 
advanced  materials.  Consequently,  in  the  future,  efforts  to  understand  the  wave 
propagation  in  composites  must  be  continued,  as  ultrasonic  methods  possess  the 
potential  for  characterizing  the  mechanical  behavior  of  these  increasingly  important 
engineering  materials.  Special  emphasis  must  be  given  to  characterizing  the 
undamaged  behavior  of  inhomogeneous  materials,  since  conventional  testing  methods 
are  inadequate.  The  ability  to  characterize,  not  simply  identify,  damage  in  compo¬ 
sites  must  be  a  top  priority,  especially  since  there  materials  are  very  damage 
tolerant  and  may  still  perform  satisfactorily  even  though  severely  damaged.  At 
present  the  use  of  broadband  ultrasonic  disturbances  appear  to  be  most  promising, 
but  the  need  to  measure  quantitatively  the  displacement  fields  caused  by  such  dis¬ 
turbances  must  be  given  priority.  In  addition,  attention  must  be  given  to  the  means 
of  creating  such  disturbance  since  the  composites  are  inhomogeneous  on  a  scale  com¬ 
parable  to  the  area  of  the  disturbance.  A  possible  alternative  to  the  broadband 
type  of  pulse  disturbance  which  might  lend  itself  to  material  characterizati on  is  to 
utilize  a  wide  beam  single  frequency  sound  field,  as  is  the  procedure  with  the 
"acoustic  microscope"  of  Sonoscan,  but  analyze  the  disturbance  subsequent  to  addi¬ 
tional  interaction  with  the  structure. 

It  should  be  anticipated  that  improvement  of  ultrasonic  equipment  and  computer 
algorighms  for  data  analysis  will,  in  the  future,  lead  to  a  greatly  increased  capa¬ 
bility  to  image  damage  or  regions  of  material  property  imperfection.  However,  for 
materials  with  complex  or  extensive  damage,  an  image  may  afford  little  assistance  in 
ultimately  describing  the  anticipated  performance  of  the  material. 
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TABLE  1 


*11 

f 12  »f21 
f22 

f 13  »*31 
f23  »f32 


Finite 

Element 

Hz 

Exact 

Hz 

Percentage 
Change  in 
Frequencies 

Experimental 
Observation 
( Source-Sensor ) 

0.2206 

0.2170 

1.6 

(C,C),  (A,C) ,  (B,C),  (A, A),  (B,B) 

0.5773 

0.5425 

6.0 

(A,C),  (B,C),  (A, A) ,  (B,B) 

0.9284 

0.8679 

6.5 

(A, A),  (B,B) 

1.2736 

1.0849 

14.8 

(C,C) ,  (A,C) ,  (B,C) 

1.6140 

1.4104 

12.6 

(A, A) ,  (B,B) 

TABLE  2 

Graphite-Epoxy  Frequencies,  SSSS 


Finite 

Element 

Hz 


Exact 

Hz 


Percentage 
Change  in 
Frequencies 


*11 

64.3 

61.7 

*12 

99.1 

93.6 

*13 

197.4 

167.8 

*21 

256.8 

239.2 

*22 

271.3 

252.0 

*41 

326.1 

281.7 

*23 

389.2 

292.2 

*24 

473.9 

374.3 

*31 

629.7 

535.4 

*33 

637.9 

567.0 

Experimental 
Observation 
( Source-Sensor) 


(C,C),  (A,C) ,  (B,C) 

(C,C),  (A,C) ,  (B,C) ,  (A, A),  (B,B) 


(A, A) ,  (B,B) 

(C,C),  (A,C) ,  (B,C),  (A, A) ,  (B,B) 
(C,C),  (A,C),  (A,A) ,  (B,B) 

(C,C) ,  (A,C) ,  (B,C) 
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igure  2  Experimental  arrangement  used  to  study  the  response 

of  plates  to  point  load  with  step  function  time  dependence. 


POWER( ARBITRARY  UNITS) 


FREQUENCY,  kHz 


Figure  3  Frequency  spectrum  for  an  aluminum  plate  simply  supported  on  all 

four  edges  when  subjected  to  pencil  lead  break  in  the  center  of  the 
plate. 


Figure  4  Frequency  spectrum  for  a  graphite  epoxyplate  simply  supported  on 
all  four  edges  when  subjected  to  a  pencil  lead  break  in  the  center 
of  the  plate. 
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AMPLITUDE  (arbitrary  units) 


Figure  6  Change  of  normalized  stiffness  E/Eq  and  the  root  of  the  normalized 
first  spectral  moment  M/MQ  versus  cycles  of  loading. 
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Figure  7  Output  signal  from  a 
"Proctor"  transducer  used  as  a 
receiver  in  the  acousto- 
ultrasonic  measurement  procedure. 
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INFERENCE  OF  STRESS  AND  TEXTURE  FROM  ANGULAR  DEPENDENCE  OF 


ULTRASONIC  PLATE  MODE  VELOCITIES 

R.B.  Thompson,  J.F.  Smith,  and  S.S.  Lee 
Iowa  State  University 
Ames,  Iowa  50011 


The  theory  for  the  angular  dependence  of  the  ultrasonic  wave  velocity  in  a 
symmetry  plane  of  an  orthorhombic,  stressed  material  is  presented.  The  two  waves 
having  polarizations  in  this  plane  are  shown  to  have  velocities  which  can  be  esti¬ 
mated  from  measurements  of  the  SHq  and  S0  guided  modes  of  a  thin  plate:  the 
relationship  being  exact  for  the  SHq  mode  and  requiring  a  10%  correction  for  the 
S0  mode  at  long  wavelength.  It  is  then  shown  how  stress  and  texture  can  be  inde¬ 
pendently  inferred  from  various  features  of  the  angular  dependence  of  these  two 
velocities.  From  the  SHq  data,  the  ability  to  determine  the  directions  and  differ¬ 
ences  in  magnitudes  of  principal  stresses  is  described  and  supported  by  experimental 
data  on  several  materials.  From  a  combination  of  the  SHq  and  S0  data,  a  procedure  is 
proposed  for  determining  the  coefficients  W^qq,  W^q,  and  W^g  of  an  expansion  of  the 
crystallite  orientation  distribution  function  in  terms  of  generalized  Legendre 
functions.  Possible  applications  in  process  control  are  indicated. 


INTRODUCTION 


Successful  process  control  requires  the  nondestructive  characterization  of  a 
number  of  structural  properties.  Included  are  hardness,  grain  size,  ductility, 
strength,  preferred  orientation,  and  stress.  This  paper  discusses  techniques  whereby 
significant  information  related  to  the  latter  two  quantities  in  rolled  plate  can  be 
inferred  from  the  angular  dependence  of  the  velocity  of  ultrasonic  waves  propagating 
in  the  plane  of  the  plate. 


THEORY  OF  THE  ANGULAR  DEPENDENCE  OF  ULTRASONIC  VELOCITY 


Consider  a  rolled  plate  and  a  coordinate  system  in  which  the  1,  2,  and  3  axes 
coincide,  respectively,  with  the  rolling  direction,  the  transverse  direction,  and  the 
thickness  direction,  as  shown  in  figure  1.  Assume  that  the  material  can  be  repre¬ 
sented  as  an  elastic  continuum  with  orthorhombic  symmetry,  and  imagine  that  a  biaxial 
stress  is  present  in  the  plane  of  the  plate  with  principal  values  aa  and  and 

orientation  angle  as  shown  in  figure  2.  The  velocity  of  ultrasonic  waves  propa- 


*This  work  was  performed  for  the  U.S.  Department  of  Energy,  Office  of  Basic 
Energy  Sciences,  Division  of  Materials  Sciences,  under  contract  No.  W-7405-Eng-82. 
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2(TD) 


Fig.  2.  Orientation  of  stress  and  wave  propagation  direction. 


gating  in  the  plane  of  the  plate,  i.e.  guided  modes  of  the  plate,  must  be  obtained  by 
solving  the  nonlinear,  anisotropic  equations  of  dynamic  elasticity  subject  to  the 
stress  free  boundary  conditions  on  the  two  surfaces  of  the  plate.  The  formidable  job 
can  be  simplified  by  first  neglecting  the  plate  surfaces  and  treating  plane  wave 
propagation  in  an  unbounded  medium.  Using  an  analysis,  the  solutions  for  the  longi¬ 
tudinal  and  transverse  modes,  to  second  order  in  the  elastic  anisotropy,  are  found  to 
be  of  the  form 


pVT  2  =  CT  +  T  +  £  CT  cos26  -  4  C  (1-cos  40)  - 


S2  Ct2 

- — — — —  [(1-cos  40)2 

4  (CL-CT) 


-  2(l-cos  40)]  -f- 


32  (CL-CT) 


[l-cos  40] 


C  —  — 

+ - _  L_—  [(1-cos  40)  (cos  20)  ]  +  (C16  +  C26)  sin  20 

4  (CL-CT) 


+  i  <C16  -  C26>  sin  40 
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(2) 


PVT2 


— .  q2  Q  2 

+  T+'|cx  (1-C08  4  0)  + - _T  [(1-cos  4  0)  2  -  2  (1-cos  4  0)] 

4  (CL-CT) 


T 
a2 

32  (C^-Cj) 


Ct  2  p  _  Ot0  Ct  Crp 

■—-= —  [l-cos  4  0] - _ —  (1-cos  4  0)  (cos  2  0) 

"  °  '  L  4  (CL-CT) 


-  I  (C  -  r 


C,,)  sin  4  0 


7  vv16  "  u26 

Here  p  is  density,  Vl  x  is  the  wave  velocity  of  longitudinal  and 
tran£vers£  wave£,  0  i£  the’an^le  o£  propagation  with  respect_to  the  Indirection, 

^66*  "*■  ^22^^*  a  **  (®11  ”  ^22^/^L  ®  =  [(^t  ”  ^j2)/2  “  Cj]/C>j>»  The 

latter  two  parameters  are  measures  of  longitudinal  and  shear  wave  velocity 

anisotropies,  respectively.  In  addition, 

T  -  (oa  +  flj,)/2  +  [(oa  -  op/2  ]  cos  2  (ft  -  0) 


(3) 


where  oa  and  cr^  are  the  principal  stresses  with  the  former  acting  along  an  axis 
inclined  at  an  angle  ft  with  respect  to  the  1-direction.  In  the  absence  of  stress, 
the  C^.  are  equal  to  the  anisotropic  elastic  stiffnesses  of  the  orthorhombic  con¬ 
tinuum,  for  which  C^g  ■  cf26  “  °*  Hence  there  are  nine  independent  values  (ref.  1). 
When  stress  is  present,  there  will  be  small_shifts  in  the  values  of  these  nine 
constants  (ref.  2).  If  ft  *  0  the  constant  C16  and  C26  will  no  longer  vanish  due  to 
the  lowering  of  the  effective  symmetry  of  the  problem  from  orthorhombic  to 
triclinic. 

The  solution  Vl  corresponds  to  a  quasi-longitudinal  wave  which  is  polarized  in 
the  1-2  plane,  while  the  solution  Vj  corresponds  to  a  quasi-transverse  wave  polar¬ 
ized  in  the  same  plane.  A  third  solution,  polarized  along  the  3-direction,  also 
exists  which  will  not  be  discussed  here. 

The  relationship  of  these  plane  wave  solutions  for  an  unbounded  medium  will  next 
be  related  to  wave  propagation  in  a  plate.  Consider  first  the  shear  wave  solution 
given  by  equation  (2).  Examination  of  the  full  solution  shows  that  all  stress  com¬ 
ponents  vanish  on  planes  Z  ■  constant.  Hence  the  plane  wave  results  are  also  exact 
solutions  in  the  plate  geometry.  Since  they  are  uninfluenced  by  the  position  of  the 
plate  faces,  they  are  non-dispersive.  This  solution  is  known  as  the  SHq  mode  of 
the  plate  (ref.  3). 

The  plane  waves  whose  velocities  are  given  by  equation  (1)  are  not  exact 
solutions  in  the  plate  geometry  since  the  dynamic  stress  component  cr33  does  not 
vanish  for  these  solutions.  However,  a  simple  approximation  exists  when  the 
frequency  is  sufficiently  low  that  the  wavelength  is  large  with  respect  to  the  plate 

thickness.  In  isotropic,  linear  elasticity,  the  fundamental,  symmetric  Lamb  mode 

1/2 

ref.  3),  SQ,  is  known  to  propagate  with  a  velocity  of  Vg  =  VL  [l-(j^)2]  in  the 
low  frequency  limit.  Here  VL  is  the  plane  wave  longitu§inal°velocity  and  v  is 
Poisson’s  ratio.  For  a  Poisson’s  ratio  of  0.3,  Vo  /VT  *»  0.90. 


In  an  orthorhombic  material,  this  relationship  generalizes  to 


VS„  ■  \O-c132/Cii033)1 


/2 


(4) 
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for  propagation  along  the  "i"  symmetry  axis.  Thus  the  correction  relating  the  plate 
to  plane  wave  velocities  will  depend  on  direction.  The  correction  is  the  order  of 
10%  as  noted  above,  and  it  depends  on  elastic  constants  which  only  vary  by  a  few 
percent  in  modestly  textured  materials.  Hence,  in  many  cases,  the  angular  dependence 
of  the  correction  may  be  negligible  and  its  isotropic  value  can  be  used.  This  point 
will  be  discussed  further  in  the  second  section  following. 

As  an  experimental  test  of  equation  (2),  consider  the  plot  of  AV/V  versus  for  0 
for  6061  A1  in  figure  3  (ref.  4).  In  the  upper  plot,  o&  =  =  0  and  the  data  are 

fitted  well  by  the  first  and  third  term  on  the  right  hand  side  of  equation  (2).  When 
a  to  and  ft  =  0,  the  results  shown  in  the  lower  plot  were  obtained.  Here  the  theory 
includes  the  first  three  terms.  Gp  was  shif ted_slightly  to  fit  the  zero  degree  data, 
a  was  determined  from  load  cell  readings,  and  0  was  held  equal  to  the  unstressed 
value.  Although  some  minor  differences  between  theory  and  experiment  are  observed, 
the  agreement  is  believed  to  be  quite  good.  This  is  consistent  with  the  theoretical 
expectation  that  the  remaining  omitted  terms  vary  as  a  higher  order  in  the  aniso¬ 
tropy. 


Fig.  3.  Comparison  of  predicted  and  applied  stress  in  6061-T6  aluminum  when 
stress  is  not  parallel  to  material  symmetry  axes.  Experimental  configuration  is 
shown  in  the  inset  and  the  method  of  comparison  is  described  in  the  text. 
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DETERMINATION  OF  STRESS 


Stress  may  be  determined  from  measurements  of  the  shear  wave  velocity  as  pre¬ 
dicted  by  equation  (2).  As  the  results  are  discussed  in  detail  elsewhere  (refs. 

4-8),  only  a  brief  summary  will  be  given.  Consider  first  the  expression  for  T  in 
equation  (3).  Note  that  no  material  constants  influence  the  dependence  of  T  on  aa 
and  o^.  Thus,  if  the  contributions  of  the  terms  following  T  in  equation  (2)  could  be 
suppressed,  the  difference  in  principle  stresses,  could  be  determined  from 

measurements  of  the  angular  dependence  of  Vf.  This  can  be  accomplished  by  noting 
that  all  but  one  of  those  terms  has  four-fold  symmetry.  Thus,  if  one  measures  V^( 9) 
and  V.p(  0  +  90°)  and  takes  the  difference  in  pV 2,  it  follows  that 

[V  (0)  -  V  (9+  90°)]/V  =  (-4—)  [(VCTh>  cos  2  ^9) 

1  1  1  2  oV  2 

PT  (5) 

alee 

- — - — —  (cos  2  0-cos  6  0)]. 

MCL  -  cT) 

where  _A  [V(  0)  +  V^,(  0  +  90°)]/2.  For  small  anisotropies,  one  can  approximate  pV^2 
by  C.ji  for  further  simplification. 

The  final  term  in  equation  (5)  is  second  order  in  the  elastic  anisotropy.  In 
cases  in  which  it  is  negligible,  the  principal  stress  difference  may  be  deduced  by 
varying  0  until  the  magnitude  of  the  left  hand  side  of  equation  (5)  is  maximized  and 
setting  that  value  equal  to  (aa-0jj)/2  Cm.  As  an  example,  figure  4  presents  a  com¬ 
parison  of  measured  and  predicted  stress  in  a  second  6061-T6  aluminum  plate  having  an 
unstressed  SHq  wave  velocity  anisotropy  of  0.5%,  as  distinct  from  the  0.15%  aniso¬ 
tropy  of  the  first  sample  shown  in  figure  3.  The  stress  was  applied  at  45°  with 
respect  to  the  rolling  direction,  0  =  45°.  The  maximum  value  of  velocity  shift 
between  the  0  and  0f9O°  directions  was  observed  to  occur  when  0  =  45°,  and  a  plot  of 
predicted  stress  versus  applied  stress  (not  shown)  closely  followed  the  ideal,  unity 
slope  line  (ref.  8).  However,  that  was  not  a  critical  test  of  the  smallness  of  the 
final  term  in  equation  (5)  since  cos  20  =  cos  60=0  for  0  =  45°.  Hence  the  measure¬ 
ment  direction  was  then  changed  to  0  =  15°  so  that  the  final  term  would  no  longer 
vanish  identically.  In  the  plot  shown  in  figure  4,  the  predicted  stress  was  deduced 
on  the  basis  of  inserting  the  known  values  of  ft  =  45°,  0  =  15°  into  equation  (5)  and 
neglecting  the  final  term.  The  excellent  agreement  is  consistent  with  the  postulated 
small  value  of  this  second  order  anisotropy  term,  at  least  in  the  particular  aluminum 
sample  studied. 

If  the  anisotropy  term  is  not  small,  a  procedure  is  still  available  for  removing 
its  influence  on  the  data.  Note  that  equation  (5)  contains  only  one  term  with  a  60- 
angular  variation,  which  has  as  its  coefficient  the  second  order  material  anisotropy 
parameters.  Determination  of  that  coefficient  from  the  value  of  the  60  term  in  a 
Fourier  series  representation  of  [V^( 0)  -  V^( 0  +  90°)]  should  allow  the  entire  aniso¬ 
tropy  term  to  be  subtracted  from  the  data.  The  previously  described  procedure  could 
then  be  applied  to  the  corrected  data. 

Other  than  the  example  illustrated  in  figure  4,  a  detailed  experimental  study  of 
this  proposed  procedure  for  non-parallel  principal  stress  and  material  symmetry  axes 
has  not  yet  been  completed.  However,  when  0  =  0,  a  number  of  samples  have  been 
studied  (refs.  4,  6-8).  Figure  5  presents,  as  an  example,  the  results  in  a  304 


173 


Fig.  4.  Comparison  of  predicted  and  applied  stress  in  6061-T6  aluminum  when 
stress  is  not  parallel  to  material  symmetry  axes.  Experimental  configuration  is 
shown  in  the  inset  and  the  method  of  comparison  is  described  in  the  text 


Fig.  5.  Comparison  of  predicted  and  applied  stress  in  6061-T6  aluminum  plate. 
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stainless  steel  sample  having  an  unstressed  SHq  velocity  anisotropy  of  1.5%. 

Agreement  of  predicted  and  applied  stress  is  excellent.  Similar  results  have  been 
obtained  on  6061  aluminum,  commercially  pure  copper,  and  1100  aluminum  plate.  In  the 
latter  case,  tensile  plastic  deformation  of  0.6%  did  not  destroy  the  agreement.  In 
an  additional  sample  of  titanium  (ref.  8),  errors  occurred  due  to  the  absence  of  the 
assumed  orthorhombic  symmetry  in  the  unstressed  state. 


DETERMINATION  OF  TEXTURE 


In  the  measurement  of  stress,  the  effects  of  texture  were  suppressed  by  com¬ 
paring  the  SH0  velocities  measured  before  and  after  rotating  the  propagation 
direction  by  90°.  However,  those  suppressed  terms  may  be  used  to  directly  determine 
important  parameters  of  the  preferred  orientation.  The  possibility  of  inferring 
preferred  orientation  from  measurements  of  the  anisotropies  of  the  elastic  constants 
or  sound  velocities  has  been  demonstrated  by  several  authors  (refs.  9-11).  The 
present  discussion  differs  from  the  prior  work  in  two  regards.  First,  the  non¬ 
destructive  measurement  of  the  velocity  anisotropy  can  be  made  with  couplant  free 
EMAT  transducers  (ref.  12).  Hence  operation  in  an  on-line,  process  control  mode  at 
room  or  elevated  temperatures  is  possible  (ref.  13).  Second,  using  relationships 
recently  reported  by  Sayers  and  Allen  (ref.  2)  the  velocity  anisotropies  can  be 
directly  related  to  coefficients  of  the  expansion  of  the  crystallite  orientation 
distribution  function  (C0DF)  in  terms  of  generalized  Legendre  functions  (refs.  13, 
14). 


For  a  material  with  unknown  stress  orientations,  the  procedure  would  be  as 
follows.  First  the  techniques  described  in  the  above  section  should  be  employed  to 
determine  the  principal  stress  directions  and  differences.  This  allows  the  angular 
variation  of  the  term  T  to  be  removed  from  equations  (1)  and  (2).  If  one  restricts 


attention  to  the  velocities  measured  at  0°,  45°,  and  90°,  one  finds 

CT  +  (0+^/2  =  PVT2(0°)  -  [(ora-e^)/2]  cos  2fl  (6a) 

a2  CT  2 

C  +  (*+0/2  +  6C - -  =  pV2(45°)  -  [(a -0/2]  sin2fl  (6b) 

I  8  b  I  16  (CL-  CT)  1  8  b 

CT  +  (*+ab)/2  -  pvx2(90°)  +  [(aa-c^)/2]  cos  2Q  (6c) 

CL  +  (o+ab)/2  +yCL  -  pVL2  (0°)  -  I  ( CTa-qb)/2  3  cos  2Q  (6d) 


__  _  2  S  —  — 

C  +  (a  +a  )/2  -  8  C  +—  — - +  C  16  +  C26  =  pV  2  (45°) 

L  8  b  T  16  lCL-  Cl)  (6.) 

-  [( aa-ab)/2]  sin  2a 

CL  +  (a+ab)/2  -|CL  =  pVL2  (90°)  +  [(^-0^/2]  cos  2 n  (6f) 
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In  each  of  these  equations,  the  experimentally  observable  velocities,  and  the 
inferred  principal  stress  orientations  and  differences  are  placed  on  the  right-hand 
side  and  can  be  considered  as  known  quantities. 

After  noting  that  equations  (6a)  and  (6c)  are  not  independent  because  of  the 
relationship  between  [VT2(0°)-VT2(9CO]  and  [era"<^],  one  concludes  that  there  are 
five  equations  in  the  six  unknowns,  Cj,  Cb,  (Og+Ojj),  and  (C^g  +  Hence,  a 

rigorous  solution  is  not  possible,  and  some  further  approximations  will  be  required. 

Since  (T16  and  C2g  appear  only  in  equation  (6e)  and  are  not  of  primary  interest,  this 
equation  will  be  dropped  leaving  four  equations  in  five  unknowns.  By  elementary 


manipulations  it  can  be  concluded  that 

CL  +  (Oa+%)/2  =  p[VL2(0°)  +  Vl2(90°)]/2 

(7a) 

a  CL  -  p[VL2(0°)  -  VL 2(90o )  ]  -  (aa-«^)  cos  20 

(7b) 

CT  +  (0a+ab)/2  =  p[Vt2(0°)  +  Vt2(90°)]/2 

(7c) 

a2  CT  2 

g  C - —  -  P  [Vt2(45°)  -  Vt2(0°)  ]  +  [aa-ab)72]  [cos  20  - 

T  16  (CL  -  CT) 

sin  2fi]  (7d) 

The  stress  terms  on  the  left-hand  side  of  equations  (7a)  and  (7c)  will  generally 
be  small  with  respect  to  CL  and  CT  and  can  be  neglected.  However,  those  on  the 
right-hand  side  must  be  retained  as  they  appear  in  conjunction  with  the  difference  of 
two  numbers,  which  could  be  of  comparable  magnitude.  It  should  also  be  noted  that, 
in  general,  "a,  "g,  C-p,  and  Cb  are  themselves  weakly  modified  by  stress  through  the 
stress  dependence  of  the  C^.  In  general,  these  are  small  effects  and  will  be 
neglected  hereafter.  In  many  applications,  determination  of  texture  would  be  done  in 
the  unstressed  state  and  the  above  considerations  are  unnecessary.  Finally,  the  term 
proportional  to  ct2  in  equation  (7d)  can  be  dropped  for  modest  textures.  The  result 
is  the  simplified  system 

CL  a  P  [Vl2(0°)  +  Vl2(90°)]/2 

(8a) 

CT  s  p  [Vx2(0°)  +  Vt2(90°)]/2 

(8b) 

c«CL  a  p  [Vl2(0°)  -  Vl2(90°)]  -  (cfa-ab)  cos  2Q 

(8c) 

SCT  s  p  [VT2(45°)-VT2(0°)]+[(aa-ab)/2]  [cos  20-sin  20], 

(8d) 

which  can  readily  be  solved  for  CL,  CT,  a,  and  g. 


The  coefficients  of  the  CODF  expansion  are  finally  obtained  from  the  relation 
ship  between  a,  g,  C^,  and  CT  and  the  coefficients  W ton  as  defined  by  the  CODF 
expansion  (refs.  2,  14) 


°°  £  £ 

W(  §,♦,*)  -  2  E  Z 

£=o  m=-£  n=-  £ 


-in$ 

e 


(9) 
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where  W  is  the  CODF  expressed  in  terms  of  the  Euler  angles  £,  ij),  $  and  are 

generalized  Legendre  functions.  Sayers  and  Allen  have  derived  the  relationship 
between  the  ultrasonic  velocities  and  the  using  the  method  of  Voigt  to  compute 

polycrystalline  averages  (ref.  2).  Following  Bunge  (ref.  15),  they  conclude  that 
only  three  independent  coefficients  enter  in  the  calculation  of  elastic  constants  for 
cubic  crystallites,  W400,  W420,  anc*  W440*  0ne  additional  coefficient,  Wq00,  is 
determined  by  normalization.  In  texture  analysis,  the  preferred  direction  in 
equation  (9)  is  generally  taken  to  be  the  rolling  direction,  which  leads  to  a  dif¬ 
ferent  axis  identification  than  that  shown  in  figure  1  and  used  throughout  the  rest 
of  this  paper.  After  rotation  to  such  a  system,  as  employed  by  Sayers  and  Allen 
(ref.  2),  in  which  the  1,  2,  and  3  axes  correspond  respectively  to  the  normal,  trans¬ 
verse,  and  rolling  directions,  one  concludes 

P[VL2(0°)  +  Vl2(90°)]/2  -  Cn*  -  2C*  &  -  &  n  *2  W400 

-  35  A  TT2  W420  -  33  TT2  W^q] 

P[Vt2(0°)  +  Vt2(90°)]/2  =  C44°  +  C°  [y  -  35  n  x2  W400  -  35  J5  tt2  W420]  (10b) 

P[Vl2(0°)  -  Vt2(90°)]  -  (  a  -  ob)  cos  2  £2 

(10c) 

=  4C°  [35  JTv2  W400  -  35  &  ir2  W420  "  35  VT5"  it2  W44Q] 

P[Vt2(45°)  -  Vt2(0°)]  +  [(aa-ab)/2]  [cos  2Q-  sin  2fl]  =  C°  [vT  tt2  W4Q0 
+  35  ^  1f2  W420  +  §5  ^  if2  W440] 


where  C,p  C4f+°,  an<i  ci2°  are  single  crystal  elastic  constants  and  G°  =  C11°  -  C12° 

-  2  C1+1+  .  The  are  defined  in  a  coordinate  system  with  the  3-axis  along  the 

rolling  direction,  in  contrast  to  the  elastic  constants  appearing  in  previous 
equations  in  this  paper.  However,  the  experimental  observables  on  the  left  hand  side 
of  equation  (10)  are  unambiguous. 

This  constitutes  an  overdetermined  system,  since  there  are  four  equations  in  the 
three  unknowns,  Wlflno.  Either  experimental  error  or  inaccuracies  in  the  Voigt 
averaging  scheme  would  render  an  exact  solution  of  all  equations  impossible.  A 
detailed  analysis  of  the  most  stable  data  reduction  scheme  has  not  yet  been  con¬ 
ducted.  However,  it  can  be  speculated  that  equations  (10c)  and  (10d)  should  be 
weighed  heavily  since  the  experimental  quantities  are  relative  velocities,  rather 
than  the  absolute  velocities  appearing  in  equations  (10a)  and  (10b).  It  is  also 
likely  that  equation  (10b)  will  prove  more  accurate  than  equation  (10a)  because  no 
correction  of  plate  to  plane  wave  velocities  is  required.  Whereas  such  a  correction 
may  be  quite  satisfactory  for  relative  measurements,  it  may  be  inadequate  for  abso¬ 
lute  measurements.  Thus  a  first  attempt  at  reduction  to  practice  might  involve  dis¬ 
regarding  equation  (10a)  and  solving  the  three  remaining  systems  simultaneously. 

As  a  check,  one  should  use  the  computed  W^n  values  to  test  the  accuracy  of  the 
isotropic  approximation  to  the  correction  relating  the  velocities  VT  and  Vc  as 

Vo 

given  by  equation  (4).  For  larger  textures,  an  iterative  solution  might  be  required 

in  which  first  estimates  of  the  WTs  are  used  to  recalculate  the  velocities  Vt  (0°) 

o 

and  V t  (90  )  using  equation  (4)  and  the  polycrystalline  averaged  elastic  constant 
^o 

expressions  (ref.  2) 
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(11a) 


e13  -  C!2-  +  C”  [i-  if-  n  ,2  -  /5/2  W420>] 

C23  -  C  12*  +  C°  [i  +  §5  fi  «2  (W„00  -  m  W440)  ]  (lib) 

Again,  a  mixed  notation  has  been  used  in  this  equation.  The  elastic  constants 
appearing  on  the  left  hand  side  of  equation  (11)  are  defined  in  the  coordinated 
system  of  figure  1.  The  W4mo  are  defined  after  Sayers  and  Allen  (ref.  2)  as  dis¬ 
cussed  above.  As  expected,  the  deviations  from  the  isotropic  assumptions  will  become 
greater  when  either  the  single  crystal  anisotropy,  C°,  or  the  degree  of  preferred 
orientation,  as  indicated  by  the  W^q,  are  large. 

The  above  describes  one  approach  to  deduce  the  coefficients  of  the  CODF  from  the 
angular  dependence  of  the  SHQ  and  SQ  plate  mode  velocities.  Smith  et  al.  (ref.  16) 
have  discussed  a  closely  related  approach  in  which  the  velocities  of  higher  order, 
horizontally  polarized  plate  modes,  SHn,  are  measured  and  used  to  predict  the  aniso¬ 
tropic  elastic  constants.  The  experimental  parameters  of  that  approach  could  be 
related  to  the  Wton  using  arguments  similar  to  the  one  presented  above. 


CONCLUDING  REMARKS 


It  has  been  shown  that  measurements  of  the  angular  dependence  of  the  SHq  and  SQ 
ultrasonic  modes  of  a  plate  are  influenced  by  both  stress  and  texture.  Data 
reduction  schemes  are  presented  for  making  independent  estimates  of  a)  the  orien¬ 
tations  and  difference  of  in-plane  principal  stresses  and  b)  the  coefficients  W40Q, 

W  2Q,  and  W440  of  the  CODF  expansion.  Since  the  data  can  be  obtained  with  couplant 
free,  EMAT  probes,  there  appears  to  be  a  high  potential  for  in-line  process  control 
applications  (ref.  17).  Figure  6  sketches  the  required  measurements.  Since  -the  use 

2  (TD ) 


Fig.  6.  Measurements  required  for  nondestructive  determination  of  stress  and 
texture  parameters.  The  solid  lines  schematically  indicate  the  angular 
dependence  of  the  velocities  and  the  dots  indicate  the  points  at  which  data  is 
required. 
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of  the  CODF  as  a  means  of  correlating  texture  with  mechanical  properties  has  shown 
considerable  recent  promise  (ref.  18),  such  a  technique  might  be  of  considerable 
value  in  process  control. 
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EFFECT  OF  STRESS  ON  ULTRASONIC  PULSES  IN  FIBER  REINFORCED  COMPOSITES 


John  H.  Hemann 
Cleveland  State  University 
Cleveland,  Ohio  44115 

George  Y.  Baakllnl 

National  Aeronautics  and  Space  Administration 
Lewis  Research  Center 
Cleveland,  Ohio  44135 


An  Acoustical -Ultrasonic  Technique  was  used  to  demonstrate  that  relationships 
exist  between  changes  in  attenuation  of  stress  waves  and  tensile  stress  for  an 
8-ply  "0"  degree  graphite-epoxy  fiber  reinforced  composite.  All  tests  were  con¬ 
ducted  in  the  linear  range  of  the  material  for  which  no  mechanical  or  macroscopic 
damage  was  evident.  Changes  in  attenuation  were  measured  as  a  function  of  tensile 
stress  in  the  frequency  domain  and  in  the  time  domain.  Stress  wave  propagation  in 
these  specimens  was  dispersive,  i.e.,  the  wave  speed  depends  on  frequency.  Wave 
speeds  varied  from  2700  m/sec  to  6800  m/sec  as  the  frequency  of  the  signal  was 
varied  from  150  KHZ  to  1.9  MHZ  which  strongly  suggests  that  flexural /Lamb  wave 
modes  of  propagation  exist.  The  magnitude  of  the  attenuation  changes  depended 
strongly  on  tensile  stress.  It  was  further  observed  that  the  wave  speeds  increased 
slightly  for  all  tested  frequencies  as  the  stress  was  increased. 


INTRODUCTION 


Non-Destructive  Evaluation  (NDE)  techniques  are  being  widely  used  today  to 
characterize  the  physical  state  of  solid  materials.  Vary,  et.al.,  (refs.  1-6)  have 
demonstrated  that  correlations  do  exist  between  ultrasonic  measures  and  mechanical 
properties  of  metals,  ceramics,  and  fiber  composites.  Williams,  et.al.,  (refs. 

7,8)  have  shown  that  ultrasonic  attenuation  is  an  indicator  of  fatigue  life  for 
graphite-epoxy  composites.  Ultrasonic  measurements  in  the  area  of  composite 
materials  have  provided  a  nondestructive  means  for  measuring  variations  in  strength 
related  properties,  predicting  interlaminar  shear  strength  of  fiber  composite 
laminates,  and  ranking  composite  structures  according  to  strength. 

This  research  presents  evidence  on  how  well  (NDE)  techniques  describe  stress 
related  effects.  An  ultrasonic  attenuation  study  of  a  stress  wave  propagating 
through  a  "0"  degree  graphite-epoxy  fiber  reinforced  composite  specimen  subjected 
to  tensile  loads  was  performed.  This  paper  will  provide  not  only  qualitative 
data,  but  also  quantitative  data,  showing  the  relationships  that  exist  between 
changes  in  attenuation  of  stress  waves  and  tensile  stress  for  the  8-ply  "0"  degree 
specimen  under  consideration.  Tensile  testing  was  done  in  the  linear  range  of  the 
material,  where  linearity  is  defined  by  constant  slope  of  the  stress-strain  curve 
in  the  range  of  the  test  conducted.  Wave  speeds  were  also  measured  showing  that 
stress  wave  propagation  is  dispersive. 


*This  research  was  supported  by  a  grant  from  the  NASA-Lewis  Research  Center, 
NAG3-106. 
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The  demonstrated  conclusions  are: 

1.  Dispersion  does  occur,  i.e.,  wave  speeds  are  frequency  dependent. 

2.  The  attenuation  is  strongly  dependent  on  tensile  stress. 

3.  The  wave  speed  is  weakly  dependent  on  tensile  stress. 


EXPERIMENTAL  PROCEDURE 


Material 

The  specimen  used  was  an  eight-ply  "0"  degree  angle-ply  graphite-epoxy  fiber 
reinforced  composite.  An  AS  graphite  fiber  and  a  PR-288  exposy  resin  have  been 
used  to  construct  an  AS/PR-288  preimpregnated  fiber-resin  ply.  The  fibers  were 
coated  with  a  polyvinyl  alcohol  to  enhance  fiber-matrix  interface  strength 
properties.  A  schematic  of  the  unidirectional  composite  is  shown  in  Figure  1. 

The  physical  properties  of  the  specimen  have  been  determined  by  Vary,  et.al., 
(ref.  3). 


Apparatus 

A  schematic  of  the  specimen  and  transducers  in  ultrasonic  through  transmission 
testing  was  shown  in  Figure  2.  Broadband  transducers  of  various  center  frequencies 
were  used  to  gather  all  of  the  data  over  the  various  frequencies. 

Aluminum  semi  cylindrical  buffers  of  3.157  mm  (.125  in)  diameter  were  attached 
to  the  transducers  in  order  to: 

a.  Provide  a  line  contact  of  length  12.7  mm  (.5  in)  which  is  the  width 
of  the  specimen. 

b.  Prevent  bending  from  occurring  as  pressure  was  applied  to  the 
transducer  holders. 

c.  Place  the  sending  and  the  receiving  transducer  at  specified  location. 

Strain  gages  were  mounted  on  the  specimen  on  both  faces  to  measure  the  axial 
and  transverse  strains.  Strain  gages  were  0°  and  90°  orthogonal  back-to-back.  Also 
strain  gages  were  installed  onto  the  transducer  holders  to  measure  the  pressure 
applied  to  the  transducers.  Williams,  et.al.,  (ref.  8)  defined  and  measured  a 
"saturation  pressure"  which  is  required  for  reproducible  coupling  of  transducer  to 
specimen;  this  pressure  was  monitored  by  the  strain-gaged  transducer  holders. 

An  Ultragel  II  ultrasonic  couplant  was  used  between  the  aluminum  buffer  and 
the  specimen.  A  very  thin  coating  of  couplant  was  used  where  effects  of  thickness 
of  the  couplant  were  neglected.  A  felt  material  was  used  on  the  backside  of  the 
transducer  holder  to  insure  that  energy  did  not  enter  the  transducer  holder  from 
the  specimen. 

The  ultrasonic  equipment  and  the  tensile  testing  system  are  schematically 
shown  in  Figure  3. 
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Experimental  Loading 


An  ultrasonic  wave  was  transmitted  into  the  specimen  by  a  sending  transducer. 
Two  inches  away  in  the  longitudinal  direction,  and  on  the  same  face,  a  receiving 
transducer  was  placed  to  sense  the  stress  wave  energy  traversing  the  specimen. 

The  receiving  transducer  output  was  displayed  on  the  oscilloscope  for  real  time 
analysis  and  on  the  spectrum  analyser  for  frequency  analysis. 

The  specimen,  mounted  in  a  tensile  machine  where  care  was  taken  to  minimize 
off-axis  loading  or  twisting,  was  pulled  at  an  initial  loading  rate  of  approximately 
17  ym/sec  (.04  in/min)  to  set  the  grips.  After  this  initial  loading  to  about  445N 
(100  Ibf)  which  was  the  reference  load  for  attenuation  measurements  and  change  in 
attenuation  measurements,  further  loading  was  done  at  mean  rate  of  4.2  ym/sec 
(.01  in/min). 

The  load  was  increased  to  3560N  (800  Ibf),  6675N  (1500  Ibf),  and  in  some 
experiments  to  13350N  (3000  Ibf)  successively.  Then  the  load  was  decreased  to 
6675N,  3560N,  and  445N.  At  the  same  time  strain-load  data  was  generated,  photo¬ 
graphs  of  the  stress  wave  output  and  the  frequency  output  were  taken. 

The  loading-unloading  cycle  was  repeated  five  to  seven  times  for  each  setting 
of  independent  variables;  the  test  usually  was  completed  within  a  two-hour  period. 
The  number  of  cycles  that  were  required  was  dictated  by  the  reproducability  and 
stability  of  the  attenuation  changes. 

Typical  output  signals  are  shown  in  Figure  4  and  Figure  5  for  an  entire 
loading-unloading  cycle. 


RESULTS 


In  this  experimental  research  many  observations  were  made  concerning  how 
various  parameters  effected  the  ultrasonic  output;  only  a  few  were  examined  and  are 
presented  in  this  paper  because  of  time,  equipment,  and  experimental  system  limita¬ 
tions.  This  chapter  will  present  the  dispersion  phenomenon  and  the ‘wave  type,  the 
attenuation  as  related  to  tensile  load,  and  the  wave  speed  as  related  to  tensile 
load;  the  specimen  was  "0"  degree  graphite-epoxy  fiber  reinforced  composite. 


Dispersion 

Dispersion  is  understood  to  mean  that  wave  speeds  are  frequency  dependent. 

From  the  data  collected  and  the  measurements  taken,  a  graph  shown  in  Figure  6  was 
plotted  showing  speed  versus  frequency.  The  wave  speed  was  determined  by  measuring 
the  delay  time  between  the  output  wave  front  and  input  wave  front  over  a  fixed 
distance.  The  graph  shows  that  the  wave  velocity  along  the  longitudinal  direction 
is  frequency  dependent.  Wave  speeds  varied  from  2. 7x1  CP  cm/sec  to  6.8xl05  cm/sec 
as  the  frequency  of  the  signal  was  varied  from  150KHZ  to  1.9  MHZ. 

There  are  two  types  of  dispersion.  First  is  viscoelastic  dispersion  due  to 
viscoelastic  properties  of  the  material.  Second  is  a  geometric  dispersion  due  to 
the  dimensions  of  the  material.  Williams  (ref.  8)  demonstrated  that  there  is  no 
viscoelastic  dispersion  in  the  graphite-epoxy  composite  for  longitudinal  and  shear 
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wave  velocities  in  the  range  tested.  Shear  wave  velocities  were  tested  in  the  range 
of  0.48  to  3.0  MHZ  and  longitudinal  wave  velocities  were  tested  in  the  range  of 
0.225  MHZ  to  5  MHZ.  The  frequency  range  for  the  results  presented  in  this  paper 
is  0.15  to  1.9  MHZ,  which  is  very  close  to  the  range  of  Williams1  result. 

For  the  wave  propagating  in  the  X]  direction  and  having  a  particle  motion  in 
the  xi  direction,  Williams  (ref.  8)  measured  the  longitudinal  wave  speed  and  found 
it  to  be  8.5  to  105  cm/sec.  This  wave  speed  C|_  is  plotted  in  Figure  6  and  is  used 
as  a  comparison  since  the  material  used  in  Williams'  research  is  very  similar  to 
the  material  used  in  the  research  reported  here. 

By  comparing  C[_  to  the  velocities  obtained  in  this  experiment  as  shown  in 
Figure  6,  one  can  see  that  the  wave  velocities  measured  were  not  longitudinal  wave 
velocities.  The  sending  transducer  inputs  a  longitudinal  wave  perpendicular  to 
specimen  which,  because  of  many  reflections,  becomes  a  wave  propagating  along  the 
length  of  the  specimen.  During  this  propagation  shear  waves  are  formed  due  to 
the  reflections  and  interact  with  longitudinal  waves.  This  interaction  of  waves 
propagating  along  a  thin  specimen  produces  Lamb  waves  (ref.  9).  Dispersion  does 
occur  in  the  propagation  of  flexural/Lamb  waves  (ref.  10). 

Lamb  wave  propagation  may  exist  in  a  multimode  state  at  a  given  frequency 
producing  a  finite  number  of  wave  speeds  to  exist  simultaneously.  Because  of 
experimental  equipment  limitations,  this  research  could  not  define  which  mode 
(fig.  6)  and  how  many  modes  were  superimposed  upon  each  other,  but  this  paper 
recognized  the  possible  existence  of  different  modes  simultaneously  in  the  stress 
wave  output. 


Attenuation  vs.  Tensile  Stress 

The  relationship  between  attenuation  and  tensile  stress  was  investigated  by  _ 
measuring  the  pulse  amplitude  change  in  the  time  domain  and  in  the  frequency  domain. 
The  tensile  load  applied  to  the  specimen  was  in  the  linear  range  of  the  material 
where  linearity  is  demonstrated  by  the  constant  slope  of  the  stress-strain  curve 
shown  in  Figure  7.  Percent  change  in  amplitude  vs.  tensile  load  in  the  frequency 
domain  is  shown  in  Fiugre  8  for  each  of  the  six  frequencies  used  in  the  experiment. 
At  150,  180,  250,  and  1900  KHZ,  a  negative  attenuation  with  increasing  load  is 
observed  whereas  at  850  and  1700  KHZ  the  attenuation  is  positive.  The  slope  of 
these  lines  remains  constant  with  cycling,  but  a  translation  of  the  lines  occurs  in 
the  first  few  cycles,  after  which  the  lines  stabilize  for  subsequent  cycles.  The 
data  needed  to  plot  these  lines  come  from  direct  measurements  of  amplitude  changes 
from  photographs  of  which  Figure  4  is  typical. 

Figure  9  shows  percent  change  in  amplitude  vs.  tensile  load  in  the  time  domain. 
At  150,  180,  250,  and  1900  KHZ  a  negative  attenuation  with  increasing  load  is 
observed  whereas  at  850  KHZ  a  positive  attenuation  occurs.  The  slopes  and  transla¬ 
tion  of  these  lines  with  cycling  behaves  similarly  to  the  frequency  lines. 
Theoretically  Figures  8  and  9  should  be  identical,  but  as  one  can  see  from  Figure  5 
the  energy  response  in  the  time  domain  is  stretched  out  into  many  small . 
immeasurable  spikes.  The  data  plotted  in  Figure  9  reflects  only  the  main  part  of 
the  pulse.  The  1700  KHZ  response  could  not  be  clearly  separated  from  the  1900  KHZ 
response  in  the  time  domain  and  hence  was  not  plotted. 

The  data  shown  in  Figures  8  and  9  behave  in  a  generally  similar  manner.  The 
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data  clearly  indicates  that  the  attenuation,  both  positive  and  negative,  of  the 
ultrasonic  pulse  depends  on  tensile  stress. 


Wave  Speed  vs.  Tensile  Load 

The  data  at  all  frequencies  clearly  shows  that  the  wave  speed  increases  with 
increasing  stress.  This  can  be  clearly  seen  in  Figure  5  where  all  pulses  are 
translated  to  the  left  (decreasing  arrival  time)  with  increasing  load.  The  data 
showed  wave  speed  changes  as  large  as  8%  at  stress  levels  30%  of  the  ultimate 
stress. 


CONCLUSION 


It  has  been  shown  that  dispersion  did  occur,  i.e.,  wave  speeds  were  frequency 
dependent.  Moreover,  it  was  found  that  flexural/Lamb  waves  existed,  and  a  super¬ 
position  of  different  modes  existed  in  the  stress  wave  output  of  the  signal. 

It  has  been  proven  that  attenuation  depended  strongly  on  tensile  stress.  Also 
it  was  observed  that  attenuation  was  frequency  dependent. 

Finally,  it  was  demonstrated  that  wave  speeds  were  weakly  dependent  on  tensile 

load. 


Further  research  is  needed  using  a  pulsing  system  producing  narrow  band 
frequencies  since  all  effects  measured  were  frequency  dependent. 
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Figure  1.  Principal  directions  of  the  "0"  degree 
angle-ply  specimen 


Figure  2.  Schematic  diagram  specimen 
and  transducers 


SYSTEM  FOR  VELOCITY  AND 
ATTENUATION  MEASUREMENTS 


Figure  3.  Experimental  system 
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Figure  4.  -  Ultrasonic  pulse  attenuation  versus  load  of  150  kHz  in  frequency  domain 


Figure  6.  Wave  speed  vs.  frequency 


Figure  7.  Axial  stress  vs.  axial  strain 
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Percent  amplitude  change  Percent  amplitude  change 


Figure  8.  Percent  change  in  amplitude  vs. 

tensile  load  in  the  frequency  domain 


Figure  9.  Percent  change  in  amplitude  vs. 

tensile  load  in  the  time  domain 
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PATTERN  RECOGNITION  CHARACTERIZATIONS  OF  MICROMECHANICAL  AND  MORPHOLOGICAL 
MATERIALS  STATES  VIA  ANALYTICAL  QUANTITATIVE  ULTRASONICS 


James  H.  Williams,  Jr.,  and  Samson  S.  Lee 
Massachusetts  Institute  of  Technology 
Cambridge,  Massachusetts  02139 

If  an  ultrasonic  signal  is  introduced  into  or  generated  within  a  struc¬ 
ture,  the  state  of  the  structure  governs  its  propagation  and  detection.  The 
assessment  of  the  state  of  the  structure  can  be  affected  by  material  proper¬ 
ties,  geometrical  properties,  environmental  conditions,  and  measurement  condi¬ 
tions.  Because  of  the  large  number  of  possible  properties  and  conditions,  the 
quantitative  ultrasonic  determination  of  a  specific  microstructural  or  mor¬ 
phological  state,  independent  of  all  other  states,  is  difficult. 

To  complicate  matters  further,  many  nondestructive  evaluation  (NDE)  param¬ 
eters  can  be  measured  via  ultrasonic  interrogation  as  specified  frequencies  by 
using  the  Fourier  transform  (e.g.,  signal  amplitude,  signal  duration,  stress 
wave  factor,  and  signal  strength).  Thus  a  large  amount  of  data  can  be  gener¬ 
ated  from  a  single  ultrasonic  measurement.  Large  multivariate  data  sets  are 
difficult  to  decipher;  thus,  methods  of  summarizing  and  extracting  relevant 
information  are  necessary. 

One  potential  approach  to  the  quantitative  acquisition  of  discriminatory 
information  that  can  isolate  a  single  structural  state  is  pattern  recognition. 
The  pattern  recognition  characterizations  of  micromechanical  and  morphological 
materials  states  via  analytical  quantitative  ultrasonics  are  outlined  in  this 
paper.  The  concepts,  terminology,  and  techniques  of  statistical  pattern 
recognition  are  reviewed.  Feature  extraction  and  classification  and  states  of 
the  structure  can  be  determined  via  a  program  of  ultrasonic  data  generation. 


INTRODUCTION 

In  acoustic-ultrasonic  nondestructive  evaluation  (NDE),  an  ultrasonic 
stress  wave  is  introduced  into,  or  generated  within,  the  interrogated  structure 
and  detected  after  it  has  propagated  through  the  structure.  Stress  wave  pro¬ 
pagation  is  affected  by  the  micromechanical  and  morphological  materials  states 
of  the  medium  of  propagation.  Thus,  acoustic-ultrasonic  NDE  involves  the 
characterization  of  the  tested  structure  on  the  basis  of  information  contained 
in  the  detected  stress  wave  signal. 

The  state  of  the  structure,  which  governs  stress  wave  propagation  and 
detection,  can  be  described  by  a  broad  range  of  properties  and  conditions, 
some  of  which  are 

Material  properties:  elastic  modulus,  density,  attenuation,  velocity,... 

Geometrical  properties:  structural  dimensions,  discontinuities,  microstruc¬ 

tural  and  microstructural  defect  states,  microstruc¬ 
tural  characteristic  dimensions,... 
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Environmental  conditions:  mechanical  loading,  structural  boundary  conditions, 

residual  stresses,  temperature,  absorbed 
moisture, . . . 

Measurement  conditions:  location  and  size  of  transducers,  sensitivity  and 

frequency  response  of  transducers,  couplant,  dynamic 
characteristics  of  electronic  equipment,... 

Even  from  this  incomplete  list,  it  is  clear  that  the  quantitative  ultrasonic 
determination  of  a  specific  microstructural  or  morphological  state,  independent 
of  all  other  states,  is  difficult. 

To  complicate  matters  further,  many  NDE  parameters  can  be  measured  from  an 
ultrasonic  interrogation  at  specified  frequencies  by  using  the  Fourier  trans¬ 
form.  A  few  of  these  are  the  maximum  signal  amplitude,  signal  duration,  stress 
wave  factor,  and  signal  strength.  Thus,  a  large  amount  of  data  can  be  genera¬ 
ted  from  a  single  ultrasonic  measurement.  Large  multivariate  data  sets  are 
difficult  to  decipher;  thus,  methods  of  summarizing  and  extracting  relevant 
information  are  necessary.  Most  often  the  summarizing  and  extraction  are 
accomplished  in  an  ad  hoc  qualitative  manner. 

One  approach  for  the  quantitative  acquisition  of  discriminatory  informa¬ 
tion  that  can  often  isolate  a  single  structural  state  is  pattern  recognition. 
The  objective  of  this  study  was  to  outline  an  approach  for  pattern  recognition 
characterizations  of  micromechanical  and  morphological  materials  states  via 
analytical  quantitative  ultrasonics.  The  concepts,  terminology,  and  techniques 
of  statistical  pattern  recognition  are  reviewed. 


CLASSIFICATION  BY  PATTERN  RECOGNITION 

Determining  the  state  of  a  sample  via  NDE  by  using  pattern  recognition 
techniques  consists  of  three  basic  steps: 

(1)  Generating  and  processing  NDE  data 

(2)  Selecting  significant  features  of  the  data 

(3)  Determining  the  sample  state  from  the  selected  features 

These  three  steps  are  illustrated  in  figure  1  as  data  generation,  feature 
extraction,  and  classification,  respectively. 


DATA  GENERATION 

Data  generation  consists  of  ultrasonic  NDE  measurements  that  are  expected 
to  contain  information  for  identifying  the  micromechanical  and  morphological 
states  of  a  material  or  structure.  Data  generation  may  also  involve  data 
processing.  Data  processing  involves  signal  conditioning  or  transformation  of 
the  collected  data  into  various  representations;  an  example  of  the  latter  is 
the  acquisition  of  the  frequency  representation  of  a  signal  via  its  Fourier 
transform. 

The  processed  data  are  arranged  in  an  ordered  set  called  a  pattern  vector 
z  as  (ref.  1) 
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whose  components  z-\ ,  Z2,  ....  zm  may  contain,  for  example,  the  maximum 
signal  amplitude,  signal  duration,  and  signal  strength  at  specified  frequencies 
evaluated  via  the  Fourier  transform.  The  number  of  components  in  the  pattern 
vector  is  at  the  discretion  of  the  researcher.  Usually  only  a  few  known  or 
anticipated  discriminatory  components  are  retained  for  pattern  recognition 
analysis.  These  are  preferentially  selected  (for  subsequent  correlation  with 
structural  states)  by  using  the  feature  selection  schemes  described  in  the 
next  section. 


FEATURE  EXTRACTION 

A  subset  of  the  pattern  vector  in  equation  (1)  is  selected  and  is  called 
the  feature  vector  x  (refs.  1  and  2) 


The  attractiveness  of  dimensionality  reduction  from  m  to  n  is  in  simplifying 
the  computational  efforts  necessary  for  classification. 

The  feature  vector  lies  in  a  vector  space  called  the  feature  space.  Each 
component  of  the  feature  vector  forms  a  dimension  of  the  feature  space.  Thus, 
if  the  feature  vector  has  n  components,  the  feature  space  is  n-dimensional . 

The  components  of  the  subset  in  equation  (2)  are  selected  in  a  very  part¬ 
icular  way  so  as  to  contain  the  most  significant  discriminatory  components  of 
the  pattern  vector.  Interpreted  graphically,  the  feature  vectors  are  selected 
from  the  pattern  vector  such  that  feature  vectors  from  distinct  sample  states 
(material  properties,  geometrical  properties,  environmental  conditions,  and 
measurement  conditions)  form  distinct  clusters  in  the  feature  space  as  illus¬ 
trated  in  figure  2.  Figure  2  shows  a  two-dimensional  feature  space  formed  by 
using  the  i™  and  jtn  components  of  a  feature  vector  (i.e.,  x-j  and 
Xj,  respectively).  Ideally,  the  feature  vectors  from  three  distinct  sample 
states  form  three  distinct  nonoverlapping  clusters  in  this  feature  space. 

Those  feature  vectors  of  known  sample  states  that  are  used  to  define  the 
clusters  are  called  training  samples.  All  feature  vectors  corresponding  to 
unknown  sample  states  will  be  classified  by  comparing  them  with  the  training 
samples  by  using  the  techniques  described  in  this  study. 
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A  suitable  feature  vector  produces  the  maximum  separation  between  clusters 
(intercluster  separation)  as  measured  relative  to  the  cluster  size  (inter¬ 
cluster  dimension).  The  cluster  size  is  defined  by  the  spread  of  the  feature 
vectors  within  the  same  sample  state.  The  spread  may  be  defined,  for  example, 
by  the  covariance  of  the  feature  vectors  in  a  cluster. 

Various  distances  can  be  used  to  measure  the  intercluster  separation.  If 
the  covariances  of  samples  in  all  clusters  are  similar  and  can  be  represented 
by  a  pooled  sample  covariance,  the  Mahalanobis  distance  D2  can  be  used 
(refs.  2  and  3).  The  Mahalanobis  distance  D2  is  defined  as  the  square  of 
the  Euclidean  distance  between  the  sample  cluster  centroids  (where  the  centroid 
is  located  at  the  mean  vector  of  all  feature  vectors  belonging  to  the  cluster) 
normalized  by  an  averaged  cluster  size  (e.g.,  the  covariance)  (ref.  4).  For 
example,  the  Mahalanobis  D2  between  clusters  A  and  B  is  (refs.  2  to  4) 

Mahalanobis  D2  =  (A  -  §)T  Spo0-|e(j  (A  -  B)  (3) 

where  A  is  the  mean  sample  feature  vector  of  cluster  A,  B  is  the  mean 
sample  feature  vector  of  cluster  B,  and  Spooled  is  the  pooled  sample 
covariance  matrix  of  A  and_  B.  The  superscript  T  denotes  matrix  trans¬ 
position.  Specifically,  A,  B,  and  Sp00i e(j  are  defined  as  (ref.  3) 
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where  a-j  and  b-j  are  the  feature  vectors  corresponding  to  clusters  A 
and  B,  respectively,  and  and  Ng  are  the  numbers  of  feature  vectors 
in  clusters  A  and  B,  respectively. 

If  the  covariances  of  the  samples  in  all  of  the  clusters  vary  signifi¬ 
cantly,  the  Chernoff  distance  can  be  used  (ref.  2).  The  Chernoff  distance 
between  clusters  A  and  B  is  (ref.  2) 

Chernoff  distance  =  ^  s  (1  -  s) (A  -  §)T  [(1  -  s)  S A  _  sSg  J  1  (A  -  §) 


Id  -  s)  SA  +  sSg | 


(7) 


196 


where  s  is  a  real  number  between  zero  and  unity,  S&  is  the  sample  covari¬ 
ance  of  cluster  A,  and  Sg  is  the  sample  covariance  of  cluster  B.  Specifi¬ 
cally,  Sa  and  Sg  are  defined  as  (ref.  3) 


s  =  — 1 — 
“B  "b-1 


(8) 


(9) 


When  s  =  1/2,  the  Chernoff  distance  is  known  as  the  Bhattacharyya  distance 
(ref.  2). 

The  feature  vector  is  selected  from  the  pattern  vector  by  maximizing  the 
resulting  intercluster  distance.  This  can  be  accomplished  analytically 
(ref.  1)  or  by  trial  and  error  with  a  computer  search  scheme  (ref.  2). 


CLASSIFICATION 

A  sample  of  unknown  state  is  classified  by  determining  the  most  likely 
sample  state  based  on  its  feature  vector.  This  is  mathematically  represented 
by  the  use  of  discriminant  functions  (refs.  1  to  3). 

The  discriminant  function  gj<  is  determined  from  the  training  samples 
such  that  if  x  is  a  feature  vector  corresponding  to  sample  state  k, 

9k(2l)  >  9j(x)  for  all  j  *  k  (10) 

Equation  (10)  can  be  interpreted  as  follows:  values  of  discriminant  functions 
corresponding  to  all  sample  states  can  be  evaluated  by  using  a  feature  vector 
from  sample  state  k.  Then  equation  (10)  states  that  the  value  of  the  discrim¬ 
inant  function  corresponding  to  sample  state  k  is  the  largest  among  values 
of  discriminant  functions  corresponding  to  all  other  sample  states. 

The  discriminant  functions  illustrated  in  figure  3  are  based  on  the 
feature  space  represented  in  figure  2.  Figure  3(a)  shows  discriminant  func¬ 
tions  g-| ,  g2,  and  g3  along  a  line  C-C  in  the  feature  space  shown  in 
figure  3(b).  Within  the  region  dominated  by  the  cluster  corresponding  to 
sample  state  1 ,  g-j  is  greater  than  both  g2  and  g3,  as  required  by 
equation  (10).  The  points  where  the  discriminant  functions  corresponding  to 
sample  states  #1  and  #2  have  the  same  value;  that  is, 

9l(x)  =  92(21)  (11) 

is  a  point  on  the  so-called  decision  surface  (ref.  1)  separating  the  clusters 
corresponding  to  sample  states  #1  and  #2. 
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Figure  4  illustrates  the  decision  surfaces  separating  the  feature  space 
into  as  many  regions  as  there  are  distinct  sample  states.  The  sample  whose 
feature  vector  lies  within  region  k  should  be  classified  as  belonging  to 
region  k.  Thus,  the  feature  vector  of  unknown  sample  state  in  figure  4 
classifies  as  belonging  to  sample  state  #1.  The  main  task  in  classification 
becomes  the  determination  of  discriminant  functions  or  decision  surfaces. 

There  are  two  approaches:  (1)  parametric  and  (2)  nonparametric  (refs.  1 
and  2).  Before  discussing  the  methods  of  evaluating  discriminant  functions  or 
decision  surfaces,  criteria  for  accessing  the  performance  of  the  selected 
discriminant  functions  or  decision  surfaces  will  be  described. 

Assessing  classification  functions.  -  The  ideal  discriminant  functions  or 
decision  surfaces  minimize  the  sample  misclassif ication  rate.  A  misclassifi- 
cation  occurs  when  a  sample  with  sample  state  k  is  classified  as  having  a 
sample  state  other  than  k.  (Sometimes  it  is  not  simply  the  misclassification 
rate  that  is  important;  certain  misclassif ications  are  more  costly  than  others. 
Thus,  it  may  be  the  cost  of  misclassification  that  should  be  minimized 
(ref.  3).) 

One  procedure  to  estimate  the  misclassification  rate  is  to  split  the  total 
training  samples  into  two  portions.  One  portion  is  used  to  establish  the  dis¬ 
criminant  functions,  and  the  other  portion  is  used  as  validation  samples  to 
evaluate  the  misclassification  of  the  resulting  discriminant  functions 
(ref.  3). 

Another  procedure  to  estimate  the  misclassification  rate  is  called 
Lachenbruch 1 s  leaving-one-out  method  (refs.  2  and  3).  Specifically,  one  train¬ 
ing  sample  is  left  out  in  forming  the  discriminant  functions;  the  left-out 
feature  vector  is  'then  classified  with  the  resulting  discriminant  functions  and 
any  misclassification  is  noted.  Each  training  sample  is  omitted  in  turn,  and 
the  misclassification  rate  (or  cost  of  misclassification)  is  evaluated. 

Parametric  methods.  -  If  the  probability  distributions  of  the  samples  are 
known  or  can  be  assumed,  parametric  methods  can  be  used  to  evaluate  the  dis¬ 
criminant  functions  (ref.  2).  Denoting  P(k|x)  as  the  conditional  probabil¬ 
ity  that  a  feature  vector  x  belongs  to  sample  state  k,  the  discriminant 
function  can  be  expressed  as 


9k(x)  =  P(Mx)  (12) 

Thus,  for  the  feature  vector  x  of  unknown  sample  state,  if 

P(k | x)  >  P(j|x)  for  all  j  *  k  (13) 

then  x  is  classified  as  belonging  to  sample  state  k.  Equation  (13)  states 
that  if  the  probability  of  a  feature  vector  belonging  to  sample  state  k  is 
greater  than  the  probabilities  of  the  feature  vector  belonging  to  all  other 
sample  states,  the  feature  vector  is  classified  as  belonging  to  sample  state 
k.  Bayes'  theorem  is  often  used  to  evaluate  the  probabilities  expressed  in 
equation  (13). 
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In  any  case,  conditional  probabilities  of  the  samples  must  be  known  or 
must  be  assumed.  Any  remaining  unknown  parameters  In  the  probabilities  can  be 
estimated  by  minimizing  the  mlsclassif ication  rate. 

Nonparametric  methods.  -  If  the  probability  distribution  of  the  samples 
Is  not  known  or  cannot  be  assumed,  nonparametric  methods  must  be  used  to 
evaluate  discriminant  functions  or  decision  surfaces.  There  are  many  nonparam¬ 
etric  classification  schemes  (refs.  1  and  2).  Among  these  are  the  nearest- 
neighbor,  nearest-centrold,  Fisher,  and  kernel  methods. 

The  nearest-neighbor  method  (ref.  2)  consists  of  finding  that  training 
sample  which  lies  closest  to  the  unclassified  feature  vector  and  then  classify¬ 
ing  the  unclassified  feature  vector  to  the  same  sample  state  as  this  nearest 
neighbor.  The  decision  surface  In  this  method  lies  equidistant  between  the 
boundaries  of  the  clusters. 

The  nearest-centrold  method  (ref.  5)  consists  of  finding  the  cluster  whose 
mean  feature  vector  ( i . e . ,  centroid)  lies  closest  to  the  unclassified  feature 
vector  and  then  classifying  the  unclassified  feature  vector  to  the  same  sample 
state  as  this  cluster.  The  decision  surface  in  this  method  lies  equidistant 
between  the  centroids  of  the  clusters. 

Fisher's  method  consists  of  assuming  a  linear  discriminant  function  such 
that  (refs.  1  and  3) 

gk(x)-w<k)x1+w(k)x2+...+w<k)xn  +  w^>  (14) 

where  x-| ,  X2,  ...,,xn  are  the  components  of  the  feature  vector  x  and  the 

scalar  coefficients  wjk\  w^l  ...,  w^k|  correspond  to  sample  state  k.  The 

linear  combination  of  components  of  the  feature  vector  given  in  equation  (14) 
is  simple  to  calculate.  For  the  special  case  where  the  covariances  of  the 
samples  in  all  clusters  can  be  assumed  to  be  equal,  analytical  values  for  the 

(k) 

scalar  coefficients  exist  (ref.  3).  The  scalar  coefficients  w)  are  evalu- 

J 

on  the  basis  of  the  maximum  separation  between  clusters  and  not  the  minimiza¬ 
tion  of  the  misclassification  rate. 

The  kernel  method  (ref.  6)  consists  of  assuming  kernel  "potential"  func¬ 
tions.  Individual  kernel  functions  are  assumed  to  be  centered  at  each  training 

(kl  (kl 

sample.  The  kernel  function  can  be  denoted  by  K(x,  x)  '),  where  x)  is  the 

feature  vector  of  the  ith  training  sample  defining  sample  state  k.  Then  the 
discriminant  function  is  defined  as  the  superposition  over  all  training  samples 
of  the  same  sample  state  k  as  (ref.  1) 

¥*>-irikMk>]  <15> 

K  1=-| 

where  N|<  is  the  number  of  training  samples  of  the  same  sample  state  k. 
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In  one-dimensional  feature  space,  equation  (15)  can  be  written  as 
(refs.  1  and  2) 


gk(x>  = 


Vk 


(16) 


where  K0  is  the  kernel  shape,  h^  is  the  kernel  size,  x  is  a  position  in 
the  one-dimensional  feature  space,  and  x|k)  is  the  position  of  the  i  train¬ 
ing  sample  defining  sample  state  k. 


There  are  many  forms  for  K0  in  the  literature.  For  example,  the 
one-dimensional  form  of  the  exponential  decay  kernel  can  be  written  as 


K 


o 


exp 


(17) 


The  selection  of  the  kernel  shape  and  kernel  size  can  be  established  by  trial 
and  error  through  a  computer  search  scheme  seeking  to  minimize  the  resulting 
misclassif ication  rate. 


CONCLUSIONS 

Ultrasonic  nondestructive  evaluation  (NDE)  of  structural  states  has  been 
considered  in  this  study.  Because  of  the  large  number  of  possible  properties 
and  conditions  describing  the  state  of  the  structure  and  the  large  number  of 
ultrasonic  NDE  parameters  that  can  be  considered,  pattern  recognition  tech¬ 
niques  have  been  suggested  for  identifying  structural  states  from  discrimina¬ 
tory  information. 

An  outline  has  been  provided  for  the  pattern  recognition  characteri zations 
of  micromechanical  and  morphological  materials  states  via  analytical  quantita¬ 
tive  ultrasonics.  The  concepts,  terminology,  and  techniques  of  statistical 
pattern  recognition  have  been  reviewed. 

Determining  the  state  of  a  sample  by  NDE  with  pattern  recognition  tech¬ 
niques  consists  of  ultrasonic  NDE  data  generation,  feature  extraction,  and 
classification.  Ultrasonic  data  generation  consists  of  ultrasonic  NDE  measure¬ 
ments  that  are  expected  to  contain  information  capable  of  identifying  the 
micromechanical  and  morphological  states  of  the  material  or  structure.  The 
collected  data  are  organized  in  a  pattern  vector. 

By  using  samples  of  known  states,  called  training  samples,  the  significant 
discriminatory  components  of  the  pattern  vector  are  retained  as  a  feature  vec¬ 
tor.  The  feature  vectors  are  extracted  such  that  training  samples  of  distinct 
sample  states  form  distinct  clusters  in  the  feature  space.  Then  classification 
is  achieved  by  defining  discriminant  functions  or  decision  surfaces  based  on 
the  training  samples  by  using  parametric  or  nonparametric  methods.  The  ideal 
classification  scheme  will  minimize  the  resulting  misclassif ication  rate  (or 
the  cost  of  misclassif ication) . 
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Thus,  through  a  program  of  ultrasonic  NDE  data  generation,  feature  extrac¬ 
tion,  and  classification,  the  most  likely  materials  states  corresponding  to  an 
unknown  sample  can  be  determined.  The  pattern  recognition  techniques  discussed 
In  this  study  have  broad  applicability  to  various  NDE  procedures  if  samples  of 
known  states  are  available. 
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Unknown  Sample 
State 


Predicted 
Sample  State 

Fig.  1  Determination  of  state  of  unknown  sample 

using  pattern  recognition  techniques  based 
on  nondestructive  evaluation  data  generation 
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Values  of 
Discriminant 
Functions  Along 
Line  C-C 


(a) 


Fig.  3  Schematic  illustrating  (a)  discriminant  functions 

gk(x)  along  a  line  C-C  in  feature  space  shown  in  (b) . 
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ULTRASONIC  VERIFICATION  OF  MICROSTRUCTURAL  CHANGES  OUE  TO  HEAT  TREATMENT 


Edward  R.  Generazlo 

National  Aeronautics  and  Space  Administration 
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Cleveland,  Ohio  44135 


Ultrasonic  attenuation  was  measured  for  polycrystalllne  samples  of  nickel 
and  copper  with  various  grain-size  distributions  produced  by  heat  treatment. 
Attenuation  as  a  function  of  frequency  was  determined  for  a  sample  having  a 
known  mean  grain  diameter.  Once  this  function  was  determined.  It  could  be 
scaled  to  determine  the  mean  grain  size  of  other  samples  of  the  same  material 
with  different  mean  grain  diameters.  These  results  were  obtained  by  using 
broadband  pulse-echo  ultrasound  In  the  25-  to  100-MHz  frequency  range.  The 
results  suggest  an  ultrasonic,  nondestructive  approach  for  verifying  heat 
treatment  of  metals. 


INTRODUCTION 

An  extensive  effort  has  been  made  to  relate  the  observed  ultrasonic  atten¬ 
uation  to  the  mean  grain  diameter  In  polycrystalllne  solids  (refs.  1  to  7). 
Although  the  experimental  and  theoretical  results  agree  for  some  polycrystal¬ 
llne  materials,  many  materials  are  so  complex  that  they  are  not  adequately 
described  by  existing  theory  (refs.  8  to  13).  Because  structural  materials 
generally  exhibit  complex  microstructures,  verification  of  their  microstruc¬ 
tures  Is  of  high  Interest.  As  a  practical  matter,  determining  the  mean  grain 
size  of  both  the  simple  and  complex  systems  by  nondestructive  ultrasonic  atten¬ 
uation  Is  preferable  to  the  usual  time-consuming,  expensive,  and  Inherently 
destructive  metal lographlc  methods. 

Most  polycrystalllne  solids  are  a  collection  of  densely  packed,  Inhomoge¬ 
neous,  and  morphologically  complicated  scatters.  Previous  Investigators  have 
usually  assumed  that  a  particular  mode  of  scatter  attenuation  (Rayleigh, 
stochastic,  etc.)  Is  dominant  when  comparing  experimental  and  theoretical 
results.  However,  In  many  complex  systems  both  Rayleigh  and  stochastic  scat¬ 
tering  may  occur  for  a  given  range  of  frequencies  (or  wavelengths). 

In  general  Rayleigh,  stochastic,  and  diffusive  scattering  may  occur  simul¬ 
taneously.  The  relative  contribution  of  each  scattering  mechanism  to  the  total 
observed  attenuation  Is  unknown  for  a  complex  microstructure.  In  this  study  no 
attempt  was  made  to  attribute  attenuation  to  a  particular  scattering  mode.  We 
merely  observed  that  a  significant  factor  In  comparing  changes  In  microstruc¬ 
ture  Is  a  ratio  containing  wavelength  and  mean  grain  diameter.  It  will  be 
shown  that  any  arbitrary  wavelength  can  be  used  to  establish  a  mean-grain-si ze- 
related  scale  factor  between  two  polycrystalllne  microstructures. 
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THEORY 

Expressions  for  ultrasonic  attenuation  coefficient  a  as  a  function  of 
frequency  f  have  been  developed  for  three  regimes:  the  Rayleigh  scattering 
regime,  where  wavelength  x  greatly  exceeds  mean  grain  size  D  (x  »  D) 

aR  =  CRD3f4,  Np/cm  (1) 

the  stochastic  scattering  regime,  where  X  ~  0, 

=  CsBf2,  Np/cm 


and  the  diffusion  scattering  regime,  where  X  «  D, 


d 

a ,  =  —  ,  Np/cm 
d  D 


(3) 


Here,  Cr,  Cs,  and  C(j  are  constants  that  depend  on  material  parameters  such 
as  elastic  constants  and  longitudinal  and  shear  velocities.  Typical  dimen¬ 
sions  for  a  are  nepers  per  centimeter.  Equations  (1)  to  (3)  are  generally 
valid  only  for  homogeneous,  regular,  and  equlaxed  systems  (ref.  10). 

Note  that  ea£h  of  the  expressions  (eqs.  (1)  to  (3))  contains  a  coefficient 
that  depends  on  D,  the  mean  grain  slze^  Assume  that  the  constants  Cr,  Cs, 
and  Cri  are  unaffected  by  changes  In  D.  Also  assume  that  the  shape  of  the 
grain  size  distribution  function  and  grain  morphology  are  unaltered  by  changes 
In  D.  Given  these  assumptions,  the  microstructure  would  simply  change  by  a 
scale  factor  corresponding  to  the  Increase  (or  decrease)  In  D.  Substituting, 
V/x,  where  V  denotes  velocity,  for  f  and  multiplying  equations  (1)  to  (3) 
by  wavelength  x  yields  a  new  set  of  equations  In  which  D/x  Is  the  key  vari¬ 
able.  Thus,  given  that  velocity  Is  not  a  function  of  frequency,  we  have  for 
Rayleigh  scattering 


3 

,  Np/wavelength 


(4) 


for  stochastic  scattering 


for  diffusion  scattering, 


Np/wavelength 

J/ 


(5) 

(6) 


where  Cr,  Cj,  and  C^  are  constants.  The  attenuation  coefficient  Is  now 
expressed  In  nepers  per  wavelength  for  each  regime. 
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Evaluating  equation  (5)  at  some  arbitrary  wavelength  \q  f°r  a  system 
So  having  a  mean  grain  diameter  Do  (fig.  1(a)),  we  obtain  the  attenuation 
coefficient 


%  ■  Cs  il 


®0,x0,Cs 


=  Np/wavelength 


(7) 


If  the  mean  grain  size  and  the  wavelength  are  doubled  (fig.  1(b)),  we  obtain 
from  equation  (5), 


■  •;  a 


2Dq,2\q,C, 


Np/wavelength 


(8) 


or  the  same  numerical  value  for  the  attenuation  coefficient  as  obtained  In  the 
previous  case  (similar  results  can  be  obtained  by  using  eq.  (4)  or  (6)).  This 
Is  shown  graphically  In  figure  2(a).  By  varying  the  arbitrary  wavelength  \g, 
we  can  construct  the  attenuatlon-versus-wavelength  functions  Sq  and  S 
(fig.  2(b)).  Because  the  mean  grain  size  of  system  S  Is  also  arbitrary,  we 
can  construct  the  attenuatlon-versus-wavelength  function  for  the  Nth  system 
Sn  having  the  mean  grain  size  Dn. 

A  scale  factor  can  be  defined  as 


o_  =  =  —  =  Nth  scale  factor 

n  x0  D0 


(9) 


where  Dn/Do  Is  the  ratio  of  the  mean  grain  size  of  the  system  to  the 

mean  grain  size  of  the  Initial  system.  The  scale  factor  Is  also  represented 
as  the  ratio  of  wavelengths  for  which  constant  attenuation  ag  Is  observed 
between  two  systems  (l.e.,  the  ratio  of  wavelength  \n  of  the  Nth  system 
to  the  wavelength  \g  of  the  Initial  system  at  constant  attenuation). 

The  curve  Sq  In  figure  2(b)  Is  the  generating  function  from  which  the 
other  curves  can  be  obtained.  To  construct  the  generating  function,  a  fourth- 
degree  polynomial  In  frequency  was  fitted  to  the  attenuation  data  by  using  the 
method  developed  by  Marquardt  (refs.  14  and  15).  Here  the  attenuation  Is 
expressed  as 


*n(f)  - 


* 

E 

m=l 


Af 

m 


m 


Np/cm 


(10) 


where  Am  are  constants.  The  terms  In  the  expansion  shown  In  equation  (10) 
are  not  directly  related  to  equations  (1)  to  (3).  Any  other  analytical  expres¬ 
sion  that  fits  the  attenuation  data  would  be  equally  valid.  The  preceding 
curve-fitting  function  Is  made  a  function  of  wavelength  by  combining 
equation  10  with 
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V  =  f\ 


(11) 


where  V  Is  the  velocity  of  sound,  to  obtain 


*0U> 


(£)  "• Np/cm 


(12) 


where  are  constants.  By  multiplying  equation  (12)  by  the  variable  wave¬ 
length,  we  obtain  the  generating  function 


Np/wavelength 


(13) 


The  theoretical  attenuation  for  other  systems  (of  larger  grain  size)  Is 
obtained  from  their  respective  generating  functions  by  scaling  the  wavelength 
as  Indicated  In  figure  2.  The  scale  factor  cr  Is  varied  until  the  generating 
function  for  the  Initial  system  with  the  scaled  wavelengths  reconstructs  the 
attenuation  for  the  Nth  system.  If  the  mean  grain  size  of  the  Initial  system 
Is  known,  the  mean  grain  size  Dn  for  the  Nth  system  Is  given  by 
equation  (9). 


EXPERIMENT 
Material  Samples 

Two  materials,  nickel  200  and  copper,  were  used  In  this  Investigation. 

The  nickel  200  was  99.5  percent  pure  and  the  copper  was  99.99  percent  pure. 

Both  were  obtained  as  commercially  available  rods.  The  nickel  200  was  then 
cold  rolled  50  percent  and  annealed  In  air  at  690  +  9  °C  and  cold  rolled  again 
50  percent.  The  copper  sample  was  cold  rolled  60  percent  and  annealed  at 
329  °C  In  argon  for  5  min.  Three  nickel  samples,  cut  from  the  rolled  stock, 
had  typical  dimensions  of  1  by  1  by  0.2540  cm.  Five  copper  samples,  cut  from 
the  rolled  stock,  had  typical  dimensions  of  1.2  by  0.8  by  0.18  cm.  Each  sample 
was  polished  to  a  mirror  finish  with  a  final  polish  of  1 .0-ym-dlameter  diamond 
slurry. 


Microstructure  Modification 

The  mean  grain  size  was  Increased  In  both  the  nickel  and  copper  samples 
by  annealing  (refs.  16  and  17).  Three  nickel  samples  were  annealed  In  air  at 
800  °C  for  1,  2,  and  5  min,  respectively.  Four  of  the  five  copper  samples 
were  annealed  In  argon  for  5  min  at  466,  510,  700,  and  800  °C,  respectively. 
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Attenuation  Measurement 


Before  modifying  the  Initial  grain  size,  we  made  attenuation  measurements 
on  each  sample.  The  methodology  for  making  precision  attenuation  measurements 
Is  described  In  reference  18.  These  Initial  attenuation  measurements  were  made 
to  verify  that  all  of  the  nickel  and  copper  samples  were  nearly  acoustically 
Identical  to  the  other  samples  of  the  same  material.  At  50  MHz  there  was  4  and 
6  percent  variation  In  the  attenuation  measurement  among  nickel  and  copper 
samples,  respectively.  These  variations  Included  the  effect  of  the  Imprecision 
In  attenuation  measurements  that  Include  the  frequency-dependent  reflection 
coefficient  In  the  calculation  (ref.  18). 

After  the  mean  grain  size  had  been  modified,  attenuation  measurements  were 
again  made  on  each  sample.  Since  the  attenuation  coefficient  (at  fixed  fre¬ 
quency)  generally  Increases  with  mean  grain  size,  samples  exhibiting  extremely 
high  attenuation  were  ground  thinner  so  that  the  uncertainty  In  the  attenuation 
measurement  was  minimized  (ref.  18).  The  results  were  reproducible  with  typi¬ 
cal  variations  In  measurement  similar  to  those  for  the  Initial  attenuation 
measurement. 


RESULTS 

Experimental  Generating  Functions 

In  general,  for  a  fixed  frequency,  the  attenuation  coefficient  Increased 
with  annealing  time  (fig.  3).  The  solid  curve  Is  the  best-fit  curve  (l.e., 
generating  function)  obtained  by  using  equation  (10),  for  the  data  for  the 
nickel  sample  annealed  for  1  min.  The  data  shown  In  figure  3  reappear  In 

figure  4  as  a  function  of  wavelength.  The  solid  curves  for  the  samples 

annealed  for  2  and  5  min  were  determined  from  the  generating  function  by  scal¬ 
ing  the  wavelength,  as  discussed  earlier.  The  observed  and  theoretical  results 
are  shown  In  figure  5  as  a  function  of  frequency. 

For  fixed  frequency  the  attenuation  coefficient  Increased  with  annealing 
temperature  (fig.  6)  for  the  copper  samples.  The  solid  curve  for  the  copper 
sample  annealed  at  329  °C  Is  the  generating  function  for  these  samples.  The 
data  shown  In  figure  6  reappear  In  figure  7  as  a  function  of  wavelength.  The 
solid  curves  were  determined  from  the  generating  function  by  scaling  the  wave¬ 
length.  The  observed  and  theoretical  results  are  shown  In  figure  8  as  a  func¬ 
tion  of  frequency. 

The  scale  factors  for  the  data  shown  In  figures  4  to  8  were  determined  by 

scaling  the  generating  function  to  fit  the  frequency  regime  for  which  the  most 

accurate  data  were  obtained.  This  regime,  although  well  defined  (ref.  18),  was 
different  for  each  sample  and  depended  on  the  sample  thickness,  the  attenua¬ 
tion,  and  the  frequency-dependent  reflection  coefficient. 

Deviations  existed  between  the  experimental  and  theoretical  results 
(figs.  4  to  8)  at  both  the  low  and  high  frequencies  (l.e.,  long  and  short  wave¬ 
lengths).  These  deviations  were  due  to  the  greater  uncertainty  In  the  measure¬ 
ment  of  attenuation  at  these  extreme  frequencies  (ref.  18). 
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Mean  Grain  Size  Ratios 


Several  methods  are  available  for  determining  the  mean  grain  size 
(refs.  12  and  19).  For  regular  systems  the  standard  line-intercept  method 
appears  to  be  adequate.  However,  this  method  Is  not  applicable  to  systems  with 
structurally  complicated  morphologies.  More  advanced  theories  that  are  based 
on  spherical  grains  also  are  Inherently  not  applicable  to  real,  complicated 
systems.  An  alternative  technique,  the  comparison  method  (ref.  19),  Is  free  of 
the  theoretical  bias  Imposed  by  the  above-mentioned  theories. 

The  simple  comparison  method  allows  for  the  grain  structure  to  be  visually 
compared  with  an  ASTM  standard  chart.  This  technique  Is  not  directly  applic¬ 
able  to  complicated  systems  (l.e.,  the  standard  ASTM  charts  are  for  regular 
structures).  We  can  modify  the  comparison  method  so  that  we  may  compare 
systems  with  dimensionally  arbitrary  scales  but  of  similar  complexity.  This  is 
done  by  taking  photomicrographs  of  similar  systems  of  different  scales  and  sub¬ 
sequently  magnifying  the  photomicrograph  for  the  smaller  system  by  the  appro¬ 
priate  scale  factor  between  the  two  systems.  The  magnified  photomicrograph  and 
the  photomicrograph  for  the  system  of  larger  scale  should  appear  similar.  This 
is  shown  graphically  In  figures  9  and  10  for  the  nickel  and  copper  samples, 
respectively.  (Ultrasonic  attenuation  was  measured  along  the  vertical  axis.) 

From  figure  4,  the  scale  factor  between  the  photomicrographs  for  the 
nickel  systems  annealed  for  2  and  5  min  (figs.  9(a)  and  (b))  Is  1.85. 

Figure  9(a)  Is  shown  magnified  1.85  times  In  figure  9(c),  which  Is  dimension¬ 
ally  and  morphologically  similar  to  figure  9(b).  Similar  results  are  shown  In 
figure  10  for  the  copper  samples  annealed  at  510  and  800  °C.  Comparisons  with 
the  other  systems  show  strikingly  similar  results. 


DISCUSSION 

The  success  of  scaling  a  generating  function  over  a  wide  frequency  range 
to  other  systems  of  similar  complexity  but  of  different  scale  was  quite  remark¬ 
able  In  that  only  one  free  parameter  was  needed.  This  parameter  Is  directly 
related  to  the  relative  scale  between  systems.  Ideally,  one  would  like  to  use 
(scale)  a  theoretical  expression  for  ultrasonic  attenuation  that  Includes 
multiple  grain-boundary  scattering  for  morphologically  complicated  systems. 
However,  such  an  expression  Is  currently  unavailable  since  the  theory  of  grain¬ 
boundary  scattering  for  complicated  systems  remains  underdeveloped  (ref.  10). 

The  lack  of  a  comprehensive  theory  can  be  bypassed  by  measuring  the  atten¬ 
uation  for  an  Initial  system  as  a  function  of  frequency.  The  effects  of  grain 
distribution,  morphology,  orientation,  and  grain  Interaction  are  implicit. 

This  experimentally  measured  attenuation  also  Includes  attenuation  due  to  dis¬ 
location  damping  (refs.  6  and  20),  thermoelastic  effects  (ref.  20),  etc.  These 
nonbarrier  attenuation  mechanisms  will  not  scale  as  the  grain-boundary  scatter¬ 
ing  terms  (eqs.  (4)  to  (6))  do.  We  have  assumed  In  the  preceding  analysis  that 
these  unscalable  attenuation  mechanisms  are  negligible  relative  to  the  observed 
attenuation.  This,  however,  will  not  be  true  for  materials  that  are  In  a 
mechanically  worked  state,  where  the  dislocation  densities  are  expected  to  be 
large  (ref.  16). 
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A  major  requirement  for  the  scaling  method  to  be  successful  Is  that  the 
systems  of  Interest  must  have  similar  morphology.  This  Is  a  somewhat  subjec¬ 
tive  Judgment  not  quantitatively  described.  The  lack  of  a  comprehensive  theory 
for  determining  the  mean  grain  size  for  a  real,  complicated  system  has  left  us 
with  no  alternative,  other  than  the  comparison  method,  for  making  quantitative 
comparisons  between  theory  and  experiment.  Although  magnifying  the  photomicro¬ 
graphs  (figs.  9  and  10)  served  to  make  these  comparisons,  It  Is  not  the  best 
method  for  comparing  grain  structures.  A  more  precise  method  would  be  to  use 
a  continuously  variable  magnification  metallograph. 

The  theories  for  both  ultrasonic  boundary  scattering  and  grain  size  dis¬ 
tribution  are  Insufficiently  developed  to  provide  quantitative  results  for  com¬ 
paring  experiment  and  theory.  This  problem  Is  temporarily  resolved  by  using 
the  observed  attenuation  and  the  observed  microstructure  to  show  this  agree¬ 
ment.  The  full  comprehensive  theory  for  the  ultrasonic  attenuation  that 
Includes  grain-boundary  scattering  for  morphologically  complicated  systems  and 
allows  for  Interacting  grains  Is  expected  to  scale  as  the  experimental  results 
Indicate  here. 

The  simple  concept  of  mean  grain  size  Is  likely  to  be  Inappropriate  for 
both  acoustic  and  microstructure  theory.  A  more  complete  description  of  the 
microstructure  morphology  would  Include  the  distribution  of  grain  size 
(ref.  12)  and  grain  boundary  topology.  This  more  complete  description  should 
be  Included  In  determining  of  the  microstructure  morphology  and  ultrasonic 
attenuation  theory.  Nevertheless,  even  In  the  form  described  In  this  paper 
the  approach  for  determining  microstructure  scale  Is  likely  to  be  useful  In 
verifying  the  heat  treatment  of  most  polycrystalllne  materials. 


CONCLUSIONS 

It  has  been  shown  that  the  ratio  between  wavelength  and  mean  grain 
diameter  Is  a  significant  factor  In  comparing  changes  In  microstructure.  This 
ratio  can  be  used  to  determine  a  scale  factor  between  two  polycrystalllne 
materials  with  similar  morphologies  but  different  mean  grain  diameters.  These 
results  were  achieved  by  determining  the  attenuation  as  a  function  of  frequency 
without  reference  to  any  particular  conventionally  accepted  scattering  mode. 

By  this  approach  It  was  unnecessary  to  associate  a  particular  wavelength  with 
mean  grain  diameter.  This  allowed  a  generalized  formulation  for  scaling  mean- 
grain-diameter  variations  among  samples  of  a  polycrystalllne  material  that  had 
undergone  a  range  of  heat  treatments. 
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ATTENUATION  COEFFICIENT, 
a(f),  Np/cm 


(a)  Initial  system  S0  with  mean  grain  diameter  Dq. 

I 


2\) 


(b)  Scaled  system  S  with  mean  grain  diameter  2Dq. 


Figure  1.  -  Initial  and  scaled  systems. 


X0  2Xq 


(a)  Systems  S0and  S  at  fixed  wavelengths. 


Figure  2.  -  Attenuation  coefficient  as  function 
of  wavelength. 
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Figure  3.  -  Attenuation  coefficient  as  function  of 
frequency  for  nickel  samples.  Annealing  temper¬ 
ature,  800  °C.  Solid  curve  is  generating  function. 
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Figure  4.  -  Attenuation  coeffi¬ 
cient  as  function  of  wave¬ 
length  for  nickel  samples. 
Annealing  temperature, 

800  °C. 
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Figure  5.  -  Comparison  between  observed  and  theo¬ 
retical  attenuation  coefficients  as  function  of  fre¬ 
quency  for  nickel  samples.  Annealing  temperature, 
800  °C. 


Figure  6.  -  Attenuation  coefficients  as  function 
of  frequency  for  copper  samples.  Annealing 
time,  5  min.  Solid  curve  is  generating  func¬ 
tion. 
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Figure  7.  -  Attenuation  coefficient  as  function  of  wavelength  for  copper 
samples.  Annealing  time,  5  min. 
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Figure  8.  -  Comparison  between  observed  and  theoretical  atten¬ 
uation  coefficients  as  function  of  frequency  for  copper  sam¬ 
ples.  Annealing  time,  5  min. 
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ULTRASONIC  MATERIAL  PROPERTY  DETERMINATIONS 


Steven  Serabian 
University  of  Lowell 
Lowell,  Massachusetts  01854 


The  use  and  potential  offered  by  ultrasonic  velocity  and  at¬ 
tenuation  measurements  to  determine  and/or  monitor  material 
properties  is  explored.  The  basis  for  such  unique  measurements 
along  with  examples  of  materials  from  a  variety  of  industries  will 
be  presented. 


INTRODUCTION 


The  ability  of  ultrasound  to  measure  and/or  monitor  micro¬ 
structure  related  properties  has  been  established  in  the  laboratory. 
A  number  of  applications  have  been  implemented  for  field  use, 
however  the  full  potential  of  such  technologies  has  not  been 
realized.  Invariably  one  makes  use  of  two  of  the  propagational 
parameters  of  ultrasound  -  i.e.,  attenuation  and  velocity.  The 
latter  are  intrinsic  to  the  particular  combination  of  material  and 
processing  under  consideration.  Absolute  quantitative  relations 
are  usually  unavailable,  therefore  empirical  material  property  - 
ultrasonic  parameter  correlations  based  upon  qualitative  reasoning 
are  sought.  In  effect,  a  series  of  specimens  containing  the  range 
of  the  material  property  of  interest  is  necessary  along  with  con¬ 
ventional  destructive  material  property  measurement  schemes. 
Obviously,  such  correlations  are  not  universal  and  are  only  valid 
for  the  particular  material  and  attendant  processing  being  investi¬ 
gated.  Correlation  sensitivity  is  the  prime  factor  that  defines 
the  accuracy  and  effectiveness  of  the  generated  correlation.  Once 
the  correlation  has  been  established  costly  and  time  consuming 
conventional  destructive  evaluation  procedures  can  be  eliminated. 

In  this  paper  a  number  of  examples  of  correlations  of  significant 
material  properties  with  ultrasonic  parameters  will  be  cited. 


I.  VELOCITY  BASED  CORRELATIONS 


The  original  low  pressure  piping  systems  used  by  the  utilities 
to  transport  gas  were  constructed  of  cast  iron.  Mechanical  proper¬ 
ties  and  susceptibility  to  corrosion  renders  cast  iron  undesirable 
for  such  an  application.  Economics  precludes  the  total  replacement 
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by  steel  wraped  pipes,  thus  one  must  resort  to  a  gradual,  scheduled 
replacement  based  upon  a  measure  of  quality.  The  determination  of 
the  necessary  mechanical  properties  required  the  need  for  an  exten¬ 
sive  length  of  piping.  This  presented  a  costly  as  well  as  a 
limited  number  of  pipe  sections  that  can  be  evaluated  during 
normal  installation  and  maintenance  programs.  However,  it  is 
possible  to  trepan  a  1-1V'  coupon  without  shutting  down  the  piping 
system.  The  readily  available  large  number  of  coupons  would  then 
present  a  greater  sampling  rate  of  the  piping  system.  A  program 
was  initiated  which  would  facilitate  the  use  of  the  coupons  for 
the  determination  of  significant  mechanical  properties i;  The 
latter  along  with  other  parameters  such  as  soil  condition,  corrosion 
and  road  traffic  activities  are  used  to  formulate  pipe  quality. 

Industry  wide  practice  consists  of  using  the  ASTM  Talbot  strip 
beam  test  as  shown  in  Figure  1  to  measure  mechanical  properties. 

The  maximum  deflection  of  the  beam  at  fracture  allows  the  measure¬ 
ment  of  the  moduli  of  elasticity  and  rupture.  Radiography  was 
used  to  aid  in  the  selection  of  the  specimen  location  within  any 
given  pipe  section  to  eliminate  occasional  structural  anomalies 
such  as  voids  and  inclusions.  Each  beam  specimen  was  characterized 
by  velocity  and  attenuation  profiles  prior  to  the  destructive 
phase,  see  Figure  2.  The  attenuation  proved  to  be  too  sensitive  to 
microstructure  even  at  low  frequencies.  However,  the  velocity 
provided  a  consistent  value  for  each  specimen  yet  sufficient  dif¬ 
ferences  between  specimens.  It  is  for  these  reasons  that  velocity 
was  selected  as  the  ultrasonic  parameter  to  be  used  in  the  correla¬ 
tions  with  material  properties.  The  velocity  measurement  scheme 
involves  locating  the  transmitted  R-F  pulse  on  a  calibrated  time 
scale.  The  calibration  is  provided  by  using  specimens  with  a  range 
of  thickness  and  a  known  velocity. 

There  is  quantitative  substantiation  of  a  velocity-mechanical 
properties  correlation  provided  by. 


,2  _  ^d  _ (1  +  S  ) 

L  "  (1  +  2*)  (1  -  S  ) 

fd  f  (  S  ) 

=  e 


(1) 


Where  Ed  is  the  dynamic  modulus,  £  is  the  density  and£  is  Poisson's 
ratio.  By  noting  that  f  (S)  is  essentially  unity  for  a  brittle 
material  such  as  cast  iron  and  that  there  is  a  direct  relationship 
between  Ed  and  the  secant  modulus  (Es) ,  therefore  equation  1 
becomes , 


(2) 
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For  the  correlation  VL  and  density  are  taken  adjacent  to  the  frac¬ 
ture  point  ;  V_  from  a  display  typified  by  Figure  2  and  density 
by  the  water  L  displacement  technique  from  a  small  section  of 
the  strip. 

Figure  3  indicates  the  secant  modulus.  The  data  spread  is 
±  1  x  10®  psi.  At  the  midpoint  of  the  modulus  range  considered 
this  amounts  to  ±  12%  and  is  within  the  error  associated  with 
conventional  destructive  measurement  procedures. 

The  other  property  of  interest  was  the  modulus  of  rupture  ( R) . 
In  a  brittle  material, 


E 


s 


(3) 


Where  is  the  strain  to  failure.  Since 
destructively  it  was  necessary  to  seek  an 
involving  a  property  that  is  more  readily 
property  is  hardness  (/C)  or, 


£_  can  only  be  measured 
indirect  relationship 
available.  One  such 


eT  c/u 


(4) 


where  C  is  a  constant.  Incorporating  Equations  3  or  4  into  Equation 
2  yields, 


r:  ^1/m  (5) 


The  hardness  was  measured  adjacent  to  the  fracture  point.  The 
results  of  this  correlation  is  shown  in  Figure  4.  The  error  for  a 
modulus  of  rupture  determination  is  ±  5,500  psi.  Viewing  this 
error  at  the  midpoint  of  the  R  range  translates  into  ±10%  which  is 
a  creditable  determination. 

Once  the  beam  specimen  correlations  were  established  all  the 
necessary  measurements  of  density,  hardness  and  ultrasonic  velocity 
can  be  obtained  from  the  parallel  faced  coupons.  The  need  for 
the  costly  removable  of  large  pipe  sections  and  the  associated 
destructive  evaluations  are  eliminated.  Moreover,  the  coupons, 
because  of  greater  availability  provides  a  more  realistic  overall 
assessment  of  the  quality  of  the  piping  system  and  can  be  used  as 
a  guide  for  the  pipe  replacement  program. 

Concrete  is  another  material  that  falls  into  the  brittle 
category  and  is  therefore  susceptible  to  the  determination  of 
strength  related  properties  by  velocity  based  measurements.^) 
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A  variety  of  water  to  cement  ratios  as  well  as  curing  times  were 
considered.  The  cylindrical  specimens  were  used  for  measure¬ 
ment  of  compressive  strength  and  modulus  while  step  wedges 
were  used  for  the  assessment  of  attenuation.  Figures  5  and  6 
indicate  the  results  of  the  destructive  phase  for  the  compressive 
strength  and  secant  modulus,  respectively.  The  influence  of  the 
curing  time  and  the  water  to  cement  ratio  is  as  to  be  expected; 
both  increase  the  compressive  strength  and  the  secant  modulus. 

Figure  7  displays  the  axial  longitudinal  velocity  as  a  function  of 
the  curing  time  and  the  water  to  cement  ratio.  The  similarities 
between  the  data  of  Figures  5  and  6  with  Figure  7  suggests  that 
a  correlation  exists  between  these  properties  and  ultrasonic 
velocity.  Figure  8  shows  the  compressive  strength  correlation 
where  it  is  significant  to  note  that  notations  involving  composition 
and  curing  time  are  lost.  The  accuracy  (±  500  psi)  is  within  that 
expected  by  conventional  destructive  means.  Much  the  same  remarks 
are  in  order  for  the  secant  modulus  correlation  display  as  Figure 
9. 


Some  interesting  observations  regarding  the  state  of  cure  can 
be  noted  by  the  use  of  attenuation.  The  attenuation  in  concrete 
is  too  excessive  to  measure  by  noting  the  decay  of  a  multiple 
order  back  reflection.  In  this  case  the  slope  of  an  amplitude  - 
thickness  display  obtained  by  the  step  wedge  specimen  proved  to 
be  a  valid  technique.  A  torque  wrench  was  used  in  a  drill  press 
arrangement  to  maintain  a  constant  transducer  pressure  at  each 
step. til)  Figure  10  shows  a  typical  determination  for  a  water  to 
cement  ratio  of  0.5.  It  can  be  seen  that  the  attenuation  is  high 
during  the  initial  phase  of  cure.  An  attenuation  decrease  occurs 
as  the  structure  becomes  more  rigid  thus  less  energy  is  expended 
to  propagate  the  ultrasound. 

Another  example  of  characterizing  a  material  bv  velocity 
measurements  is  graphite  of  aerospace  applications. (3)  Figure  11 
indicates  a  data  display  and  serves  to  illustrate  the  sensitivity 
for  density;  the  dynamic  modulus  was  measured  by  resonant  tech¬ 
niques.  It  should  be  noted  that  a  variety  of  grades  and  velocity 
measuring  directions  are  involved.  Such  a  density  sensitivity 
suggests  that  transport  phenomena  are  susceptable  to  velocity 
correlations.  Figure  12  supports  this  notion  for  the  case  of 
electrical  resistivity. 


II.  ATTENUATION  BASED  CORRELATIONS 


Let  us  now  turn  our  attention  to  the  use  of  attenuation  for 
the  characterization  of  materials;  in  particular  to  the  polycrystal¬ 
line  state.  The  functional  dependency  of  the  average  grain  size 
(D)  and  frequency  (f)  upon  attenuation  is  shown  in  Figure  13 
where  6K  is  the  direction  related  average  change  in  elastic  pro- 
K  perties  of  the  grains  encountered  by  the  ultrasound. 

In  Rayleigh  scattering  the  whole  grain  acts  as  a  scattering  unit. 
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For  phase  scattering  one  must  be  cognizant  that  each  portion  of  the 
ultrasonic  beam  contends  with  a  discrete  set  of  grains,  thus  pro¬ 
ducing  a  variety  of  phases  at  the  detector.  The  summation  of  these 
individual  phases  constitutes  the  phase  scattering  loss.  In  dif¬ 
fusion  scattering  one  is  essentially  concerned  with  mean  free 
path  considerations  -  i.e.,  how  many  grain  boundries  are  encountered. 
The  dependency  of  these  loss  mechanics  upon  grain  size  and  frequency 
can  be  shown  experimentally.  Figure  14  displays  typical  data  for 
a  steel  that  has  been  heat  treated  to  obtain  a  range  of  grain  size. 
The  deviation  from  linearity  at  the  lower  frequencies  for  the  less 
attenuating  specimens  is  due  to  transducer  beam  spreading  or  dif¬ 
fraction  losses.  Appropriate  corrections  would,  in  effect,  reduce 
each  data  point  in  this  region  to  the  linear  extrapolated  high 
frequency  data.  The  slope  of  each  attenuation  -  frequency  display 
is  the  exponential  frequency  dependency  (n) .  Figure  15  shows  the 
frequency  exponent  for  a  variety  of  materials  with  different 
grain  sizes.  (5)  The  spread  in  the  data  is  primarily  due  to  the 
fact  that  each  specimen  can  have  a  range  of  grain  size,  thus  more 
than  one  type  of  scattering  mechanism  is  in  effect. 

By  cross  plotting  the  data  of  Figure  14  one  can  note  the  grain 
size  dependancy  (m)  of  attenuation.  See  Figure  16.  Figure  17 
shows  such  data  for  a  number  of  materials  and  indicates  that  the 
grain  size  dependancy  can  range  from  zero  to  three.  The  data  set 
is  not  capable  of  examining  the  diffusion  type  of  loss  (m  =  -1) . 

Of  importance  for  this  discussion  is  the  grain  size  dependency 
(m) .  Since  for  most  engineering  materials/structures  the  upper 
frequency  limitation  for  propagation  restricts  scattering  to  the 
Rayleigh  (m  =  3)  and  phase  (m  =  2)  loss  mechanisms,  thus  attenua¬ 
tion  is  quite  sensitive  to  grain  size.  One  obvious  use  of  this 
fact  is  the  measurement  of  grain  size.  Figure  18  indicates  the 
observed  attenuation  in  a  Timkin  Alloy  (16  -  26  -  6)  for  a  range 
of  grain  size.  If  the  data  is  plotted  in  terms  of  the  ratio  of 
the  average  grain  size  to  the  dominate  wavelength  of  a  narrowband 
pulse  of  ultrasound,  a  single  curve  is  obtained  (Figure  19).  This 
is  in  accordance  with  Roney's  generalized  scattering  theory  that 
allows  one  to  consider  attenuation  in  terms  of  a  dimensionless 
parameter  that  obviates  the  need  to  consider  both  the  grain  size 
and  wavelength  individually.  By  making  attenuation  measurements 
at  a  variety  of  frequencies  one  can  obtain  an  overall  grain  size 
determination . 

The  sensitivity  of  attenuation  to  grain  size  suggests  the 
feasibility  of  using  attenuation  to  measure  any  material  property 
that  is  grain  size  dependent.  Figures  20  and  21  indicate  the 
grain  size  dependency  of  hardness and  fatigue  limit, respec¬ 
tively.  The  data  of  Low(8)in  Figure  22  shows  the  grain  size 
dependency  for  strain  in  failure  as  well  as  fracture  and  yield 
stresses.  As  shown  in  Figure  23  Klinman(9)  has  utilized  the 
grain  size  dependency  of  attenuation  to  determine  transition 
temperature  for  a  spectrum  of  carbon  steels. 

In  addition  to  grain  structure  dependency  attenuation  is  also 
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influenced  by  other  scatters  such  as  porosity  and  inclusions  of 
microscopic  proportions.  Such  scattering  losses  contribute  to  the 
observed  attenuation.  Figure  24  attests  to  the  sensitivity  of 
attenuation  to  porosity  in  grain  refined  aluminum. (10)  A  uniform 
grain  size  throughout  the  specimen  set  assures  that  porosity  is 
the  dominate  cause  of  the  attenuation  variations.  The  porosity, 
as  verified  in  Figure  25,  should  effect  the  ultimate  tensile 
strength  and  be  measureable  by  attenuation. 

Silicate  inclusions  are  prevalent  in  303  stainless  steel  and 
provides  an  example  of  microscopic  inclusions  acting  as  scatter 
sites.  The  specimens  considered  contained  approximately  the  same 
grain  size  thus  did  not  contribute  to  the  observed  attenuation 
variations.  Inclusion  counts  were  performed  by  a  quantitative 
television  microscope  and  were  rated  in  accordance  with  length  in 
six  levels  from  2  to  12  microns  in  2  micron  intervals.  Using  a 
weighting  function  of  n^  to  bring  out  the  influence  of  the  larger 
inclusions  a  measure  of  the  inclusion  severity  was  taken  as  2k.  n2Sn 
where  Sn  is  the  number  of  inclusions  in  the  n^h  counting  level. 

The  results  are  shown  in  Figure  26.(12)  as  to  be  expected  the  higher 
frequencies  present  a  greater  sensitivity  to  the  inclusion  count. 
Such  data  can  be  used  to  quality  grade  the  material. 

Another  example  of  inclusion  produced  attenuation  is  displayed 
in  Figure  27.  The  structure  is  a  large  rotor  forging  used  in 
large  steam  turbines.  The  center  is  the  last  to  solidify,  thus  is 
the  major  recipient  of  the  impurities.  It  is  for  this  reason  that  a 
small  borehole  is  cored  out.  The  data  shows  the  attenuation  as  a 
function  of  the  axial  length.  The  attenuation  is  measured  by  the 
decay  in  a  multiple  order  bore  refraction  display  and  subsequently 
corrected  for  geometric  effects  originating  from  the  curved  surfaces 
encountered.  It  can  be  seen  by  the  solid  line  that  the  initial 
measurement  indicated  an  axial  region  that  showed  abnormally  high 
attenuation.  This  was  also  verified  by  an  attenuation  measurement 
of  the  core  material  from  this  region  as  well  as  magnetic  particle 
inspection  of  the  bore  surface.  It  was  decided  to  subject  the 
rotor  to  a  minimal  overboring  operation.  As  evident  by  the  dotted 
line  display  the  attenuation  decreased  appreciably  in  the  region 
of  high  inclusion  count  while  the  attenuation  in  other  regions 
remained  essentially  unchanged.  The  latter  lends  credance  to  the 
notion  that  the  high  inclusion  count  was  localized.  While  this 
example  is  highly  qualitative  it  does  serve  to  indicate  that 
attenuation  is  susceptable  to  scattering  losses  due  to  microscopic 
inclusions . 


SUMMARY  AND  CONCLUSIONS 


Examples  of  the  utilization  of  ultrasonic  velocity  and  attenua¬ 
tion  for  the  measurement  and  monitoring  of  material  properties 
have  been  presented.  It  is  evident  that  a  wide  spectrum  of  activ¬ 
ities  in  a  number  of  industries  are  involved.  It  is  significant 
to  note  that  the  measurement  schemes  and  attendant  instrumentation 
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have,  in  general,  minimal  requirements  of  sophistication  and 
complexity. 
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Fig  5  Concrete  compressive  strength 
vs  water  to  cement  ratio 
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Concrete  secant  modulus  vs 
water  to  cement  ratio 
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Fig  7  Compressive  strength/velocity 
correlation  in  concrete. 


Fig  8  Secant  modulus/velocity 
correlation  in  concrete. 
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Fig  9  Secant  modulus/ velocity 
correlation  in  concrete. 
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Fig  10  Attenuation  monitoring  of  cure 
in  concrete  with  a  water  to 
cement  ratio  of  0.5. 


Figt)  Velocity/modulus  correlations  in 

graphite.  Densities  are  1.72  &  1.85 
gm/cnr  for  the  top  and  bottom  plots, 
respectively. 
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Fig  12  Velocity/resistivity  correlation 
in  graphite. 
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Fig  13  Ultrasonic  scattering  losses. 
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Fig  15  Frequency  dependency  as  function 
of  grain  size. 
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Fig  16  Cross  plot  of  attenuation/grain 
size  data  typified  by  Fig  14. 
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Fig  17  Grain  size  dependency  of 
attenuation 
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Fig  18  Attenuation/grain  size  for  a 
Timkin  alloy  (6-26-16) 
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Fig  20  Hardness  vs  grain  size  in 

in  titanium.  After  Armstrong  (6) 
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Fig  19  Attenuation  as  a  function  of  the 
ratio  of  the  average  grain  size 
to  wavelength. 
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Fig  21  Fatique  limit  in  70-30  brass. 
After  Sinclair  and  Craig  (7). 
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Ftg  23  Attenuation  monitoring  of  the 
transsition  temperature  of 
carbon  steels.  Carbon  increases 
the  transition  temperature. 

After  Klineman  et  al  (9) 
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Fig  22  Influence  of  grain  size  on 
various  properties  of  low 
carbon  steels.  After  Low  (8) 
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Fig  24  Attenuation/ porosity  correlat¬ 
ions.  After  Chinnathambi  and 
Prabhak  (10). 
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Fig  25  Attenuation  monitoring  of  Fig  26  Attenuation  monitoring  of 

ultimate  tensile  strength.  After  inclusion  content  in  stainless 

Chinnathambi  and  Prabhak  (10)  steel. 


Fig  27  Monitoring  of  inclusion  content  in  large  rotor 
forgings. 


DYNAMIC  MODULI  AND  LOCALIZED  DAMAGE  IN  COMPOSITES 


L.S.  Fu 

The  Ohio  State  University 
Columbus,  Ohio  43210 


The  aim  In  nondestructive  evaluation  (NDE)  by  sound  and  ultrasound  Is  to 
extract  material  and  fracture  properties  from  pulses  sent  by  and  received  at  trans¬ 
ducers.  The  analysis  Is  usually  given  either  In  the  time  domain  or  the  frequency 
domain.  The  Introduction  of  the  size  factor,  the  wavelength,  In  the  model  mechanics 
problems  In  NDE  plays  the  Important  role  of  relating  the  far-fleld  measurable  quan¬ 
tities  such  as  phase  velocities  and  attenuation  to  the  near-field  physical  situation 
such  as  local  geometric  dimensions  and  elastic  properties.  This  aspect  of  the  anal¬ 
ysis  thus  allows  "nondestructive"  testing  methods  to  be  employed  for  "experimental" 
validation  of  the  predictions  by  the  theories  (refs.  1  to  3). 

Solution  to  the  elastic  wave  scattering  due  to  a  single  embedded  Inhomogeneity 
Is  available  by  different  methods  that  are  appropriate  at  different  frequency 
ranges.  The  methods  that  offer  a  solution  In  an  analytic  form  and  are  useful  for 
Inhomogeneous  media  with  multiple  components  are  the  long-wave  approximation,  the 
polarization  approach,  and  the  extended  method  of  equivalent  Inclusion  (refs.  4 
and  5). 

Several  averaging  schemes  or  theorems  exist  In  the  literature  for  finding  the 
dynamic  effective  moduli  and  mass  density.  Some  efforts  concentrate  on  the  average 
stress  &  and  strain  e,  fields  or  on  the  average  displacement  field  u,;  others  use 
a  variational  approach.  These  theories  are  appropriate  mostly  at  Rayleigh  or  long¬ 
wave  limits  and  do  not  exhibit  dispersive  effects.  Dispersiveness  and  attenuation 
are  Important  In  evaluating  dynamic  material  properties. 

This  study  dealt  first  with  the  scatter  of  elastic  waves  due  to  a  thin,  flat 
ellipsoidal  Inhomogeneity,  either  penny  shaped  or  elliptical.  An  average  theorem 
appropriate  for  dynamic  effective  mass  density  and  effective  moduli  was  developed 
via  a  self-consistent  scheme.  Effective  material  properties  of  two-component  media 
consisting  of  randomly  distributed  spheres  are  given  here  as  a  special  case. 


PRELIMINARIES 

Displacement  Field  due  to  Presence  of  Mismatch 

The  Inhomogeneous  media  considered  In  this  paper  are  assumed  to  consist  of  a 
homogeneous  matrix  of  elastic  moduli  £?  and  mass  density  p°  and  a  distribu¬ 
tion  of  inhomogeneities  with  moduli  c/r)  and  mass  density  p(r)  occupying 

regions  fir,  r  =  1,2 .  n  (fig.  1).  The  total  displacement  field  u  can  be 

separated  Into  two  parts. 

u  =  uO)  +  u(m)  (1) 

where  the  superscripts  (i)  and  (m)  denote  "Incident"  and  "mismatch,"  respectively. 

It  Is  clear  that  when  no  mismatch  components  ( 1 . e . ,  Inhomogeneities)  are  present, 
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the  total  displacement  field  is  entirely  the  same  as  the  incident  displacement  wave 
field.  On  the  other  hand,  if  there  is  no  incident  wave  field,  the  only  field  that 
exists  is  the  null  field. 


Eigenstrains 

The  eigenstrains  g* ,  which  are  also  termed  transformation  strains,  are 
defined  as  the  part  of  the  total  strain  e,  that  must  be  subtracted  before  the 
remaining  part  can  be  related  to  stresses  g  through  Hooke's  law 


e6  =  C,,1  c,.  (31 

rs  jkrs  jk  ' 

where  JC-1  are  the  elastic  compliances.  The  method  of  equivalent  inclusion  is  a 
method  That  allows  the  inhomogeneous  media  to  be  replaced  by  media  of  homogeneous 
matrix  effective  moduli  with  distributed  transformation  strains  in  the  regions 
originally  occupied  by  inhomogeneities;  hence 

l  0  in  Q 

e  =  *  °  (4] 

rs  ]  c  in  fi  ,  r  *  1,2,..,  n 
f  rs  r’  ’  ’  ’ 

For  the  two  problems  to  be  equivalent,  the  transformation  strains  must  give  rise  to 
a  field  that  is  exactly  the  same  as  the  "mismatch"  field  This  leads  to 

equivalence  conditions  that  ensure  that  identical  field  quantities  at  any  given 
point  will  be  obtained  in  the  two  problems^  (ref.  4): 


AC..  u^m)(r) 
jkrs  r,sv  1 


C  .  1  c 
jkrs  rs 


:<'>(?)  - 


-acJkrs4!s<?> 


in  Q 


*  2  (m).-. 

Apw  u)  '  ( r) 


p  \  <-  J 

jkrsers ,k 


in  S2 


Two  types  of  transformation  strains,  or  eigenstrains,  arise  in  elastodynamic 
situations  due  to  the  mismatch  in  elastic  moduli  A£  and  mass  density  Ap.  It  is 
often  convenient  and  useful  to  define  associated  quantities  such  as 

*(1 1 

mjk  =  Cjkrsers 

-  Tkrs'rU 

where  mj^  and  ita  are  moment  density  tensor  and  equivalent  force  or 
eigenforce,  respectively. 


+The  conditions  (eqs.  (5)  and  (6))  are  similar  to  those  of  Willis  (1980) 
and  those  of  Mura,  Proc.  Int.  Conf.  on  Mechanical  Behavior  of  Materials.  5,  Society 
of  Materials  Science,  Japan,  12-18  (1972). 
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Volume  Average  and  Time  Average 

The  volume  average  and  time  average  of  a  field  quantity,  say  F(r,t),  are 
denoted  by  using  brackets  Oy  and  Oj,  respectively,  and  are  defined  as 

<F(r,t)>  =  lf«  v,t)dV  (9) 

<F(l,t)>  =  l/F(r,t)dT  (10) 

where  V  and  T  are  volume  and  time  period,  respectively,  and  v  Is  velocity 
field. 


Volume  Integrals  of  Ellipsoid  Associated  with  Inhomogeneous 

Helmholtz  Equation 

Volume  Integrals  of  an  ellipsoid  associated  with  the  Integration  of  the 
Inhomogeneous  Helmholtz  equation  are  used  In  this  work.  The  Inhomogeneous  scalar 
Helmholtz  equation  takes  the  form 

V2$  +  k2$  =  -4iry(r)  (11) 

where  y(r)  Is  the  source  distribution  or  density  function  and  V2  and  k 
are  the  Laplaclan  and  wave  number,  respectively.  A  particular  solution  to 
equation  (11)  Is 

$(r)  =  Sq  y(i')R-1  exp(1kR)dV',  R  =  |r  -  r ' |  (12) 

In  which  (4irR)~l  exp(lkR)  Is  the  steady-state  scalar  wave  Green's  function  and 
Q  Is  the  region  where  the  source  Is  distributed.  The  source  distribution  function 
y(r)  can  be  expanded  In  basic  functions  or  polynomial  form,  depending  on  the  geom¬ 
etry  of  the  volumetric  region  fi.  For  an  ellipsoidal  region,  the  choice  of  using 
a  polynomial  expansion  separates  this  work  from  other  theories  of  elastic  wave 
scattering: 

Y(I')  =  (x')^y')n(z')”  (13) 

In  which  X,  y,  and  v  are  Integers  and  k  Is  either  longitudinal  or  transverse 
wave  number. 

For  elastic  wave  scattering  in  an  isotropic  elastic  matrix,  two  types  of 
volume  integrals  and  their  derivatives  must  be  evaluated:  The  ^-integrals  are 
given  by 


*Kl)  = 

R  1  exp(ietR)dV‘ 

(14a) 

*k(r)  ■ 

fQ  x^R-1  exp(1aR)dV' 

(14b) 

s(£)  -  1 

^  X|^x^...x^R_1  exp(iaR)dV' 

(14c) 
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05a) 


'I',  (r)  =  - —  ty(r) 
y,pv  axp  v'-' 


♦k,p<£>  =  iT*k(£> 

p 


(15b) 


2  2  2  2 

where  a  =  w  /V.  =  pw  /(\  +  2p).  The  other  type,  the  <t>-1ntegrals ,  are 
obtained  by  replacing  a  with  13  In  equations  (12)  and  (13),  where 
I32  =  pw2/(y).  Details  of  the  Integration  are  given  In  reference  6.  In  this 
work,  only  the  limiting  values  at  r  -»  0  and  r  •*  <*>  are  of  Interest. 

ISOLATED,  FLAT  ELLIPSOIDAL  INCLUSION 
Formulation 

Consider  the  physical  problem  of  an  Isolated  Inhomogeneity  embedded  in  an 
Infinite  elastic  solid  that  Is  subjected  to  a  plane  time-harmonic  Incident  wave 
field  as  depicted  In  figure  1.  Replacing  the  Inhomogeneity  with  the  same  material 
as  that  of  the  surrounding  medium,  with  moduli  and  mass  density  p,  and 

Including  In  this  region  a  distribution  of  elgenstralns  and  elgenforces,  the 
physical  problem  Is  now  replaced  by  the  equivalent  inclusion  problem. 

The  total  field  Is  now  obtained  as  the  superposition  of  the  Incident  field  and 

the  field  Induced  by  the  presence  of  the  mismatches  In  moduli  and  In  mass  density 

*(1)  * 
written  In  terms  of  elgenstralns  and  elgenforces  ir^ 

F  =  fO)  4-  F(m)  (16) 

/-v_/  rv 

where  £  denotes  either  the  displacement  field  Uj,  the  strain  field  e^j,  or 
the  stress  field  j . 

For  uniform  distributions  of  elgenstralns  and  elgenforces,  the  fields  can  be 
obtained  as 

^  <f>  "  -  Wr‘%,k^'>  <'7> 

4n}  =  [Uimi  +  Uimil  / 2  (18) 

mn  I  m,n  n ,m  I  / 

.  C  c(m>  (19) 

pq  pqmn  mn 

where  a  comma  denotes  partial  differentiation  and 

-/V!1-t')dv'  <20) 


In  which  gjm  Is  the  spatial  part  of  the  steady-state  elastic  wave  Green's  func¬ 
tion  and  Q  Is  the  region  occupied  by  the  Inhomogeneity.  The  Integrals  Sjm 
and  their  derivatives  must  be  evaluated  for  the  regions  r  >  r'  and  r  <  r1 


(ref.  6).  The  solution  form  represented  In  equations  (14)  to  (18)  gives  the  fields 
Inside  and  outside  an  Isolated  Inhomogeneity  of  arbitrary  shape. 


Far-Fleld  Scattered  Quantities 

Let  the  Incident  displacement  field  be  longitudinal  and  of  frequency  <o  and 
amplitude  u0: 

Uj^  =  uoqj  exP(1otXiki  "  1wt)  (21) 

where  I2  =  -l  and  qj  Is  the  unit  vector  In  the  normal  direction  of  the  plane 
time-harmonic  Incident  wave  and  k^  Is  wave  vector.  For  a  linear  Isotropic 
medium,  the  spatial  part  of  the  free-space  Green's  function  Is  well  known.  Substi¬ 
tuting  9jm(r  -  r1)  In  equations  (18)  and  (20)  and  using  the  limiting  concept 

11m  a3irj  =  Aj  constants  (22) 

a3->0 

11m  a3cij  =  B-}  j  constants  (23) 


the  scattered  displacement  uj(,s)(r,t)  from  a  thin,  elliptical  flat  crack  can 
easily  be  obtained  as 

uJ,S)(r,t)  u^m)(rtt) 

(aa1)3uQ  («a-i  )3% 


where 


=  £(CGm  exp  W)yar  +  (DHm  exp  1 3 r B r  exp(-lut)  (24) 


sm  -  -<a2/ai)  *  (1  -  *  2(«2/e2)Vkl3y 


Hm  ■  <Va 


})  -(B/a 


)3(Vj  -  4mJ>Aj  -  2<B/*>Vkr»  *  ^^VkYkj] 

,  .  .1  L  . i ^  //  \  3  _  it  _  \  2 


e  '  e ' 


C  =  [jo(are)  +  V^ej]/3  =  sin  are/(are)3  "  cos  are/(are) 
D  =  [jo(l3re)  +  J2(flre)]/3  =  sin  6re/(Bre)3  "  cos  Bre/(|3re) 


9  9  9 

re  =  a1l1*  a3  =  0 


In  which  m,j,k  -  1,2,3  and  (a-|,a2),  <*,  and  8  denote  the  semiaxes  of  the 

flat  ellipsoid,  direction  cosines  of  scattered  displacements,  longitudinal  wave 


number,  and  shear  wave  number,  respectively.  Also,  Aj  and  Bjk  are  the  reduced 
nondimensional  forms  of  Aj  and  B j ,  respectively,  defined  as  follows: 

A j  =  Aj/(Apu^u0),  A p  =  p'  -  p  (< 

Bjk  =  -Bjk/(^aUo)  (‘ 

Expressions  for  the  differential  cross  section  dP(u)/dQ  and  the  total 
cross  section  P(o>)  can  be  obtained  as  (ref.  5): 


=  oL(e,<t>)  +  (a/(3)<jT(e,<t.) 

»>)  =  ^*^0^(0, <t>)  +  (a/6)a  (©,<t>)^< 


where  dQ  is  the  differential  element  of  solid  angle  and 

a2oL(e,4»)  =  (aa^CCGJCCGj 

(32OT(0,4,)  =  (aa1)6[DHm][DH^] 


it  it 

in  which  the  overbars  denote  complex  conjugates.  The  constants  Aj  and  Bjk 
must  be  evaluated  from  the  equivalence  conditions  (eqs.  (5)  and  (6))  with  the  use 
of  the  limiting  concepts  in  equations  (21)  and  (22)  and  of  the  integration  method 
developed  in  reference  6. 


Determination  of  Aj  and  Bjk 

In  equations  (21)  to  (25)  the  scattered  displacement  field  Is  given  in  terms 
of  the  "reduced1  forms  of  the  eigenforces  and  eigenstrains  (i.e.,  Aj  and  Bjk). 
These  constants  must  in  turn  be  determined  from  the  equivalence  conditions.  By 
writing  the  incident  wave  field  in  a  Taylor  series,  the  governing  simultaneous 
algebraic  equations  can  be  easily  obtained.  Since  fjj[0]  and  Fm^j[0]  vanish 
automatically,  these  governing  equations  become  uncoupled  and  lead  to  a  three-by- 
three  system  for  Aj  and  a  six-by-six  system  for  Bjk-  For  a  linear  elastic 
medium,  they  are 

Apw^u0f j  s[0]Aj  +  Aj  =  -qs  (33) 

{AUstOmmjj[°]  +  2AyDstjk[0]}B]k  +  (\5stB^m  +  2yB*t) 

=  -(A\6stqmqm  +  2Ayqsqt)  (34) 

where  the  subscripts  s,t,m,j,k  =  1,2,3  denote  sum  from  1  to  3  and 

4irpa>2f js( £)  =  — (3^4><Sj s  +  .^mj  “  4>tmj  (35) 


238 


4irpw2ostj|<(r)  =  2v( s t j k  +  4> » s t J k )  _  tJB2(4>. J t*ks  +  4>.js5kt)  "  ^^mr^jk 


In  which 


AX  =  -X,  Ay  =  -y,  Ap  =  -p 


The  $-  and  ^-Integrals  and  their  derivatives  are  evaluated  by  the  method 
suggested  In  reference  6.  Retaining  terms  up  to  aa-j  or  3a-|  of  the  fourth 
order,  the  constants  are  obtained  as 

Aj  ■  -dj/{u0w2  Apf j [0]  +  1},  no  sum  on  j 
fj[0]  =  (f n [0] ,  f22[0],  f33[0]) 

{B*}  =  [bij]-l  [cj],1,J  =  1,2,3 
{Bij}  =  -qiqj/[l  +  5(«M[0]  +  4>j[0])J,  no  sum  on  1 , j 

1  *  i;  1,j  =  1,2,3;  ?  =  l/4ir 

where  In  equation  (37)  B*  =  B*-|,  B2  =  B22,  B3  =  B33,  and 

Cj  =  (AX  +  2Ay)  ^1  +  q jj,  j  =  1,2,3 

b^  =  (X  +  2y)  +  XCM»,  j  j  [0]  +  2(X  +  2y)?<t>,^[0]  +  2yf^,^[0] 
b-j 2  =  X  +  Xftjr,jj[0]  +  2vft»i  1  ^  ^  2^X<t>, 22[B] 

b^  =  X  +  XO,jj[0]  +  2yC4»»ii  [0]  +  2X^<|», 33(0] 

b^-i  =  X  +  Xf’l',  j  j  [0]  +  2y£»t'.22[C)]  +  2^X<t),11[0] 

b22  =  (x  +  2y)  +  Xfi|r,jj[0]  +  2yCt,22[0]  +  25(X  +  2v)<t>,  22^^ 
b23  =  X  *■  XC»P,  j  j  E0  ]  +  2yC4'»22[0]  +  25X4,,  33[0] 

b31  =  X  +  XCik.  j  j  [  0  3  +  2viC'l',g3[0]  +  2X54>,^[0] 

b32  =  X  +  XC^P,  j  j  [0]  +  2yiC'k»  33C0  ]  +  2X5<t>,22[0] 

b33  =  (X  +  2y )  +  XCH»,,j[0]  +  2y?»|;,33[0]  +  2?4>,  33(X  +  2y)[0] 


Note  that  b-^  *  b^  .  In  equation  (38),  <t>-|  =  4>i  i  [ 0 ] ,  <t>2  =  4»22(0] 
4*3  =  4>33[0] .  The  f-  and  4>-funct1ons  are  given  as 

4irpW2fjs[0]  =  -B24>[0]6js  *  t,js[0]  -  4>,Js[0] 

B24»[0]  =  ira1a232 jl0  -  [(Ba1  )2/16]  *1  +  i(8/3)Bj 

♦  .„[<>]  .  -  [(«?a264yi2l  I, 


,  and 


(41a) 

(41b) 
(41c) 
( 41  d) 
( 41  e) 
(41f) 
(4lg) 
(41  h) 
(411) 
(41  j) 
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Numerical  Calculations  and  Graphical  Displays 

It  Is  clear  from  equations  (37)  to  (40)  that  the  uniformly  distributed  eigen- 
strains  and  elgenforces  In  their  reduced  forms,  and  Aj ,  respectively,  depend 

only  on  the  characteristics  of  the  Incident  wave  field  and  the  geometric  factors  of 
the  Inhomogeneity  for  a  given  material  system.  It  Is  observed  from  equations  (37) 
to  (41)  that  and  B^j  as  functions  of  dimensionless  wave  number  aa-|  or  <*a2 

would  exhibit  large  peak  values  at  certain  Incident  wave  frequencies  when  b^  -»  0. 
The  values  of  these  critical  frequencies  depend  only  on  the  matrix  elastic  moduli, 
the  crack  dimensions,  and  the  measurement  direction.  For  a  given  aspect  ratio  a2/a-| 
and  a  measurement  direction,  the  difference  In  frequencies  at  subsequent  peak  values 
Is  proportional  to  a-j ,  the  largest  dimension  of  the  Inclusion. 

Computational  data  of  elastic  wave  scattering  due  to  a  flat  embedded  Inhomoge¬ 
neity  In  any  given  Isotropic  material  system  can  be  obtained  by  employing  equations 
(24)  to  (26)  and  (33)  to  (50).  Scattered  displacement  amplitudes  can  easily  be 
obtained  for  any  given  aspect  ratio.  In  figures  3  and  4,  computational  data  for  the 
back-scattered  situation  are  displayed  for  a  tungsten  disk  In  an  aluminum  matrix 
for  aspect  ratios  a2/a-,  =  0.01  and  a2/a-\  =  0.50.  In  figures  5  to  8,  critical 
frequencies  were  observed  In  B^j,  but  no  critical  frequencies  were  Identified  for 
At  (j  =  1,2,3).  The  critical  frequencies  for  C|Gm|  and  D|Hm|  are,  however, 
clearly  Identified.  The  position  along  the  <*a-|  axis  at  which  the  first  critical 
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frequency  occurred  depended  on  the  aspect  ratio  and  matrix  elastic  moduli.  A  suf¬ 
ficiently  small  Increment  In  aa-|  must  be  used  In  order  not  to  miss  any  peak 
values.  Since  the  solution  form  given  In  equations  (24)  to  (26)  and  (33)  to  (50) 

Is  analytic  In  frequency,  this  can  easily  be  achieved.  Most  of  the  scattered 
energy  Is  carried  by  the  transverse  components  of  the  scattered  displacement  ( 1 . e . , 
I DHm|  >  |CGm| ,  figs.  3  and  4). 


DYNAMIC  MODULI  AND  DAMAGE  OF  COMPOSITES 

Consider  the  problem  of  an  Inhomogeneous  medium  as  Illustrated  In  figure  9, 
under  a  plane  time-harmonic  Incident  wave  field.  The  true  composite  thus  occupies 
the  whole  region  and  possesses  effective  moduli  £*  and  mass  density  p*.  To 
determine  the  effective  moduli  and  mass  density,  an  average  strain  energy  and 
kinetic  energy  were  used.  The  effective  properties  were  found  to  depend  on  a 
fourth-rank  tensor  A  and  a  second-rank  tensor  D,.  A  self-consistent  scheme  was 
then  developed  for  determining  these  tensors. 


Average  Theorem 

To  determine  the  effective  moduli  and  mass  density,  the  following  definitions 
were  used: 


<£>  =  £*<£> 

(51) 

<4&>  =  C*<V><€> 

(52) 

<pv>  =  p*< Y> 

(53) 

<pv*v>  =  p*<v><v> 

(54) 

where  a,  &,  v  are  the  stress,  strain,  and  velocity  fields,  the  ~  denotes  a 
tensorlal  quantity,  and  the  angular  brackets  O  denote  the  volume  average  of  a 
field  quantity  (eq.  (9)).  The  left  and  the  right  sides  of  equations  (52)  and  (54) 
can  be  shown  to  be  equivalent  under  the  so-called  Hill's  condition  (ref.  7),  <£><£> 
=  <ge>.  From  equations  (53)  and  (54),  It  Is  clear  that  the  kinetic  energy  per  unit 
volume  of  the  effective  medium  can  be  made  equal  to  that  of  the  physical  medium  If, 
and  only  If,  a  frequency-dependent  mass  density  Is  defined.  This  Is  the  same  as 
requiring,  by  again  using  the  Hill's  conditions  <p,v»v>  =  <pv><V>,  the  average 
linear  momentum  per  unit  volume  to  be  the  same  as  the  effective  linear  momentum  per 
unit  volume  (eq.  (53)).  These  conditions  (eqs.  (53)  and  (54))  are  not  met  if  the 
static  definition  of  effective  mass  density  Is  used. 

Let  fr  denote  the  volume  fraction  of  the  rth  Inclusion  material. _  Then 
the  volume  averages  of  the  stress  and  velocity  fields  a  and  u,  respectively,  are 

<s>  -  E  V(r)  <55> 

r=0 

<u>  =  E  f  u(r)  (56) 

r=0  r 
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(57) 


where  o(r)  =  c(rMr),  (r)  =  0,1,2, ...,n  and  for  a  time-harmonic  situation 

u  =  v  =  -iwu 

Equations  (52)  and  (54)  can  be  rearranged,  by  using  equations  (55)  and 
(56),  as 


<«,>  ■  C°<*X£>  *  E  frc(r>£(r)<s> 


<pyy>  -  p°  <y><v>  ♦  E  f  Ap(rMrVv>  ( ‘ 

r=l 

Consider  now  the  case  where  the  solution  form  possesses  a  linear  relation  between 
the  velocity  and  strain  fields  in  the  rth  component  and  the  average  velocity  and 
strain  fields  of  the  effective  medium,  that  is, 

c(r)  =  a(  r  )<'c\  (f 

y(r)  =  D(r)<v>  (f 

where  A,(r)  and  JD(r)  are  tensors  of  fourth  and  second  rank  that  must  be 
determined  with  a  suitable  scheme.  Substituting  equations  (60)  and  (61)  in 
equations  (58)  and  (59)  leads  to 


<st>  -  £°*  E  fr  4£<r)i(r)  <sXs> 

r:=1 

<pyv>  =  p°  +  £  f  ap(r)D(r)  <v><v> 
r=l 


Comparing  these  equations  with  equations  (52)  and  (54)  gives  the  following 
expressions  for  the  dynamic  effective  moduli  and  mass  density: 

C*  =  C°  +  V  f  AC(r)A(r) 

r*j  v'  ^  ^ 


-  p°  ♦  E  f  ^(r)»(r) 


D(r>  -  D<J>/3  ) 

Note  that  the  tensors  A(r)  and  D/(r)  are  frequency  dependent  and  replace  the 
static  expressions  when~f requency  approaches  zero  and  when  proper  care  is  taken. 
The  assumption  of  a  general  linear  dependence  between  v(r)  and  <(v)>  (eq.  (61) 
must  be  specialized  such  that  the  second-rank  tensor  D,  will  degenerate  into  a 
scalar.  This  specialization  is  automatic  for  randomly  distributed  spheres  where 

Dmj  =  D6mj’  in  which  D  =  °11  =  d22  =  d33 • 


To  determine  the  explicit  form  of  the  tensors  k(r)  and  D/r),  the  strain 
and  velocity  fields  In  the  r^  component  are  determined  by  using  the  method  of 
equivalent  Inclusion  as  presented  In  the  previous  section. 


Self-Consistent  Scheme  for  Determining  Effective  Properties 

The  tensor  fields  A( r)  and  D/(r)  are  of  ranks  four  and  two,  respectively, 
and  are  functions  of  wave*  numbers,  geometric  properties,  and  effective  and  Inclusion 
material  properties.  Let  the  average  strain  and  velocity  be  the  same  as  those 
derived  from  the  Incident  wave  field.  Then  the  governing  conditions  for  determining 
A(r)  and  D(p)  for  the  r*h  Inclusion  are  simply  obtained  by  rewriting  the 
equl valence~cond1t1ons  for  an  effective  medium  with  mass  density  p*  and  moduli 
C*: 


C(r) 

r«(D  +  e(m)"|  =  cT*^)  +  c(»)  -  c* 1 

1  n  Qp 

(66) 

<r>«2[ 

uO>  +  u(m)l  s  f"u  ( ^ )  +  u(m)  -  irl 

In  Qr 

(67) 

l 

~  1  ~  1  rv  rv  1 

In  which  the  superscripts  (m)  and  (1)  denote  mismatch  and  Incident,  respec¬ 
tively.  Slightly  different  approaches  for  finding  effective  moduli  for  heterogene¬ 
ous  materials  that  apply  to  static  cases  with  different  constituents  and  situations 
are  given  In  references  7  and  8.  The  strengths  and  dynamic  responses  of  composites 
have  been  Investigated  (refs.  9  and  10)  and  reviewed  (refs.  11  and  12). 


Effective  Properties  of  Two-Component  Media:  Randomly  Distributed  Spheres 

Let  the  moduli,  mass  density  for  the  matrlXj  Inclusion  material  particles,  and 
the  effective  medium  by  denoted  by  Cj|<rs,  p°;  Cj|<rs,  p';  and  Cj|<rs  and  p*, 
respectively.  By  using  the  elastodynamlc  solution  for  a  single  ellipsoidal  inhomo¬ 
geneity,  the  displacement  and  strain  fields  Inside  an  Inhomogeneity  are  found,  when 
the  average  displacements  are  made  equal  to  the  plane  time-harmonic  Incident  wave 
field: 


"u,(m)(l)l  »  In  Qr 

c(m)(r)  *jA(r)eO)  -  £(r)uO)  in  Qr 


(68) 

(69) 


Employing  the  volume-averaging  process  as  described  by  equation  (9)  and  substituting 
In  equations  (58)  and  (59),  the  effective  properties  are  easily  defined  as  follows: 


p*  =  p  +  f  ApD ,  (70) 

C*  =  C  +  f  ACA  (71) 

where  f  is  the  volume  fraction  of  Inclusion  material.  The  tensor  fields  £ 
and  A  are  ’ 

Dmj  =  -<fmj(D>/SfMjt^  +  4ir(p‘  “  p*)“2i  no  sum  on  M«J  (72) 
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Amnpq  =  <Fmjk,n^>  +  Fnjk,m^>Sjkpq/2'*" 
In  which  the  tensors  f  and  F  are  defined  as 


4irpo>2fmj(  r)  =  -B24»6mj  ♦  Y,mj  -  4>,mj  "C74) 

4irpa,2Fm1j(j:)  =  “(^’r/lj  +  2v02<t,’16mj  "  *  2v<t,’mj)  (75) 

The  i|»-  and,  by  Implication,  the  ^-Integrals  given  In  equations  (14)  and 
(15),  etc.,  are  the  volume  Integrals  associated  with  the  Inhomogeneous  Helmholtz 
equation.  They  can  be  carried  out  for  an  ellipsoidal  region  by  expanding  (exp 
1 k R ) /R  In  Taylor  series  expansions  with  respect  to  r'  for  r  >  r'  and  with 
respect  to  r  for  r  <  r'.  Here  k  can  be  either  a  or  B.  Details  are  given 
In  reference  6.  This  type  of  expansion  for  the  Integrand  Is  particularly  useful  In 
determining  the  coefficients  of  a  "polynomial 11  distribution  of  in  and 

The  fourth-rank  tensor  Sjkpq  Is  the  connecting  tensor  between  the 
elgenstralns  and  the  applied  strains,  that  Is, 


*0)  s  U) 

jk  "  5jkpq  pq 

I 

S,.  =  S,,  (C,  a,  ,  o>) 

jkpq  jkpqv~  1  ) 

for  the  case  of  uniform  elgenstralns  and  elgenforces.  In  developing  these 
expressions,  the  volume  average  of  the  ^-Integrals  must  be  evaluated.  Finally, 
note  that  p*  and  C*  are  complex,  where  the  real  and  Imaginary  parts  are 
associated  with  the  Velocity  and  attenuation,  respectively. 


Example:  Spherical  Inclusion  Materials 

Let  the  spherical  Inclusion  materials  of  radius  a  be  randomly  distributed 
over  the  whole  volume  of  the  matrix.  If  the  matrix  and  the  Inhomogeneities  are 
Isotropic,  the  effective  medium  Is  also  Isotropic.  It  Is  easy  to  show  that 


-<f33^» 

D  .  =  6  ,  - — - 

f  [0]  +  4ir(  p 1  - 


=  6  .D 
mj 


Sjkpq  Skjpq  Sjkqp  "  Spqjk 
Smi  =  S2222  =  S3333  =  C1  I 


S1 21 2  =  C3 


S1 1 22  '  S1 1 33  =  S2233 
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where 


•i  -  («; 


*  *  * 
+  C2  -  2GC2 


l<y  *  c*c2  -  *($*] 

C2  '  (C1G  '  C2)/[(Cl)2  *  C1C2  "  2(C2)2] 

C3  .  )2F122i1tO]  *  v*/(v'  -  v*>j 

C2  =  GF  i  -j  i  ^  [0]  +  (s  +  1)F122J[0]  +  H 

C1  =  Flll,lt0]  +  2GF122,1^0;|  "  F 
F  E  -(X*  +  2y*)/G 

G  =  (X1  -  X*)/[(X'  -  X*)  +  2(v*  -  y*)] 

H  =  X*/G 


Following  the  theory  developed  In  the  previous  sections,  the  effective  moduli 
and  mass  density  are  found  to  be 


P*  =  P  +  f  ApD  (79) 

X*  =  X  +  f[AX(Aini  +  2A1122)  +  2  AyA]122]  (80) 

y*  =  y  +  f  A^(AT212  +  A1 221 ^ 

K*  =  K  +  ^f(A1111  +  2An22)AX  +  (2/3)(3An22  +  A1212  +  A1221)Ay]  (82) 


Clearly,  the  velocities  are  dispersive.  At  frequencies  above  the  Rayleigh  limit, 
this  phenomenon  Is  pronounced.  From  figures  10  to  12,  the  bulk  moduli,  shear 
moduli,  and  longitudinal  velocities  are  shown  as  functions  of  the  volume  concentra¬ 
tion  of  spherical  Inclusion  materials  for  aluminum  spheres  In  germanium  for  differ¬ 
ent  dimensionless  wave  numbers  <*a.  For  a  given  fixed  concentration,  the  moduli 
K*  and  y*  and  the  velocities  vj_  and  vj  are  Increased  as  the  dimensionless 
wave  number  aa  Is  Increased.  The  dispersiveness  of  effective  shear  modulus  Is 
minimal  and  that  of  effective  bulk  modulus  Is  more  pronounced  (figs.  12  and  13). 

As  an  example  of  detecting  localized  damage  by  void  nucleatlon,  let  all  small 
voids  be  locally  nucleated  within  a  localized  small  region  Q  of  radius  R 
(fig.  14).  The  effective  moduli  of  this  composite  can  therefore  be  obtained  from 
equations  (64)  and  (65).  If  void  nucleatlon  outside  the  region  Q  can  be  Ignored, 
the  scattering  of  the  composite  sphere  can  easily  be  obtained.  By  using  the  com¬ 
puter  program  developed  In  reference  17  for  that  of  a  single  spherical  Inclusion, 
the  scattering  cross  section  for  a  composite  sphere  consisting  of  small  voids  In 
titanium  Is  displayed  as  a  function  of  dimensionless  wave  number  for  different  con¬ 
centrations  of  voids  (fig.  15).  As  the  volume  fraction  of  voids  Inside  ft  Is 
changed,  the  effective  properties  p* ,  X*,  and  y*  are  also  changed.  Hence,  the 
attenuation  effect  Is  pronounced  as  the  concentration  of  voids  Is  Increased.  The 
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scattering  cross  section,  which  Is  essentially  proportional  to  the  attenuation 
(ref.  1)  Increases  with  Increasing  concentration  fr.  It  appears  that  these 
curves  can  be  used  to  locate  and  calibrate  porosity  In  a  structural  component. 


CONCLUDING  REMARKS 

The  velocity  and  attenuation  of  ultrasonic  waves  In  two-phase  media  were 
studied  by  using  a  self-consistent  averaging  scheme.  The  effective  medium  had  to 
possess  the  same  strain  and  kinetic  energy  as  the  physical  medium.  The  concept  of 
volume  averaging  for  physical  quantities  was  employed.  The  solution  depended  on 
the  scattering  of  a  single  Inhomogeneity.  The  theory  Is  general  and  can  be  applied 
to  any  multicomponent  material  system.  Since  the  scattering  of  an  ellipsoidal 
Inhomogeneity  Is  known,  the  average  theorem  presented  In  this  report  can  be  used  to 
study  the  velocity  and  attenuation  of  distributed  Inhomogeneities  of  shapes  such  as 
disks  and  short  fibers.  The  orientation  of  these  Inhomogeneities  as  well  as  their 
sizes,  as  in  the  spherical  geometry,  will  necessarily  Induce  anisotropy  In  the 
effective  medium.  The  scheme  developed  herein  was  not  compared  with  test  data. 

The  use  of  a  self-consistent  scheme  In  determining  static  material  properties  for 
composites  has  been  explored  (ref.  13). 

Results  for  randomly  distributed  spherical  Inclusions  of  radius  a  are  pre¬ 
sented.  Effective  moduli  and  mass  density  were  found  to  be  dispersive.  A  simple 
model  of  localized  damage  was  studied.  It  is  well  known  that  porosity  Is  directly 
related  to  the  strength  of  rocks  and  ceramics.  Therefore  the  theoretical  study  of 
velocity  and  attenuation  in  two-phase  media  may  be  a  viable  means  for  data  analysis 
In  ultrasonic  evaluation  of  dynamic  material  properties  for  composite  bodies 
(ref.  14)  and  polycrystals  (ref.  15).  As  in  determining  the  static  properties  of 
materials,  the  problem  may  be  more  in  the  mechanics  than  in  the  manufacturing 
(ref.  16).  Deformation  processes  such  as  rolling,  sheet  metal  forming,  and  drawing 
often  Involve  large  plastic  flow,  moisture  absorption,  and  thermal  cycling.  Resid¬ 
ual  stresses  and  anisotropy  are  Introduced  Into  the  material  and  limit  the  amount 
of  deformation  to  fracture  with  a  directional  dependence.  Theoretical  development 
In  acoustoelasticity  appears  to  be  lacking  (ref.  18). 
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Figure  3.  -  ICGyJ  versus  aa-j  for  back-scattered  data  for  tungsten  disk  in  aluminum  matrix. 
a2^al  =  ^  *  al  =  <J>  =  25°;  0  =  30°;  =  -9.^. 


Figure  4.  -  lo^l  versus  aa^  for  back-scattered  data  for  tungsten  disk  in  aluminum  matrix. 
32/a!  =  1;  a]  =  0.5;  <*>  =  25°;  0  =  30°;  =  -lm. 
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Figure  5.  -  |A]|  versus  aa-j  for  back-scattered  data  for  tungsten  disk  in  aluminum  matrix. 
a2/*i  =  1;  a!  =  1.0;  <t>  =  25°;  9  =  30°;  <*„  =  -lm. 


Figure  6.  -  |B]]|  versus  aa-j  for  back-scattered  data  for  tungsten  disk  in  aluminum  matrix. 
a2^al  -  ^  a  1  =  4>  =  25°;  0  =  30°;  q^  = 


Figure  7.  -  |  B 1 3  |  versus  aa-j  for  back-scattered  data  for  tungsten  disk  in  aluminum  matrix. 
a2/a]  =  1 ;  3]  =  1.0;  <p  =  25°;  0  =  30°;  q^  = 
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Figure  8.  -  | 
a2/ai  =  i; 


t 


1 G i  j  versus  aa-j  for  back-scattered  data  for  tungsten  disk  in  aluminum  matrix. 
=  1.0;  <j>  =  25°;  6  =  30°;  ^  =  -lm. 


251 


Effective  Shear  Modulus  (GPA) 


Figure  11.  -  Longitudinal  wave  velocity  versus  concentration:  aluminum  spheres  in  germanium. 


DIMENSIONLESS  WAVENUMBER  aA 

Figure  12.  -  Effective  shear  modulus  versus  wave  number:  aluminum  spheres  in  germanium. 
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DIMENSIONLESS  WAVENUMBER  aA 

Figure  13.  -  Effective  bulk  modulus  versus  wave  number:  aluminum  spheres  in  germanium. 
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Ultrasonic  attenuation  measurements  provide  nondestructive  means  for 
characterizing  material  properties.  In  polycrystalline  solids  the  frequency 
dependence  of  attenuation  characterizes  microstructure  and  hence  the  mechani¬ 
cal  properties  governed  by  microstructure.  Microstructure,  morphology,  speci¬ 
fic  mechanical  properties,  and  ultrasonic  characteristics  of  materials  are 
often  uniquely  interrelated  (Green,  1973a,  1981,  1985;  Vary,  1984). 

Although  expressions  that  relate  ultrasonic  attenuation  to  specific 
microstructural  factors  exist,  they  are  fragmented  and  unsatisfactory  because 
they  consist  of  diverse  piecemeal  descriptions  and  ad  hoc  combinations  of 
attenuation  mechanisms  over  various  frequency  ranges  of  interest  (Merkulov, 
1956;  Papadakis,  1960,  1965b;  Serabian  and  Williams,  1978).  A  unified 
approach  is  needed  to  overcome  these  shortcomings  and  to  help  resolve  ques¬ 
tions  that  arise  in  attempts  to  identify  and  evaluate  key  microstructural 
factors  that  govern  mechanical  properties. 

The  approach  given  herein  depends  on  treating  material  microstructures  as 
elastomechanical  "filters"  that  have  analytically  definable  transfer  func¬ 
tions.  These  transfer  functions  can  be  defined  in  terms  of  the  frequency 
dependence  of  the  ultrasonic  attenuation  coefficient  (Vary,  1980b,  1984).  The 
transfer  function  concept  provides  a  basis  for  synthesizing  expressions  that 
characterize  polycrystalline  materials  relative  to  microstructural  factors 
such  as  mean  grain  size,  grain-size  distribution  functions,  and  grain  boundary 
energy  transmission.  Although  our  approach  is  nonrigorous,  it  leads  to  a 
rational  basis  for  combining  the  previously  mentioned  diverse  and  fragmented 
equations  for  ultrasonic  attenuation  coefficients. 


BACKGROUND  AND  THEORY 
General 

Ultrasonic  materials  characterization  involves  both  velocity  and  attenu¬ 
ation  measurements.  Velocity  measurements  are  useful  for  measuring  elastic 
constants,  residual  stresses,  density,  etc.  This  paper  concentrates  on  atten¬ 
uation  measurements  because  they  are  pivotal  to  understanding  interrelations 
between  microstructure  and  mechanical  properties.  The  characterization  of 
mechanical  properties  depends  on  precise  measurements  of  attenuation. 

Ultrasonic  frequency-spectrum  analysis  provides  a  means  for  character¬ 
izing  microstructural  factors  that  govern  mechanical  properties  (Papadakis, 
1976;  Fitting  and  Adler,  1981;  Vary,  1984).  The  frequency  range  emphasized 
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herein  is  that  normally  used  for  interrogating  polycrystalline  engineering 
materials  (i.e.,  about  10  to  100  MHz).  By  using  ultrasonic  frequency- spectrum 
analysis  and  signal  deconvolution  algorithms  (Bracewell,  1978;  Bendat  and 
Piersol ,  1980;  Vary,  1980b;  Williams,  et  al.,  1985a),  it  is  possible  to  define 
transfer  functions  that  characterize  microstructures  relative  to  their  effect 
on  wave  propagation  and  also  on  mechanical  properties.  It  will  be  seen  that 
these  transfer  functions  are  definable  in  terms  of  the  frequency  dependence  of 
the  attenuation  coefficient. 


Pulse Echo  Method 

For  the  purposes  of  this  paper  we  assume  a  material  sample  with  flat, 
parallel  opposing  surfaces.  The  sample  is  examined  with  a  broadband,  pulse- 
echo  system  using  digital  signal  acquisition  and  processing  (fig.  1).  A  buf¬ 
fered,  piezoelectric  transducer  collects  a  set  of  echoes  returned  by  the  back 
surface  of  the  sample.  Only  the  first  two  echoes,  Bq  and  B2,  are  selected 
for  analysis.  Signal  acquisition,  processing,  and  analysis  are  done  as  des¬ 
cribed  by  Papadakis  (1976),  Vary  (1979b,  1980a, b),  Generazio  (1984),  and  Kline 
(1984).  The  echoes  are  transformed  to  the  frequency  domain  by  digital  Fourier 
transform  algorithms.  Ultrasonic  attenuation  as  a  function  of  frequency  and 
therefore  information  on  material  microstructure  is  obtained  by  deconvolution 
of  echoes  B^  and  B2. 


Material  Transfer  Function 

In  the  following  discussion  the  quantities  Bq,  B2,  Iq>  I2»  T>  anc*  R 
(fig.  2)  are  Fourier  transforms  of  corresponding  time-domain  quantities.  The 
quantities  Bq,  B2,  Iq,  and  I2  are  spectra  of  waveforms,  and  T  is  the 
material  transfer  function,  to  be  defined  in  the  frequency  domain.  (Phase 
spectra  and  such  associated  topics  as  waveform  synthesis  and  phase  interfer¬ 
ence  effects  are  not  considered  herein.)  The  reflection  coefficient  R  is 
also  a  function  of  frequency,  albeit  a  weak  function  in  most  cases  (Papadakis, 
1968;  Generazio,  1984).  The  transfer  function  will  be  defined  in  terms  of 
B-^ ,  B2,  and  R. 

Internal  echo  1]^  is  the  source  of  the  "reduced"  signal  Bq  (i.e., 
reduced  by  the  factor  (1  +  R) ,  where  R  is  the  reflection  coefficient  at  the 
specimen  transducer  interface).  The  reflection  coefficient  is  unity  (i.e.,  1) 
at  the  free  surface.  Algebraic  signs  carried  by  reflection  coefficients 
depend  on  whether  they  are  defined  as  power  or  amplitude  quantities  and  on  the 
input- output  direction  of  signals  across  interfaces.  The  "power"  (energy) 
definition  as  given  in  appendix  A  applies  to  R  herein.  A  part  of  the  energy 
of  lq  is  reflected  and  appears  as  the  second  internal  echo  I2  giving  the 
reduced  echo  B2;  thus 


B1  =  (1  -  R)I1  (1) 

B  =  TR( 1  -  R) I  (2) 

2  1 

where  Bq,  B2,  and  lx  are  the  "power"  (i.e.,  magnitude-squared  spectra  of 
corresponding  amplitude  squared  time-domain  signals).  Combining  equations  (1) 
and  (2)  yields 
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There  are  transfer  functions  associated  with  the  instrumentation,  signal 
transduction,  and  other  aspects  of  the  signal  acquisition  system.  These  can 
be  ignored  because  in  the  pulse- echo  configuration  they  vanish,  just  as  the 
term  (1  +■  R)I^  vanishes  in  equation  (3). 


Attenuation  Coefficient 


Papadakis  (1968;  1976)  has  demonstrated  that  the  attenuation  coefficient 
can  be  found  by  frequency  spectrum  analysis  and  that  it  may  be  written  as 


where  x  is  the  sample  thickness.  The  attenuation  coefficient  a  is  a  func¬ 
tion  of  frequency  and  hence  as  with  the  quantities  T,  and  B2,  it  is 

appropriate  to  treat  it  as  a  Fourier  transform  of  a  time-domain  quantity.  Then 
because  the  transfer  function  T  and  the  attenuation  coefficient  a  are 
both  defined  in  terms  of  B^,  B2,  and  R,  equations  (3)  and  (4)  can  be  com¬ 
bined  to  get 


T  =  exp ( -  2xa)  (5) 

Thus  the  transfer  function  is  defined  in  terms  of  an  attenuation  coefficient. 
Conversely,  if  the  material  transfer  function  T  can  be  prescribed  apriori, 
appropriate  expressions  can  be  found  for  the  attenuation  coefficient  a.  It 
will  be  seen  that  a  general,  unified  expression  can  be  derived  for  a  for  the 
various  energy  loss  mechanisms  in  polycrystalline  solids  by  using  the  preced¬ 
ing  equations  and  the  transfer  function  concept. 


Attenuation  Mechanisms 

The  energy  loss  mechanisms  that  govern  ultrasonic  attenuation  in  the  fre¬ 
quency  ranges  (bandwidths)  of  interest  for  polycrystalline  engineering  solids 
are  known  (Mason  and  McSkimmin,  1947;  Lifsitz  and  Parkomovskii ,  1950;  Granato 
and  Liicke,  1956;  Merkulov,  1957;  Truell,  et  al.,  1969;  Bahtia,  1976).  The  two 
principal  causes  of  attenuation  are  scattering  and  absorption.  Diffusion, 
Rayleigh,  and  stochastic  (or  phase)  scattering  losses  are  extrinsic;  absorp¬ 
tion  losses  from  dislocation  damping,  anelastic  hysteresis,  relaxation,  and 
thermoelastic  effects  are  intrinsic  to  individual  grains  (i.e.,  crystallites). 

We  are  not  concerned  with  geometrical  losses,  such  as  those  due  to  dif¬ 
fraction  effects,  which  are  not  inherent  to  material  microstructures.  These 
effects  can  be  either  controlled  or  eliminated  from  attenuation  measurements 
by  well-known  experimental  and  data  reduction  procedures  (Papadakis,  1975)  in 
order  to  get  the  true  attenuation  coefficient  as  a  function  of  frequency. 
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Extrinsic  Mechanisms 


Scattering  usually  accounts  for  the  greatest  portion  of  losses  in  poly- 
crystalline  aggregates  (Papadakis,  1964a, b,  1965a, b,  1970;  Serabian  and 
Williams,  1976;  Goebbels,  1980).  For  polycrystalline  aggregates  expressions 
that  have  been  developed  for  the  scatter  attenuation  coefficient  a  as  a 
function  of  frequency  f  are  referred  to  three  regimes  that  are  defined  by 
the  ratio  of  mean  grain  size  a  to  dominant  wavelength  k. 

For  the  Rayleigh  scattering  regime,  where  \  »  ira, 

a  =  c  a  f  (6) 

r  r 


(7) 


(8) 


In  equation  (6)  a^  represents  grain  volume,  where  the  grains  are  to  be  con¬ 
sidered  as  having  a  variety  of  nonequiaxed,  nonspherical  shapes  (Papadakis, 
1965b).  The  constants  c  contain  other  quantities  (i.e.,  geometric  factors, 
longitudinal  and  transverse  velocities,  density,  and  elastic  anistropy  fac¬ 
tors)  (Mason  and  McSkimmin,  1947,  1948;  Lifsitz  and  Parkomovskii ,  1950; 
Merkulov,  1957;  Truell,  et  al.,  1969).  These  factors  will  be  considered  later 
in  this  paper. 


Intrinsic  Mechanisms 

Absorption  losses  due  to  dislocation  damping,  hysteresis,  thermoelastic 
effects,  etc.,  are  intrinsic  to  grains  (crystallites)  and  involve  direct  con¬ 
version  of  acoustic  energy  to  heat.  These  attenuation  mechanisms  are  essen¬ 
tially  independent  of  grain  size,  shape,  volume,  etc. 

For  hysteresis  losses  (Kolsky,  1953;  Nowick  and  Berry,  1972) 

<*  =  c  f  (9) 

h  h 


For  thermoelastic  losses  (Lucke,  1956) 


(10) 


Hysteresis  losses  (eq.  (9))  arise  when  acoustic  waves  cause  stress-strain 
damping.  Hysteresis  losses  with  a  first-power  frequency  dependence  are  usu¬ 
ally  observed  in  single  crystals  and  amorphous  solids  and  with  difficulty  in 
polycrystalline  solids  (Mason,  1958).  Equation  (10)  gives  the  frequency 
dependence  of  thermodynamic  losses  that  arise  when  longitudinal  waves  produce 
heat  flow  from  dilatation  to  compression  regions. 
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Viscous  losses  (Auld,  1973)  also  exhibit  a  second-power  frequency  depen¬ 
dence  but  are  generally  negligible  in  solids.  Models  for  absorption  losses 
caused  by  dislocation  vibrations,  relaxation  effects,  and  internal  friction 
predict  second-power  frequency  dependence  down  to  frequency  independence 
(Granato  and  Lucke,  1956;  Seeger  and  Schiller,  1962;  Truell,  et  al.,  1969). 
Absorption  losses  due  to  magnetic  domains,  electrons,  or  phonons  are  special 
cases  involving  ferromagnetic  materials,  very  high  frequencies,  or  cryogenic 
temperatures,  respectively,  and  are  not  considered  here. 


Combined  Expressions 

Total  attenuation  coefficients  are  usually  written  ad  hoc  as  sums  of 
coefficients  for  scattering  and  absorption.  For  example,  equations  (7) 
and  (9)  are  combined  to  form  an  expression  for  the  total  attenuation  coeffi¬ 
cient  a,  where 


a.  =  c,  f  +  c  af2  (11) 

hp  h  p 

or  equations  (6)  and  (9)  are  combined  to  get 

“hr  *  chf  -  V3'4  !12) 

Combined  expressions  as  in  equations  (11)  and  (12)  are  convenient  for  fitting 
experimental  data  and  for  analyzing  the  contributions  of  attenuation  mecha¬ 
nisms  and  underlying  microstructural  factors. 

An  inconsistency  occurs  in  attempting  to  combine  the  expressions  for 
Rayleigh  and  stochastic  attenuation  in  equations  (6)  and  (7)  because  as  ultra¬ 
sonic  frequency  increases,  the  fourth-power  term  for  Rayleigh  scattering 
becomes  dominant.  This  contradicts  the  expectation  that  for  higher  frequen¬ 
cies,  as  wavelength  diminishes  and  approaches  grain  size,  the  second  power  of 
frequency  due  to  stochastic  scattering  should  dominate.  Papadakis  (1965b)  and 
others  have  dealt  with  this  issue  by  applying  equations  (6)  and  (7)  piecemeal 
and  adapting  a  smoothing  function  to  form  continuity  between  the  Rayleigh  and 
stochastic  regimes.  Smith  (1984)  has  observed  that  the  transition  from 
Rayleigh  to  stochastic  scattering  depends  on  grain-size  distribution  and  sug¬ 
gests  introducing  a  probability  function  in  scatter  attenuation  equations  pro¬ 
posed  by  Roney  (1950)  and  Serabian  and  Williams  (1978). 

Maisel  (1984)  overcomes  the  problem  of  expressing  the  transition  from 
Rayleigh  to  stochastic  scattering  by  using  an  electrical  network  analog  to 
model  ultrasonic  scattering.  Maisel* s  results  suggest  expressions  for  the 
attenuation  coefficient  that  combine  Rayleigh  and  stochastic  frequency  depen¬ 
dencies  in  a  continuous  function.  One  such  expression  is 


a 

rp 


c 

rp 


4aV 

1  +  4a2k2 


(13) 


where  c  is  a  material  constant  incorporating  average  fractional  deviations 
of  density  and  compressional  modulus,  a  is  mean  scatterer  size,  k  is  wave 
number  (2irf/v),  and  v  is  velocity.  The  formulation  of  equation  (13)  allows 
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the  fourth  power  of  frequency  to  dominate  at  low  frequencies  and  the  second 
power  to  dominate  at  high  frequencies.  A  similar  formulation  was  derived  by 
Perkeris  (1947)  by  assuming  an  autocorrelation  function  for  polycrystalline 
inhomogeneity.  Although  both  formulations  allow  a  smooth  transition  from 
fourth-  to  second- power  frequency  dependence  with  increasing  ultrasonic  fre¬ 
quencies,  no  allowance  is  made  for  frequency  independence  at  extreme  frequen¬ 
cies  in  accordance  with  equation  (8).  Rokhlin  (1972)  describes  a  generalized 
formulation  that  encompasses  Rayleigh,  stochastic,  and  diffusion  scattering. 
However,  in  Rokhlin* s  approach  a  smooth  transition  between  scattering  regimes 
is  lost  because  of  the  periodic  nature  of  the  sine  function  that  was  used. 


MICROSTRUCTURE  CONSIDERATIONS 
Grain  Size 

Before  dealing  with  transfer  function  synthesis  we  briefly  review  some 
relevant  aspects  of  the  interplay  of  microstructure  and  the  previously  dis¬ 
cussed  formulations  for  ultrasonic  attenuation. 

A  universally  cited  quantity  for  characterizing  polycrystalline  micro¬ 
structures  is  "mean  grain  size."  This  quantity  is  used  regardless  of  diffi¬ 
culties  inherent  in  measuring  it  or  assigning  appropriate  values  to  it, 
especially  in  materials  that  exhibit  complex  microstructures  (subgrains, 
second  phases,  etc.).  Nevertheless  it  is  appropriate,  for  many  single-phase 
polycrystallines  with  "uniform"  microstructures,  to  speak  of  a  mean  grain 
size.  This  depends  on  discovering  a  definitive  grain-size  distribution  func¬ 
tion  (DeHoff,  1968).  Most  polycrystallines  exhibit  grain-size  distributions 
that  are  highly  skewed  and  nonGaussian  because  of  a  high  incidence  of  large 
grains  (Papadakis,  1964b,  1965b;  Schiickler,  1968;  Evans,  et  al.  1978;  Smith, 
1984;  Tittmann,  et  al.,  1985). 

There  are  polycrystalline  aggregates  that  have  microstructures  with 
readily  defined  mean  grain  sizes  (Schiickler,  1968).  When  expressions  of  the 
form  of  equations  (11)  and  (12)  are  fitted  to  experimental  attenuation  data 
for  samples  of  these  materials,  a  new  expression  for  the  same  sample  after 
annealing  to  a  different  mean  grain  size  can  be  obtained  by  modifying  the 
coefficients  of  frequency  by  a  numerical  scale  factor  (e.g.,  the  ratio  of  mean 
grain  sizes).  This  has  been  demonstrated  for  polycrystalline  samples  of 
nickel  and  copper  where  measurements  were  predominantly  in  the  stochastic 
scattering  regime  (i.e.,  principal  wavelengths  commensurate  with  grain  size 
(Generazio,  1985)).  A  general  scaling  parameter  for  grain  size  has  been 
described  by  Serabian  and  Williams  (1978). 

Scaling  of  attenuation  expressions  probably  applies  only  to  homomorphic 
microstructures  having  grain-size  distribution  functions  that  are  invariant 
with  changes  in  mean  grain  size.  Photomicrographs  of  the  successive  heat 
treatments  produced  by  Generazio  (1985)  seem  to  scale  (i.e.,  map)  exactly  in 
this  sense.  Apparently  scaling  can  be  done  even  with  rather  complex  micro¬ 
structures  despite  difficulties  in  producing  or  identifying  homomorphic  grain¬ 
boundary  patterns. 
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Scattering  Centers 


Scattering  theories  usually  consider  ensembles  of  scattering  centers 
embedded  in  a  featureless  continuum.  Current  theories  for  polycrystallines 
account  only  for  scattering  by  equiaxed  grains  and  neglect  effects  of  texture, 
anisotropy,  grain-size  variations,  etc.  Indeed,  well- formulated  theories  for 
attenuation  exist  only  for  the  simple  case  of  single-  phase  polycrystalline 
solids  with  virtually  identical,  equiaxed  grains  and  for  frequencies  that 
satisfy  the  conditions  ka  <<  1  or  ka  >>  1,  where  k  is  wave  number  and  a 
is  mean  grain  (scatterer)  size. 

Underlying  equations  (6)  and  (7)  is  the  assumption  of  single  scattering 
by  independent  scatters;  the  conceptual  and  theoretical  difficulties  that 
arise  with  multiple  scattering  where  scatterers  interact  and  velocity  disper¬ 
sion  effects  are  likely  to  arise  are  ignored.  For  example,  equation  (6)  is 
based  on  the  "Rayleigh  criterion"  and  ideal  elastic  scatterers  that  are  suffi¬ 
ciently  separated  to  ensure  single  scattering  (Truell,  et  al.,  1969). 

Fourth-  and  second- power  relations  given  in  equations  (6)  and  (7), 
respectively,  have  been  experimentally  confirmed  for  special  cases  (Winkler 
and  Murphy,  1984).  Papadakis  (1981)  and  Sayers  (1985)  realized  the  fourth- 
power  relation  of  equation  (6)  by  measuring  scattering  due  only  to  "minority" 
phases  (e.g. ,  carbon  nodules  and  inclusions)  in  polycrystalline  aggregates. 
Evans,  et  al.,  (1978)  used  a  similar  approach  for  materials  with  sparse  dis¬ 
tributions  of  "predominant"  scatterers  in  a  polycrystalline  "continuum." 

Apparently,  when  used  with  materials  exhibiting  discrete,  widely  sepa¬ 
rated,  "strong"  scattering  centers,  the  Rayleigh  criterion  is  satisfied  and 
the  difficulties  due  to  multiple  scattering  are  avoided.  It  seems  remarkable 
that  frequency  dependences  predicted  by  rather  simplified  scattering  models 
can  be  realized  even  with  complex  polycrystallines. 


Empirical  Correlations 

For  most  polycrystallines  the  overall  experimentally  determined  frequency 
dependence  of  attenuation  is  not  an  integral  power.  Exponents  on  frequency 
even  in  the  Rayleigh  or  stochastic  regimes  rarely  equal  exactly  4  or  2, 
respectively  (Papadakis,  1981).  This  is  probably  due  partly  to  imprecisions 
in  experimental  measurements  and  to  attenuation  data  being  defined  only  within 
the  bandwidth  used  to  interrogate  the  sample.  Within  limited  bandwidths  the 
best  fit  of  experimental  data  simply  reflects  only  a  portion  of  the  actual 
attenuation  function. 

Because  of  the  aforementioned  factors  it  is  often  possible  to  fit  attenu¬ 
ation  data  with  expressions  that  allow  the  exponent  on  frequency  to  be  an 
experimentally  determined  variable  (Vary,  1980a, b).  Among  the  simplest 
expressions  of  this  kind  is 


>a<  =  cfm  fx  <  f  <  f2  (14) 

where  denotes  that  a  is  empirically  defined  only  in  a  limited  fre¬ 

quency  range  and  where  m  may  assume  noninteger  values.  The  quantities  c 
and  m  will  change  correspondingly  with  microstructural  changes  that  affect 
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attenuation  (mean  grain  size,  grain  size  distribution,  etc.).  Experimental 
results  show  that  equation  (14)  is  appropriate  for  fitting  attenuation  data 
over  a  frequency  range  that  spans  the  Rayleigh  scattering  regime  for  a  variety 
of  polycrystalline  materials  (Papadakis,  1964a,  1976;  Vary,  1978;  Bozorg- 
Grayeli ,  1981;  Vary  and  Hull,  1982,  1983).  It  will  be  seen  that  equation  (14) 
gives  statistically  valid  descriptions  of  data  in  the  Rayleigh  regime. 


Grain  Interfaces 

From  a  purely  physical  standpoint  grain  facets  and  surface  areas  should 
influence  mechanical  properties  of  polycrystallines.  This  is  certainly  true 
of  properties  that  depend  on  the  surface  energy  of  grains,  properties  affected 
by  the  grain-boundary  thickness,  properties  for  which  grain  boundaries  are 
obstacles,  and  properties  connected  with  grain-  and  phase- boundary  migrations 
and  obliterations.  The  transfer  function  concept,  described  next,  provides  a 
basis  for  a  unified  expression  for  attenuation  that  incorporates  the  previ¬ 
ously  discussed  attenuation  mechanisms  and  also  a  means  for  studying  the 
effects  of  variations  in  grain-boundary  energy  transmission  factors. 


TRANSFER  FUNCTION  SYNTHESIS 
Approach 

An  attenuation  transfer  function  for  polycrystalline  solids  is  defined  in 
terms  of  a  lattice  model  that  incorporates  the  effects  of  grain— boundary 
(interface)  spacing  and  energy  transmission  across  interfaces.  The  lattice 
model  is  generalized  by  the  introduction  of  probability  distribution  functions 
to  account  for  variations  in  grain  and  scatterer  size  and  boundary  spacing. 

The  transfer  function  concept  provides  a  convenient  and  rational  basis  for 
incorporating  the  previously  described  attenuation  mechanisms  into  a  unified 
expression  for  ultrasonic  attenuation. 


Interface  Transfer  Function 

The  transfer  function  of  an  interface  between  two  media  is  defined  in 
terms  of  the  reflection  coefficient  at  the  interface.  We  assume  ideal  flat 
interfaces  between  dispersion-free  media  with  unequal  acoustic  impedances.  In 
this  case  the  reflection  coefficient  R  is  taken  as  a  frequency- independent 
Heaviside  step  function  in  the  frequency  domain,  corresponding  to  a  delta 
(impulse)  function  in  the  time  domain,  see  figure  3  and  appendix  B. 

The  reflection  coefficient  R  in  equations  (1)  to  (4)  conforms  with  the 
interface  transfer  function  notion  given  here.  If  it  becomes  necessary  to 
consider  velocity  dispersion  or  nonideal  (thick,  strained,  acoustically  rough, 
etc.)  interfaces,  expressions  for  R  (and  the  quantity  G,  defined  below) 
would  simply  assume  frequency-dependent  forms  (Papadakis,  1976;  Kinsler, 
et  al.,  1982;  Generazio,  1984). 
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Lattice  Model  Transfer  Function 


The  lattice  model  illustrated  in  figure  4  represents  a  volume  that  con¬ 
sists  of  series  of  plane  parallel  interfaces  separating  thin  layers  with 
unequal  acoustic  impedances  (compare  with  Rokhlin  (1972),  where  a  volume  is 
divided  into  equal  rectangular  parallepipeds) .  The  model  is  one  dimensional 
and  accounts  for  energy  losses  suffered  by  longitudinal  rays  traveling  at 
no^rinal  incidence  to  the  interfaces.  Each  of  the  n  internal  interfaces  has  a 
transfer  function  defined  in  terms  of  an  internal  reflection  coefficient  G 
(appendix  B) .  For  the  moment  consider  each  layer  as  a  featureless  (scatterer 
free)  medium  with  an  intrinsic  attenuation  function 

A  =  | A(f ) |  =  exp(-a  l)  (15) 

where  9,  is  layer  thickness  and  A  is  the  magnitude  (power)  spectrum  of 
A(f).  As  developed  in  appendix  C  the  transfer  function  T  for  the  lattice 
model  can  be  reduced  to  the  form 

T  =  (H  -  G) 2n  A2(n+1)  [£.  .  .  ]  (16) 

where  H  =  |H(f ) |  =  1  is  the  Heaviside  unit  step  function  that  will  be  ren¬ 
dered  as  1  hereinafter  (i.e.,  (H  -  G)  -  (1  -  G)).  The  multiple  convolution 
(multiple  reflection)  factor  .  .  .  ]  in  equation  (16)  is 


n 

2 

r  n 

r  i 

[£...]  = 

£  (RG)q_1A2(q“1) 

£  G2(q-l)A2(q-l) 

_1 

2(n-l) 


(17) 


The  number  of  first-order  multiple  reflections  in  each  lattice  layer  is 
q  -  1,  and  the  number  of  layers  is  n  +  1.  Equation  (16)  defines  T  in  terms 
of  power  (energy)  reflection  functions  R  and  G  (appendix  A).  The  terms 
A,  G,  R,  and  T  are  Fourier  transforms.  The  various  powers  and  products  of 
A,  G,  and  R  are  convolutions  of  their  time-domain  counterparts.  For  exam¬ 
ple,  RG  in  equation  (17)  is  the  convolution  of  corresponding  time-domain 
quantities.  The  quantity  [^...]  given  in  equation  (17)  explicitly  contains 
only  first-order  multiple  reflections.  It  will  be  seen  that  this  is  suffi¬ 
cient  for  generalizing  the  model. 


Lattice  Model  with  Scattering 

The  lattice  model  may  be  extended  to  include  scattering  by  taking  A  in 
equations  (16)  and  (17)  to  consist  of  both  intrinsic  and  extrinsic  attenuation 
factors , 


A  =  [exp (-a.  9,)  ]  [exp ( -a  9.)]  (18) 

l  e 

If  it  is  postulated  that  each  layer  contains  an  independent  scattering  center 
in  addition  to  intrinsic  attenuation,  equation  (16)  takes  the  form 

T  =  (1  -  G)2n[exp(-a.  SI)  exp  (-a  1)  ]2(n+1)  [£.  .  .  ]  (19) 

i  e 
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Let  the  intrinsic  attenuation  be  due  to  anelastic  hysteresis,  and  in  accordance 
with  Nowick  and  Berry  (1972)  express  it  as 


(20) 


where  h  is  a  hysteresis  constant  and  v  is  velocity, 
ation  take  the  Rayleigh  scattering  expression  derived  by 
(1947), 


For  extrinsic  attenu- 
Mason  and  McSkimmin 


a 

e 


3.4 

=  c  a  f 
r 


ft?) 


(21) 


where  a  is  mean  scatterer  size  (with  4ira  /3  replacing  the  mean  grain  vol¬ 
ume  in  the  Mason  and  McSkimmin  (1947)  derivation)  and  K  is  elastic  anisot¬ 
ropy  (i.e.,  average  change  in  elasticity  encountered  from  one  layer  to  the  next 
(Mason  and  McSkimmin,  1948;  Lifsitz  and  Parkomovskii ,  1950;  Merkulov,  1957)). 


Generalization  for  Polycrystallines 

We  generalize  the  lattice  model  to  resemble  a  polycrystalline  by  postu¬ 
lating  unequal  layer  thicknesses  and  nonparallel  interfaces.  Thus  any  ray 
traveling  at  normal  incidence  to  the  front  and  back  surfaces  (still  mutually 
parallel)  encounters  a  sequence  of  interfaces  similar  to  those  in  a  polycrys¬ 
talline  aggregate. 

Combining  equations  (4)  and  (19),  noting  that,  for  large  values  of  n, 
(n/x)  *  (1/8.)  while  (n  +  1)  8.  =  x  and  taking  8.  as  mean  layer  thickness,  an 
expression  is  obtained  for  a  in  terms  of  T, 

a  =  In  (1  -  G)  +  cu  +  ae  +  In  [£...]  (22) 

The  quantity  G  is  now  taken  as  average  reflection  coefficient  for  the  ran¬ 
domly  oriented  interfaces.  If  G  is  sufficiently  small  and  energy  is  indeed 
scattered  away  in  lattice  layers,  the  contribution  of  higher  order  terms  in 
the  summations  in  equation  (17)  may  be  ignored.  This  is  equivalent  to  setting 
q  =  1  in  equation  (17)  so  that  In  [2...]  -  0  (see  DISCUSSION).  Although 
the  energy  transmission  coefficient  1  -  G  may  approach  unity,  the  interface 
transparency  term  In  (1  -  G)  is  always  finite  (i.e.,  a  nonzero  negative). 

Given  the  preceding  argument  and  noting  that  8,  corresponds  to  a  mean 
grain  size  represented  by  the  quantity  a  and  combining  equations  (20)  to 
(22), 

•  -  -ft)  -  <1  -  <=>  -  ft)*  ♦  (^)  -V 

Although  a  spherical  scatterer  with  volume  4ira^/3  is  implicit  to  equa¬ 
tion  (21),  in  equation  (23)  scatterer  geometry  is  made  abstract  so  that  s  is 
an  effective  mean  scatterer  diameter  while  a  is  mean  scatterer  length.  Thus 
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we  allow  for  nonequiaxed  grains  or  scatterers  with  aspect  ratios  a/s  of  1  or 
greater.  Rokhlin  (1972)  assumes  grains  to  be  parallelepipeds  having  square 
ends  but  different  side  lengths  in  the  direction  of  wave  propagation. 


Generalization  for  Grain-Size  Distribution 

The  range  of  grain  sizes  usually  contained  in  a  polycrystalline  can  be 
described  by  a  histogram  or,  for  a  large  grain  population,  by  an  analytical 
probability  distribution  function.  Grain-size  distributions  are  usually 
nonGaussian  and  their  probability  distributions  are  typically  log-normal  func¬ 
tions  (DeHoff,  1968;  Schuckler,  1968;  Smith,  1984).  A  function  that  describes 
grain-size  distributions  representative  of  most  polycrystalline  solids  is 
given  by 


P(y) 


p(y)  =  0  for  y  <  0 


(24) 


where  y  is  a  spatial  (length)  variable  and  a  is  mean  grain  size.  We  have 
pointed  out  that  the  quantity  a  is  defined  in  the  frequency  domain  and  can 
therefore  be  treated  as  the  Fourier  transform  of  a  time-domain  quantity.  To 
incorporate  probability  distribution  functions  in  the  expression  for  a  given 
by  equation  (23),  we  transpose  to  the  time  domain,  take  the  Fourier  transform, 
and  find  the  results  of  convolution  with  probabalistic  factors  in  equa¬ 
tion  (23).  Therefore  let 


p(t) 


p(t)  =  0  for  y  <  0 


(25) 


where  u  is  mean  transit  (grain  delay)  time  corresponding  to  mean  grain  size 
a  and  a  =  uv,  where  v  is  average  velocity  (fig.  5).  The  Fourier  transform 
of  p(t)  is 


P(f)  =  [l  +  (iruf)2]  exp^-2i  tan  1(iruf)J  (26) 

The  phase  spectrum  given  by  the  exponential  term  in  equation  (26)  is  ignored 
since  we  are  interested  only  in  the  magnitude  spectrum  of  P(f)  (i.e., 

P  =  |P(f)|).  The  implicit  assumption  is  that  phase  interference  effects  are 
insignificant.  In  general,  the  probability  distribution  function  of  the  scat- 
terer  diameter  s  is  not  identical  to  that  of  its  axial  length  a.  Therefore 
we  admit  two  separate  expressions  for  P, 


pa  =  [i  +  <™af)2] 
ps  =  [i  t  (™sf>2] 


(27) 


(28) 


where  subscripts  s  and  a  refer  to  mean  scatterer  diameter  and  length, 
respectively.  That  is,  ua  =  a/v  and  us  =  s/v. 
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Now  consider  the  first  term  in  equation  (23)  as  a  probabilistic  quantity. 
In  the  frequency  domain  the  probabilistic  weighting  of  the  reflection  function 
for  transit  time  variations  is  GP  and  the  probabilistic  weighting  for  trans¬ 
mission  is  G(1  -  P) .  Therefore  the  frequency  dependence  of  the  boundary 
energy  transmission  term  1  -  G  in  equation  (23)  is  In  [1  -  G(1  -  P)].  The 
expression  for  P  in  equation  (27)  will  be  used  for  this  case.  The  middle 
term  in  equation  (23)  is  independent  of  grain  size  and  remains  unaltered.  In 
the  third  term  of  equation  (23)  a  and  s  are  probabilistic  so  that 


In  [1 


GU  -  Pa)]  +  -  f  + 


4 

16ir  K 


2  2  4 
u  u  f  P  P 
as  as 


where  ua  =  a/v,  us  =  s/v,  and  v  is  average  velocity.  The  corresponding 
probability  functions  Pa  and  Ps  are  to  be  defined  according  to  the  nature 
of  the  various  microstructural  factors  that  govern  attenuation  (grains,  pre¬ 
cipitates,  etc.)  in  a  particular  solid.  A  further  generalization  would  take 
grain-boundary  spacing  and  scatterer  spacing  (and  dimensions)  to  be  indepen¬ 
dent  of  each  other. 


VERIFICATION  AND  APPLICATIONS  OF  MODEL 
Comparison  with  Scattering  Theory 

We  examine  a  special  case  of  equation  (29)  wherein  grains  are  equiaxed 
scatterers  (i.e.,  a  =  s  =  vu) .  Also,  take  Pa  =  Ps  =  P  =  fP(f)|.  For  the 
moment  ignore  the  first  two  terms  in  equation  (29)  so  that  consequences  of  the 
preceding  derivations  may  be  compared  with  classic  expressions  for  scattering. 
The  extrinsic  attenuation  (third)  term  of  equation  (29)  expands  to 


4 

16ir  K 


1  +  (iruf)‘ 


For  \  »  ira  equation  (30)  reduces  to  the  expression  for  Rayleigh  scattering 
(Mason  and  McSkimmin,  1947), 


16ir  K \  3„4 

T~r)  8 

3v  / 


For  \  =  ira  equation  (30)  reduces  to  the  expression  for  stochastic  (phase) 
scattering, 


16it2k\  „2 

TT 

3v  / 


For  \  «  ira  equation  (30)  reduces  to  the  expression  for  diffusion  scattering, 


16K  |  -1 
3  /a 
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Thus  we  have  in  equation  (30)  an  expression  for  extrinsic  attenuation  that 
covers  all  theoretically  postulated  scattering  mechanisms  continuously  over 
all  frequencies. 

Although  we  have  adopted  the  scatter  attenuation  expression  of  Mason  and 
McSkimmin  (1947),  the  form  developed  by  Lifsitz  and  Parkomovskii  (1950)  would 
be  appropriate  for  defining  extrinsic  attenuation  in  equations  (21)  and  (30) 
to  account  for  elastic  randomization  and  attendant  effects  of  mode  conversion. 
However,  it  is  convenient  and  sufficient  for  our  purposes  to  continue  using 
the  expression  for  extrinsic  attenuation  given  in  equation  (21). 


Comparison  with  Experiment 

Consider  a  simple  polycrystalline  where,  as  in  the  previous  section, 
grains  and  other  scatterers  are  taken  to  be  identical,  so  that  a  =  s  =  vu, 
where  a  is  mean  grain  size,  u  is  mean  grain  delay,  and  v  is  mean  veloc¬ 
ity.  Using  equation  (30)  for  extrinsic  scattering,  equation  (29)  becomes 

(iruf)4 

[l  +  (iruf)2] 

We  assign  appropriate  values  to  G,  K,  and  h  for  comparing  attenuation 
coefficients  predicted  by  equation  (34)  with  experimental  data  for  nickel, 
copper,  and  iron  polycrystallines. 

Serabian  and  Williams  (1978)  estimated  hysteresis  constants  for  several 
metals  (e.g.,  h  =  2x10“^  for  97.4  percent  iron  alloys  and  h  =  3xl0-4  for 
98.9  percent  nickel  alloys).  Herein  we  assume  h  =  3xl0~4  for  99.99  percent 
copper. 

Both  G  and  K  are  estimated  from  equivalent  equations  and  may  be  taken 
to  be  identical  for  cubic  crystals  (Mason  and  McSkimmin,  1947,  1948;  Mason, 
1958) : 


K 


<cii> 


(35) 


where  c*  is  the  elastic  tensor  coefficient  (compression  modulus)  and  <c*>  is 
its  average  value.  The  z  =  pv  terms  are  defined  in  appendix  A  and  are 
based  on  principal  longitudinal  velocities.  We  can  assume  that  for  any  given 
material  G  is  directly  proportional  to  K  and  that  for  cubic  crystallites 
G  =  K.  According  to  Mason  and  McSkimmin  (1948)  G  =  K  =  0.0074  for  copper, 
0.0067  for  iron,  and  0.0072  for  nickel. 


Attenuation-versus-f requency  curves  generated  with  equation  (34)  are 
compared  with  experimental  curves  for  the  cubic  materials  iron,  copper,  and 
nickel  in  figures  6  to  8.  The  estimated  values  for  K  and  G  do  not  account 
for  the  effects  of  oblique  incidence  or  mode  conversion  at  boundaries;  these 
effects  would  increase  their  effective  values.  Therefore  the  values  for  K 
cited  above  should  give  low  predictions  of  attenuation  since  shear  waves  pro¬ 
duced  by  mode  conversions  are  more  effectively  scattered.  Elastic  anisotropy 
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for  shear  waves  can  exceed  that  for  longitudinal  waves  by  perhaps  a  factor  of 
10.  It  is  probably  for  this  reason  that  the  best  agreement  with  experimental 
data  is  obtained  when  we  double  the  estimated  values  for  K  for  use  in  equa¬ 
tion  (34).  It  will  be  seen  that  K  is  in  general  a  composite  quantity 
containing  other  scattering  factors. 

Figure  6  compares  original  experimental  data  of  Merkulov  (1957)  for  iron 
with  attenuation-coeff icient-versus- frequency  curves  generated  with  equa¬ 
tion  (34).  Excellent  agreement  between  the  experimental  and  predicted  attenu¬ 
ation  coefficients  is  evident  in  figures  6(a)  and  (b)  for  the  particular  values 
selected  for  K,  G,  and  h  for  iron,  even  to  the  extent  that  curve  crossovers 
at  approximately  14  MHz  are  predicted.  Figures  6(c)  and  (d)  exhibit  attenu¬ 
ation  curves  for  iron  over  a  broader  frequency  range  of  100  MHz,  as  opposed  to 
the  20-MHz  range  in  figure  6(b).  Figure  6(c)  is  based  on  K  =  0.0067  and 
figure  6(d)  on  K  =  0.0134  in  equation  (34)  for  grain  sizes  from  40  to  250  pm. 
Figures  7  and  8  compare  original  experimental  data  of  Generazio  (1985)  for 
copper  and  nickel,  respectively,  with  attenuation- versus- frequency  curves 
generated  with  equation  (34). 


Data  Simulation  for  Curve  Fitting 

It  is  apparent  that  prior  knowledge  of  the  material  parameters  h,  G, 
and  K  is  needed  to  predict  the  attenuation  coefficient  with  equation  (34). 
Estimates  of  these  quantities  were  sufficient  to  simulate  attenuation  curves 
for  iron,  copper,  and  nickel  in  figures  6  to  8 .  We  illustrate  an  empirical- 
graphical  approach  for  estimating  and  verifying  values  for  h,  G,  and  K  in 
solids,  where  these  quantities  are  not  easy  to  determine. 

Our  approach  is  founded  on  the  observation  that  over  a  limited  frequency 
range  attenuation  data  can  often  be  fitted  quite  well  with  equation  (14) 
(Papadakis,  1964a;  Vary,  1978,  1982;  Bozorg-Grayeli ,  1981).  It  has  been  shown 
that  for  data  in  the  Rayleigh  regime  extrapolations  based  on  the  empirical 
constants  c  and  m  lead  to  excellent  correlations  with  mechanical  proper¬ 
ties  (e.g.,  fracture  toughness) (Vary ,  1978;  1979;  Vary  and  Hull,  1982,  1983). 

No  analytical  proof  is  offered  to  show  why  an  equation  of  the  form  of 
equation  (14)  should  be  expected  to  represent  either  equation  (34)  or  (29)  in 
any  particular  frequency  regime.  However,  we  will  show  that  equation  (14) 
satisfactorily  represents  experimental  data  in  restricted  frequency  regimes  by 
using  equation  (34)  to  generate  raw  data  sets  in  the  Rayleigh  regime.  The 
point  is  illustrated  by  simulating  data  sets  for  a  range  of  mean  grain  size 
a  and  values  of  K,  G,  h,  and  v  that  represent  iron. 

A  series  of  discrete  data  sets  generated  with  equation  (34)  are  exhibited 
in  figure  9  for  the  frequency  range  10  to  100  MHz,  where  the  Rayleigh  wave¬ 
length  criterion  is  satisfied  (i.e.,  \  >>  ira) .  We  ignored  data  below  15  MHz, 
where  diffraction  effects  are  most  pronounced  for  actual  data  sets.  Treating 
the  simulated  data  as  actual  raw  attenuation  data,  we  determined  c  and  m 
values  by  a  least- squares  fit  to  equation  (14)  for  each  "material  sample." 

The  c  and  m  values  and  the  correlation  coefficients  of  the  curve  fittings 
were  tabulated  for  each  data  set.  As  seen  in  figure  9  calculated  frequency 
exponents  m  were  clearly  nonintegral  and  ranged  from  approximately  1.8  to 
2.3,  corresponding  to  mean  grain  sizes  from  2  to  20  pm,  in  the  case  illus¬ 
trated.  The  simulated  exponents  spanned  a  range  similar  to  experimentally 
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determined  frequency  exponents  for  a  number  of  polycrystallines  in  the  Rayleigh 
regime  (Vary,  1978). 

For  the  material  parameters  chosen  for  generating  data  for  figure  9,  the 
correlation  coefficient  was  always  greater  than  0.999.  Thus  by  treating  the 
simulated  data  precisely  the  way  one  could  treat  a  set  of  actual  attenuation 
data,  we  found  that  equation  (14)  renders  a  statistically  valid  representation 
within  the  frequency  bounds  specified. 


Interrelation  of  Parameters 

In  addition  to  representing  attenuation  data  for  a  given  material  sample 
within  specified  frequency  bounds,  the  parameters  c  and  m  are  interrelated 
for  variously  conditioned  samples  of  the  same  material.  As  an  example,  exper¬ 
imentally  determined  values  of  c  and  m  for  two  maraging  steels  were  plotted 
and  tabulated  (fig.  10).  All  materials  for  which  the  quantities  c  and  m 
have  been  experimentally  measured  exhibit  the  strong  functional  relation 
between  c  and  m  evident  in  figure  10.  The  quantities  c  and  m  are  evi¬ 
dently  interdependent  for  any  set  of  related  materials  or  samples  of  the  same 
material  that  apparently  differ  due  to  metamorphic  changes  brought  about  by 
heat  treatment  or  other  thermomechanical  processing  methods  that  retain  global 
microstructural  patterns  but  alter  mechanical  properties. 

By  varying  the  material  parameters  G,  K,  h,  and  v  in  equation  (34)  and 
allowing  the  mean  grain  size  to  take  representative  values,  the  c  and  m 
quantities  corresponding  to  any  particular  material  can  be  duplicated.  Para¬ 
metric  fields  based  on  varying  G,  K,  and  h  appear  in  figure  11.  The  fields 
in  figure  11  were  created  by  using  the  curve-fitting  method  illustrated  in 
figure  9  (i.e.,  by  simulating  attenuation  data  with  equation  (34),  fitting 
with  equation  (14)  in  the  15-  to  100-MHz  range  and  including  in  the  fields 
only  points  for  which  the  curve-fit  correlation  exceeded  0.999).  Values 
selected  for  h,  G,  and  K  corresponded  to  those  for  maraging  steel  and  v 
was  taken  to  equal  0.56  cm/ys,  the  mean  value  for  a  250-grade  maraging  steel 
(Vary,  1978). 

Coplotted  in  each  field  in  figure  11  are  data  for  the  250-grade  maraging 
steel  from  figure  10  for  which  the  mean  grain  size  ranged  from  about  8.5  to 
13  ym.  Accordingly,  in  figure  11(a)  the  maraging  steel  data  fall  near  the 
curve  for  mean  grain  size  a  equal  to  10  ym.  This  is  not  fortuitous,  since 
the  location  and  shape  of  the  field,  relative  to  experimental  c  and  m 
values  for  the  maraging  steel,  depend  on  judicious  selection  of  values  for  h 
and  G.  Figures  11(b)  and  (c),  where  we  assume  that  a  =  10  ym,  appear  to 
confirm  the  values  G  =  0.007  and  h  =  0.00002  for  the  250-grade  maraging 
steel . 

An  unexpected  result  is  that  each  field  in  figure  11  indicates  that  the 
quantity  K,  the  elastic  anisotropy  factor,  varies  by  approximately  a  half 
order  of  magnitude  among  the  maraging  ^teel  samples  represented.  Similar 
results  were  obtained  for  the  200-grade  maraging  steel  data  in  figure  10. 

This  supports  the  notion  that  a  material  will  have  a  different  value  of  K 
after  thermomechanical  conditioning.  Indeed,  it  has  been  suggested  that  K 
should  be  viewed  as  a  composite  quantity  that  includes  a  scattering  coefficient 
(Mason,  1958;  Papadakis,  1965a;  Serabian  and  Williams,  1978).  Heat  treatment, 
strain,  deformation,  etc.,  alter  attenuation  properties  due  to  effects  on 
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dislocations  and  grain  boundaries  (Serabian,  1985).  These  effects  are  apparent 
when  experimental  values  for  c  and  m  are  coplotted  in  appropriate  para¬ 
metric  fields  as  in  figure  11. 


DISCUSSION 

General 

Our  goal  has  been  to  develop  a  unified,  comprehensive  expression  for 
ultrasonic  attenuation.  The  incentive  was  to  find  a  rational  basis  for  iden¬ 
tifying  and  evaluating  key  microstructural  factors  that  govern  mechanical 
properties.  We  noticed  that  although  previous  expressions  for  attenuation  are 
theoretically  self-consistent,  they  provide  only  piecemeal,  fragmented  des¬ 
criptions  of  ultrasonic  attenuation  mechanisms  over  the  broad  frequency  range 
relevant  to  materials  characterization. 

We  describe  a  transfer  function  concept  and  a  heuristic  lattice  model 
that  form  bases  for  incorporating  well-known  attenuation  mechanisms  into  a 
unified  expression  for  ultrasonic  attenuation.  Although  we  ignore  phase 
interference  effects,  our  generalized  analytical  expression  continuously 
accounts  for  the  waxing  and  waning  of  all  of  the  attenuation  mechanisms  pre¬ 
viously  embodied  in  separate  equations.  The  generalized  equation  is  shown  to 
predict  salient  features  of  experimental  attenuation- versus-f requency  curves 
obtained  for  typical  polycrystalline  solids. 

We  believe  that  our  chief  contribution  is  the  transfer  function  approach, 
in  which  expressions  for  attenuation  coefficients  are  recognized  and  handled 
as  frequency- domain  transforms  of  time-domain  quantities. 


Microstructure  Encompassed 

We  are  concerned  with  polycrystallines,  where  ultrasonic  attenuation 
depends  primarily  on  such  extrinsic  microstructural  factors  as  grain-size  dis¬ 
tribution  and  properties  of  grain  interfaces.  Using  equation  (34)  we  concen¬ 
trate  on  relatively  simple  fine-grained,  isotropic,  homogeneous  materials  with 
mean  grain  sizes  in  the  range  1  pm  to  >100  pm.  We  expect  that  the  concepts 
given  herein  apply  equally  well  to  anisotropic  materials  and  to  amorphous  or 
single-crystal  materials  that  exhibit  microporosity,  dispersoids,  etc.  For 
example,  equation  (29)  admits  additional  variables  to  account  for  grain  ani¬ 
sotropy  and  bimodal  distribution  functions  for  dispersed  scatterers. 


Probability  Distribution  Functions 

It  should  be  apparent  that  our  selection  of  a  probability  distribution 
function  for  use  in  equation  (29)  and  equations  developed  from  it  was  quite 
deliberate.  In  addition  to  representing  typical  polycrystalline  grain  popula¬ 
tions,  the  probability  distribution  function  given  in  equation  (25)  has  salu¬ 
tary  mathematical  properties.  These  are  evident  in  the  consequences  exhibited 
by  equations  (31)  to  (33),  which  depend  on  the  form  of  the  probability  func¬ 
tion.  Moreover,  once  the  mean  is  specified  for  the  distribution  function  in 
equation  (25),  the  variance  is  specified  also  (i.e.,  the  variance  equals  half 
the  square  of  the  mean).  Alternative  distribution  functions,  such  as  Gaussians 
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or  combinations  of  normal  and  log-normal,  may  provide  better  descriptions  of 
particular  grain  populations.  Our  immediate  purpose  was  to  indicate  a  rational 
method  for  introducing  probabilistic  factors  in  attenuation  equations. 


Interface  Transfer  Function 

We  applied  the  transfer  function  concept  to  a  generalized  version  of  the 
lattice  model  to  represent  polycrystalline  materials.  One  consequence  of  the 
model  was  the  introduction  of  a  grain- boundary  (interface)  energy  transmission 
function  (e.g.,  represented  by  the  term  (1/a)  In  (1  -  G)  in  eq.  (23)).  This 
term  is  similar  to  the  diffusion  scattering  expressions  of  equations  (8)  and 
(33).  It  is  related  to  K,  the  elastic  anisotropy  factor  in  equation  (33). 
Unlike  the  extrinsic  (scatter)  attenuation  terms  that  include  K,  the 
In  (1  -  G)  term  does  not  vanish  in  the  absence  of  scatterers.  Our  model 
requires  (and  retains)  it  to  account  for  the  energy  lost  by  reflection  at 
internal  interfaces.  In  general,  G  is  frequency  dependent  (as  in  the  case  of 
nonideal,  thick,  or  acoustically  rough  interfaces,  see  appendix  A). 


Multiple  Reflection  Term 

In  our  generalization  the  multiple  reflection  term  [£]...]  of  equa¬ 
tion  (17)  is  ignored.  This  is  justifiable  if  the  model  represents  polycrys¬ 
tallines  that  exhibit  no  significant  forward-  or  backscatter.  The  waveform 
shown  in  figure  1  is  a  typical  of  this  case  (i.e.,  where  no  evidence  of  scat¬ 
ter  wavelets  appears  either  between  or  near  the  main  echoes).  This  would  not 
be  true  for  coarse-grained  materials  that  can  exhibit  considerable  backscatter. 
In  general,  the.  .  ]  term  needs  to  be  considered  (e.g.,  when  first-  and 

second- order  multiple  reflections  are  significant  as  in  layered  structures 
(composite  laminates) ) . 

The  quantity  [£]...]  collects  all  multiple  reflections  that  are  not 
attenuated  or  deflected  out  of  the  interrogating  beam.  Referring  to  equations 
(17)  and  (22),  we  notice  that,  in  our  model,  as  G  ->  0  the  lattice  interfaces 
become  transparent,  and  overall  attenuation  will  be  due  to  intrinsic  absorp¬ 
tion  and  extrinsic  scattering,  say,  due  to  point  scatterers,  voids,  etc.  In 
this  case  equation  (22)  reduces  to  a  =  +  ae.  Note  that  for  all  values  of 

G  the  first  term  of  each  summation  in  equation  (17)  equals  1. 

When  the  average  internal  reflection  coefficient  G  lies  between  0  and 
1,  the  interfaces  assume  varying  degrees  of  opacity.  For  sufficiently  large 
values  of  G  we  can  no  longer  ignore  the  first  and  higher  power  terms  associ¬ 
ated  with  q  =  2,  3,...,  in  equation  (17).  In  this  latter  case  backscatter 
would  become  significant  and  the  effects  of  the  reflection  coefficient  R  at 
the  transducer-specimen  interface  enter  the  expression  for  a,  as  for  example 
in  equation  (22).  Under  this  condition  as  in  the  case  of  equation  (4)  meas¬ 
urement  of  a  depends  on  apriori  knowledge  or  independent  measurement  of  R. 


Power  Functions  of  Frequency 

Integral  exponents  on  frequency,  as  given  by  equations  (6)  to  (10),  should 
not  be  expected  to  apply  to  experimentally  determined  relations  between  the 
attenuation  coefficient  and  frequency.  Our  analysis  and  experimental  evidence 
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show  that  even  over  narrow  frequency  ranges  attenuation  is  a  nonintegral  power 
function  of  frequency.  Exponents  on  frequency  will  assume  values  between  1 
and  4  according  to  the  degree  of  influence  of  material  parameters  such  as 
those  appearing  in  equations  (29)  and  (34).  Indeed,  figures  6  to  8  show  that 
exponents  are  themselves  functions  of  frequency. 

Heretofore,  we  and  other  investigators  have  found  it  practical  to  use 
nonintegral,  fixed  exponents  to  describe  empirical  relations  between  attenu¬ 
ation  and  frequency  within  bounded  regimes.  By  using  the  generalized  attenu¬ 
ation  equations  we  show  that  this  approach  is  statistically  valid  (e.g.,  as  in 
the  case  of  fig.  9).  However,  it  is  now  clear  that  considerably  more  informa¬ 
tion  concerning  microstructure  may  be  extracted  by  applying  the  generalized 
expressions  for  attenuation  in  equations  (29)  and  (34). 


Elastic  Anisotropy  and  Related  Factors 


Our  preliminary  analysis  of  the  implications  of  the  interrelation  of  the 
empirical  quantities  c  and  m  from  equation  (14)  confirmed  the  importance 
of  considering  variations  in  the  effective  values  of  K  (and  G)  in  applying 
equation  (34),  especially  to  polycrystallines  modified  by  thermomechanical 
processing.  We  infer  that  changes  can  occur  in  the  effective  values  of  K 
that  transcend  changes  in  grain  geometry  (size,  shape,  etc.).  These  corre¬ 
spond  to  changes  in  mechanical  properties  (fracture  toughness,  yield  strength, 
etc.)  in  materials  in  which  only  slight  or  no  changes  in  grain  size  have 
occurred.  In  effect,  equations  (29)  and  (34)  appear  to  provide  entry  to  anal¬ 
ysis  of  subtle  metamorphic  changes  that  arise  from  thermomechanical  processing 
of  polycrystallines. 


CONCLUDING  REMARKS 

A  unified  expression  for  ultrasonic  attenuation  has  been  introduced  to 
supplant  currently  diverse  and  fragmented  equations.  A  transfer  function  con¬ 
cept  and  a  heuristic  lattice  model  with  an  interface  energy  transmission  factor 
have  been  described  as  rational  bases  for  combining  a  variety  of  attenuation 
mechanisms  and  probabilistic  factors  in  a  comprehensive  equation.  Although  our 
model  is  essentially  one  dimensional  and  we  ignore  phase  interference  effects, 
the  resultant  generalized  equation  predicts  salient  features  of  experimental 
attenuation-versus-f requency  curves  obtained  for  typical  polycrystalline  sol¬ 
ids.  Some  consequences  of  the  unified  expression  have  been  explored  relative 
to  characterization  of  key  microstructural  factors  that  govern  mechanical 
properties  of  polycrystallines. 
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APPENDIX  A 


REFLECTION  COEFFICIENT  AND  ACOUSTIC  IMPEDANCE 

The  reflection  coefficient  can  be  defined  either  in  terms  of  power  (energy 
intensity)  or  amplitude  (pressure)  (Krautkramer,  1969;  Szilard,  1982).  Taking 
R  as  the  reflection  coefficient  and  Q  as  the  transmission  coefficient  across 
an  interface,  from  medium  1  to  2,  we  have  for  the  power  case, 

R  +  Q  =  1 
P  P 


z  -  z 

_2 _ Zl 

z  +  z 
2  1 


and  for  the  amplitude  case, 


(4z2z1) 

(Z2  *  Zl>: 


R  +  1  =  Q 
a  a 


z  +  z 
2  1 


Q  =  - 

a  z2  +  z1 


where  z^  and  z^  are  acoustic  impedances  of  media  1  and  2, 

z  -  p  v  1 
1 

>  ( 

Z  -  p  V  \ 

2  P2  2  ] 

p  is  density,  and  v  is  velocity. 

In  polycrystallines  grain- boundary  interfaces  will  reflect  as  well  as 
transmit  ultrasonic  energy  because  of  acoustic  impedance  "jumps"  across  dif¬ 
ferently  oriented  contiguous  crystals. 


The  preceding  equations  for  reflection  and  transmission  apply  to  ideal 
interfaces  that  have  no  thickness.  If  there  is  an  intervening  medium  that  has 
a  finite  thickness  d  such  that  d  greatly  exceeds  the  ultrasonic  wavelengths 
transmitted,  d  >>  X,  the  transmission  and  reflection  coefficients  are  fre¬ 
quency  dependent  (Kinsler,  et  al.,  1982).  Letting  V3  be  velocity  in  the 
intervening  medium  (medium  3)  between  media  1  and  2  and  Z3  be  its  acoustic 
impedance,  R  becomes  a  function  of  frequency  f  with  the  magnitude 


When  \3  =  (v3/2irf)  »  d,  equation  (A4)  reduces  to  equation  (Al). 


(A4) 
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APPENDIX  B 


REFLECTION  COEFFICIENT  TRANSFER  FUNCTION 

In  this  paper  the  reflection  coefficient  R  is  always  taken  as  a 
frequency-domain  quantity.  For  an  ideal  interface  between  two  nondispersive 
media  with  unequal  acoustic  impedances,  R  is  independent  of  ultrasonic  fre¬ 
quency  (Papadakis,  1976;  Generazio,  1984).  We  define  R  as  identical  to  the 
Heaviside  step  function  H(f),  (Bracewell,  1978) (fig.  3) 

|R(f)|  =  |H(f)|  (Bl) 

where 

(l  for  f  *  0 

I H ( f ) |  =  <  (B2) 

( 0  for  f  <  0 

The  time-domain  counterpart  (i.e.,  inverse  Fourier  transform)  of  R(f)  is  then 
the  delta  (impulse)  function  6  defined  by 


6(t)  dt  =  1 


(B3) 


where  6=0  for  t  ^  0  and  t  is  time. 


We  adopt  the  additional  formalism  that  the  delta  function  is  the  inverse 
transform  of  H(f)  with  arbitrary  magnitude  and  phase  spectra.  This  allows 
the  delta  function  to  be  positioned  at  any  point  in  the  time  domain  and  to 
have  any  value  w  (Bendat  and  Piersol,  1980)  so  that 

Ve 

w6(t  -  tg)  dt  =  w  (B4) 

o‘e 

where 

( oo  for  t  =  to 

w6(t  -  t0)  =  ]  (B5) 

(  0  for  t  ?  to 

and  where  |H(0) |  =  w  by  definition  of  the  Fourier  transform  of  6(t).  In 
a  nondispersive  medium  |H(f)|  =  w,  a  constant  over  all  frequencies  f  equal 
to  or  greater  than  0. 
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APPENDIX  C 


DEVELOPMENT  OF  LATTICE  MODEL  EQUATION 

A  ray  is  traced  through  the  lattice  model  as  depicted  in  figure  4. 
Starting  with  the  "source"  Eq,  transmissions  and  first-order  multiple  reflec¬ 
tions  at  each  interface  encountered  are  summed  to  determine  and  B2. 

The  lattice  front  surface  has  the  reflection  coefficient  R  as  a  result 
of  coupling  to  a  buffered  transducer  as  in  figure  1.  There  are  n  interfaces 
within  the  lattice,  each  with  the  identical  reflection  coefficient  G.  The 
back  surface  interfaced  with  a  vacuum  (or  air)  has  a  reflection  coefficient  of 
unity. 

In  this  appendix,  as  through  the  main  text,  the  quantities  A,  B,  G,  E, 

F,  and  R  are  frequency-domain  quantities  (i.e.,  Fourier  transforms  of  cor¬ 
responding  time-domain  quantities).  Reflection  coefficients  are  based  on  the 
power  definition  given  in  appendix  A  and  therefore  B^  and  B2  must  be  taken 
as  power  (energy)  spectra  of  corresponding  waveforms. 

Ignoring  backscatter  (second-order  multiple  reflections)  caused  by  Eq, 
the  first  back  echo  is 


Bi =  VH  ~ R)  (cl) 

where  H  is  the  Heaviside  unit  step  function  H  =  |H(f)|  =  1  (appendix  B) . 

The  second  back  echo  is 


B„  = 


E0(H 


R)R(H  -  G) 


2n 


-,2 


q-1.2q-l 


2  (RG)q  A 
1 


£  Gq-1A2q 

£  G2(q-DA2q-l 

_1 

_1 

-,2(n-l) 


(C2) 


where  A  is  unspecified  intrinsic  and/or  extrinsic  attenuation  within  the 
lattice  layer  and  is  identical  in  each  layer.  The  echo  B2  is  obtained  by 
summing  the  internal  transmissions  and  reflections  Fi,  F2,  ...»  Fn  and  Ei, 
E2,  ...,  En.  For  forward-going  terms  (e.g.,  F]_  to  Fn) 


-  VH 
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q 
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iq 
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where 


Fn  =  Eo  R(H  "  G)A 

F12  =  Eor2q(H  "  G)a3 
f13  =  EqR3G2(H  -  G)A5 


F.  =  EftRqGq  1(H  -  G)A2q  1 
lq  0 


F  =  F,  n(H  -  G)  Y  G 
n  (n-1)  Y 


2(q-l)A2q-l 


For  returning  echo  terms  (e.g.,  E,  to  E  ) 

1  n 


where 


!1  ■  Fn<H  -  G)  £  Gq"l42q  -  EU  *  E12  +  ' '  ■  - 


E,,  =  F  (H  -  G) A 
11  n 


E, „  =  F  G(H  -  G) A 

12  n 

E. _  =  F  G2(H  -  G)A6 

13  n 


En  =  F  Gq  1 (H  -  G)A2q 
lq  n 


E  =  E  (H  -  G)  Y  G2(q  1)A2q  1 
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B0  =  E  (H  -  R)  T  (RG)q  A 
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Combining  equations  (Cl)  and  (C2)  yields 


RB, 


(H  -  G)2nA2(n+1)  £  (Hfi)q'1A2<q"1) 


£  g’-V'o-1’ 

f  <j2Cq-l>A2<q-l) 

_1 

x 

2(n-l) 


(CIO) 


In  equation  (CIO)  indicates  that  the  summations  are  to  be  multiplied 
together  and  that  additional  factors  comprised  of  summations  of  second-order 
multiple  reflections  are  omitted.  These  additional  factors  arise  from  back- 
transmissions  and  re-reflections  that  originate  with  first-order  terms  (e.g., 
Ei ,  E£ ,  • • • »  En  and  Fi ,  F2 »  • • • >  Fn) . 


Ignoring  second-order  multiple  reflections  within  the  lattice  layers,  the 
lattice  transfer  function  T  is  obtained  by  combining  equation  (CIO)  with 
equation  (3)  to  obtain  equation  (16)  in  the  main  text. 
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Figure  1.  -  Schematic  of  signal  acquisition  and  data -processing  stages  for  determining  frequency 
dependence  of  attenuation  coefficient  by  using  broadband  ultrasonic  pulse-echo  method. 
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Reflection  coefficients 


Figure  2.  -  Diagram  of  broadband  ultrasonic  echo  system  for  determining  fre¬ 
quency  dependence  of  attenuation  coefficient  and  deriving  material  micro¬ 
structure  transfer  function. 
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(a)  Heaviside  step  function  I  H(f)  I.  (b)  Delta  function  6(f). 

Figure  3.  -  Delta  function  and  Heaviside  step  function  representing  time-  and  frequency-domain  coun¬ 
terparts,  respectively,  of  reflection  coefficient,  where  I  R(f)  I  ■  I  H(f)  I  ■  1  dt  free  surface  (appendix  B). 
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Figure  4.  -  Diagram  of  lattice  model  for  synthesizing  material  structure  transfer 
function  (appendix  C), 


(b)  Magnitude  and  phase  spectra  of  grain-delay  distribution  function. 

Figure  5.  -  Time-domain  probability  distribution  function  for  grain-delay 
(transit  time)  and  its  Fourier  transform,  magnitude,  and  phase. 
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(a)  Original  experimental  data  and  curves  for  iron. 


4  8  12  16 

(b)  Simulated  attenuation  data  curves  for  iron  (G  -  K  -  0. 0134, 
h  -  0.00002,  vs  0.59  cm /pis. 


(c)  Simulated  curves  for  iron  to  100  MHz  (G  -  K  -  0.0067,  h-  0.00002,  (d)  Simulated  curves  for  iron  to  100  MHz  (G  =  K  -  0.0134,  h  -  0.00002, 

v-  0.59  cm /ms).  v  -  0.59  cm /ms). 

Figure  6.  -  Comparison  of  experimental  attenuation-coefficient-versus-frequency  curves  for  iron  with  curves  generated  with  equation  (34).  Oriqinal 
experimental  data  from  Merkulov  (1957). 
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(b)  Simulated  attenuation  data  curves  for  copper  (G  c  K  -  0  0124 
h-  0.0003,  V- 0.47  cm /[is). 

Figure  7.  -  Comparison  of  experimental  attenuation-coefficient-versus- 
frequency  curves  for  copper  with  curves  generated  with  equation  (34). 
Original  experimental  data  and  curves  from  Generazio  (1985). 
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(b)  Simulated  attenuation  data  curves  for  nickel  G  =  K  c  0. 0144, 
h  =  0.0003,  v  c  0.563  cm /ps). 

Figure  8.  -  Comparison  of  experimental  attenuation -coefficient-versus- 
frequency  curves  for  nickel  with  curves  generated  with  equation  (34). 
Original  experimental  data  and  curves  from  Generazio  (1985). 
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log  frequency,  MHz 

(d)  Mean  grain  size,  8  pm.  c »  1. 200xlCf4;  m  -  2. 166;  least  squares  coefficient  -  0. 99906 


Figure  9.  -  Continued. 


(g)  Mean  grain  size,  14  pm.  c  •  1. 487x10  ;  m  ■  2.  297;  least  squares  coefficient  *  0.  99958, 


log  frequency,  MHz 

(h)  Mean  grain  size,  16  pm.  c  ■  1. 729xl0"4;  m  ■  2. 301 ;  least  squares  coefficient  ■  0.  99971. 

Figure  9.  -  Continued. 


(i)  Mean  grain  size,  18pm.  c-  2.077xl0"4;  m-2.291;  least  squares  coefficient  -  0. 99965 


log  frequency,  MHz 

(j)  Mean  grain  size,  20  pm.  c-  2.556xl0_4;  m-  2.268;  least  squares  coefficient  -  0. 99936 

Figure  9.  -  Concluded. 
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(b)  Parametric  field  for  v  -  0. 55  cm  /[is,  a »  10  pm,  h  -  2xl0~5. 
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(c)  Parametric  field  for  v  -  0.55  cm/ps,  a  -  10  pm,  G e  0. 007. 

Figure  11.  -  Parametric  fields  of  c  versus  m  based  on  equations 
(14)  and  (34)  for  assigned  values  of  mean  grain  size  a,  velocity 
v,  hysteresis  constant  h,  average  reflection  coefficient  G,  and 
elastic  anisotropy  factor  K.  Using  the  curve-fitting  method 
illustrated  in  figure  9  the  fields  contain  only  points  for  which 
the  correlation  coefficient  exceeds  0. 999  over  the  frequency 
range  15  to  100  MHz.  Data  for  250-grade  maraging  steel  from 
figure  10  are  coplotted  within  fields. 
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ADHESIVE  JOINT  EVALUATION  BY  ULTRASONIC  INTERFACE 


AND  LAMB  WAVES 

S.I.  Rokhlln* 

The  Ohio  State  University 
Department  of  Welding  Engineering 
Columbus,  Ohio  43210 


The  effectiveness  of  ultrasonic  methods  for  the  evaluation  of  material  properties 
and  process  control  has  been  known  for  a  long  time.  It  was  also  found  that  ultrasonic 
methods  can  be  used  for  material  strength  prediction  and  verification.  Application 
of  ultrasonic  methods  for  evaluation  of  adhesive  bonds  has  a  number  of  specific  fea¬ 
tures.  It  involves  checking  a  thin  layer  of  adhesive,  the  thickness  of  which  is 
much  smaller  than  that  of  adherents.  It  is  necessary  to  detect  not  only  violation  of 
the  continuity  of  the  adhesive,  but  also  its  effective  elastic  properties,  which  cor¬ 
relate  with  the  strength  of  the  adhesive  bonds.  Most  of  the  previous  techniques  used 
longitudinal  ultrasonic  waves  normally  incident  on  the  adhesively  bonded  interface. 

But  these  waves  are  insensitive  to  the  adhesion  properties  between  adhesive  and  ad- 
herends. 

We  suggest  an  alternative  method  using  a  guided  waves.  The  advantage  of  this 
technique  is  that  this  wave  produces  shear  stresses  on  the  interface.  This  method 
was  previously  discussed  (ref.  (1)  -  (6))  and  reviewed  (ref.  7). 

In  this  paper  first,  we  describe  application  of  interface  waves  for  cure  monitor¬ 
ing  of  structural  adhesives;  second,  the  Lamb  technique  which  is  applicable  for  study 
of  adhesive  joints  of  thin  sheets  is  discussed. 


ELASTIC  INTERFACE  WAVES 


The  general  case  of  propagation  of  interface  waves  in  adhesively  bonded  interfaces 
was  studied  by  Rokhlin  et  al  (ref.  1).  The  case  of  propagation  of  interface  waves  in  a 
system  of  two  half  spaces  separated  by  a  viscoelastic  layer  was  analyzed.  The  shear 
modulus  m0  of  the  layer  was  assumed  to  be  smaller  than  the  shear  modulus  of  the  half 
spaces,  then  in  the  case  of  identical  half  spaces  there  always  exists  a  guided  inter¬ 
face  wave. 

A  possible  method  for  obtaining  interface  waves  is  shown  schematically  in  figure  1. 
The  surface  wave,  excited  in  the  lower  substrate,  is  transformed  in  the  interface  re¬ 
gion  into  an  interface  wave.  Due  to  the  closeness  of  velocities  of  the  surface  and  in¬ 
terface  waves,  only  a  small  part  of  the  energy  is  transformed  into  bulk  waves.  The  in¬ 
terface  wave  leaving  the  interface  zone  is  retransfomred  into  a  surface  wave,  and  is 
sensed  by  a  receiver. 


On  leave  from  Ben-Gurion  University  of  the  Negev  Beer-Sheva,  Israel. 
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DILATATION 


Fig  1  Illustration  of  the  interface  wave  Fig.  2  Deformation  of  an  interface  film 
method.  uPon  propagation  of  an  interface 

wave.  The  thickness  of  the  in¬ 
terface  film  is  much  smaller  than 
the  interface  wavelength.  The 
figure  c  corresponds,  on  a  magni¬ 
fied  scale,  to  element  c  singled 
out  in  figure  b. 

The  deformation  of  a  thin  solid  interface  film  by  the  interface  wave  is  illus¬ 
trated  schematically  in  figure  2.  Figure  2a  shows  the  deformation  produces  by  the 
surface  wave  in  the  subsurface  layer.  It  shows  tension  and  compression  regions  sep¬ 
arated  from  one  another  by  a  half  wavelength.  Figure  2b  shows  the  deformation  of  an 
interface  layer,  the  thickness  of  which  is  much  smaller  than  the  wavelength.  Due  to 
antisymmetry  of  motion,  the  interface  layer  is  subjected  to  shear  strain  (fig.  2c). 

One  can  estimate  the  viscoelastic  properties  of  the  interface  layer  by  measuring 
the  velocity  and  attenuation  of  the  interface  wave  (ref.  1).  We  showed  that  the  com¬ 
plex  shear  modulus  of  an  interface  wave  Pq  1S  related  by  a  simple  expression  to  the 
interface  wave  velocity  Vj. 


p0/p  =  hAr/  ( 0  -  h  ^ai  -  2lio-2a2)  (!) 

p 

ace  wave;  aj  =  a2  -  By; 

Ar  =  (W2  -  4a2By);  Ar  is 
are  the  shear  and  longitud- 
the  interface  film  material, 
p  and  p  are  the  density  and  the  shear  modulus,  respectively,  of  the  substrate,  f  is 
the  frequency  and  h  =  2flfh/Vt  is  the  nondimensional  film  thickness,  2h  is  the  thickness 
of  the  film. 

Equation  (1)  is  valid  at  h  <<  A0,  where  A0  is  the  length  of  shear  waves  in  the 
material  of  the  interface  film.  When  this  condition  is  not  satisfied,  shear  modulus 
p0,  determined  from  Equation  (1)  can  be  refined  on  the  basis  of  the  more  exact  equa¬ 
tions  (ref.  1).  To  determine  the  complex  shear  modulus  p0,  one  should  substitute  into 
Equation  (1)  the  complex  wave  number  a,  which  is  calculated  on  the  basis  of  measured 
velocity  and  loss  factor  of  interface  waves. 


where  a  =  Vt/Vn-  is  the  normalized  wave  number  for  the  interf 
a2  =  2 By  -  W;  W  =  a2  +  B2;  B  =  (a2  -  1)%;  y  =  (a2  -  Vf/V2)^; 
the  characteristic  function  for  the  Rayleigh  wave,  ana 
inal  wave  velocities  in  the  substrate,  pn  is  the  density  of 
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Numerical  analysis  shows  that  the  sensitivity  of  this  method  is  high  in  the 
range  of  film  thicknesses  which  are  small  as  compared  with  the  length  of  interface 
waves.  Hence  at  film  thicknesses  from  100  to  1  pm  the  measurements  should  be  per¬ 
formed  at  relatively  low  ultrasonic  frequencies  from  0.5  to  5.0  MHz. 

It  is  possible  to  single  out  the  principal  features  of  the  method,  which  indi¬ 
cate  that  the  use  of  the  interface  waves  for  the  evaluation  of  thin  interface  layers 
(in  particular  adhesively  bonded  structures)  is  promising. 

1)  The  interface  wave  produces  shear  stresses  at  the  interface;  these  stresses 
are  most  sensitive  to  variations  of  adhesion  quality. 

2)  The  interface  wave  propagates  along  the  interface  and  hence  is  sensitive 
to  small  changes  in  the  properties  of  the  adhesive  and  of  the  bond  between 
the  adhesive  and  the  adherends. 

3)  The  interface  wave  can  be  used  for  evaluation  of  very  thin  layers,  when 
2h/xt  <  0.01,  where  2h  is  the  thickness  of  the  interface  layer  and  At  is 
the  length  of  the  shear  wave  in  the  substrate.  Conversely,  bulk  longitudi¬ 
nal  waves,  usually  employed  for  evaluation  of  adhesively  bonded  structures, 
are  insensitive  to  the  existence  at  the  interface  of  a  infinityly  thin 
liquid  layer  which  exhibits  no  shear  resistance. 

4)  As  shown  below,  interface  waves  can  be  used  for  evaluation  of  multilayered 
interface  films,  which  simulate  the  adhesion  properties  at  the  adhesive- 
adherend  interface. 

As  an  example,  reconstruction  of  the  complex  shear  modulus  of  adhesive  from  ex¬ 
perimental  data  is  shown  in  figure  3.  The  data  were  taken  in  the  course  of  bonding 
two  steel  substrates  with  epoxy  resin.  The  thickness  of  adhesive  film  is  12p. 


Fig.  3  The  normalized  complex  shear  modulus  p0/p  calculated  from  smoothed  measured 

values  of  the  interface  wave  velocity  and  the  transmission  losses.  The  dashed 
horizontal  line  represents  direct  measurements  of  the  normalized  film  shear 
modulus  p0/p  after  full  polymerization.  The  steel  shear  modulus  was  taken  as 
U  =  0.809  •  1012  dyn/cm^. 
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THE  CONCEPT  OF  THE  EFFECTIVE  SHEAR  MODULUS  -  STRENGTH  PREDICTION 


An  adhesive  bond  may  fail  in  two  ways:  1)  Failure  inside  the  adhesive,  which  is 
termed  conhesive  failure.  The  cohesive  strength  of  a  given  adhesive  correlates  with 
its  elastic  modulus.  2)  Failure  along  or  close  to  the  adhesi ve-adherend  interface, 
which  is  termed  interfacial  or  adhesion  failure. 

The  cohesive  strength  of  a  given  type  of  adhesive  is  governed  by  its  chemical 
structure  and  by  the  conditions  of  the  curing  process  (in  particular,  by  the  percentage 
of  cross  linking),  and  by  the  presence  of  various  kinds  of  mocrodefects  (e.g. ,  mi cro- 
cracks  or  voids).  These  quantities  also  determine  the  shear  modulus  and  the  ultrasonic 
loss  factor  of  the  adhesive.  By  virtue  of  this  fact,  for  a  given  type  of  adhesive,  a 
change  in  the  elastic  modulus  correlates  with  a  change  in  its  strength. 

It  is  reasonable  to  consider  a  multilayered  model  of  a  bond  line,  consisting  of 
an  adhesive  layer  and  thin  interface  layers  between  adhesive  and  adherends  which  char¬ 
acterize  the  adhesion  properties. 

According  to  this  model,  the  shear  modulus  of  the  adhesive,  calculated  on  the 
basis  of  the  measured  velocity  and  attenuation  of  interface  waves  is  the  effective 
shear  modulus  peff.  It  characterizes  the  effective  elastic  properties  of  the  multi¬ 
layered  adhesive  system.  The  qualitative  description  of  the  properties  of  the  inter¬ 
face  wave  can  be  given  on  the  basis  of  the  matrix  method.  We  obtained  a  series  expan¬ 
sion  of  the  exact  solution  with  respect  to  the  thickness  of  interface  films  and  com¬ 
pared  this  solution  with  the  solution  for  the  case  of  a  single  film  (ref.  b). 

According  to  this  comparison,  we  obtained  equation  (1)  for  a  single  interface 
film  when  only  linear  terms  are  retained  in  the  matrix  expansion.  A  similar  approxi- 
mation  for  the  multilayered  system  makes  it  possible  to  write  the  characteristic  equa¬ 
tion  for  the  velocity  of  the  interface  wave  in  the  form 


where 


peff/M  =  hAr/(e  -  h  ai  -  2ha2a2) 

p 


Meff  -  Mo  (1  +i^)/(l  Peff  -  Pod  -  ^“)/d  tiLw); 

h0  h0pw  P0h0  h 


h  -  h0  +  hw 


2hn  -  is  the  thickness  of  the  adhesive  layer.  hw,  pw,  uw,  -  are  the  thicknesses,  den¬ 
sity  and  shear  modulus  of  the  weak  boundary  layer.  The  other  terms  have  the  same 
meanings  as  in  Equation  (1). 

When  contact  between  an  adhesive  and  substrates  is  not  ideal  the  interface  wave 
velocity  decreases.  Hence,  the  effective  shear  modulus  peff  found  from  Equation  (2) 
on  the  basis  of  the  experimentally  measured  velocity  will  be  smaller  than  the  actual 

modulus  of  the  film. 

For  example,  in  the  case  of  absence  of  shear  bonding  between  the  adhesive  and 
at  least  one  of  the  substrates  (slip  contact)  the  velocity  of  the  interface  wave  will 
be  close  to  the  Rayleigh  wave  velocity  and  the  calculated  peff  will  be  equal  to  zero. 
It  is  thus  seen  that  the  interface-wave  velocity  will  characterize  not  only  the  elas- 
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tic  properties  of  the  adhesive  and  its  cohesive  strength,  but  also  the  bond  between 
the  adhesive  and  the  substrates,  i.e.,  the  interfacial  (adhesion)  strength,  this  means 
that  the  ratio  neff/  Mo  can  be  used  as  a  criterion  of  the  bond  strength.  If  the  effec¬ 
tive  shear  modulus  peff  is  measured  for  a  given  bond,  and  the  shear  modulus  p0  of  the 
adhesive  is  measured  on  a  reference  specimen,  then  Equation  (3)  can  be  used  for  esti¬ 
mating  (ref.  7)  the  properties  of  the  interfacial  layer  between  adhesive  and  substrates. 


EVALUATION  OF  THE  CURING  OF  STRUCTURAL  ADHESIVES  BY  ULTRASONIC  INTERFACE  WAVES 


The  reliability  of  adhesive-bonded  structures  and  composite  materials  depends  on 
a  large  number  of  different  factors.  It  is  determined  to  a  significant  extent  by  the 
manufacturing  process  and  the  feasibility  of  monitoring  it.  In  connection  with  this 
it  becomes  necessary  to  control  the  quality  of  viscoelastic  properties  of  the  adhesive 
in  the  course  of  curing  over  the  required  temperature  and  pressure  ranges,  and  to  per¬ 
form  real-time  continuous  monitoring  over  the  entire  range  of  variation  of  adhesive 
properties  in  the  course  of  the  bond's  performance. 

The  method  of  ultrasonic  interface  waves  appears  to  be  promising  in  resolving 
this  problem. 

The  curing  of  structural  adhesives  is  performed  in  nonisothermal  conditions.  The 
standard  cure  cycle  consists  of  a  rising  temperature  at  a  constant  rate  for  40  min. 
from  room  temperature  to  120°C  (for  FM  -  73)  and  to  180°C  (for  FM  -  300  K).  Tempera¬ 
ture  changes  modify  the  elastic  moduli  of  the  adhesive  film  and  substrates  (adherends) 
To  measure  the  adhesive  properties  under  nonisothermal  conditions,  it  is  necessary  to 
eliminate  the  effect  of  temperature  variations  in  the  substrates  and  transducers.  For 
this  purpose  a  differential  measuring  arrangement,  in  the  form  of  an  acoustic  bridge, 
was  suggested  and  analyzed  (ref.  4).  A  computerized  ultrasonic  system  was  further 
developed  to  measure  the  phase  difference  of  the  ultrasonic  signals  from  the  two  arms 
of  the  bridge. 


The  experimental  sample  in  the  form  of  an  ultrasonic  bridge  is  shown  schematically 
in  Fig.  4.  Locations  of  the  heaters  and  thermocouples  are  shown  in  the  figure.  The 
temperature  gradient  in  the  course  of  measurement  did  not  exceed  0.5°C.  As  shown  in 
the  figure,  pressure  may  be  applied  to  the  specimen.  Strictly  perpendicular  force 
transmission  is  ensured  by  means  of  spherical  contact.  The  comb  transducers  were  used 
for  excitation  and  reception  of  surface  waves.  _ 
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Fig.  4  Schematic  of  the  specimen  for  dif¬ 
ferential  measurements. 


Fig.  5  The  block  diagram  of  the  computer¬ 
ized  automatic  measuring  measure¬ 
ment. 
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The  measuring  arrangement  is  shown  shematically  in  Fig.  5.  A  gated  oscillator 
excites  the  transmitting  transducer.  The  received  signals  are  fed  from  two  receiving 
transducers  through  attenuators  and  home-made  dual-channel  amplifier  to  a  specially 
designed  dual-channel  phase-lock  trigger.  This  unit  is  used  for  automatic  following 
of  changes  in  the  phase  of  the  signal  between  the  working  and  reference  channels.  The 
received  reference  and  working  signals  are  transformed  into  zero-crossing  rf  signals. 
When  one  of  the  zeroes  coincides  with  the  selecting  window,  there  is  produced  a  short 
trigger/signal:  trigger  start,  which  starts  up  the  counter.  Analogously  a  second 
pulse:  trigger  stop,  is  produced  in  the  second  channel,  and  it  stops  the  count.  The 
change  in  the  time  shift  between  both  triggers  corresponds  to  a  change  in  the  phase 
between  the  working  and  reference  signals.  The  temperature  data  and  data  from  the 
counter  operating  in  the  time-interval  averaging  mode  through  IEEE-488  are  fed  to  a 
microcomputer. 

To  check  the  accuracy  of  the  system,  we  performed  an  analog  simulation  of  the 
measuring  method.  For  this  a  reference  and  a  working  signal  from  a  highly  stablefre- 
quency  synthesizer  were  fed  to  the  phase-lock  trigger.  The  synthesizer  s  clock  signal 
was  used  as  the  reference.  The  resulting  time  noise  was  measured  to  the  order  of 
30  psec,  which  corresponds  to  the  synthesizer  error.  This  means  that  the  noise  of  the 
electronic  system,  namely,  the  phase-lock  trigger  and  counter,  does  not  exceed  30  ps. 

Some  examples  of  application  of  the  method  for  study  of  the  curing  of  structural 
adhesives  are  given  below.  The  changes  of  the  phase  velocity  of  interface  wave  during 
curing  of  FM-73  structural  adhesive  are  shown  in  Fig.  6  by  black  circles.  The  shear 
strength  data  obtained  in  different  stages  of  curing  process  are  also  shown  in  this 
figure.  It  is  seen  that  a  rise  in  the  velocity  of  the  interface  wave  (rise  in  the 
shear  modulus  of  the  adhesive)  corresponds  precisely  to  the  time  interval  of  the  bond- 
strength  growth.  Fig.  7  shows  results  of  the  measurements  at  different  temperatures. 

In  Fig.  8  these  results  are  summarized  in  the  form  of  an  Arrhenius  plot  from  which  the 
activation  energy  of  the  curing  reaction  for  the  FM  -  73  adhesive  was  found  to  be  equal 
to  9.3  Kcal/mole.  The  data  for  FM  -  300K  structural  adhesive  are  shown  in  Fig.  9. 

The  cure  temperatures  for  this  adhesive  are  higher  than  for  FM  -  73. 

The  effect  of  aging  of  adhesive  prepregs  on  cure  are  illustrated  in  Fig.  10  and 
Fig.  11.  The  adhesive  was  aged  at  40°C  before  curing.  The  number  of  days  of  curing 
(24  hours  in  a  day)  are  shown  in  Fig.  10  on  the  right  side  of  the  experimental  curves. 
The  summary  results  are  presented  in  Fig.  11.  Moderate  aging  results  in  appearance  of 
nucleation  sites,  with  shortening  of  the  initial  incubation  period.  Fora  longer  time 
of  aging  prepreg  became  more  polymerized  and  not  converted  to  the  fluid  in  the  course 
of  curing  and  therefore  bond  formation  is  not  effective. 

The  technique  discussed  above  is  applicable  to  evaluation  of  thick  bonded  adher- 
ends.  It  was  further  developed  (ref.  9)  for  evaluation  of  thin  bonded  sheets  using 
Lamb  waves. 
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Fig.  6  Comparison  of  the  ultrasonic  data 
with  the  variation  in  relative 
bond  strength  in  the  course  of 
the  cure. 
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Fig.  8 

An  Arrhenius  plot  of  the  cure 
data. 
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Fig.  10  The  change  in  the  interface-wave 
velocity  as  a  function  of  curing 
time  for  aged  specimens. 
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Fig.  7  Data  for  FM  -  73  adhesive  at  dif¬ 
ferent  temperatures. 
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Fig.  9  Data  for  FM  -  300K  adhesive  at 
different  temperatures. 
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Fig.  11  The  change  in  time  delay  as  a 
function  of  the  aging  time. 


LAMB  WAVE  METHOD 


When  the  thicknesses  of  both  bonded  substrates  are  much  greater  than  a  wavelength 
the  interface  wave  can  propagate  along  the  interface  as  was  discussed  in  the  previous 
section.  When  the  thicknesses  of  the  bonded  substrates  are  comparable  to  a  wavelength 
the  problem  of  wave  propagation  becomes  much  more  complicated:  several  modes  with  dif¬ 
ferent  speeds  can  propagate  in  such  a  structure  (Lamb  modes).  The  number  of  modes  and 
their  phase  and  group  velocities  depend  on  frequency,  substrate  thicknesses  and  bound¬ 
ary  conditions  (adhesion)  between  substrates. 

It  is  possible  to  select  Lamb  modes  sensitive  to  the  changes  of  the  bond  proper¬ 
ties.  Let  us  for  example  consider  the  dispersion  characteristic  of  Lamb  wave  for  two 
different  boundary  conditions:  slip  and  rigid.  The  slip  boundary  condition  corres¬ 
ponds  to  liquid  adhesive  on  the  interface  (initial  stages  of  curing).  During  the  cur¬ 
ing  the  adhesive  solidifies  and  the  boundary  condition  between  plates  becomes  closer  to 
the  rigid  boundary  condition.  During  this  liquid  to  solid  conversion  the  propagated 
mode  is  transformed  with  change  of  phase  velocity  from  a  mode  which  can  propagate  for 
the  slip  boundary  condition  to  one  which  can  propagate  for  the  rigid  boundary  condi- 
ti  on . 


As  an  example  in  Fig.  12  the  dispersion  curves  for  Lamb  waves  in  a  structure  with 
slip  and  rigid  boundary  conditions  are  shown  (two  plates  of  the  same  thickness  are 
bounded).  The  mode  So(h)  can  propagate  in  the  case  of  slip  bond.  It  is  transformed 
to  the  mode  Ai(2h)  during  adhesive  curing.  It  is  shown  schematically  for  K^h  -  3.1 
(Kt  is  the  wave  number  for  shear  waves,  h  is  the  half  thickness)  by  arrow. 

Ultrasonic  experiments  and  shear  strength  tests  are  usually  performed  on  the  lap- 
shear  specimen  Fig.  13(a)  (ultrasonic  measurements  can  be  also  performed  for  the  sample 
shown  in  Fig.  13(b)).  The  wave  behavior  for  such  samples  is  much  more  complicated  than 
was  discussed  above. 

The  Lamb  wave  is  excited  on  the  plate  outside  the  bonded  area.  When  it  reaches 
the  bonded  area  it  is  converted  to  the  Lamb  waves  permissible  in  the  plate  region  with 
a  new  value  of  the  parameter  Kth.  This  transformation  will  be  different  for  different 
contact  on  the  bondline  (slip  or  rigid).  So  it  is  possible  that  some  mode  which  can 
easily  be  excited  for  the  slip  contact  cannot  be  excited  at  all  for  the  rigid  contact. 
So  this  mode  will  vanish  in  the  course  of  curing  of  the  adhesive  and  it  cannot  be  used 
for  our  purposes. 

To  clarify  this  matter  the  theoretical  analysis  were  applied  for  estimation  of 
mode  conversion  on  the  boundary  between  bonded  and  unbonded  areas  (ref.  8).  The  num¬ 
erical  values  of  the  energy  transmission  coefficients  as  functions  of  the  parameter 
Kth  are  plotted  in  Fig.  14  (2h  is  thickness  of  the  bonded  system).  The  first  and  last 
lower  symbols  shows  the  number  of  the  mode  in  the  bonded  area.  The  middle  lower  symbol 
shows  the  incident  and  transmitted  mode.  The  upper  symbols  show  the  type  of  this 
mode  (symmetric(s)  or  antisymmetric(s)).  The  same  curves  can  be  used  for  slip  contact: 
1)  antisymmetric  waves  may  not  be  excited  in  the  interface  region  2)  in  the  interface 
region  modes  with  the  same  wave  number  as  the  incident  wave  can  propagate  in  both 
sheets. 


For  the  incident  S0  mode  the  energy  is  transported  in  the  bonded  region  mainly  by 
the  mode  Sn  (2h)  at  0  <  Kth  <  2  for  both  rigid  and  slip  contacts.  Additionally,  for 
slip  contact,  energy  is  also  transported  by  the  S0(h)  mode  (the  same  mode  as  incident). 
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S0  (2h)  and  S0  (h)  modes  will  have  different  phase  velocities  as  can  be  seen  from  the 
dispersion  caves  shown  in  Fig.  12.  For  K^h  2  the  energy  in  the  bonded  region  is  trans¬ 
ported  by  the  mode  and  by  the  mode  Sj  when  the  bond  is  rigid  (  not  shown  in  Fig.  14). 

When  the  bond  is  slip  the  energy  is  transported  by  the  S0(h)  and  Si  modes.  So  with 
changes  of  the  type  of  contact  the  energy  will  be  carried  by  different  modes. 


Fig.  12  The  dispersion  caves  for  the  guided  waves  in  the  bonded  region. 


Transmitter 


(b) 

Fig.  13  Schematic  illustration  of  the  method  of  measurements  and  two  sample  config¬ 
urations  used. 


Fig.  14  Energy  transmission  coefficients  for  incident  S0(h)  mode  with  S0(2h)  mode 
propagates  inside  the  bonded  region. 
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Now  suppose  that  the  properties  of  the  interface  change  continuously  from  slip  to 
rigid  contact.  This  occurs  when  a  thin  film  of  liquid  adhesive  is  cured  on  the  inter¬ 
face.  In  which  way  can  we  attempt  to  select  the  incident  mode  and  working  frequency 
(parameter  Kth  so  that  the  selected  mode  will  be  sensitive  to  the  interface  properties 
and  in  particular  to  monitor  the  state  of  cure?  We  summarize  here  the  main  directions 
of  analysis.  1)  If  the  mode  with  the  same  phase  velocity  transports  energy  in  the  bond¬ 
ed  region  for  slip  and  rigid  contacts  one  can  assume  that  the  velocity  changes  for  dif¬ 
ferent  bond  quality  will  be  small  (this  is  clear  because  the  difference  between  the 
limited  values  (slip  and  rigid)  is  negligible.  2)  The  energy  transformation  coeffi¬ 
cients  for  the  modes  which  are  the  main  carriers  of  energy  for  slip  and  rigid  contacts 
must  be  close  in  value.  3)  The  group  velocities  of  the  above  modes  must  not  be  too 
different.  Otherwise,  the  transmitted  ultrasonic  impulse  for  slip  contact  will  be  de¬ 
graded  if  the  contact  changes  and  another  signal  will  appear  as  the  contact  becomes 
rigid.  In  this  case,  it  is  impossible  to  make  phase  velocity  measurements. 


EVALUATION  OF  ADHESIVE  CURING  USING  LAMB  WAVES 


The  measurements  were  performed  at  frequencies  0.5,  1,  1.5,  and  2  MHz.  The 
thickness  of  the  adhesive  film  is  typically  80-90p.  We  will  discuss  here  only  a  few 
examples  of  the  experimental  data. 

The  experimental  data  for  the  incident  S0  mode  at  frequency  1  MHz  are  shown  in 
Fig.  15.  The  time  delay  changes  of  the  ultrasonic  signal  during  adhesive  curing  are 
plotted. 

The  Kth  in  the  bonded  area  is  about  3.2.  When  the  adhesive  is  liquid  the  Sp(h) 
is  the  main  energy  transporter.  So  the  shift  from  the  point  1  to  the  point  2  (Fig.  12) 
corresponds  to  the  phase  velocity  changes  during  the  polymerization.  The  phase  veloc¬ 
ity  decreases  and  the  time  delay  correspondingly  increases. 

Data  for  the  incident  S0  mode  at  frequency  1.5  MHz  are  shown  in  Fig.  16.  For 
rigid  bond  in  the  bonded  area  the  energy  transport  is  by  the  Aj  (2h)  mode  (parameter 
Kth  =  4.7),  and  for  slip  contact  by  the  mode  S0(h).  For  this  parameter  Kth,  the  phase 
velocity  of  these  modes  were  close  to  one  another  (practially  equal).  Experiment 
shows  that  the  velocity  changes  are  very  small.  The  same  measurements  were  done  on 
the  sample  shown  in  Fig.  13(b).  The  changes  of  the  phase  velocity  and  attenuation  are 
very  close  to  those  shown  in  Fig.  15  and  Fig.  16.  This  supports  the  supposition  that 
these  changes  are  basically  due  to  changes  of  the  adhesive  properties  and  the  effect 
of  the  edges  of  the  bond  does  no  play  a  significant  role. 

Inversely  the  results  for  frequency  0.5  MHz  (not  shown  here)  are  very  different 
for  the  sample  configuration  shown  in  Fig.  13(a)  and  Fig.  13(b).  One  can  assume  that 
at  this  frequency  the  velocity  changes  occur  not  due  to  property  changes  on  the  bonded 
line  but  due  to  edge  effects  (ends  of  the  bonded  junction)  because  this  is  the  only  dif¬ 
ference  between  the  specimens  shown  in  Fig.  13(a)  and  Fig.  13(b)  from  a  wave  propaga¬ 
tion  point  of  view.  This  may  lead  to  the  very  interesting  conclusion  that  some  of 
the  modes  are  sensitive  to  the  edge  condition.  This  is  a  very  important  from  the  frac¬ 
ture  mechanics  point  of  view. 

Summarizing  we  can  say  that  by  selecting  different  working  frequencies  and  incid¬ 
ent  modes  for  experiment,  the  different  aspects  of  the  bonding  process  can  be  studied. 
Some  of  the  modes  are  sensitive  to  the  bond  line  properties;  some  of  them  are  more 
sensitive  to  the  conditions  of  the  edges  of  the  bond. 
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The  phase  velocity  and  transmitted  amplitude  changes  during  adhesive  cure 
for  S0(h)  incident  mode  at  frequency  1  MHz. 
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Fig.  16  The  phase  velocity  and  transmitted  amplitude  changes  during  adhesive  cure 
for  incident  S0(h)  mode  at  1.5  MHz. 


CONCLUSION 


In  this  paper  some  results  on  application  of  interface  and  Lamb  waves  for  study 
of  curing  of  thin  adhesive  layers  have  been  summarized.  In  the  case  of  thick  sub¬ 
strates  (thickness  much  more  than  the  wave  length)  the  interface  waves  can  be  used. 

In  this  case  the  experimental  data  can  be  inverted  and  the  shear  modulus  of  the  ad¬ 
hesive  film  may  be  explicitly  found  based  on  the  measured  interface  wave  velocity. 

It  is  shown  that  interface  waves  can  be  used  for  the  study  of  curing  of  structural 
adhesives  as  a  function  of  different  temperatures  and  other  experimental  conditions. 
The  kenetics  of  curing  was  studied.  In  the  case  of  thin  substrates  the  wave  phenomena 
are  much  more  complicated.  It  is  shown  that  for  successful  measurements  proper 
selection  of  experimental  conditions  is  very  important.  This  can  be  done  based  on 
theoretical  estimations.  For  correctly  selected  experimental  conditions  the  Lamb 
waves  may  be  a  sensitive  probe  of  adhesive  bond  quality  and  may  be  used  for  cure 
monitoring. 
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INPUT-OUTPUT  CHARACTERIZATION  OF  AN  ULTRASONIC 


TESTING  SYSTEM  BY  DIGITAL  SIGNAL  ANALYSIS 

James  H.  Williams,  Jr.,  Samson  S.  Lee,  and  Hlra  Karagulle 
Massachusetts  Institute  of  Technology 
Cambridge,  Massachusetts  02139 


The  Input-output  characteristics  of  an  ultrasonic  testing  system  used  for 
"stress  wave  factor"  measurements  were  studied  by  coupling  the  transmitting 
and  receiving  transducers  face  to  face,  without  a  specimen  In  between.  Some 
of  the  fundamentals  of  digital  signal  processing  used  are  summarized. 

The  Inputs  and  outputs  were  digitized  and  processed  In  a  microcomputer  by 
using  digital  signal-processing  techniques.  The  entire  ultrasonic  test  system. 
Including  transducers  and  all  electronic  components,  was  modeled  as  a  discrete¬ 
time,  linear,  shift-invariant  system.  A  digital  bandpass  filter  was  Introduced 
to  reduce  noise  effects  on  the  output  signal.  The  output  due  to  a  broadband 
Input  was  deconvolved  with  the  Input  to  obtain  the  unit-sample  response  and  the 
frequency  response  of  the  discrete-time  system.  Then  the  Impulse  response  and 
frequency  response  of  the  continuous-time  ultrasonic  test  system  were  estimated 
by  Interpolating  the  defining  points  In  the  unit-sample  response  and  frequency 
response  of  the  discrete-time  system.  The  ultrasonic  test  system  was  found  to 
behave  as  a  linear-phase  bandpass  filter. 

The  unit-sample  response  and  frequency  response  of  the  discrete-time  model 
of  the  test  system  were  used  to  compute  the  output  of  the  test  system  for  a 
variety  of  inputs.  The  agreement  between  predicted  and  measured  outputs  was 
excellent  for  rectangular  pulse  Inputs  of  various  amplitudes  and  durations  and 
for  tone  burst  and  single-cycle  Inputs  with  center  frequencies  within  the  pass- 
band  of  the  test  system.  The  Input-output  limits  on  the  linearity  of  the 
system  were  determined. 


INTRODUCTION 


Conventional  ultrasonic  testing  (UT)  Is  conducted  either  In  the  through¬ 
thickness  transmission  or  pulse-echo  modes  (ref.  1).  In  the  through-thickness 
transmission  mode,  the  transmitting  and  receiving  transducers  are  coupled  to 
opposite  faces  of  the  structure  under  Inspection,  and  the  transmitted  wave 
field  Is  analyzed.  In  the  pulse-echo  mode,  the  transmitting  and  receiving 
transducers,  which  may  be  combined  Into  a  single  transducer,  are  coupled  to  the 
same  face  of  the  structure  under  inspection,  and  the  reflected  wave  field  Is 
analyzed . 

Recently  Vary  et  al.  (refs,  2  and  3)  Introduced  an  ultrasonic  nondestruc¬ 
tive  evaluation  (NDE)  parameter  called  the  stress  wave  factor  (SWF).  It  Is 
similar  to  the  pulse-echo  test  mode  In  that  separate  transmitting  and  receiving 
transducers  are  coupled  to  the  same  face  of  the  structure.  However,  unlike 
conventional  pulse-echo  testing,  which  Is  generally  limited  to  the  analysis  of 
nonoverlapping  reflected  wave  echoes,  the  SWF  Is  also  valid  for  the  analysis 
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of  overlapping  echoes.  Specifically,  an  input  pulse  having  a  broadband  fre¬ 
quency  spectrum  is  applied  to  the  transmitting  transducer  and  the  number  of 
oscillations  of  the  output  signal  at  the  receiving  transducer  exceeding  a  pre¬ 
selected  voltage  threshold  is  defined  as  the  SWF.  The  SWF  has  been  correlated 
with  mechanical  properties  of  carbon-fiber-reinforced  composites  (refs.  2 
to  4).  Williams  et  al.  (ref.  5)  theoretically  and  experimentally  studied  the 
ultrasonic  Input-output  characteristics  of  the  SWF  test  configuration  In  a 
thick,  Isotropic,  elastic  plate.  The  extension  of  that  work  to  thin  plates  Is 
currently  In  progress  (ref.  6). 

An  Important  step  toward  the  quantitative  analysis  of  Input-output  rela¬ 
tions  in  any  ultrasonic  NDE  procedure  Is  the  quantitative  characterization  of 
the  experimental  test  system  without  a  test  specimen.  The  effects  on  the  out¬ 
put  signal  of  the  ultrasonic  transducers,  the  coupling  of  the  transducers  to 
the  test  specimen,  and  electronic  components  such  as  filters,  amplifiers, 
attenuators,  and  cables  In  the  experimental  system  must  be  characterized  before 
the  test  specimen's  effects  on  the  output  signal  can  be  Isolated. 

This  study  Is  part  of  an  overall  effort  to  develop  quantitative  analyses 
of  the  SWF  and  computer-aided  nondestructive  evaluation  (CANDE,  pronounced 
"candy")  capabilities.  The  experimental  UT  system  Is  characterized  by  directly 
coupling  the  transmitting  and  receiving  transducers  face  to  face  without  a  test 
specimen.  Input  and  output  signals  are  digitized  with  a  digital  oscilloscope 
and  are  processed  with  a  microcomputer  by  using  digital  signal-processing  tech¬ 
niques.  The  transfer  function  of  the  experimental  UT  system  without  any  test 
specimen  was  obtained. 

The  results  of  this  study  should  provide  a  useful  example  In  the  charac¬ 
terization  of  any  UT  system  that  has  separate  transmitting  and  receiving  trans¬ 
ducers.  Furthermore,  developments  In  CANDE  should  be  facilitated  by  the 
digital  signal-processing  procedures  summarized  herein. 


FUNDAMENTALS  OF  DIGITAL  SIGNAL  PROCESSING 

A  few  results  In  digital  signal  processing  are  summarized  In  this  section. 
Digital  signal-processing  techniques  are  discussed  extensively  In  the  litera¬ 
ture  (refs.  7  to  10).  Primarily,  the  notations  In  reference  7  are  followed  In 
this  outline. 

Digital  signal  processing  Is  concerned  with  the  representation  of  signals 
by  sequences  of  numbers  and  the  processing  of  those  sequences.  Sequences 
correspond  to  discrete-time  signals  derived  from  sampling  continuous-time 
signals.  The  notation  x(n)  denotes  a  sequence  of  numbers  whose  entries 
depend  on  the  Independent  parameter  n.  The  sequence  x(n)  Is  defined  only 
for  Integer  values  of  n  and  represents  successive  samples  of  a  continuous¬ 
time  signal.  For  example,  the  sequence  x(n)  Is  derived  from  periodic 
sampling  of  the  continuous-time  analog  signal  xa(t),  where  t  Is  time, 
according  to 


x(n)  =  xa(nT)  (1) 

where  T  Is  the  sampling  period.  The  reciprocal  of  T  Is  the  sampling  rate 
or  sampling  frequency.  The  availability  of  high-speed  digital  computers  and 
efficient  signal-processing  algorithms  has  accelerated  the  Implementation  of 
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digital  signal-processing  techniques  over  that  of  continuous-time,  analog 
signal-processing  techniques.  With  the  proper  analysis,  results  from  the 
digital  signal  processing  of  a  sequence  derived  from  sampling  a  continuous-time 
signal  can  accurately  approximate  results  from  continuous-time  signal  analyses. 

A  discrete-time  system  Is  defined  mathematically  as  a  unique  transforma¬ 
tion  that  maps  an  Input  sequence  x(n)  Into  an  output  sequence  y(n). 
Discrete-time,  linear,  shift-invariant  systems  are  discrete-time  analogs  of 
continuous-time,  linear,  time-invariant  systems.  Table  1  summarizes  the  Input- 
output  properties  of  discrete-time,  linear  and  linear  shift-invariant  systems 
and  their  corresponding  analogs  In  continuous-time  systems.  Discrete-time 
systems  can  be  further  characterized  as  stable  and  causal.  A  stable  system  Is 
one  for  which  every  bounded  Input  x(n)  produces  a  bounded  output  y(n).  A 
causal  system  Is  one  for  which  the  output  y(n)  for  n  equal  to  ng  depends 
only  on  the  Input  x(n)  for  n  less  than  or  equal  to  ng.  All  subsequent 
discussions  here  are  limited  to  discrete-time,  linear,  shift-invariant  systems 
that  are  stable  and  causal. 

The  response  of  a  linear,  shift-invariant  system  can  be  characterized  by 
the  unit-sample  response  h(n)  via  the  convolution  sum  given  In  equation  (1-1) 
In  table  1.  As  a  consequence,  It  can  also  be  shown  that  the  steady-state 
response  of  a  linear,  shift-invariant  system  to  a  sinusoidal  Input  Is  sinusoi¬ 
dal  of  the  same  frequency  as  the  Input  but  with  a  magnitude  and  phase  deter¬ 
mined  by  the  system.  It  Is  this  property  of  linear,  shift-invariant  systems 
that  makes  representations  of  signals  In  terms  of  sinusoids  or  complex  exponen¬ 
tials  (i.e.,  Fourier  representations)  so  useful  In  linear  system  theory.  Also, 
It  should  be  mentioned  that  the  process  of  obtaining  y(n)  from  known  x(n) 
and  h(n)  is  called  convolution,  and  the  process  of  obtaining  h(n)  from 
known  x(n)  and  y(n)  Is  called  deconvolution. 

Table  2  summarizes  Fourier  representations  of  continuous-time  signals  and 
of  sequences.  Fourier  representations  appear  as  equation  pairs  whose  constitu¬ 
ents  are  often  referred  to  as  the  synthesis  and  analysis  equations,  as  Indi¬ 
cated  in  table  2.  In  equation  (2-lb),  Xa(jQ)  Is  a  continuous  function  In 
radian  frequency  Q  and  Is  the  Fourier  transform  of  the  continuous-time  signal 
xa(t),  where  the  symbol  j  Is  defined  as  the  square  root  of  -1.  If  xa(t) 
has  units  of  voltage,  Xa(jQ)  has  units  of  voltage  per  radian  frequency  (or 
simply  volt-second);  Xa(jft)  Is  In  general  complex  and  can  be  specified  by  Its 
magnitude  and  phase. 

If  xa(t)  is  a  real-valued  function  of  time,  the  magnitude  and  phase  of 
Xa(jQ)  will  be  an  even  and  odd  function  of  frequency,  respectively.  Thus,  It 
Is  only  necessary  to  present  the  magnitude  and  phase  of  Xa(jQ)  for  positive 
frequencies.  If  xa(t)  Is  real  and  an  even  function  of  time,  the  phase  of 
Xa(jQ)  Is  zero.  If  xa(t)  Is  real  and  an  odd  function  of  time,  the  phase 
of  Xa(jQ)  Is  ±ir/2.  If  xa(t)  is  shifted  (I.e.,  advanced  or  delayed)  In 
time,  the  magnitude  of  Xa(jft)  Is  not  affected,  but  a  phase  linearly  propor¬ 
tional  to  frequency  (I.e.,  linear  phase)  Is  Introduced  In  the  phase  of  Xa(jft). 
More  specifically,  the  phase  (In  radians)  is  proportional  to  the  radian  fre¬ 
quency  with  a  proportionality  constant  having  units  of  time.  The  negative  of 
the  value  of  the  proportionality  constant  is  the  time  delay  (ref.  9). 
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The  remainder  of  table  2  deals  with  the  Fourier  representations  of 
sequences.  If  properly  computed,  the  Fourier  transform  Xa(jQ)  can  be 
approximated  by  the  Fourier  representation  of  a  sequence  derived  from  sampling 
xa(t).  Examples  of  the  Fourier  representations  of  continuous-time  signals 
and  sequences  are  illustrated  in  figure  1  and  will  be  discussed  shortly. 

In  equation  (2-2b)  in  table  2  X(e3w)  is  a  continuous  function  of  radian 
frequency  w  and  is  the  (discrete  time)  Fourier  transform  of  a  sequence  x(n). 
The  frequency  u  is  in  units  of  radians  per  Increment  of  n,  which  is  simply 
radians.  If  x(n)  has  units  of  voltage,  X(e^u)  has  units  of  voltage  per 
radian.  The  Fourier  transform  of  a  sequence  is  useful  for  analyzing  general 
sequences.  The  discrete  Fourier  series  representations  of  a  periodicjequence 
x(n)  of  period  N  are  also  shown  in  table^2.  A  periodic  sequence  x(n)  of 
period  N  is  one  such  that  x^n)  equals  x^n  +  N).  In  equation  (2-3b)  X(k) 
is  a  periodic  sequence  of  period  N,  and  the  numbers  in  this  sequence  are  the 
discrete  Fourier  series  coefficients  of  the  periodic  sequence  x(n)  having 
period  N.  If  'x(n)  has  units  of  voltage,  ft(k)  has  units  of  voltage  also. 

The  discrete  Fourier  series  of  a  periodic  sequence  serves  as  a  prelude  to  the 
discrete  Fourier  transform  (DFT).  In  equation  ( 2— 4b )  X(k)  is  a  sequence  of 
length  N  and  is  called  the  DFT  of  a  finite-length  sequence  x(n)  of  length 
N  (ref.  7).  If  x(n)  has  units  of  voltage,  X(k)  has  units  of  voltage  also. 
The  DFT  is  useful  for  digital  signal  processing  because  sequences  processed  by 
a  computer  are  of  finite  length  and  also  because  efficient  DF1  computational 
algorithms  are  available. 

By  comparing  the  entries  in  table  2  for  the  discrete  Fourier  series  of  a 
periodic  sequence  of  period  N  and  the  DFT  of  a  finite-length  sequence  of 
length  N,  it  is  observed  that  the  DFT  representation  is  obtained  from  the 
discrete  Fourier  series  representation  by  interpreting  the  finite-length 
sequence  as  one  period  of  a  periodic  sequence.  The  properties  of  the  DFT  are 
similar  to  those  of  the  Fourier  transform,  except  that  because  of  the  implied 
periodicity,  shifts  of  x(n)  in  n  by  one  period  N  and  an  Integer  multiple 
of  one  period  are  Indistinguishable  and  a  shift  in  n  of  larger  than  N  is 
the  same  as  a  shorter  shift. 

The  DFT  was  computed  via  a  fast  Fourier  transform  ( FFT)  algorithm.  The 
Inverse  DFT  computed  via  an  Inverse  FFT  (IFFT)  algorithm  was  used  to  evaluate 
x(n)  from  X(k).  The  FFT  computation  is  particularly  efficient  when  the 
length  of  the  sequence  is  an  Integer  power  of  2.  A  sequence  of  length  N  is 
called  an  N-point  sequence.  The  DFT  of  an  N-point  sequence  is  called  an 
N-point  DFT  and  is  computed  via  an  N-point  FFT  algorithm.  Figure  1  Illustrates 
that  the  Fourier  transform  of  a  continuous-time  signal  can  be  reconstructed 
approximately  from  the  DFT  of  a  sequence  derived  from  sampling  the  continuous- 
time  signal.  Again,  note  that  where  DFT  relations  are  concerned,  a  finite- 
length  sequence  is  represented  as  one  period  of  a  periodic  sequence. 

Figure  1  shows  Fourier  representations  of  continuous-time  signals  and  of 
sequences  derived  from  sampling  the  continuous-time  signals.  In  part  (1)  of 
figure  1(a),  the  continuous-time  signal  xa(t)  is  assumed  to  be  bandlimited 
in  frequency  with  Fourier  representation  Xa(jQ)  as  shown.  The  highest  fre¬ 
quency  of  xa(t)  is  assumed  to  be  Q0/2.  In  part  (11)  of  figure  1(a),  a 
sequence  x(n)  results  from  the  periodic  sampling  of  xa(t)  with  a  sampling 
ing  period  of  T.  The  Fourier  transform  of  the  sequence  x(n)  into  a  contin¬ 
uous  function  X(eJ0))  is  also  shown.  It  is  observed  that  X(eJw)  can  be 
obtained  from  Xa(jQ)  by  the  superposition  of  an  infinite  number  of  Xa(jQ) 
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shifted  In  frequency  u  by  Integer  multiples  of  2ir.  The  magnitude  and  fre¬ 
quency  of  X(eJw)  are  scaled  from  those  of  Xa(J«)  by  1/T  and  T,  respec¬ 
tively.  The  Fourier  transform  Xa(jfi)  can  be  recovered  exactly,  except  for 
the  scaling  factors,  from  the  Fourier  transform  X(eJ“)  of  the  sequence  x(n) 
In  the  Interval  of  -ir  <  u  <  ir  by  low-pass  filtering  X(eJ“)  with  a  cutoff 
frequency  of  ir,  on  one  condition.  The  condition  Is  that  Q0T/2  <  ir  so  that 
there  will  be  no  overlapping  of  superposed  Xa(J«)  In  forming  X(eJ“).  This 
condition  Is  known  as  the  "sampling  theorem"  and  assures  that  If  a  continuous¬ 
time  signal  xa(t)  Is  sampled  at  a  frequency  greater  than  twice  the  highest 
frequency  of  xa(jQ),  then  X(eJ“)  Is  Identical  to  Xa(jfl)  In  the  Interval 
-ir  <  u  <  ir,  except  for  scaling  factors.  Because  Xa(jQ)  Is  recovered,  the 
continuous-time  signal  xa(t)  can  be  recovered  from  the  sequence  x(n).  This 
minimum  required  sampling  frequency  Is  called  the  Nyqulst  rate  or  the  Nyqulst 
frequency  (refs.  7,  9,  and  10).  The  distortion  due  to  overlapping  of  super¬ 
posed  Xa( jfi)  when  the  sampling  theorem  Is  violated  Is  called  aliasing.  In 
part  (11)  In  figure  1(a),  the  case  where  there  Is  no  overlapping  of  superposed 
Xa(jQ)  Is  Illustrated;  thus  the  signal  Is  not  aliased. 

Whereas  figure  1(a)  deals  with  general  continuous-time  signals, 
figure  1(b)  deals  with  finite-duration  continuous-time  signals.  In  part  (1) 

In  figure  1(b),  a  continuous-time  signal  xa(t)  with  nonzero  values  over  a 
finite  time  duration  and  Its  Fourier  representation  Xa(jfi)  are  shown.  The 
duration  where  the  signal  Is  nonzero  Is  assumed  to  be  t0,  and  sampling  the 
continuous-time  signal  with  a  sampling  period  T  Is  assumed  to  result  In  a 
sequence  of  length  N.  It  Is  observed  that  Xa(jfl)  for  a  finite-duration 
signal  Is  not  bandllmlted  In  frequency.  In  part  (11)  In  figure  1(b),  a 
sequence  x(n)  results  from  the  periodic  sampling  of  xa(t)  with  a  sampling 
period  of  T.  All  numbers  In  the  sequence  x(n)  are  zero  for  n  <  0  and 
for  n  >  N  -  1.  Thus  x(n)  Is  a  finite-length  sequence  of  length  N.  The 
Fourier  transform  of  the  sequence  x(n)  Into  the  continuous  function  X(eJ“) 

Is  also  shown.  Similar  to  the  results  In  figure  1(a),  X(e^u)  can  be  obtained 
from  Xa(j£2)  by  the  superposition  of  an  Infinite  number  of  Xa(jfi)  shifted  In 
frequency  «  by  Integer  multiples  of  2ir.  However,  for  this  case,  because 
Xa(jf2)  Is  not  bandllmlted  In  frequency,  there  Is  overlapping  of  superposed 
Xa(jn)  In  forming  X(e3“).  Thus  there  Is  aliasing  and  Xa(jn)  cannot  be 
recovered  exactly  from  X(e3u)  In  the  Interval  -*<«<*.  However,  If  the 
sampling  frequency  Is  greater  than  twice  most  of  the  significant  frequency 
components  In  Xa(jfl),  then  Xa(jQ)  can  still  be  approximated  adequately  by 
X(eJ“).  The  DFT  X(k)  of  the  finite-length  sequence  x(n)  Is  often  computed 
Instead  of  X(eJ“).  However,  In  DFT  evaluations,  a  finite-length  sequence 
Is  represented  as  one  period  of  a  periodic  sequence. 

In  part  (111)  of  figure  1(b),  a  periodic  sequence  'x(n)  of  period  N 
constructed  by  using  the  N-poInt  sequence  'x(n)  as  a  period  Is  shown.  The 
discrete  Fourier,  series  representation  X(k)  of  the  periodic  sequence  x'(n) 

Is  also  shown;  )t(k)  Is  a  periodic  sequence  of  period  N.  The  DFT  X^k)  of 
the  finite-length  sequence  x(n)  can  be  Interpreted  as  a  period  of  X(k)  for 
ID  <  k  <  N  -  1  as  shown.  It  Is  observed  that  X(eJu)  can  be  obtained  from 
)f(k)  by  Interpolating  points  In  ')f(k).  Because  Xa(jS2)  can  be  approximated 
adequately  by  X(eJ“)  If  the  sampling  frequency  Is  greater  than  twice  most  of 
the  significant  frequency  components  In  Xa(jn),  Interpolations  of  X(k)  or 
X(k)  can  be  used  to  estimate  Xa(jQ).  The  numbers  In  X(k)  are  scaled 
approximately  from  the  values  of  Xa(j«)  by  a  factor  of  1/T,  and  the  spacing 
between  successive  numbers  In  the  sequence  X(k)  can  be  Interpreted  as  2ir/(NT) 


315 


In  radian  frequency,  which  Is  the  frequency  domain  resolution.  Again,  the 
reconstruction  of  the  Fourier  transform  of  a  finite-duration,  continuous-time 
signal  from  the  DFT  of  a  finite-length  sequence  by  Interpolation  Is  generally 
an  approximation  due  to  aliasing. 

Table  3  lists  the  conditions  for  the  special  case  where  there  Is  exact 
correspondence  (to  within  a  scaling  factor)  of  the  Fourier  transform  of  a 
continuous-time  signal  and  the  DFT  of  a  finite-length  sequence  derived  from 
sampling  (ref.  10).  Also,  the  N-poInt  sequence  x(n)  can  be  considered  as  an 
M-poInt  sequence  If  M  Is  greater  than  N  with  the  last  M-N  numbers  In  the 
M-poInt  sequence  being  zero.  As  discussed  here  next  regarding  convolution 
procedures,  sometimes  It  Is  convenient  to  extend  the  length  of  a  sequence  by 
appending  zeroes. 

Because  the  response  of  a  linear,  shift-invariant  system  can  be  evaluated 
via  the  convolution  sum  In  equation  (1-1)  In  table  1,  convolution  representa¬ 
tions  are  discussed  here.  Table  4  summarizes  convolution  representations  of 
continuous-time  signals  and  of  sequences.  The  Fourier  representations  of  the 
convolutions  are  also  given  In  table  4.  Equation  (4-la)  gives  the  linear  con¬ 
volution  of  continuous-time  signals  xa-j ( t )  and  xa2(t),  resulting  In  xa3(t). 
The  Fourier  representation  of  the  convolution  Is  given  In  equation  (4-lb). 
Convolution  In  the  time  domain  results  In  multiplication  In  the  frequency 
domain.  Conversely,  because  of  the  duality  between  time  and  frequency  domains 
In  Fourier  representations,  convolution  In  the  frequency  domain  results  In 
multiplication  In  the  time  domain,  such  as  time  windowing  (ref.  9).  The  con¬ 
cepts  of  periodic  and  circular  convolutions  are  Introduced  as  preludes  to  the 
efficient  evaluation  of  linear  convolution  of  sequences  using  DFT  procedures. 

Equation  (4-2a)  In  table  4  gives  the  periodic  convolution  of  two  periodic 
sequences  ‘Sti(n)  and  ><2 ( n )  *  eac^  period  N,  resulting  In  a  periodic 

sequence  ^(n)  of  period  N.  By  restricting  attention  to  one  period  of  the 
periodic  convolution,  circular  convolution  of  two  N-poInt  sequences  x-|(n) 
and  ,X2(n) to  .obtain  an  N-poInt  sequence  X3(n)  can  be  defined  from  the 
periodic  convolution  and  Is  given  In  equation  (4-3a).  The  two  periodic 
sequences  xi(n)  and  ^(n),  each  of  period  N,  are  constructed  by  using  the 

N-poInt  sequences  x-j ( n)  and  x2(n)  as  periods,  respectively.  Equations  (2-3b) 
and  (2-4b)  In  table  2  have  been  used  to  obtain  the  simplified  equation  (4-3b) 
because  'X'-i(n)  and  ^(n)  are  equal  to^  x-|(n)  and  X2(n)  for  n  ranging 
from  zero  to  N  -  1.  Thus  Xi ( k )  and  X2(k)  for  0  <  k  <  N  -  1  become  X](k) 
and  X?(k),  respectively.  The  circular  convolution  of  N-poInt  sequences  Is 
called  an  N-poInt  circular  convolution.  The  designation  "circular"  Is  derived 
from  a  graphical  representation  of  how  an  N-poInt  sequence  can  be  used  to  con¬ 
struct  a  periodic  sequence  of  period  N  (ref.  7).  It  can  be  Imagined  that  the 
N  points  from  the  N-poInt  sequence  are  equally  spaced  In  angle  around  a  circle 
with  a  circumference  of  exactly  N  points.  The  periodic  sequence  of  period 
N  Is  obtained  by  traveling  around  the  circumference  of  the  circle  a  number  at 
a  time  recording  the  N-poInt  sequence  repeatedly.  Also,  a  rotation  of  the 
circle  corresponds  to  circular  shifting  of  the  N-poInt  sequence  (ref.  7). 

The  linear  convolution  of  an  N]-po1nt  sequence  x-j ( n)  and  an  N2~po1nt 
sequence  X2(n)  Is  defined  as 


x3(n) 


T,  x,(m)  x9(n  -  m) 
m=0  1  £ 


(2) 
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Because  the  resulting  sequence  X3(n)  Is  of  length  N-|  +  N2  -  1  (ref.  7), 
the  evaluation  of  linear  convolution  via  circular  convolution  requires  all 
sequences  to  be  of  the  same  length,  which  has  to  be  N-|  +  N2  -  1 . 

Equation  (4-4a)  In  table  4  gives  the  linear  convolution  of  finite-length 
sequences  x-](n)  and  X2< n )  to  obtain  a  finite-length  sequence  X3(n) 
evaluated  via  circular  convolution.  Computation  of  circular  convolution  using 
DFT  Is  preferred  over  the  direct  evaluation  of  linear  convolution  because  of 
computational  efficiencies.  The  (N-|  +  N?  -  l)-po1nt  DFT 1  s  of  the  two  convolv¬ 
ing  sequences  are  computed  via  an  FFT  algorithm  and  then  multiplied  according 
to  equation  (4-4b).  The  (N-|  +  Ng  -  1 ) -pol nt  Inverse  DFT  of  the  product  Is 
computed  via  an  IFFT  algorithm,  and  the  result  Is  the  desired  linear  convolu¬ 
tion.  Because  the  original  sequences  x-j ( n )  and  X2< n )  are  of  lengths  N-| 
and  N2,  respectively,  N2  -  1  and  N-|  -  1  zeroes  are  appended  to  x-|(n) 
and  X2(n),  respectively,  to  yield  two  (N]  +  N2  -  1 ) -pol nt  sequences  for  the 
(N-)  +  N2  -  l)-po1nt  circular  convolution.  Alternatively,  If  linear  convolu¬ 
tion  of  two  (N-|  *  N2  -  1 ) -point  sequences  Is  conducted  via  an  (N-|  +  N2  -  1)- 
polnt  circular  convolution,  the  last  N2  -  1  numbers  In  one  sequence  to  be 
convolved  must  be  zeroes  and  the  last  N-|  -  1  numbers  In  the  other  sequence 
to  be  convolved  must  be  zeroes.  In  practice,  the  sequences  are  extended  to  a 
length  that  Is  greater  than  N-|  +  N2  -  1  and  Is  an  Integer  power  of  2  for 
efficient  FFT  computation. 

Figure  2  shows  convolution  representation  of  continuous-time  signals  and 
their  sequences  derived  by  sampling.  In  figure  2(a),  continuous-time  signals 
xa-](t)  duration  t-j  and  xa2(t)  of  duration  t2  are  convolved  to  form 
the  continuous-time  signal  xa3(t)  of  duration  t-\  +  t2-  In  part  (1)  of 
figure  2(b),  the  continuous-time  signal  xa-](t)  Is  sampled  with  a  sampling 
period  T  and  Is  assumed  to  produce  an  N-|-po1nt  sequence.  Then  N2  -  1 
zeroes  are  appended  to  form  an  (N-|  +  N2  -  1 ) -point  sequence  x-|(n).  Next  a 
periodic  sequence  'xi(n)  of  period  N-|  +  N2  -  1  Is  constructed  by  using 
x-|(n)  as  a  period.  Similarly,  In  part  (11)  In  figure  2(b),  the  periodic 
sequence  X2(n)  of  period  N-|  +  N2  -  1  Is  obtained  from  xa2(t),  which 
Is  assumed  to  produce  an  N2-po1nt  sequence  when  sampled  with  a  sampling  period 
T.  Periodic  convolution  of  x'i(n)  and  X2(n)  results  In  the  periodic 
sequence  ^(n).  Then  X3(n)  can  be  Identified  from  the  circular  convolution 
portion  of  X3(n)  by  restricting  attention  to  one  period  of  the  periodic 
sequence.  It  Is  observed  that  xa3(t)  can  be  approximated  from  the  Inter¬ 
polation  of  the  ( N]  +  N2  -  l)-po1nt  sequence  X3(n).  The  numbers  In  X3(n) 
are  scaled  approximately  from  the  value  of  xa3(t)  by  a  factor  of  1/T  and  the 
spacing  between  successive  numbers  In  the  sequence  X3(n)  can  be  Interpreted 
as  T.  Because  the  circular  convolution  Is  obtained  via  a  DFT,  restrictions  on 
the  DFT  apply  to  the  convolution  also.  Thus  the  sampling  theorem  applies  to 
sampling  the  continuous-time  signals  If  xa3(t)  Is  to  be  approximated 
adequately  by  the  sequence  X3(n). 

In  practice,  If  a  continuous-time  signal  Is  to  be  sampled,  the  sampling 
frequency  and  the  sampling  length  must  be  specified.  Table  5  summarizes  the 
significance  of  the  sampling  parameters.  Equation  (5-1)  Is  based  on  the 
earlier  discussion  In  relation  to  figure  1(a). 


EXPERIMENTAL  SYSTEM 

A  schematic  of  the  experimental  system  Including  the  specimen  Is  shown  In 
figure  3.  This  Is  a  typical  stress-wave-factor  test  configuration.  The  goal 
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of  this  study  was  to  characterize  the  experimental  test  system  without  the  test 
specimen.  Thus,  all  testing  In  this  study  was  conducted  with  the  transmitting 
and  receiving  transducers  directly  coupled  face  to  face  without  any  test 
specimen  In  between. 

The  system  consisted  of  a  pulse/functlon  generator  (Wavetek  model  191);  a 
5-MHz  (corresponding  to  -3-dB  point)  low-pass  filter  (Allen  Avionics  F2516); 
broadband  (0.1  to  3.0  MHz)  transmitting  and  receiving  transducers  (Parametrlcs 
VI05)  having  an  approximately  flat  sensitivity  of  -85  dB  relative  to  1  V/y bar; 
an  ultrasonic  Interface  couplant  (Acoustic  Emission  Technology  SC-6);  an  ultra¬ 
sonic  preamplifier  (custom  built  by  Parametrlcs)  having  a  gain  of  40  dB  In  the 
frequency  bandwidth  1  kHz  to  10  MHz;  a  variable-frequency  filter  (A.P.  Circuit 
Corporation  AP  220-5),  which  could  be  used  as  a  low-pass,  high-pass,  bandpass, 
or  bandstop  filter  In  the  frequency  range  TO  Hz  to  2.5  MHz;  a  digital  oscillo¬ 
scope  (Nlcolet  model  2090  with  plug-in  model  204-A) ,  which  could  sample  and 
store  analog  signals  at  sampling  frequencies  from  0.05  Hz  to  20  MHz  (corre¬ 
sponding  to  sampling  periods  from  20  sec  to  50  nsec)  up  to  4096  points;  and 
an  IBM  personal  computer  (IBM  PC),  which  was  Interfaced  with  the  digital 
oscilloscope. 

The  variable-frequency  filter  was  used  as  a  0.4-  to  2.6-MHz  (corresponding 
to  -3-dB  points)  bandpass  filter,  selected  on  the  basis  of  the  receiving  trans¬ 
ducer  frequency  response.  All  signals  were  sampled  at  a  sampling  frequency  of 
20  MHz  ( 1 . e . ,  one  sample  every  50  nsec)  for  256  points.  Thus  each  recorded 
signal  was  12.8  ysec  In  duration.  The  5-MHz  low-pass  filter  was  selected  via 
antialiasing  considerations.  Table  6  Is  a  BASIC  language  program  listing  for 
the  FFT  and  IFFT  computations  used  In  this  study.  All  DFT  and  Inverse  OFT 
evaluations  In  this  study  were  conducted  by  using  this  program. 


DIGITAL  CHARACTERIZATION  OF  EXPERIMENTAL  SYSTEM 

The  objective  of  this  study  was  to  obtain  the  system  transfer  character¬ 
istics  between  the  Input  to  the  transmitting  transducer  and  the  output  from 
the  receiving  transducer  after  signal  conditioning.  A  schematic  of  the  experi¬ 
mental  system  Is  shown  In  figure  3.  Once  again,  note  that  the  experiment  was 
conducted  with  the  transmitting  and  receiving  transducers  coupled  face  to  face 
without  a  test  specimen.  Thus,  the  "system"  under  study  consisted  of  the 
transmitting  transducer,  the  coupling  between  transmitting  and  receiving  trans¬ 
ducers,  the  receiving  transducer,  the  ultrasonic  preamplifier,  the  variable- 
frequency  filter,  and  all  necessary  cables. 

A  continuous-time  system  can  be  described  by  Its  Impulse  response  ha(t) 
and  Its  frequency  response  Ha(jS2).  In  this  study,  the  ha(t)  and  Ha(jQ) 
of  the  test  system  were  computed  from  the  unit-sample  response  h(n)  and  the 
DFT  of  h(n)  denoted  H(k),  respectively,  of  a  discrete-time  model  of  the 
continuous-time  system. 

The  experimental  system  was  assumed  to  be  a  discrete-time,  linear,  shift- 
invariant  system.  As  shown  In  figure  3,  channel  1  of  the  digital  oscilloscope 
sampled  the  continuous-time  Input  signal  to  the  transmitting  transducer.  The 
resulting  discrete-time  signal  Is  called  the  Input  sequence  and  Is  denoted  by 
x(n).  Similarly,  channel  2  of  the  digital  oscilloscope  sampled  the  continuous¬ 
time  output  signal  from  the  receiving  transducer  after  preamplification  and 
bandpass  filtering.  The  resulting  discrete-time  signal  Is  called  the  output 
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sequence  and  Is  denoted  by  y(n).  Thus,  the  objective  of  this  study  was  to 
obtain  the  discrete-time  system  transfer  characteristics  between  x(n)  and 
y(n).  The  discrete-time  system  besides  being  linear  and  shift-invariant  was 
observed  to  be  stable  and  causal.  A  schematic  of  the  digital  signal-processing 
procedures  applied  to  obtain  the  unit-sample  response  and  frequency  response 
of  the  discrete-time  system  Is  shown  In  figure  4. 

The  pulse/functlon  generator  produced  an  approximately  rectangular  pulse 
20  nsec  In  duration.  The  rectangular  pulse  was  passed  through  the  5-MHz  low- 
pass  filter  before  It  reached  the  digital  oscilloscope.  Figure  5  shows  the 
time  histories  of  the  Input  and  output  signals  by  linearly  Interpolating  the 
defining  points  In  the  Input  and  output  sequences  x(n)  and  y(n).  The  Input 
and  output  signals  were  approximately  3  and  4  ysec  long,  respectively.  Thus 
for  the  sampling  period  50  nsec,  only  approximately  the  first  60  and  80  numbers 
In  the  sequences  x(n)  and  y(n),  respectively,  were  nonzero.  Actually,  the 
sequences  x(n)  and  y(n)  were  of  length  256  after  sampling;  that  Is,  the 
digital  oscilloscope  recorded  256  points  each  for  the  Input  and  output  signals. 
Then  768  zeroes  were  appended  to  the  sequences  to  produce  x(n)  and  y(n)  of 
length  1024.  Extended  sequences  were  used  to  facilitate  evaluation  of  linear 
convolution  via  the  DFT,  as  discussed  later.  The  DFT's  X(k)  and  Y(k)  for 
x(n)  and  y(n),  respectively,  were  evaluated  by  using  a  1024-point  FFT  algo¬ 
rithm  based  on  1024-point  x(n)  and  y(n).  Because  the  Input  and  output 
signals  were  of  finite  duration,  they  were  not  bandllmlted  In  frequency.  How¬ 
ever,  because  the  sampling  frequency  (20  MHz)  was  greater  than  most  of  the 
significant  frequency  components  In  the  Input  signal  (significant  up  to  5  MHz) 
and  the  output  signal  (significant  up  to  2.6  MHz),  the  sampling  theorem  assured 
an  adequate  approximation  of  the  Fourier  transform  of  the  Input  and  output 
signals  by  the  DFT  of  the  Input  and  output  sequences.  Approximations  of  the 
magnitude  and  phase  of  the  Fourier  transform  of  the  Input  and  output  signals 
are  shown  In  figure  5.  The  magnitude  and  phase  of  the  Fourier  transform  were 
obtained  by  linearly  Interpolating  the  defining  points  In  the  magnitude  and 
phase  of  the  DFT  of  the  Input  and  output  sequences.  The  magnitude  shown  In 
figure  5  Is  presented  on  a  decibel  scale,  normalized  with  respect  to  the 
magnitude  of  the  largest  component  In  the  Fourier  transform.  The  magnitudes 
of  the  largest  components  In  the  Fourier  transforms  of  the  Input  and  output 
were  2.3xl0-7  and  9.3xl0~7  V-sec,  corresponding  to  frequencies  of  0.4  and 
1.4  MHz,  respectively.  When  the  magnitude  was  small,  both  the  magnitude  and 
the  phase  were  erratic  because  of  sensitivity  to  noise  contamination  (fig.  5). 

Letting  the  1024-point  DFT  of  the  unit-sample  response  h(n)  of  the 
discrete-time  system  be  defined  as  H(k),  we  can  then  use  equation  (4-4b)  In 
table  4  to  relate  the  DFT  of  the  Input  X(k)  and  the  DFT  of  the  output  Y(k) 
as 

Y(k)  =  H(k)  X(k)  (3) 

where  0  <  k  <  1023  for  this  case.  Then  H(k)  for  the  system  can  be  evaluated 
by  rearranging  equation  (3)  as 

H ( k )  =  Y(k)/X(k)  (4) 

The  Inverse  DFT  of  H(k)  Is  the  desired  unit-sample  response  h(n).  The 
procedure  for  obtaining  h(n)  from  known  x(n)  and  y(n)  Is  called 
deconvolution. 
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However,  results  from  attempts  to  perform  the  direct  division  In  equation 
(4)  uslnq  X(k)  and  Y(k),  as  shown  In  figure  5,  were  unsatisfactory  because 
of  noise.  Thus,  the  output  y(n)  was  filtered  digitally  before  divls  on. 

The  digital  filter  was  selected  by  trial  and  error.  Various  digital  filters 
were  applied,  and  the  resulting  H(k)  and  the  unit-sample  response  h(n)  were 
used  to  evaluate  output  properties  for  various  Inputs  and  were  compared  with 
experimental  results.  The  digital  filter  selected  was  a  bandpass  filter  uti¬ 
lizing  time  windowing  via  a  701-point  Blackman  window  (ref.  7).  Sp eciflciil  y, 
the  digital  filter  was  obtained  via  the  following  steps:  (1)  obtain  the  unit 
sample  response  hd(n)  of  a  desired  Ideal  bandpass  filter  of  0.2  to  4  5  MHz, 
(2)  shift  hn( n)  by  350  points  to  obtain  the  unit-sample  response  h3(n), 
and  (3)  multiply  h3(n)  by  a  701-point  Blackman  window  w^n)  to  obtain  a 
701-point  unit-sample  response  h4(n)  of  the  filter.  These  steps  are  Ulus 
trated  In  figure  4  also.  The  resulting  digital  filter  was  a  causal,  linear- 
phase  bandpass  filter.  Step  1  Identified  the  desired  bandpass  filter.  Because 
an  Ideal  filter  Is  noncausal,  as  Indicated  by  its  hd(n),  which  Is  nonzero 
for  n  less  than  zero,  step  2  shifted  h<j(n)  by  delaying  It  by  350  points. 

A  causal  filter  Is  especially  Important  for  real-time  signal  processing. 


Because  the  desired  digital  filter  was  a  finite  Impulse  response  (FIR) 
filter,  which  by  definition  should  have  a  unit-sample  response  of  finite  dura¬ 
tion  (ref.  7),  h3(n)  was  truncated  and  only  numbers  between  n  of  zero  and 
701  Inclusively,  were  retained.  To  minimize  the  effects  of  truncation, 
h,(n)  was  multiplied  by  a  701-point  Blackman  window  w-|(n)  In  step  3  to 
form  h4(n).  The  length  of  701  points  minimized  the  effects  of  truncation 
and  yet  allowed  a  1024-point  DFT  evaluation.  The  length  °[£he  sequence 
h.(n)  of  the  filter  affected  the  DFT  evaluation  because  filtering  In  the 
frequency  domain  (l.e.,  multiplying  the  responses  of  the  filter  and  the  signal 
In  the  frequency  domain)  corresponded  to  convolution  In  the  time  domain. 
Because  only  the  first  80  numbers  In  the  sequence  y(n)  were  nonzero,  proper 
evaluation  of  the  linear  convolution  of  the  sequence  y(n)  with  the  sequence 
h4(n),  which  was  nonzero  for  the  first  701  numbers,  required  at  least  a 
780-point  DFT,  according  to  discussions  associated  with  equation  (4-4)  In 
table  4.  By  Increasing  the  number  of  points  to  the  nearest  integer  power  of  2 

which  for  this  case  was  1024,  1024 point  sequences  and  1024  DFT' s  resulted. 

Thus  sufficient  zeroes  were  appended  to  any  sequence  to  extend  Its  length  to 
1024'polnts,  unless  otherwise  Indicated.  Also,  1024-point  DFT's  evaluated  via 
a  1024-point  FFT  were  used,  unless  otherwise  indicated. 


The  1024-point  DFT  of  the  unit-sample  response  of  the  digital  bandpass 
filter  designed  by  time  windowing  the  unit-sample  response  of  an  Ideal  bandpass 
filter  with  a  Blackman  window  Is  denoted  by  H2(k).  Using  equation  (4-4b)  In 
table  4,  the  DFT  of  the  output  after  digital  filtering  was  H2(k)  Y(k). 

Then  equation  (4)  could  be  modified  as 

Hi(k)  =  H2(k)  Y(k)/X(k)  (5) 


where  H-|(k)  was  an  approximation  to  H(k),  and  0  <  k  <  1023. 

The  unit-sample  response  h-|(n)  was  obtained  from  H-|(k)  by  performing 
an  Inverse  DFT  via  an  IFFT  algorithm.  Because  h-|(n)  corresponded  to  ha(t), 
which  Is  a  real  function  of  time,  h](n)  was  a  sequence  of  real  numbers  and 
corresponded  to  the  real  part  of  the  IFFT.  Because  a  shift  of  350  points  (cor¬ 
responding  to  17.5  ysec)  was  Introduced  In  the  design  of  the  causal,  digital 
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bandpass  filter,  the  unit-sample  response  h-j  ( n )  had  to  be  shifted  back  by 
350  points  to  remove  the  artifact  Introduced  by  the  digital  filter.  This  was 
done  after  the  rectangular  windowing  procedure  discussed  In  the  next  paragraph. 

The  Individual  values  In  the  sequence  h-|(n)  for  n  <  355  and  n  >  450 
were  small,  less  than  1/lOO^h  of  the  maximum  value  In  the  sequence.  These 
small  values  were  due  to  noise  contamination  Introduced  during  signal  recording 
and  also  by  the  digital  filtering.  So,  the  sequence  h-|(n)  was  time 
windowed  by  a  rectangular  window  W2(n)  defined  by 

(1  for  355  <  n  <  450 

wp(n)  =  l  (6) 

(0  otherwise 

Thus,  the  numbers  In  h-|(n)  were  not  affected  for  355  <  n  <  450,  but  all 
others  had  been  set  to  zero.  The  resulting  sequence  obtained  by  multiplying 
h-j ( n )  and  W2(n)  Is  denoted  as  h2(n).  This  time  windowing  significantly 
smoothed  the  phase  of  H-|(k)  In  the  high-frequency  region. 

After  the  rectangular  windowing,  the  sequence  h2(n)  was  shifted  back 
350  points  to  remove  the  shift  (I.e.,  time  delay)  Introduced  by  the  bandpass 
digital  filter  discussed  earlier.  The  1024-point  sequence  h2(n)  was  shifted 
to  obtain  h(n)  according  to  circular  shifting,  which  In  this  case  became 

|h2(n  +  350)  for  0  <  n  <  1023  -  350 

h2  (n  -  1024  +  350)  for  1024  -  350  <  n  <  1023  (7) 

0  otherwise 

The  sequence  h(n)  was  the  unit-sample  response  of  the  test  system.  The 
numbers  In  h(n)  were  zero  for  n  >  100  due  to  the  windowing  described  In 
equation  (6).  Circular  shifting  was  used  Instead  of  linear  shifting  because 
h2(n)  was  the  result  of  a  few  DFT  evaluations  and,  when  a  DFT  evaluation 
was  performed,  a  finite-length  sequence  was  Implied  as  a  period  of  a  periodic 
sequence.  Thus,  circular  shifting  procedures  corresponding  to  shifting  a 
periodic  sequence  were  required. 

The  DFT  of  the  unit-sample  response  h(n)  was  H(k).  Because  h(n)  was 
nonzero  only  for  <100,  the  first  512  points  of  h(n)  were  used  to  compute 
H(k)  via  a  512-point  FFT.  Thus,  H(k)  as  obtained  was  a  512-point  sequence; 
H(k)  was  the  frequency  response  of  the  discrete-time  model  of  the  test  system. 

Figure  6(a)  shows  the  Impulse  response  ha(t)  of  the  test  system  as 
obtained  by  linearly  Interpolating  the  defining  points  In  the  unit-sample 
response  h(n).  An  Impulse  response  has  units  of  response  per  unit  of  excita¬ 
tion  multiplied  by  time  (ref.  11).  Thus,  ha(t)  In  figure  6(a)  Is  shown  with 
units  of  volts  per  volt-second.  The  duration  of  the  unit-sample  response  was 
approximately  3  psec.  Figure  6(b)  shows  the  magnitude  and  phase  of  the  fre¬ 
quency  response  Ha(jQ)  of  the  test  system  as  estimated  by  linearly  Inter¬ 
polating  the  defining  points  In  the  frequency  response  H(k).  A  frequency 
response  magnitude  has  units  of  response  per  unit  of  excitation  (ref.  11). 

Thus,  the  magnitude  of  Ha(jQ)  has  units  of  volts  per  volt.  The  magnitude 
of  Ha(jft)  Is  shown  In  figure  6(c)  on  a  decibel  scale,  normalized  with 
respect  to  the  magnitude  of  the  largest  component  In  Ha(jQ),  which  Is 
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2.7x1 0-7  V/V  corresponding  to  a  frequency  of  1.7  MHz.  The  normalized  magni¬ 
tude  had  a  maximum  value  at  1.7  MHz,  and  the  values  of  the  normalized  magnitude 
decreased  by  6  dB  from  the  maximum  value  at  0.6  and  2.3  MHz.  The  phase  of 
Ha(jft)  was  linear  from  0.3  to  2.7  MHz.  The  linear-phase  behavior  Indi¬ 
cates  that  Inputs  of  frequencies  from  0.3  to  2.7  MHz  will  result  In  outputs 
delayed  In  time  without  distortion.  (However,  distortion  occurred  because  the 
magnitude  of  Ha(jfi)  was  not  constant  from  0.3  to  2.7  MHz.)  The  Introduced 
time  delay  corresponding  to  the  linear  phase  can  be  computed  to  be  0.49  ^sec. 

As  shown  by  the  magnitude  plot,  the  system  was  Insensitive  to  frequencies  below 
0.6  MHz  and  above  2.3  MHz;  the  Information  In  these  frequencies  was  easily  con¬ 
taminated  by  noise  and  also  displayed  the  effects  of  digital  filtering.  Thus, 
to  summarize,  the  system  behaved  as  a  linear-phase  bandpass  filter  In  the 
frequency  range  0.6  to  2.3  MHz. 


RESULTS  AND  DISCUSSION 


The  outputs  of  the  test  system  due  to  different  Inputs  can  be  predicted 
by  using  the  unit-sample  response  h(n)  and  frequency  response  H(k)  of  the 
discrete-time  model  of  the  test  system.  If  the  Input  Is  x(n)  and  the  output 
Is  y(n) ,  the  Input-output  relationship  Is  given  by  the  convolution  In 
equation  (1-1)  In  table  1.  For  finite-length  sequences,  equation  (1-1)  can  be 
written  In  a  similar  form  as  equation  (2).  The  convolution  Is  conveniently 
evaluated  via  the  DFT.  If  the  DFT  of  the  Input  Is  X(k),  the  DFT  of  the  output 
Y(k)  can  be  evaluated  by  using  equation  (3).  So,  the  output  y(n)  due  to  the 
Input  x(n)  Is  the  Inverse  DFT  of  Y(k).  The  frequency  response  H(k)  Is 
shown  In  figure  6.  Figures  7  to  10  show  the  outputs  of  the  system  to  various 
Inputs.  The  time  histories  of  the  predicted  outputs  were  obtained  by  linearly 
Interpolating  the  defining  points  In  the  sequence  y(n)  as  obtained  via  the 
DFT  procedure  for  512-point  DFT's. 

Figures  7  and  8  show  the  outputs  of  the  system  to  tone  burst  Inputs  of 
approximately  6  ysec  In  duration  and  1.5  and  2.5  MHz  In  center  frequency, 
respectively.  The  agreement  between  the  experimentally  measured  and  the 
predicted  outputs  was  excellent.  The  arrival  times  of  peaks  of  Individual 
cycles  were  predicted  to  within  ±25  nsec  In  both  cases.  The  measured  peak 
amplitudes  of  all  the  Individual  cycles  were  correctly  predicted  to  within 
maximum  errors  of  5  and  9  percent  for  the  1.5-  and  2.5-MHz  Inputs,  respec¬ 
tively.  Similar  agreement  was  also  obtained  for  center  frequencies  ranging 
from  0.5  to  3  MHz. 

Figure  9  shows  the  output  of  the  system  to  a  7 . 5-ysec-duratlon  rectangular 
pulse  Input.  The  agreement  between  the  experimentally  measured  and  the  pre¬ 
dicted  outputs  was  excellent.  The  arrival  times  of  peaks  of  Individual  cycles 
were  predicted  to  within  ±25  nsec.  The  measured  peak  amplitudes  of  the  Indi¬ 
vidual  cycles  were  correctly  predicted  to  within  a  maximum  error  of  5  percent. 
From  figure  9,  for  the  approximate  time  of  5  to  7  ysec,  both  the  measured  and 
the  predicted  outputs  were  constant  In  time.  The  constant  values  corresponded 
to  0  and  0.046  V  for  the  measured  and  predicted  outputs,  respectively.  Sim¬ 
ilar  agreement  was  also  obtained  for  pulse  durations  ranging  down  to  0.85  ysec. 
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Figure  10  shows  the  output  of  the  system  to  one  cycle  of  1.75-MHz- 
frequency  input  at  2.3  V  peak  to  peak.  The  arrival  times  of  peaks  of  Individ¬ 
ual  cycles  were  predicted  to  within  ±25  nsec.  The  shapes  of  the  measured  and 
predicted  outputs  agreed  well,  but  the  amplitude  of  the  predicted  output  was 
somewhat  larger  than  that  of  the  measured  output.  As  shown  In  figure  10,  the 
predicted  and  measured  peak-to-peak  output  amplitudes  were  8.7  and  7.2  V, 
respectively.  The  predicted  output  was  larger  than  the  measured  output  when 
the  input  and  output  exceeded  1.4  and  5.1  V  peak  to  peak,  respectively.  This 
nonlinearity  Indicates  that  the  linear  model  used  In  the  prediction  becomes 
Inadequate  for  large-amplitude  Inputs  and  outputs.  When  the  Input  and  output 
were  less  than  1.4  and  5.1  V  peak  to  peak,  respectively,  the  measured  output 
peak  amplitudes  were  correctly  predicted  to  within  a  maximum  error  of 
6  percent.  Restrictions  on  both  Input  and  output  amplitudes  were  Imposed 
because  the  nonlinearity  may  be  due  to  the  Input  or  the  output  or  both. 


CONCLUSIONS 

The  SWF  ultrasonic  test  system  Input-output  characteristics  were  Investi¬ 
gated  by  directly  coupling  the  transmitting  and  receiving  transducers  face  to 
face  without  a  test  specimen.  Some  of  the  fundamentals  of  digital  signal  proc¬ 
essing  were  summarized.  Input  and  output  signals  were  digitized  by  using  a 
digital  oscilloscope,  and  the  digitized  data  were  processed  In  a  microcomputer 
by  using  digital  signal-processing  techniques. 

The  continuous-time  test  system  was  modeled  as  a  discrete-time,  linear, 
shift-invariant  system.  In  estimating  the  unit-sample  response  and  frequency 
response  of  the  discrete-time  system,  It  was  necessary  to  use  digital  filtering 
to  remove  low-amplitude  noise,  which  Interfered  with  deconvolution  calcula¬ 
tions.  A  digital  bandpass  filter  constructed  with  the  assistance  of  a  Blackman 
window  and  a  rectangular  time  window  were  used.  Approximations  of  the  Impulse 
response  and  the  frequency  response  of  the  continuous-time  test  system  were 
obtained  by  linearly  Interpolating  the  defining  points  of  the  unit-sample 
response  and  the  frequency  response  of  the  discrete-time  system.  The  test 
system  behaved  as  a  linear-phase  bandpass  filter  In  the  frequency  range  0.6  to 
2.3  MHz.  These  frequencies  were  selected  In  accordance  with  the  criterion 
that  they  were  6  dB  below  the  maximum  peak  of  the  amplitude  of  the  frequency 
response. 

Furthermore,  by  using  the  unit-sample  response  and  the  frequency  response 
of  the  discrete-time  system  and  the  assumption  of  a  linear,  shift-invariant 
system,  the  output  of  the  system  to  various  Inputs  was  predicted  and  the 
results  were  compared  with  the  corresponding  measurements  on  the  system.  The 
predicted  output  was  obtained  by  linearly  Interpolating  the  defining  points  of 
the  discrete-time  output  sequence.  Tone  bursts  of  various  center  frequencies 
and  durations,  rectangular  pulses  of  various  durations,  and  angle  cycle  Inputs 
at  1.75  MHz  with  various  amplitudes  were  considered.  Excellent  agreement 
between  the  predicted  and  measured  results  was  obtained  for  tone  bursts  with 
center  frequencies  from  0.5  to  3  MHz  and  rectangular  pulses.  Excellent  agree¬ 
ment  between  the  predicted  and  measured  results  was  also  obtained  for  one-cycle 
Inputs  of  various  amplitudes,  as  long  as  the  Input  and  output  were  less  than 
5.1  V  peak  to  peak,  respectively,  at  a  40-dB  system  gain.  These  results  are 
specific  for  the  particular  set  of  components  In  the  test  system. 
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The  results  of  this  study  win  be  useful  In  the  quantitative  analysis  of 
the  SWF  when  test  specimens  are  Inserted  between  the  transducers.  With  known 
test  system  characteristics,  the  effects  on  the  output  signal  due  to  the  test 
specimen  having  a  variety  of  flaw  states  can  be  Isolated.  Furthermore,  using 
and  discussing  digital  signal-processing  methods  extensively  may  facilitate 
developments  In  CANOE. 
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TABLE  1  Input-Output  Properties  of  Discrete-Time  Linear, 

Shift-Invariant  and  Linear  Shift-Invariant  Systems 
and  Their  Corresponding  Analogs  in  Continuous-Time 
Systems . 


Discrete-Time 

System 

System  Input-Output 

Properties 

i 

Analog  in 
Continuous -Time 
System 

Linear 

If  x^ (n)  ->  y^(n) 
and  x2(n)  +  y2(n) > 
then  ax^(n)  +  bx2(n) 

ay ^ (n)  +  by2(n) 
(Principle  of  Superposition) 

Linear 

Shift-Invariant 

If  x(n)  y(n)  , 

then  x(n  -  k)  ->■  y(n  -  k) 

1  Time-Invariant 

Linear 

Shif  t-Invariant 

If  6(n)  -►  h(n)  , 

then  x(n)  +  y(n) 

CO 

where  y(n)  =  E  x(k)h(n  -  k) 

k=-°° 

(i-i) 

(Convolution  Sum) 

Linear 

Time-Invariant 

*  6(n)  is  called  the 

unit-sample 

sequence  and  is  given  by 

1  , 

n  =  0 

6(n)  =  « 

(1-2) 

0  , 

n  4-  0 

and  h(n)  is  called  the  unit-sample  response. 
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TABLE  2  Fourier  Representations  of  Continuous-Time  Signals 
and  of  Sequences. 


Fourier  Representation 

Synthesis  Equation 

| 

Analysis  Equation 

Fourier  transform  of 

continuous- time 

signal  x  (t) 
a 

f  OO 

x  (t)  =  tA  X 

a  2tt  J  a 

(2-la) 

r  00  *n 

X  (jfi)  =  xa(t)e'jfitdt 

a  J  a 

(2-lb) 

Fourier  transform  of 
sequence  x(n)  into 
the  continuous 
function  XCel^) 

•  s  1  m  jam, 

x(n)  ■-  X(eJ  ) e  da) 

-tt  (2-2a) 

X(e^)  =  i  x(n)e  ^ n 
n=-co 

(2-2b) 

Discrete  Fourier 
series  of  periodic 
sequence  x(n)  of 
period  N 

x(n)  =  i  T  X(k)ejk(2^/N)n 

W  k=0 

(2-3a) 

s  Nr1  s  -jk(2ir/N)n 

X(k)  =  I  x(n)e  J 

n=0 

(2-3b) 

Discrete  Fourier 
transform  (DFT) 
of  finite-length 
sequence  x(n)  of 
length  N  into  the 
sequence  X(k)  of 
length  N 

,  %  1  Nr1  ,  .  jk(2rr/N)n 

x(n)  =  tt  l  X(k)e 

k=0 

for  0  <  n  <  N-l; 

x(n)  -  0  ,  otherwise. 

(2-4a) 

„  ,  Nr1  ,  s  -jk(2ir/N)n 

X(k)  =  1  x(n)e  J 

n^O  , 

for  0  <_  k  £  N-l; 

X(k)  -  0  ,  otherwise. 

( 2— 4b) 

TABLE  3  Conditions  for  the  Special  Case  Where  There  is 

Exact  Correspondence  (to  within  a  Scaling  Factor) 
of  Fourier  Transform  of  a  Continuous-Time  Signal 
and  DFT  of  a  Sequence  Derived  from  Sampling  [10], 


Conditions 

i _ _ — 

(i) 

The 

continuous— time  signal  x^(t)  must  be  periodic. 

(2) 

The 

frequency  content  of  x  (t)  must  be  bandlimited. 

a 

(3) 

The 

the 

sampling  frequency  must  be  greater  than  twice 
largest  frequency  component  of  x  (t) • 

(4) 

The 

sampling  length  must  truncate  x^(t)  with  a 

truncation  interval  exactly  equal  to  one  period 
(or  integer  multiple  of  one  period)  of  x&(t) • 
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TABLE  4  Convolution  Representations  of  Continuous-Time  Signals 
and  of  Sequences. 


Convolution  Representation 

Definition 

Fourier  Representation 
of  Convolution 

Linear  convolution  of 
continuous-time  signals 
xal(t)  and  xa2(t) 

c  00 

Xa3(t)  =  Xal(T)xa2(t-T)dT 

J  —00 

(4-la) 

xa3(jfi)  =  xal(jn)xa2(jn) 

(4-lb) 

Periodic  convolution  of 
periodic  sequences 
xj_(n)  and  x^Cn)  ,  each 
of  period  N 

N-l 

x3(n)  =  l  x1(m)x2(n-m) 
m=0 

(4-2a) 

Circular  convolution  of 
finite-length  sequences 
xj_(n)  and  X2(n)  ,  each  of 
length  N.  The  sequences 
are  represented  as 
periods  of  periodic 
sequences  x^(n)  and 
3^(n),each  of  period  N. 

N-l 

x  (n)  =  £  x  (m)x9(n-m) 

m=0 

for  0  <_  n  £  N-l; 

x^(n)  =  0  ,  otherwise. 

(4-3a) 

x3(k)  =  x3 (k)X2(k) 

for  0  <_  k  <_  N-l ; 

X3(k)  =  0  ,  otherwise. 

This  is  same  as : 

x3(k)  =  x1(k)x2(k) 

(4-3b) 

Linear  convolution  via 
circular  convolution  of 
finite-length  sequences 
X]_(n)  with  length  N]_ 
and  ^2(n)  with  length  N2 . 
The  length  of  each 
sequence  is  increased  to 
Ni+^-l  by  appending 
sufficient  number  of 
zeroes  to  each  sequence. 
The  resulting  sequences 
are  represented  as 
periods  of  periodic 
sequences  x]_(n)  and 
^(n),  each  of  period 
Ni+N2-1 

Nx+N2-2 

x  (n)  =  £  x^ (m)x2 (n-m) 

m=0 

for  0  <  n  <  Nx+N2-2; 

x^(n)  -  0  ,  otherwise. 

(4-4a) 

x3(k)  =  x1(k)x2(k) 

for  0  ^  k  N1+N2-2; 

X3(k)  =  0  ,  otherwise. 

(4-4b) 
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TABLE  5  Significance  of  Sampling  Parameters  for  Deriving 

a  Sequence  from  Sampling  a  Continuous-Time  Signal. 


Sampling  Parameter 

Significance 

Relationship 

Sampling  frequency  1/T, 
where  T  is  sampling  period 
in  sec  and  1/T  is  frequency 
in  Hz . 

To  avoid  distortion 
due  to  aliasing,  the 
sampling  frequency 
must  be  larger  than 
twice  the  highest 
frequency  component 
contained  in  the  con¬ 
tinuous-time  signal. 

ft 

-f  <  £  (5-1) 

2  T 

where  f20/2  is  the 
maximum  radian 
frequency  of  the 
continuous- time 
signal. 

Sampling  length*  NT, 
where  N  is  length  of  the 
sequence  derived  from 
sampling  and  T  is 
sampling  period  in  sec. 

To  improve  DFT  fre¬ 
quency  domain 
resolution,  the 
sampling  length  must 
be  increased. 

Frequency 
resolution  (Hz) 

=  1/ (NT) 

(5-2) 

To  avoid  distortion 
due  to  ’’leakage" 

[23,25]  resulting 
from  truncating  the 
signal,  the  sampling 
length  must  be 
sufficient  to  totally 
contain  the  signal** 

NT  _>  Time  duration 
of  signal 

(5-3) 

To  utilize  the  best 
efficiency  of  FFT 
computation,  N  should 
be  an  integer  power 
of  2. 

N  =  2V  (5-4) 

where  v  is  an  integer. 

*  If  the  sequence  is  to  encounter  a  linear  convolution  evaluation  using 
circular  convolution  via  a  FFT  algorithm,  appended  zeroes  may  be 
required  to  extend  the  length  of  the  sequence. 


**  If  the  signal  is  periodic,  the  sampling  length  should  be  equal  to 
the  period  or  an  integer  multiple  of  the  period.  If  truncation 
can  not  be  avoided,  the  truncation  effects  should  be  minimized 
by  smoothing  the  signal  by  proper  time  windowing  [7-10]. 
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TABLE  6  Program  Listing  for  Microcomputer-Based  N-Point  FFT  and 
IFFT  Computations  in  BASIC  when  N  is  an  Integer  Multiple 
of  2. 


30000 

30010 

30020 

30030 

30040 

30030 

30060 

30070 

30080 

30090 

30100 

30110 

30120 

30130 

30140 

30130 

30160 

30170 

30190 

30200 

30210 

30220 

30230 

30240 

30250 

30260 

30270 

30280 

30290 

30300 

30310 

30320 

30330 

30340 

30350 

30360 

30370 

30380 

30390 

30400 

30410 

30420 

30430 

30440 

30430 

30460 

30470 

30480 


rem  Subroutine  to  calculate  Fast  Fourier  Transform  (FFT) 

rem  or  Inverse  Fast  Fourier  Transform  (IFFT) 

rem 

rem  Bata  are  in  fr(real)  and  fi ( imaginary )  arrays 

rem  Calculation  is  in  place, output  replaces  input 

rem  The  following  parameters  must  be  defined  : 

rem  n££t%  :  The  number  of  points  (must  be  power  of  2) 

rem  itr%  :  1  for  FFT,  -1  for  IFFT 

rem - — 

rem  Check  if  n££t%  is  integer  power  of  2 
xnf f t=nf f t% 
for  i$=1  to  20 

xnfft=.5*xnfft  :  if  xnfft=1  then  30170 
if  xnf f t> 1  then  30160 

print  M  ERROR  in  subroutine  FFT  (  n££t%  wrong  ! ! !  )  "  :  print 

stop 

next  i% 

rem  Check  itr% 

if  itr%=1  or  itr$=-1  then  30220 

print  n  ERROR  in  subroutine  FFT  (  itr%  wrong  ! ! !  )  w  :  print 

stop 

rem  Calculate  FFT 
mr%-0  :  nn#=nfft#-1 

for  m#=1  to  nn% 
nl%=n££t% 

nl%-nl%\Z  :  if  mr%+nl%>nn%  then  30260 
mr%=(mr%  mod  nl%) +nl%  :  if  mr%<=m%  then  30300 
tr=fr(m#+l)  :  f r (m#+1 )  =  fr (mr#  +  1  )  :  fr (mr#+1 )= tr 

ti=f i ( m^+1 )  :  f i (m^+1 )=f i ( mr^+1 )  :  f i ( mr#+1 )= ti 

next  m% 

nlfo- 1 

if  nlfo>-n££ t%  then  30440 
is  te^%-nl%+nl%  :  el~r\l% 
for  m$  =  1  to  nl% 

arg=3.141593*(itr^*(l-m^))/el  :  wr=cos(arg)  :  wi=sin(arg) 

for  £%~m%  to  nff^$  step  istep^ 
j^=i%+nl%  \ 

tr=wr*fr ( ) -wi*f i ( 3% )  :  ti=wr*fi( ) +  wi*f r ( ) 

fr(  jjg)  =  fr(i*)-tr  :  f  i(  i*)-ti 

fr ( i%) =fr ( i%) + tr  :  f i ( i%) =£ i ( £%) + ti 

next  i% 

next  m% 

nl$=istep%  :  goto  30320 
if  itr#=1  then  return 
for  i^=1  to  n££t% 

£ r ( i% ) =  f r ( i%) / nf f t%  :  f i ( i% ) =f i ( 1% ) / nf f t% 

next  i% 

return 


329 


Sampled  and 
Implied  Periodicity 


Ay 

Interpreted 
as  T  (sec) 


Sampled  and 
Implied  Periodicity 


N|-l  ^  +  ^-2 
x.  (n) 


x2(n) 


f  V 

n2- 

iyN|  +  N2-2 

Interpreted 
as  T (sec) 

x2(n) 

Linear 

II 

Periodic 

Convolution 

JL 

Convolution 

t,  +  t2-4 

-Mis¬ 

r  r  Ni+Np-2 

interpreted 
as  T  (sec ) 

x3(n) 

(Circular 

Convolution ) 

(a) 

(b) 

2  (a)  Linear  convolution 

circular  convolution  of 
signals . 

of  continuous-time  signals  and  (b) 
sequences  derived  from  sampling  the 

332 


Fig.  3  Schematic  of  experimental  components  with  specimen  showing  the  "stress 

wave  factor"  test  configuration.  (All  tests  in  this  study  were  conducted 
with  transducers  coupled  face  to  face  without  a  test  specimen.) 


of  experimental 


Phase  Angle  (Radian) 


Fig.  5  Time  history,  magnitude  and  phase  of  (a)  input  signal  and 
(b)  output  signal. 
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Impulse  Response 
(Volt/  Volt  -  sec) 


Input  Voltage  (Volt) 


Input  Voltage  (Volt) 


Input  Voltage  (Volt) 


Fig.  9  Measured  and  predicted  system  responses:  (a)  7.65  |Jsec 
duration  rectangular  pulse  input  and  corresponding  (fc) 
experimental  output  and  (c)  predicted  output. 
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QUANTITATIVE  FLAW  CHARACTERIZATION  WITH 
SCANNING  LASER  ACOUSTIC  MICROSCOPY 


Edward  R.  Generazlo  and  Don  J.  Roth 
National  Aeronautics  and  Space  Administration 
Lewis  Research  Center 
Cleveland,  Ohio  44135 


Surface  roughness  and  diffraction  are  two  factors  that  have  been  observed 
to  affect  the  accuracy  of  flaw  characterization  with  scanning  laser  acoustic 
microscopy.  Inaccuracies  can  arise  when  the  surface  of  the  test  sample  Is 
acoustically  rough.  It  Is  shown  that,  In  this  case,  Snell's  law  Is  no  longer 
valid  for  determining  the  direction  of  sound  propagation  within  the  sample. 

This  paper  Investigates  the  relationship  between  the  direction  of  sound  propa¬ 
gation  within  the  sample,  the  apparent  flaw  depth,  and  the  sample's  surface 
roughness.  Diffraction  effects  can  mask  the  acoustic  Images  of  minute  flaws 
and  make  It  difficult  to  establish  their  size,  depth,  and  other  characteristics. 
It  Is  shown  that  for  Fraunhofer  diffraction  conditions  the  acoustic  Image  of  a 
subsurface  defect  corresponds  to  a  two-dimensional  Fourier  transform.  Trans¬ 
forms  based  on  simulated  flaws  are  used  to  Infer  the  size  and  shape  of  the 
actual  flaw. 


INTRODUCTION 

With  the  application  of  fracture  mechanics  to  the  design  of  components 
under  stress,  the  ability  to  accurately  characterize  existing  material  flaws 
by  nondestructive  evaluation  (NDE)  techniques  has  become  extremely  Important. 
Scanning  laser  acoustic  microscopy  (SLAM)  has  received  considerable  attention 
In  recent  years  as  a  promising  NDE  technique  (refs.  1  to  10).  SLAM  Is  gener¬ 
ally  used  for  Identifying  the  approximate  position,  size,  shape,  and  depth  of 
material  flaws  such  as  Inclusions,  voids,  and  delamlnatlons .  Materials 
Inspected  by  using  SLAM  Include  electronic  and  structural  ceramics  (refs.  1 
and  2). 

Recent  efforts  have  been  directed  toward  obtaining  more  accurate  quanti¬ 
tative  flaw  characterizations  from  acoustic  Images  obtained  with  SLAM  (refs. 
1,3,  and  4).  Inaccuracies  can  arise,  however,  when  the  surface  of  the  test 
specimen  Is  acoustically  rough.  The  acoustic  Image  of  a  flaw  and  therefore 
the  characterization  of  the  flaw  depend  on  the  surface  roughness  of  the 
material  In  which  the  flaw  resides.  For  example,  voids  of  known  dimensions  In 
as-fired  structural  ceramic  specimens  with  rough  surfaces  are  difficult  to 
detect  and  characterize  from  the  acoustic  Image  (ref.  5).  Polishing  the  sur¬ 
face  of  the  specimens  to  a  mlrrorllke  finish  Improves  the  acoustic  Image,  and 
the  voids  are  readily  detected  and  more  easily  characterized  (ref.  5).  The 
effect  of  surface  roughness  on  the  determination  of  flaw  depth  and  the  direc¬ 
tion  of  sound  propagation  was  examined  In  detail  In  this  study. 
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For  subsurface  flaws  the  acoustic  image  often  consists  of  a  diffraction 
pattern  rather  than  a  facsimile  Image  of  the  flaw.  In  this  case  It  Is  espe¬ 
cially  difficult  to  characterize  the  flaws  (ref.  1).  Nevertheless  relation¬ 
ships  have  been  Implied  between  diffraction-dominated  acoustic  Images  of  flaws 
and  their  actual  size  and  depth  (refs.  1  and  4).  Since  minute  flaws  are  often 
detectable  only  by  their  diffraction  patterns,  It  seems  appropriate  to  Inves¬ 
tigate  In  more  detail  the  relationship  between  diffraction  patterns  and  the 
flaws  causing  them. 

Some  diffraction  theories  are  applicable  to  typical  SLAM  experimental 
configurations.  In  this  study  we  Investigated  methods  for  analyzing  acoustic 
Images  and  demonstrated  that  quantitative  data  can  be  obtained  from  the  acou¬ 
stic  Images  when  the  effect  of  sample  surface  roughness  and  diffractive  scat¬ 
tering  are  Included  In  the  analysis. 

The  results  of  two  closely  related  Investigations  are  presented  herein. 
The  first  Investigation  examined  the  effect  of  sample  surface  roughness  on  the 
sound  direction  within  an  experimental  sample.  The  second  Investigation 
examined  the  relationship  between  diffraction-dominated  acoustic  Images  of 
subsurface  flaws  and  the  characterizations  of  these  flaws.  The  theoretical 
development  and  description  of  each  experimental  configuration  are  followed  by 
the  experimental  results  for  each  Investigation.  A  general  discussion  of  the 
Interrelation  of  the  Investigations  Is  presented. 


SCANNING  LASER  ACOUSTIC  MICROSCOPY 

The  development  and  operation  of  the  scanning  laser  acoustic  microscope 
are  covered  In  references  7  to  10.  The  basic  SLAM  configuration  Is  shown  In 
figure  1(a).  Longitudinal  sound  waves  are  produced  by  a  piezoelectric  trans¬ 
ducer  and  transmitted  through  a  couplant  (usually  distilled  water)  to  the 
sample.  The  sound  Is  reflected  and  refracted  at  the  water-sample  Interface 
(fig.  1(b)).  The  angle  of  the  transmitted  sound  In  the  sample  Is  determined 
by  Snel 1 1 s  law  ( ref .  11): 


where  Vw  and  Vs  are  the  sound  velocity  In  the  water  and  sample, 
respectively.  The  angles  ew  and  es  are  the  Incident  and  refracted 
angles,  respectively.  Upon  reaching  the  side  of  the  sample  opposite  the 
Incident-sound  source,  the  sound  displaces  the  surface  to  produce  a  "dynamic 
ripple"  (ref.  8).  To  observe  the  dynamic  ripple,  a  laser  beam  Is  scanned  over 
the  rippling  side  of  the  sample,  which  has  been  metallized  with  a  reflective 
coating  or  covered  with  a  metallized  polymethylmethacrylate  coversllp 
(fig.  1(a)).  The  laser  light,  angularly  modulated  by  the  surface  deformations 
of  the  dynamic  ripple,  Is  reflected  to  a  photodetector  and  subsequently  demo¬ 
dulated  to  produce  a  real-time  Image  on  a  video  monitor.  If  the  sample  con¬ 
tains  scatterers  such  as  voids.  Inclusions,  or  density  variations,  the  sound 
will  be  scattered  or  attenuated.  These  scattered  or  attenuated  waves  may 
appear  as  amplitude  variations  In  the  dynamic  ripple  and  therefore  may  be 
visible  as  amplitude  variations  In  the  real-time  video  acoustic  Image. 
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EFFECT  OF  SURFACE  ROUGHNESS  ON  FLAW  DEPTH  DETERMINATION 


Background 

Two  widely  used  methods  for  determining  flaw  depth  by  using  SLAM  are 
(1)  the  shadow  method  (ref.  6),  which  Is  used  for  surface  flaws,  and  (2)  the 
stereoscopic  method  (ref.  10),  which  Is  used  for  determining  the  depth  of 
subsurface  flaws.  Both  methods  depend  on  prior  knowledge  of  ultrasound 
direction  In  the  sample.  This  direction  can  be  determined  by  Snell's  law. 

The  configuration  for  the  shadowing  technique  Is  shown  In  figure  2,  where 
the  sound  Is  strongly  attenuated  by  a  surface  flaw  to  form  a  low-sound- 
intensity  region,  or  shadow.  The  depth  of  the  surface  flaw  Is  estimated  from 
the  angle  of  sound  es  In  the  material  sample  and  the  length  L  of  the 
shadow  region.  The  depth  d  of  the  surface  flaw  Is  then  given  by 


The  configuration  for  the  stereoscopic  method  Is  shown  In  figure  3.  Here 
the  position  Xr  of  the  acoustic  Image  Is  noted  In  reference  to  a  center 
position  X0.  The  sample  Is  then  rotated  180°  about  the  center  position. 

The  new  position  X|_  of  the  acoustic  Image  Is  noted  again  In  reference  to 
the  position  Xo-  If  the  direction  of  sound  In  the  material  Is  known,  the 
depth  d  of  the  flaw  Is  given  by 


d 


2  tan  e$ 


(3) 


These  simple  relationships  are  not  generally  applicable  to  the  SLAM  sample 
configuration.  Errors  In  depth  determination  may  arise  when  es  Is 
Inacurrately  determined.  Snell's  law  for  ultrasonic  waves  applies  to  Inter¬ 
faces  that  are  acoustically  flat  (l.e.,  where  the  sound  wavelengths  In  both 
the  water  and  the  sample  material  are  much  greater  than  the  topological  varia¬ 
tions  on  the  surface  of  the  sample).  A  typical  water-ceramic  Interface  as 
measured  by  stylus  profllometry  Is  shown  In  figure  4.  The  ceramic  sample  has 
topological  variations  of  the  order  of  2  ym.  At  100  MHz  the  sound  wavelengths 
\  In  water  and  In  a  typical  ceramic  sample  are  14.9  and  60  ym,  respectively. 

At  these  wavelengths  and  because  of  sample  surface  roughnesses,  Snell's  law  Is 
no  longer  applicable.  An  analogy  can  be  drawn  for  Snell's  law  between  optical 
and  acoustical  theory.  An  optically  flat  piece  of  glass  refracts  light  accor¬ 
ding  to  Snell's  law,  but  glass  with  a  randomly  rough  surface  (l.e.,  frosted) 
does  not.  The  glass  appears  to  be  frosted  because  the  Incident  light  Is 
refracted  (scattered)  Into  many  angles  at  the  air-glass  Interface.  This 
analogy  holds  for  acoustically  flat  and  rough  Interfaces. 


Experiment 

To  Investigate  the  effect  of  surface  roughness  on  the  estimation  of  flaw 
depth,  a  macroscopic  surface  crack  (channel)  was  constructed  with  optically 
flat  microscope  slides  (fig.  5(a)).  The  channel  was  2.54  cm  long,  1  mm  deep, 
and  1  mm  wide.  The  epoxy  layer  was  approximately  20  ym  thick.  The  surface  of 
the  slide  opposite  the  channel  (Incident-sound  surface)  was  roughened  by 
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polishing  In  three  selected  regions  with  1-,  3-,  and  15-ym  diamond  polishing 
paste.  The  polishing  direction  and  regions  are  shown  schematically  In 
figure  5(b).  The  sample  was  examined  by  SLAM  with  ew  =  16.8°. 


Results 

The  surface  roughnesses  are  shown  In  figure  6  for  the  optically  flat  area 
and  the  areas  roughened  with  diamond  paste.  The  peak-to-val ley  surface  rough¬ 
nesses  for  the  optically  flat  region  and  the  regions  roughened  with  1-,  3-, 
and  15-ym  diamond  paste  were  approximately  0.04,  0.2,  1.0,  and  10  ym,  respec¬ 
tively.  These  regions  are  cited  according  to  their  roughnesses  In  the 
remainder  of  this  discussion. 

Acoustic  Images  of  the  glass  slide  sample  near  the  channel  are  shown  In 
figure  7.  The  four  Images  shown  are  for  Incident  sound  on  the  regions  of 
0.04-,  0.2-,  1.0-,  and  10-ym  surface  roughness.  The  acoustic  Image  Intensity 
(gray  level)  as  a  function  of  horizontal  position  Is  also  shown  as  a  continuous 
white  curve  In  each  part  of  figure  7.  The  amplitude  of  the  curve  represents 
the  amplitude  of  the  sound.  From  figures  7(a)  to  (c)  three  distinct  areas  of 
Itenslty  can  be  Identified.  The  left-most  area  (solid  dark  area)  Is  the  Inside 
of  the  channel  and  Is  unmetalllzed;  so  no  sound  Intensity  should  be  observed. 
This  Is  also  evident  In  the  amplitude  curves  In  the  extreme  left  areas  before 
the  first  jump  In  the  curve.  The  second  area  Is  the  shadow  region  just  to  the 
right  of  the  solid  dark  area  In  each  figure.  The  amplitude  curves  show  a 
marked  jump  at  the  beginning  of  the  shadow  region.  The  noise  level  (Image 
Intensity)  In  each  shadow  region  Is  relatively  constant  over  a  length  L 
(figs.  7(a)  to  (c)).  This  length  defines  the  length  of  the  shadow  for  each 
surface  roughness  shown.  To  the  right  of  the  shadow  region  the  sound  (and 
Image)  Intensity  Increases  In  amplitude  and  fluctuates  rapidly.  For  this  third 
area  the  sound  has  traveled  a  direct  path  through  the  sample  relatively  unper¬ 
turbed  by  the  presence  of  the  channel.  These  three  areas  (channel  edge, 
shadow,  and  right  of  shadow)  are  quite  distinct  for  the  regions  of  the  glass 
sample  having  0.04-,  0.2-,  and  1-ym  surface  roughnesses.  The  region  having  a 
surface  roughness  of  10  ym,  however,  reveals  little  evidence  of  these  three 
areas. 

If  we  assumed  that  Snell's  law  Is  valid  for  these  configurations,  the 
apparent  depth  of  the  channel  can  be  determined  from  figures  2  and  7(a)  to  (c) 
and  equations  (1)  and  (2).  This  Is  shown  In  figure  8.  The  apparent  channel 
depth  varied  with  Incident-sound  surface  roughness.  Only  for  the  optically 
flat  region  of  0.04-ym  surface  roughness  was  the  true  depth  of  the  channel 
obtained.  By  assuming  that  Snell's  law  applies  over  the  roughened  regions,  we 
obtained  an  error  as  large  as  63  percent  In  determining  the  depth  of  the  chan¬ 
nel.  Alternatively,  or  more  correctly,  we  can  determine  the  angle  es 
through  which  the  sound  Is  refracted  as  a  function  of  the  Incident-sound  sur¬ 
face  roughness  by  using  the  known  channel  depth  and  equation  (2).  This  Is 
also  shown  In  figure  8.  The  refracted  angle  varied  from  43°  for  the  optically 
■flat  region  of  0.04-ym  surface  roughness  to  30°  for  the  region  of  1.0-ym  sur¬ 
face  roughness.  The  optically  flat  region  was  the  only  region  that  yielded  a 
direction  of  sound  (shear  wave)  propagation  that  was  consistent  with  Snell's 
law  (eq.  (1 )) . 
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DIFFRACTION  EFFECTS  OBSERVED  IN  ACOUSTIC  IMAGES  OF  FLAWS 


Background 

The  optical  Fourier  transform  of  an  obstacle  or  aperture  can  be  readily 
observed  from  Its  diffraction  pattern  when  the  experimental  configuration 
yields  Fraimhofer  diffraction  conditions  (refs.  12  to  14).  We  examined  the 
origin  of  the  diffraction  pattern  from  a  single  slit  of  width  a  (fig.  9).  A 
plane  wave,  Incident  from  the  left,  was  diffracted  at  the  slit  opening.  A 
minimum  In  the  Intensity  of  the  diffraction  pattern  on  an  Image  plane  at  a 
distance  d  from  the  slit  occurred  when  (refs.  12  and  15) 

n\  =  a  sin  a  (4) 

where  n,  \,  and  es  are  the  minimum,  wavelength,  and  angular  distance 
between  a  minimum  and  the  central  maximum.  For  an  experimental  configuration 
the  angle  at  which  the  first  minimum,  n  =  1,  occurred  Is  given  by 

a  =  tan_1(j)  (5) 

where  x  Is  the  distance  between  the  center  of  the  slit  and  the  first  minimum. 

A  single-slit  aperture  will  yield  the  two-dimensional  diffraction  pattern 
shown  In  figure  9(a)  If  the  Fraunhofer  conditions  are  met  (refs.  13  and  14). 
Fraunhofer  diffraction  patterns  created  by  an  aperture  are  similar  to  those 
for  an  obstacle  with  the  same  dimensions  (refs.  3  and  12).  A  digital  two- 
dimensional  Fourier  transform  of  a  line  function  simulating  a  single  slit 
(fig.  9(b))  Is  shown  In  figure  9(c).  It  Is  Identical  to  the  diffraction  pat¬ 
tern  of  figure  9(a).  The  diffraction  pattern  for  a  circular  aperture,  first 
solved  by  Airy  by  1835  (refs.  12  and  15),  Is  more  complicated  than  diffraction 
from  a  single  slit.  Airy's  results  Indicate  that  for  an  aperture  of  diameter 
a  the  angle  of  the  first  minimum  occurs  at 


A  digital  two-dimensional  Fourier  transform  of  a  circle  function  simulating  a 
circular  aperture  (fig.  10(a))  Is  shown  In  figure  10(b).  The  diffraction 
results  follow  similarly  for  acoustic  waves. 


Experiment 

A  naturally  occurring  subsurface  spherical  void  In  an  ordinary  piece  of 
glass  (fig.  11)  was  used  to  Illustrate  the  acoustic  diffraction  patterns  from 
a  spherical  scatterer.  The  glass  was  ground  to  a  thickness  of  approximately 
4.2  mm,  and  both  sides  were  polished  with  50-ym  aluminum  oxide.  The  void  Is 
380  ym  In  diameter  and  Is  700  ym  below  the  surface. 

To  Illustrate  the  acoustic  diffraction  pattern  from  a  line  scatterer,  a 
23-ym-dlameter  tungsten  wire  was  ground  to  have  a  flat  surface  so  that  It  was 
semlcyllndrlcal  In  shape.  The  wire  was  1  cm  long  and  supported  300  ym  below 
the  surface  of  a  polymethylmethacrylate  slab  1.5  mm  thick  (fig.  12).  The  slab 
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was  polished  with  50-ym  aluminum  oxide.  Both  samples  were  examined  by  using 
SLAM. 


Results 

The  acoustic  Image  for  the  void  In  glass  Is  shown  In  figure  13.  The  dif¬ 
fraction  pattern  resembles  a  series  of  concentric  circles  and  Is  similar  to 
that  of  the  Fourier  transform  of  a  circular  obstacle  shown  previously 
(fig.  10(b)).  The  first  mlnlmums  of  Intensity  along  the  vertical  direction 
are  Indicated  In  the  figure.  The  distance  2x  between  these  mlnlmums  Is 
134  ym.  Combining  the  distance  between  the  mlnlmums  with  the  known  depth  of 
the  void  and  equation  (5)  yielded  an  experimental  value  of  6.00°  for  the  angu¬ 
lar  distance  between  the  first  minimum  and  the  central  maximum.  This  value 
agrees  well  with  the  theoretical  value  of  5.01°  obtained  from  equation  (6). 

The  acoustic  Image  for  the  wire  embedded  In  polymethylmethacrylate  Is 
shown  In  figure  14.  The  Image  resembles  the  Fourier  transform  of  a  line  func¬ 
tion  shown  In  figure  9(c).  The  first  mlnlmums  are  Indicated  In  the  figure  and 
the  distance  2x  between  them  Is  232  ym.  Combining  the  distance  between  the 
mlnlmums  with  the  depth  of  the  wire  and  equation  (5)  yielded  an  experimental 
value  of  7.02°  for  the  angular  distance  between  the  first  minimum  and  the  cen¬ 
ter  of  the  void.  This  value  agrees  well  with  the  theoretical  value  of  7.48° 
obtained  from  equation  (4). 

Since  the  direction  of  sound  propagation  In  samples  with  even  moderate 
surface  roughness  varies  considerably  from  that  for  an  optically  flat  surface, 
an  alternative  method  to  determine  this  direction  Is  needed.  Both  the  poly¬ 
methylmethacrylate  and  glass  samples  were  metallized  with  a  semitransparent 
gold  film.  The  positions  of  the  subsurface  defects  were  simultaneously 
observed  optically  and  acoustically  (fig.  15).  From  the  known  depth  d  and 
the  apparent  displacement  AX  of  the  defect,  the  angle  of  sound  propagation 
In  the  sample  Is 


For  the  glass  sample  es  =  27°  and  corresponds  to  shear  waves;  for  the 
polymethylmethacrylate  sample  es  =  31°  and  corresponds  to  longitudinal 
waves . 


DISCUSSION 

The  apparent  direction  of  sound  propagation  within  the  sample  changed 
with  the  roughness  of  the  surface  on  which  the  sound  Impinged.  This  was 
observed  even  for  samples  exhibiting  topological  variations  of  the  order  of 
0.02  to  1.0  ym.  These  results  Indicate  that  Snell's  law  Is  not  generally  valid 
for  determining  propagation  direction  for  samples  with  acoustically  rough  sur¬ 
faces.  An  accurate  measurement  of  flaw  depth  depends  on  the  correct  determi¬ 
nation  of  the  sound  direction  within  the  sample  (eqs.  (2)  and  (3));  therefore 
neither  the  shadow  method  nor  the  stereoscopic  method  will  yield  accurate  flaw 
depths  or  samples  with  rough  surfaces. 
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The  acoustical  Fourier  transforms  (figs.  13  and  14)  are  not  Identical  to 
their  corresponding  digital  two-dimensional  Fourier  transforms  (figs.  10(b) 
and  9(c)).  The  discrepancies  are  due  to  three  theoretical  conditions  that  are 
not  satisfied  by  the  experimental  configuration.  First,  neither  the  wire  nor 
the  void  Is  a  two-dimensional  object.  Hence  the  standard  theoretical  develop¬ 
ment  for  two-dimensional  apertures  does  not  apply.  The  wire  defect  was  pur¬ 
posely  flattened  on  one  side  In  an  effort  to  achieve  an  experimental  system 
that  was  nearly  two  dimensional.  A  similar  polymethylmethacrylate  sample  was 
produced  In  which  a  cylindrical  wire  was  embedded.  The  diffraction  pattern  on 
the  left  side  of  the  central  maximum  was  not  observed  on  the  acoustic  Image. 
Only  by  flattening  one  side  of  the  wire  was  the  full  diffraction  pattern 
observable.  This  result  can  be  extended  to  the  case  of  the  void.  For  the 
void  the  diffraction  pattern  on  the  left  side  of  the  central  maximum  (fig.  14) 
was  most  likely  not  observed  because  of  the  dimensionality  of  the  defect  and 
the  experimental  configuration.  Second,  the  acoustic  Image  Is  formed  on  an 
Image  plane  that  Is  not  perpendicular  to  the  direction  of  sound  propagation. 

The  obliqueness  of  this  Image  plane  must  be  Incorporated  Into  the  diffraction 
theory.  Third,  the  experimental  configuration  used  did  not  result  In  true 
Fraunhofer  conditions.  For  the  sample  dimensions  and  sound  wavelengths  shown 
herein,  the  diffraction  patterns  were  observed  In  the  transition  region  between 
Fresnel  and  Fraunhofer  zones.  As  a  result  the  phase  cancellation  at  the  mini- 
mums  was  Incomplete  and  the  mlnlmums  were  displaced. 

The  acoustic  Image  of  the  void  shows  diffraction  rings  that  tend  to  be 
more  closely  packed  at  distances  far  from  the  central  maximum.  The  work  by 
Airy  (refs.  12  and  15)  Indicates  that  for  a  circular  aperture  the  distance 
between  adjacent  diffraction  rings  should  decrease  with  distance  from  the  cen¬ 
tral  maximum.  This  Is  consistent  with  the  experimental  results.  It,  however, 
was  not  seen  for  the  digital  two-dimensional  Fourier  transform  of  a  digitally 
simulated  circular  aperture.  This  discrepancy  Is  likely  to  be  due  to  the  dis¬ 
crete  nature  of  the  digital  aperture.  The  aperture  Is  not  a  true  circle  but  a 
collection  of  adjacent  rectangular  openings  of  various  sizes.  The  circumfer¬ 
ence  of  this  simulated  aperture  Is  steplike.  Fourier  components  that  would  be 
observed  If  the  aperture  were  a  true  circle  are  missing  from  the  transform 
shown  In  figure  6(b).  These  missing  Fourier  components  are  needed  to  form  the 
Airy  disk  pattern  with  varying  ring  spacing. 


CONCLUSIONS 

It  was  shown  that  accurate  measurements  of  surface  and  subsurface  flaw 
characteristics  depend  on  determining  the  refracted  sound  propagation  direction 
within  the  sample.  The  surface  roughness  of  the  experimental  sample  was  found 
to  have  a  substantial  effect  on  the  direction  of  refracted  sound  propagation. 
Therefore  Snell's  law  Is  not  generally  applicable  to  even  moderately  rough 
samples.  However,  accurate  depth  measurements  could  be  made  when  the  direction 
of  refracted  sound  propagation  was  determined  experimentally.  Acoustic  dif¬ 
fraction  patterns  caused  by  subsurface  flaws  were  shown  to  be  directly  related 
to  two-dimensional  digital  Fourier  transforms  of  objects  that  simulate  the 
size  and  shape  of  subsurface  flaws. 
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(a)  General  configuration  used  for  SLAM. 

(b)  Schematic  diagram  illustrating  Snell's  law  at  incident-sound 
interface. 

Figure  1.  -  Scanning  laser  acoustic  microscopy  (SLAM)  technique. 
Ultrasound  refracted  at  interface  of  water  couplant  and  material 
specimen  according  to  Snell's  law. 
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figure  2.  -  Schematic  diagram  showing  shadow  region  produced  when  ultra¬ 
sound  encounters  crack  in  top  surface  of  sample. 


LASER 
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(b) 


(a)  Initial  apparent  position  of  flaw,  XR. 

(b)  Apparent  position  of  flaw  after  18 (P  rotation  about  position  Xq,  X^ 

Figure  3.  -  Schematic  diagrams  showing  principles  of  stereoscopic 
method  used  to  determine  depth  of  flaw  beneath  sample  surface. 


Figure  4.  -  Typical  interface  between  water  and  ceramic  sample  with 
SLAM  operating  at  100  MHz.  (Note  magnitude  of  wavelength  of 
sound  in  water  and  magnitude  of  topological  variations  on  surface 
of  ceramic  specimen.) 
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(b) 


(a)  Side  view  of  specimen  showing  experimental  setup  on  SLAM  with  resulting 
shadow  region. 

(b)  Oblique  bottom  view  of  specimen  showing  regions  polished  with  l-,3 and 
15-pm  diamond  polishing  paste. 


Figure  5.  -  Glass  slide  specimen  with  artificially  made  channel.  (Channel  simu¬ 
lates  surface  crack.) 


2  “H  —  40um 


(b) 


(a)  Optically  flat  region  (peak-to-valley  roughness,  <0.04 pm). 

(b)  Region  polished  with  1-pm  diamond  paste  (peak-to-valley 
roughness,  0.2  pm). 

(c)  Region  polished  with  3-pm  diamond  paste  (peak-to-valley 
roughness,  1pm). 

(d)  Region  polished  with  15-pm  diamond  paste  (peak-to-valley 
roughness,  10  pm). 

Figure  6.  -  Surface  profiles  of  regions  of  different  surface 
roughnesses  on  glass  slide 
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(d)  Region  of  10-|im  peak-to-valley  roughness. 

Figure  7.  -  Acoustic  images  of  glass  slide  regions  of  different  surface  roughnesses.  (Images  taken  near 
channel.  Continuous  white  curves  show  image  intensity  as  function  of  horizontal  position.  Shadow 
length  L  decreases  with  increasing  surface  roughness.) 
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Figure  8.  -  Apparent  depth  of  channel  and  appar¬ 
ent  direction  of  ultrasound  in  glass  as  function 
of  incident-sound  surface  roughness. 
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(a)  Schematic  diagram  showing  how  radiation  is  diffracted  by 
single  slit. 

Figure  9.  -  Diffraction  of  radiation  from  single  slit  under  Fraunhofer 
conditions  and  Fourier  transform  of  simulated  single  slit. 
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Figure  11.  -  Top  view  of  subsurface  spherical  void  occurring  natural¬ 
ly  in  ordinary  piece  of  glass,  used  to  illustrate  acoustic  diffraction 
patterns  from  spherical  scatterer. 
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Figure  12.  -  Side  view  of  tungsten  wire  embedded  in 
polymethylmethacrylate  slab,  used  to  illustrate 
acoustic  diffraction  patterns  from  line  scatterer. 
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INI  MUM 


Figure  13.  -  Acoustic  image  of  naturally  occurring  subsurface 
spherical  void  in  glass  (Fig.  11L 


Figure  14.  -  Acoustic  image  of  wire  embedded  in  polymethylmetha¬ 
crylate  slab  (Fig.  12). 
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OPTICAL  ACOUSTIC 
IMAGE  IMAGE 


Figure  15.  -  Schematic  diagram  illustrating  optical-acoustic 
method  using  SLAM  for  determining  true  ultrasound 
direction  within  material. 
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